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Knowledge Transfer Statement:

The results of this study can be used by clinicians when deciding which approach they wish to use when planning placement of mini-dental implants in an individual's edentulous mandible. With consideration of cost and patient preference, this information could lead to more appropriate therapeutic decisions A proof-of-concept augmented reality system in oral and maxillofacial surgery.

Introduction

Oral and maxillofacial surgery concerns both tumoral, functional and aesthetic disorders. In all these situations noble structures (including the teeth, nerves and bones) must be protected to ensure a functional and aesthetic result. Virtual Reality (VR) and planification based on 3D virtual models are a good technical assistance to improve quality and rapidity of the surgery.

Yet, in practice, it is not enough [START_REF] Ayoub | The application of virtual reality and augmented reality in Oral & Maxillofacial Surgery[END_REF]. Projection of anatomical structures and tumours in real time on the patient would be a very helpful assistance. Augmented Reality (AR) is thus a promising approach. Over the past ten years, the technology has emerged in the field of medicine for medical education, surgical training and surgical interventions [START_REF] Kwon | Augmented reality in dentistry: a current perspective[END_REF].

From a general perspective, implementing AR requires three key elements: 1) a camera to film the surgical site, 2) a method to solve the virtual-to-real alignment problem and 3) a means to display the AR results to the surgical team. In endoscopic surgery, one already has a camera and a screen in place, and only the alignment problem is to be solved, as shown in the existing endoscopic AR solutions [START_REF] Collins | Augmented Reality Guided Laparoscopic Surgery of the Uterus[END_REF][START_REF] Quero | Virtual and Augmented Reality in Oncologic Liver Surgery[END_REF]. In contrast, in oral and maxillofacial surgery, the operative field has to be adapted to add a camera and a screen. Existing methods use artificial markers to align the virtual 3D model reconstructed from CT with intraoral images [START_REF] Zhang | Application of preoperative registration and automatic tracking technique for image-guided maxillofacial surgery[END_REF][START_REF] Metzger | Comparison of 4 registration strategies for computer-aided maxillofacial surgery[END_REF][START_REF] Zhu | A novel augmented reality system for displaying inferior alveolar nerve bundles in maxillofacial surgery[END_REF] and anatomical landmarks to perform surgical navigation [START_REF] Metzger | Comparison of 4 registration strategies for computer-aided maxillofacial surgery[END_REF][START_REF] Kang | Marker-free registration for the accurate integration of CT images and the subject's anatomy during navigation surgery of the maxillary sinus[END_REF][START_REF] Pepe | A Marker-Less Registration Approach for Mixed Reality-Aided Maxillofacial Surgery: a Pilot Evaluation[END_REF]. Some other methods use stereoscopic video analysis [START_REF] Suenaga | Vision-based markerless registration using stereo vision and an augmented reality surgical navigation system: a pilot study[END_REF][START_REF] Wang | A practical marker-less image registration method for augmented reality oral and maxillofacial surgery[END_REF] to achieve intraoperative 3D surface reconstruction, replacing the markers by surface curvature analysis [START_REF] Metzger | Comparison of 4 registration strategies for computer-aided maxillofacial surgery[END_REF][START_REF] Kilgus | Mobile markerless augmented reality and its application in forensic medicine[END_REF][START_REF] Wang | Video see-through augmented reality for oral and maxillofacial surgery[END_REF][START_REF] Kim | Integration accuracy of digital dental models and 3-dimensional computerized tomography images by sequential point-and surface-based markerless registration[END_REF][START_REF] Destrez | Automatic registration of 3D dental mesh based on photographs of patient's mouth[END_REF]. These methods require very accurate 3D models and often fail owing to the limited quality offered by the current stereoscopic 3D reconstruction technology.

We propose a novel proof-of-concept AR system for bony head and neck parts. The system can use a CT scan and/or an 3D intraoral scan (IOS) as preoperative data. Our proposed alignment method has been developed without the need for fiducial markers. Specifically, it uses the dental cusps as anatomical landmarks to align the preoperative virtual 3D model to the intraoperative camera image. Concretely, our system provides visual augmentations on a still image of the operating field, as and when requested by the surgeon, assisting them in visualising hidden anatomical structures such as tumours, nerves and tooth roots. A software with Graphical User Interface was developed as well. We then performed trials to study the technical feasibility and clinical interest of AR guidance in oral and maxillofacial surgery.

Materials and Methods

We propose a five steps workflow (fig. 1), which resolves five identified technical issues. The output of the workflow is the camera image overlayed with visual augmentations.

Step 1: creating the virtual preoperative 3D model of the patient's oral anatomy

Preoperatively, a CT scan or a cone-beam was performed. In order to have well detailed dental cusps and patient occlusion, an intraoral 3D scan is secondly undertaken.

The 3D intraoral mesh and the bone reconstruction obtained from the CT scan were fused to generate a detailed preoperative 3D model using a rigid transformation between the two-point clouds and a semi-automatic alignment done. First, an initial transformation matrix was manually obtained. Second, the Iterative Closest Point (ICP) algorithm is run to refine the transformation by automatically minimising the quadratic distance between the two-point clouds [START_REF] Besl | Sensor fusion IV: control paradigms and data structures[END_REF]. The segmentation of the relevant anatomical structure is then made during surgical planning with the open-source software 3D Slicer.

Step 2: intraoperative video acquisition and camera calibration

We suspend a Nikon DSLR camera protected by a sterile drape to a ceiling arm above the patient head. Only the camera lens was out of the drape. This simple setup respects the aseptic conditions of the operating room and limits the footprint.

Camera calibration consists in determining the parameters of the mathematical relation which relates the coordinates of a point in the 3D real environment and its coordinates in the intraoperative 2D image. We have used the open-source computer vision library OpenCV [17]. It contains an implementation of the ChAruCo pattern and of the calibration method by Zhang [START_REF] Zhang | A flexible new technique for camera calibration[END_REF]. In this method, the key idea is to take photos of the ChAruCo calibration pattern and after processing, the camera parameters modelling the relationship between the real 3D world and the camera image are determined.

Step 3: landmarks extraction

We propose to use dental cusps as natural landmarks to solve the alignment problem in maxillofacial surgery. Teeth are rigidly linked to the mandible and the maxillary, follow the mandible mobilisation and the spee curve has a three-dimensional disposition. The system implementation allows one to manually mark at least 6 dental cusps on the preoperative model and then on the intraoperative image by clicking them in pairs.

Step 4: pose estimation

Pose estimation consists in finding a rigid transformation mapping points from the preoperative 3D model to the camera. This transformation represents the sought alignment.

Pose can be estimated from corresponding point-pairs, which in our system are the dental cusps of step 3. At least three point-pairs are needed to perform pose estimation but more stable results are obtained when more are used. Concretely, we use an algorithm named PnP (Perspective-n-Points), whose inputs are n 3D-2D point-pairs and output is the sought pose, consisting of a 3D rotation and translation. We use the OpenCV implementation of PnP (OpenCV).

Step 5: augmented reality rendering

We render the augmented reality by making visible the preoperative 3D model overlay on the real intraoperative 2D camera view. Taking into account the pose estimate, the points of the preoperative 3D virtual model are projected to the image plane by perspective projection, which is assembled from the camera calibration and alignment parameters of steps 2 and 4.

Concretely, we used OpenCV to implement this step.

Experimental graphical user interface

To make the workflow usable for a surgeon a GUI (Graphical User Interface) was developed by using graphical components from the open-source libraries Qt, OpenCV and VTK (Visualization Tool Kit). The user imports the planification model, calibrates the camera, labels the dental cusps and then runs the process to generate the visual augmentation (fig. 2)

Results

We carried out several experiments on three types of models: phantom, animal and human.

First model: phantom mandible model

A maxillo-mandibular 3D ABS (Acrylonitrile Butadiene Styrene) printed model extracted from a patient CT scan slices serves as phantom. The model is monochromatic, well-lit and motionless. It allows us to test pose estimation and virtual rendering. AR makes it possible to identify the inferior alveolar nerve path on the mandible. After manually mark 8 point of interest on the preoperative model, the nerve trajectory projected on the phantom successfully starts from the mandibular foramen to the mental foramen (fig. 3).

Second model: ex-vivo porcine head model

For a greater realism, an ex-vivo pig head model was scanned with a Siemens SOMATOM Definition AS machine, following the conventional radiology protocol to perform bone segmentation. The model was placed and illuminated by an operative room lighting system. We used 7 pig dental cusps to serve as landmarks. This more realistic situation creates a compelling test case. Indeed, tissues of various colours and consistency are always present on the bone parts, which generates dimensional and colorimetric differences compared to the preoperative model. We chose the inferior alveolar foramina as the anatomic points to highlight with AR. Two mental foramina were precisely augmented. One foramen was well identified and the second was in contact with the nerve emergence (fig. 4).

Third model: real clinical conditions experiments

To complete the experimental part, we decided to test on a patient with a maxillary cyst in contact with the root of tooth 23. In this case, the surgery was not planned using AR but we carried out offline postoperative tests. The operative room was organised with the calibrated camera above the surgical field and a screen to render AR. We planned the maxillary cyst location and checked whether the drilled surgical bone merged with the planning.

Intraoperative views were augmented with the planification model. The 2D and 3D occlusal lines correspond and the preoperative planification model overlays the hole performed by the surgeon to extract the cyst. AR in this situation was considered precise enough to align dental cusps and to adapt the 2D projection on the natural curvature of the dental arch (fig. 5). The highlighted area of interest is larger than the bone removed by the surgeon because it includes all the cyst observed on the CT scan slices.

Discussion

Throughout this work we present an AR proof-of-concept system for oral and maxillofacial surgery. In this project, AR screen rendering and markerless alignment methods were the two main elements. Some AR projects use smart glasses to display visual augmentations [START_REF] Maruyama | Smart Glasses for Neurosurgical Navigation by Augmented Reality[END_REF][START_REF] Matsukawa | Smart glasses display device for fluoroscopically guided minimally invasive spinal instrumentation surgery: a preliminary study[END_REF]. In our situation and as agreed with surgeons we retained AR screen rendering for the three following reasons:

1-smart glasses are heavy and bulky, the surgeon comfort could be altered, especially as they need AR during a short surgery time; 2-with glasses, AR is only reserved for the device wearer, whereas in our system the information can be projected on several operative room screens; 3-glasses are closed to the operative field and could be poorly affected by projections. Even though smart glasses have great interest we decided to preserve surgeon's comfort and medical team information sharing by using screens.

Markerless alignment methods are a real challenge but are clinically interesting [START_REF] Wang | Video see-through augmented reality for oral and maxillofacial surgery[END_REF]. They do not require external devices to perform alignment tasks and do not need special surgical equipment. As the patient is the alignment device, it is not necessary to regularly check the accuracy of the alignment. The weak aspect of using the dental cusps is that it cannot be used with toothless patients.

The quality of the results was clinically objectivated according to oral and maxillofacial surgeons. But a quantitative evaluation will have to be performed in order to determine precisely the system's metrological characteristics and improve the software. At this stage, other improvements can be made. Preoperative model generation could be assisted by deep learning to save operator time during CT scan segmentation stages.

Landmark detection is manually performed but if automated it could display visual augmentations in real time and not only on still frames. For now, the surgeon has to take a small amount of time in order to capture a picture and analyse it.

To improve this work, we will include more patients to repeat what we performed with the third model and establish performance statistics.

Conclusion

AR is increasingly present in the operating room. For oral and maxillofacial surgery, this is only the beginning. At this work stage, our proof-of-concept system made it possible to highlight the clinical gain and technical feasibility. But there are many prospects for improvement in order to make the system usable in routine procedures and compliant with regulatory requirements. The major points for future development are the automatic detection of the anatomical landmarks (the dental cusps) to enable AR on live video, the improvement of visual augmentation rendering, the quantification of AR precision and the inclusion of additional patients to extend the feasibility results of our clinical model. 
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