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In vitro aortic flow simulators allow studying hemodynamics with a wider range of flow visualization techniques compared to in vivo medical imaging and without the limitations of invasive examinations. This work aims to develop an experimental bench to emulate the pulsatile circulation in a realistic aortic phantom. To mimic the blood shear thinning behavior, a non-Newtonian aqueous solution is prepared with glycerin and xanthan gum polymer. The flow is compared to a reference flow of Newtonian fluid. Particle image velocimetry is carried out to visualize 2D velocity fields in a phantom section. The experimental loop accurately recreates flowrates and pressure conditions and preserves the shear-thinning properties of the non-Newtonian fluid. Velocity profiles, shear rate, and shear stress distribution maps show that the Newtonian fluid tends to dampen the observed velocities. Preferential asymmetrical flow paths are observed in a diameter narrowing region and amplified in the non-Newtonian case. Wall shear stresses are about twice higher in the non-Newtonian case. This study shows new insights on flow patterns, velocity and shear stress distributions compared to rigid and simplified geometry aorta phantom with Newtonian fluid flows studies. The use of a non-Newtonian blood analog shows clear differences in flows compared to the Newtonian one in this compliant patient-specific geometry. The development of this aortic simulator is a promising tool to better analyze and understand aortic hemodynamics and to aid in clinical decision-making.

Introduction (3492 words)

Over the past decade, aorta hemodynamics studies have grown considerably with the purpose not only of improving treatments but also of preventing disease by understanding their development mechanisms. Vortical flows, wall shear stresses, and modification of vessel wall mechanical properties are among the main factors that could explain the results of aortic diseases such as aneurysm and aortic dissection [START_REF] Bürk | Evaluation of 3D blood flow patterns and wall shear stress in the normal and dilated thoracic aorta using flow-sensitive 4D CMR[END_REF][START_REF] Kolipaka | Quantification and comparison of 4D-flow MRI-derived wall shear stress and MRE-derived wall stiffness of the abdominal aorta[END_REF]. In vivo, these characteristic investigations have shown some limitations regarding invasive measurement methods, and insufficient spatial and temporal resolutions of medical imaging techniques. To overcome these limitations in vitro and in silico approaches were developed to recreate hemodynamical environments while controlling physiological conditions, circulating fluid, and aorta material properties. In vitro studies allow the use of high-resolution flow visualization techniques with fewer restrictions than invasive measurement probes and the ability to conduct reproducible experiments. Particle Image Velocimetry (PIV) [START_REF] Deplano | 3D analysis of vortical structures in an abdominal aortic aneurysm by stereoscopic PIV[END_REF]Najjari et al., 2016b;[START_REF] Büsen | Development of an in vitro PIV setup for preliminary investigation of the effects of aortic compliance on flow patterns and hemodynamics[END_REF], and 3D-Particle Tracking Velocimetry [START_REF] Gülan | Experimental study of aortic flow in the ascending aorta via particle tracking velocimetry[END_REF] have been used in hemodynamics studies to provide high spatial resolution (under 1 x 1 mm 2 ) to complement in vivo observations.

In the case of blood flow in vitro simulators, the main difficulty is to recreate aortic flows with complex features: realistic aorta geometry, aortic wall compliance [START_REF] Deplano | Flow behaviour in an asymmetric compliant experimental model for abdominal aortic aneurysm[END_REF], blood non-Newtonian behavior [START_REF] Deplano | Flow of a blood analogue fluid in a compliant abdominal aortic aneurysm model: Experimental modelling[END_REF][START_REF] Walker | On the characterization of a non-Newtonian blood analog and its response to pulsatile flow downstream of a simplified stenosis[END_REF], and faithful pulsatile flow conditions [START_REF] Thirugnanasambandam | Design, Development, and Temporal Evaluation of a Magnetic Resonance Imaging-Compatible In Vitro Circulation Model Using a Compliant Abdominal Aortic Aneurysm Phantom[END_REF]. Each of these characteristics plays a major role in hemodynamical flows. The challenge lies in combining them in a single experiment.

Many circulatory mock loops have been designed to emulate human circulation [START_REF] Kung | Development of a physical Windkessel module to re-create in vivo vascular flow impedance for in vitro experiments[END_REF][START_REF] Thirugnanasambandam | Design, Development, and Temporal Evaluation of a Magnetic Resonance Imaging-Compatible In Vitro Circulation Model Using a Compliant Abdominal Aortic Aneurysm Phantom[END_REF] and recent research mainly focuses on improving biofidelity of in vitro simulators with patient custom features. [START_REF] Franzetti | Design of an In Vitro Mock Circulatory Loop to Reproduce Patient-Specific Vascular Conditions: Toward Precision Medicine[END_REF] and [START_REF] Bonfanti | A Combined In Vivo, In Vitro, In Silico Approach for Patient-Specific Haemodynamic Studies of Aortic Dissection[END_REF] developed an in vitro circulatory mock loop for aortic dissection investigations and compared it to numerical simulations. Their aorta geometry was extracted from Computed Tomography scans (CT) and custom Windkessel models were implemented to meet the patient's in vivo conditions. In addition, their aorta phantom was a rigid model and the working fluid was a Newtonian blood analog.

A large majority of in vitro (and in silico) studies used a Newtonian representation for blood and did not consider the shear-thinning behavior [START_REF] Yousif | A blood-mimicking fluid for particle image velocimetry with silicone vascular models[END_REF][START_REF] Büsen | Development of an in vitro PIV setup for preliminary investigation of the effects of aortic compliance on flow patterns and hemodynamics[END_REF] claiming that blood Newtonian assumption is acceptable in large vessels such the aorta. [START_REF] Deplano | Flow of a blood analogue fluid in a compliant abdominal aortic aneurysm model: Experimental modelling[END_REF] analyzed the influence of shear-thinning properties on vortex rings propagation in an idealized model of aortic aneurysm. They showed that the Newtonian fluid tends to overestimate vortex ring velocity and travel distance compared to the shear-thinning case. Non-Newtonian blood analogs are therefore, more reliable to realistically mimic aortic hemodynamical flows, at least in certain specific geometries and conditions.

In vitro studies with non-Newtonian blood analog are emerging but most of them are conducted on idealized and rigid models such as curved channels (Najjari et al., 2016b) representing the aortic arch or straight partially occluded tubes for stenosed arteries [START_REF] Walker | On the characterization of a non-Newtonian blood analog and its response to pulsatile flow downstream of a simplified stenosis[END_REF]. Realistic aorta models with compliant walls are still lacking while these features could make the difference in biofidelity. This lack is mainly due to the difficulties in manufacturing such models when considering geometry complexity, material waterproof, need for transparency for optical techniques, and mechanical properties [START_REF] Yazdi | A review of arterial phantom fabrication methods for flow measurement using PIV techniques[END_REF]. Usable materials and manufacturing options are limited to some silicone molding techniques [START_REF] Hütter | Fabrication of a compliant phantom of the human aortic arch for use in Particle Image Velocimetry (PIV) experimentation[END_REF][START_REF] Büsen | Development of an in vitro PIV setup for preliminary investigation of the effects of aortic compliance on flow patterns and hemodynamics[END_REF] and a few 3D printing resins.

To the authors knowledge, no study has combined in vitro pulsatile flow mock loop, patient-specific aorta phantom, compliant walls, and non-Newtonian blood mimicking fluid (table A1, appendix). Some of the previously cited studies investigated the impact of experimental features simplification and showed the necessity of realistic geometries and fluid-wall interactions brought by the compliance [START_REF] Deplano | Flow behaviour in an asymmetric compliant experimental model for abdominal aortic aneurysm[END_REF]Perktold en al. 1994[START_REF] Zimmermann | On the impact of vessel wall stiffness on quantitative flow dynamics in a synthetic model of the thoracic aorta[END_REF]. The non-Newtonian fluid necessity is however more controversial as contradictory results emerged from different studies [START_REF] Deplano | Flow of a blood analogue fluid in a compliant abdominal aortic aneurysm model: Experimental modelling[END_REF][START_REF] Bonfanti | A Combined In Vivo, In Vitro, In Silico Approach for Patient-Specific Haemodynamic Studies of Aortic Dissection[END_REF]. To address these shortcomings, a circulatory mock loop was designed to mimic aortic pulsatile flows in a compliant aorta phantom with anatomically accurate geometry. A blood mimicking fluid with shear-thinning properties was used to replicate blood viscosity. It was compared with a reference Newtonian blood analog. Flow velocity fields were assessed with PIV technique for different cardiac cycle instants. Analyses of velocity profiles, shear rate, and shear stress distributions highlight the differences between Newtonian and non-Newtonian fluids in an aortic region with slight diameter variation (14.4% narrowing).

Methods

Aorta phantom

The aorta phantom, supplied by Segula Technologies (France), was molded out of transparent silicone. The geometry was extracted from a patient CT scan provided by Hospices Civils de Lyon. The 3D reconstitution was achieved with the software Simpleware ScanIP (Synopsys) and was simplified to only replicate the abdominal aorta and the iliac arteries. Other main aorta branches were excluded from the model. The phantom had compliant walls with a wall thickness of 2 ± 0.42 mm and an elastic modulus of 0.53 MPa. The modulus was consistent with the range of human aorta elasticities from 0.25 MPa to 1.7 MPa on healthy patients [START_REF] Lang | Measurement of regional elastic properties of the human aorta. A new application of transesophageal echocardiography with automated border detection and calibrated subclavian pulse tracings[END_REF].

Blood Mimicking Fluids (BMF)

Blood's non-Newtonian behavior is brought up by its shear-thinning viscosity which is related to aggregations and deformations properties of red blood cells [START_REF] Baskurt | Blood rheology and hemodynamics[END_REF]. Mixtures of water, glycerol, and xanthan gum polymer allow mimicking human blood shear-thinning behavior while maintaining an optically clear fluid [START_REF] Deplano | Flow of a blood analogue fluid in a compliant abdominal aortic aneurysm model: Experimental modelling[END_REF]Najjari et al., 2016a), an essential property when implementing optical methods. Moreover, refractive index (RI) correction can be achieved with salts such as NaCl, KSCN, or NaI [START_REF] Yousif | A blood-mimicking fluid for particle image velocimetry with silicone vascular models[END_REF]Najjari et al., 2016a) to match the phantom RI (about 1.400), and thus minimize optical distortions. The current BMF was designed to match both human blood viscosity with 45% hematocrit (at a physiological temperature of 37°C) and aorta phantom RI at the experimental working temperature of 25°C.

To characterize the viscosity of the fluids, a MCR-302 rheometer with a cone plate geometry was used. The protocol consisted in measuring each fluid's viscosity under a descending logarithmic shear-rate sweep from 1000 down to 0.01 s -1 at constant temperature (T = 25 ± 0.01 °C). An aqueous solution of 37.6% (by weight), glycerin 7.4% (by weight) NaCl, and 200 ppm xanthan gum was selected to serve as non-Newtonian BMF. A Newtonian reference fluid was obtained with an aqueous solution of 37.6% (by weight) glycerin, and NaCl 7.4% (by weight). Both fluids had a density of 1146 kg.m -3 and RI = 1.399. Figure 1 shows the viscosities of the non-Newtonian BMF and the Newtonian reference fluid. A comparison with human blood viscosities from [START_REF] Thurston | Rheological parameters for the viscosity viscoelasticity and thixotropy of blood[END_REF] and [START_REF] Chien | Shear dependence of effective cell volume as a determinant of blood viscosity[END_REF] is also provided in this graph. For the non-Newtonian BMF, apparent viscosity (at high shear rate) was µ∞ = 5.2 mPa.s and the Newtonian fluid exhibited a constant viscosity of µnewt = 3.9 mPa.s. The fluid sensitivity to working temperature was evaluated within a range of 25 ± 2 °C. Viscosity measurements showed no differences in the range of studied shear rates (not shown here).

Experimental set-up

The experimental loop was designed to recreate (i) pulsatile flowrate and pressure conditions in the arterial circulation, (ii) ensure cycle reproducibility, (iii) preserve the fluid shear-thinning properties, and (iv) provide optical access for PIV measurements. A CompactRIO 9035 real-time operation controller from National Instrument was implemented and driven using a LabVIEW program to monitor pulsatile flows while ensuring cycle synchronization with the PIV system.

The main loop consisted of a reservoir containing the BMF, a pump, a Posiflow proportional solenoid valve (ASCO) controlling the pulsatile flow, and the aorta phantom (figure 2a.). Inlet and outlet magnetic flowmeters (Rosemount 8700, Emerson) and pressure sensors (PN 2298, IFM) monitored flows with a time resolution of 20 ms.

Upstream from the solenoid valve, a bypass loop redirected the extra flow to the reservoir. This bypass prevented pump instabilities when the solenoid valve was closing during the diastolic phase. The aorta phantom was immersed in a rectangular plexiglass tank filled up with the Newtonian reference fluid (RI = 1.399). This configuration minimized optical distortions when imaging particles in the aorta phantom.

At each iliac artery exit, peripheral vessel resistances were represented by ball valves. Unlike rigid phantom experiments (Deplano et al., 2006[START_REF] Walker | On the characterization of a non-Newtonian blood analog and its response to pulsatile flow downstream of a simplified stenosis[END_REF], Franzetti et al., 2021), the phantom flexible walls ensured the compliant nature of the system with no need for an extra compliance chamber to dampen inflow conditions.

Xanthan gum is sensitive to shear which risks breaking its polymer chains. This process affects the shearthinning properties of the solution. Xanthan can be damaged by commonly used pumping systems such as gear or piston pumps. [START_REF] Deplano | Flow of a blood analogue fluid in a compliant abdominal aortic aneurysm model: Experimental modelling[END_REF] addressed this issue by controlling the contractile motion of an artificial ventricle to push the BMF in the main loop. In the present study, the use of a progressive cavity pump (Eco-Moineau-C, PCM) allowed to minimize shear on the working fluid and prevent breaking polymer chains. The fluid viscosity properties were measured and appeared constant during the experiments (figure B1, appendix).

The solenoid valve was programmed to recreate flowrates waveform from Cheng et al. 2003 (MRI data in the infrarenal region on human subjects under resting conditions). The mean and maximum inlet flowrates were equal to Qmean = 1.70 L/min and Qmax = 5.80 L/min respectively. The cycle period was set to T = 0.800 s. Outlet pressure varied between 90 and 135 mmHg during a cardiac cycle.

PIV measurements

Particle Image Velocimetry (PIV) technique was implemented to acquire velocity fields of the aorta phantom flow.

The region of interest (ROI) was a lateral plane in the abdominal aorta (figure 2b.). It included a local diameter narrowing section. The fluid was seeded with 20-50 µm fluorescent particles (PMMA-RhB, d = 1190 kg.m -3 , LaVision, Germany). They were illuminated by a 1 mm thick laser sheet emitted by a double-pulsed Nd:YAG laser (nanoPIV, λ = 532 nm, Litron laser). An Imager sCMOS camera (2560 x 2160 pixels, LaVision) was equipped with a 60 mm lens and synchronized with the laser pulses to capture pairs of images with a time interval Δt. Flow velocity strongly varied along the cardiac cycle. The interval Δt was adapted to the imaged cycle instant to ensure consistent particle displacement between each pair of images (figure 3). The PIV imaging triggers are synchronized with the solenoid valve control to make sure images are shot at the targeted instant in cycle.

Image -processing

Firstly, image post-processing consisted in detecting the phantom compliant wall positions for each cycle instant with a MATLAB custom program. Walls were detected and tracked with threshold and morphological closing algorithms.

Data were then averaged on the 500 images of each cycle instants. This script provided aorta diameter variations in the ROI and masking images for cross-correlation analysis to obtain vector fields (figure B2, appendix).

Particle images were then processed with Davis 10 software (LaVision) to compute vector fields. Images were masked out with the pre-computed masks to deactivate non-interesting pixels: background and vessel wall.

Image cross-correlation was performed with a multipass method on the non-masked area limited to the aorta lumen.

The first path was achieved with 64x64 pixels interrogation windows with an ellipsoid weight (long axis in the flow main direction x). The second and third paths consisted of 32x32 pixels interrogation windows with a round gaussian weight and 75% overlap. For each field, missing vectors (less than 1% of computed vectors) were filled up with a polynomial interpolation algorithm and a 3x3 smoothing filter was applied. The final resolution of vector fields was 0.95x0.95 mm 2 (about 0.6% of the aorta cross-sectional area in the ROI) and velocity uncertainties are provided in table 1. 400 images are needed to reach velocity field statistical convergence in the worth case scenario (figure B3, appendix).

Finally, vector field post-processing was performed with a custom MATLAB script to compute and analyze quantities of interest.

Results

Flow and wall displacement characteristics

Flow conditions control comparison was achieved between the Newtonian and non-Newtonian experiments with a consistent match between flowrates, pressure, peak Reynolds (𝑅𝑒 𝑝𝑒𝑎𝑘 = 𝜌𝐷 𝑝𝑒𝑎𝑘 𝑉 𝑝𝑒𝑎𝑘 /𝜇 ) and Womersley (𝛼 = 𝐷√𝜔𝜌/𝜇) numbers (table 2). 𝐷 𝑝𝑒𝑎𝑘 and 𝑉 𝑝𝑒𝑎𝑘 are the mean aorta diameter and velocity at the systolic peak, 𝐷 is the aorta mean diameter along a cycle, and 𝜔 = 1 𝑇 is the pulse period. The cycle-to-cycle mean and standard deviation quantities were calculated over the 6000 cycles recorded along the PIV measurements (figure 2c. and figure B4 in the appendix). Note that the flowmeters only integrated positive flowrates which do not allow to visualize the backflow and diastolic phases. The aortic wall compliance generated backflows that were observed on the PIV images but not with the inlet flowmeter. Therefore, aorta ROI flowrate was estimated with PIV measurements, the aorta diameter variations along the cycle, and the hypothesis of a circular cross-section (figure 3). The systole magnitude was consistent with inlet flowmeter measurements (figure 2c.).

Table 3 shows both fluid experiment wall displacement characteristics. According to [START_REF] Sonesson | Sex difference in the mechanical properties of the abdominal aorta in human beings[END_REF], the observed range of diameter changes (0.92 ± 0.099 mm for the Newtonian and 1.2 ± 0.15 mm for the non-Newtonian experiment) are consistent with a 53 -69 years old male patient.

Velocity profiles and maps

Velocity profiles for the Newtonian and non-Newtonian BMF are presented in figure 4 at 4 distinct cycle instants numbered with k indexes (k = 2, 4, 6, 10): near systolic peak, systole deceleration, backflow transition, and diastole.

Velocity profiles were drawn for three locations (a,b,c) of the aorta phantom (figure 4). Both flows exhibited the same velocity trends with a strong asymmetry. The non-Newtonian fluid flow showed higher velocity extrema. To evaluate the mean difference between the two profiles, a normalized root mean square error was calculated with equation 1.

𝑁𝑅𝑀𝑆𝐸 = √ ∑ (𝑢 𝑥,𝑖 𝑛𝑒𝑤𝑡 -𝑢 𝑥,𝑖 𝑛𝑜𝑛 𝑛𝑒𝑤𝑡 ) 2 𝑁 𝑖=1 ∑ ( 𝑢 𝑥,𝑖 𝑛𝑒𝑤𝑡 + 𝑢 𝑥,𝑖 𝑛𝑜𝑛 𝑛𝑒𝑤𝑡 2 ) 𝑁 𝑖=1
(1)

with 𝑢 𝑥,𝑖 𝑛𝑒𝑤𝑡 and 𝑢 𝑥,𝑖 𝑛𝑜𝑛 𝑛𝑒𝑤𝑡 Newtonian and non-Newtonian velocity profiles respectively. N is the number of points on the profile line (N = 100). This error was normalized by the mean velocity between Newtonian and non-Newtonian profiles at a specific instant k. Note that the observed difference exceeded the uncertainty of velocity maps provided in table 1. The velocity difference was particularly high at the diastolic phase (up to 199% difference) where a flatter profile was observed for the Newtonian case. Velocity maps were computed for the same 4 cycle instants (figure 5).

A high-velocity path was observed at k = 2 and k = 4 for both fluid flows. This preferred trajectory seemed to be directed by the curvature of the aorta upper wall (y/D = D on profiles) with a narrowing in diameter (path arrow on maps figure 5). Backflow was observed on k = 6 and seemed to oppose this high-velocity path resulting in a low axial velocity region. At post-systole (k = 6 and k = 10), a preferred backflow path arose along the lower wall in figure 5 (y/D = 0 on profiles figure 4). Moreover, swirling structures appeared near the top wall. During diastole, these structures were pushed down by the higher velocity path for the non-Newtonian fluid while their displacement was limited in the Newtonian case.

Shear rate and shear stress distribution

It appeared that due to the aorta geometry, certain preferential flow paths were amplified in the non-Newtonian case.

To investigate these path consequences, the shear rate was calculated (equation 2) and is shown in figure 6a.

𝛾̇= 𝜕𝑢 𝑦 𝜕𝑥 + 𝜕𝑢 𝑥 𝜕𝑦 (2)
For the non-Newtonian fluid, corresponding viscosity maps were computed with shear rate dependent viscosity 𝜇(𝛾̇𝑛 𝑜𝑟𝑚 ) data from the rheology study (figure 1) and the shear-rate 𝛾̇𝑛 𝑜𝑟𝑚 from equation 3. Shear stress was then calculated with equation 4 (figure 6b). In the Newtonian case, viscosity was a constant 𝜇(𝛾̇𝑛 𝑜𝑟𝑚 ) = 𝜇 𝑛𝑒𝑤𝑡 = 3.9 mPa.s.

𝛾̇𝑛 𝑜𝑟𝑚 = √ 𝜕𝑢 𝑦 𝜕𝑥 2 + 𝜕𝑢 𝑥 𝜕𝑦 2
(3)

Τ 𝑠𝑠 = 𝜇(𝛾̇𝑛 𝑜𝑟𝑚 ). 𝛾̇ (4) 
The shear stress is plotted for the 12 cycle instants (figure 7). Mean shear stress (integration on the whole ROI)

and wall shear stress (TWSS) are presented as absolute terms. A TWSS per instants was evaluated as a mean shear stress

𝜇(𝛾̇𝑛 𝑜𝑟𝑚 ).

𝜕𝑢 𝜕𝑦 on a near-wall layer (5% of aorta diameter thick layer along the upper and lower walls). On the whole ROI, shear stress was about three times higher for the non-Newtonian fluid than for Newtonian fluid. |TWSS| was twice higher for the non-Newtonian BMF with a maximum and average shear stress of 0.23 Pa and 0.071 Pa respectively while they were of 0.11 Pa and 0.035 Pa for the Newtonian fluid. Since the non-Newtonian fluid equivalent viscosity (at high shear rate) was 33.3% higher than the Newtonian fluid one, global higher shear stress values were expected.

However, the 200% increase and shear distribution discrepancies in the ROI could not be attributed to this shift in overall viscosity.

Discussion

Related geometry flow distribution

The analysis mainly focused on the four previously described instants which represent very distinct cardiac cycle phases (systolic peak, deceleration, backflow, and diastole). One of the main observations on velocity field maps was the upper wall flow jet-like deviation in the narrowed region at systole. Recirculation paths appeared on the opposite wall at diastole. These flow patterns were observed in [START_REF] Wittberg | Effects of aortic irregularities on blood flow[END_REF] where aorta geometry irregularities influence on flow were studied with numerical simulation on a non-Newtonian blood flow. A local reduction of the diameter induces a deflected flow jet in the curvature direction which persisted downstream of the narrowing. These results also showed chaotic flow, vortical motions, and higher wall shear stress around the section narrowing. In the current study, this effect was amplified for the non-Newtonian case. [START_REF] Hun | Asymmetric flows of non-Newtonian fluids in symmetric stenosed artery[END_REF] and [START_REF] Neofytou | Transition to asymmetry of generalised Newtonian fluid flows through a symmetric sudden expansion[END_REF] studied the development of asymmetric flows that were specific for non-Newtonian fluid flows. They showed that these asymmetries appeared downstream from the singularities and were amplified when Reynolds number increases (>500). Moreover, Amornsamankul et al. (2007) investigated the influence of non-Newtonian fluid characteristics on flow patterns in symmetric and asymmetric tube geometries and highlighted similar velocity profiles when comparing Newtonian and non-Newtonian fluids. In our non-Newtonian experiment, the maximum Reynolds number at systole was Repeak = 1129 which could explain the amplified asymmetry in the aorta ROI. Shear stress Measured TWSS remained in the lower range of in vivo measurements in healthy aortas in the non-Newtonian case [START_REF] Kolipaka | Quantification and comparison of 4D-flow MRI-derived wall shear stress and MRE-derived wall stiffness of the abdominal aorta[END_REF][START_REF] Cheng | Comparison of abdominal aortic hemodynamics between men and women at rest and during lower limb exercise[END_REF]. Note that PIV images resolution and the missing velocity third dimension component tend to underestimate velocity gradients [START_REF] Tokgoz | Spatial resolution and dissipation rate estimation in Taylor--Couette flow for tomographic PIV[END_REF]. Therefore, the calculated shear stresses give clues on distribution and evolution along the cycle but cannot be directly compared with in vivo absolute values.

Many numerical studies were conducted on smaller arterial systems (femoral, coronary, etc) and showed that Newtonian representations underestimate WSS compared to non-Newtonian models [START_REF] Apostolidis | Non-Newtonian effects in simulations of coronary arterial blood flow[END_REF][START_REF] Weddell | Hemodynamic analysis in an idealized artery tree: differences in wall shear stress between Newtonian and non-Newtonian blood models[END_REF]. Numerous studies on large arteries showed that the Newtonian assumption is acceptable [START_REF] Caballero | Numerical simulation of non-Newtonian blood flow dynamics in human thoracic aorta[END_REF][START_REF] Iasiello | Analysis of non-Newtonian effects within an aorta-iliac bifurcation region[END_REF] but most of them were conducted on simplified and idealized geometries.

The previous observations on increased flow asymmetry for non-Newtonian fluid came with higher shear stress values and different patterns while inflow conditions and measurings methods were similar. These results question the Newtonian assumption at least in a more complex geometry with compliant walls.

Limitations

The non-Newtonian working fluid was designed to approach human blood shear-thinning viscosity. Human blood reaches a viscosity plateau at low shear rates. The designed BMF did not reach this plateau and thus, did not well mimic human blood in this lower range of shear rate. It would result in an overestimation of viscosity at low shear rate (<0.01 mPa.s) which could question shear stress results. Moreover, other rheological properties such as viscoelasticity were not explored in our xanthan solution [START_REF] Campo-Deaño | Viscoelasticity of blood and viscoelastic blood analogues for use in polydymethylsiloxane in vitro models of the circulatory system[END_REF]Najjari et al., 2016a). [START_REF] Brookshier | Evaluation of a transparent blood analog fluid: aqueous xanthan gum/glycerine[END_REF] showed that xanthan gum was a good candidate to mimic blood viscoelasticity compared to other polymers. In this study, more complex rheometric devices are needed to explore low shear rates and viscoelasticity (oscillatory and capillary rheometers). In addition, a 3D visualization technique (slices of stereo-PIV) could provide information on the 3 rd dimension to better estimate velocity gradients and thus wall shear stress.

Conclusion

The Comparison with reference human blood data from [START_REF] Thurston | Rheological parameters for the viscosity viscoelasticity and thixotropy of blood[END_REF] and [START_REF] Chien | Shear dependence of effective cell volume as a determinant of blood viscosity[END_REF]. 

Table 1: Mean and maximum uncertainties computed on the whole set of PIV images. Maximum error corresponds to the worth case error in the interrogation windows. For each cycle instant, the error was computed with the Type A uncertainty method [START_REF] Jcgm | Evaluation of measurement data-Guide to the expression of uncertainty in measurement[END_REF] for all the interrogation windows of the 12 velocity fields (n = 500 data for each field). The mean error is the mean uncertainty on of all the interrogation windows of the 12 cycle instants. The maximum error is the worth uncertainty found in an interrogation window. 4.10 -3 Table 1: Mean and maximum uncertainties computed on the whole set of PIV images. Maximum error corresponds to the worth case error in the interrogation windows. For each cycle instant, the error was computed with the Type A uncertainty method [START_REF] Jcgm | Evaluation of measurement data-Guide to the expression of uncertainty in measurement[END_REF] for all the interrogation windows of the 12 velocity fields (n = 500 data for each field). The mean error is the mean uncertainty on of all the interrogation windows of the 12 cycle instants. The maximum error is the worth uncertainty found in an interrogation window.
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Figure legends Figure 1 :

 legends1 Figure legendsFigure 1: Measurement of dynamic viscosity as a function of shear rate for the Newtonian and non-Newtonian fluids.Comparison with reference human blood data from[START_REF] Thurston | Rheological parameters for the viscosity viscoelasticity and thixotropy of blood[END_REF] and[START_REF] Chien | Shear dependence of effective cell volume as a determinant of blood viscosity[END_REF].

Figure 2 :

 2 Figure 2: (a) Illustration of the experimental setup with the circulatory mock loop, PIV equipment, and aorta phantom immersed in the tank. (b) CAD model of the aorta phantom biofidelic geometry showing the imaged plane with PIV and the region of interest (ROI), (c) flowrate and pressure waveforms along two successive cardiac cycles. Solid and dashed lines represent mean cycles on the 12 x 500 generated cycles and shaded areas represent standard deviation.

Figure 3 :

 3 Figure3: The curve is an estimation of flowrate in the aorta ROI from PIV velocity fields and aorta diameter. The circles correspond to recorded instants with PIV images. A number of 500 images were used per cycle instant to calculate flowrate.. The corresponding table shows data acquisition program for the PIV experiments. At each cardiac cycle, 500 pairs of images are shot during 500 successive cycles. Therefore, a total of 6000 successive cycles (12 x 500) were needed to capture the 500 images of each of the 12 targeted instants.

Figure 4 :

 4 Figure 4: Velocity profiles for the Newtonian and non-Newtonian fluids at three locations of the aorta ROI.Corresponding instants are drawn on the flowrate curve where the circles correspond to recorded instants with PIV images.. Normalized root mean square error from eq. (A) is indicated at te bottom right side of each profile. Each velocity profile is computed on 500 PIV images shot at the same instant.

Figure 5 :

 5 Figure 5: Velocity maps for the Newtonian (left) and non-Newtonian (right) fluids at four cycles instants (k = 2, 4, 6 and 10). Each instant map is a mean velocity field from the 500 PIV images for the corresponding instant.

Figure 6 :

 6 Figure 6: (a) Shear-rate maps for the Newtonian and non-Newtonian fluids at four cycle instants k = 2, 4, 6, and 10, (b) shear stress for the Newtonian and non-Newtonian fluids at 4 cycle instants k = 2, 4, 6, and 10. The colormap covered a narrower range for the Newtonian fluid.

Figure 7 :

 7 Figure 7: (left) Shear stress absolute term calculated on the aorta ROI versus time, (right) Wall shear stress on a 5% of aorta diameter thick layer along upper and lower walls versus time.
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Table 2 :

 2 Newtonian and non-Newtonian flow experiments parameters. Reynolds and Womersley numbers were calculated with equivalent viscosity at high shear rate for the non-Newtonian case. The peak Reynolds number was calculated with systolic peak diameter and velocity data. Data are provided with their standard deviations computed over the 6000 cycles.
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 3 Diameter change with mean and standard deviation values based on diameter computation with PIV images. Minimum and maximum diameters are observed at instants t = 0 ms (k = 0) and t = 250 ms (k = 6). Mean and uncertainty values are computed over the 500 PIV images at each observed instant.

Table 2 :

 2 Newtonian and non-Newtonian flow experiments parameters. Reynolds and Womersley numbers were calculated with equivalent viscosity at high shear rate for the non-Newtonian case. The peak Reynolds number was calculated with systolic peak diameter and velocity data. Data are provided with their standard deviations computed over the 6000 cycles.

	-Newtonian	Difference

Table 3 :
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Appendices figure legends

Appendix A:

Table 1: Summary of in vitro arterial flow studies cited in the introduction (and more) with specific features regarding phantom geometries, walls properties, and blood-mimicking fluids.

Appendix B:

Figure B1: Shear-viscosity follow-up during the experiments. It corresponds to the maximum duration of flow looping and pumping to conduct an experiment along which the xanthan polymer chains could be damaged. Thanks to the Moineau pump system that preserves polymers, viscosity properties appear constant.