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The RECAP study reports results and outcomes (clinical performances, patient acceptance, cardiac outcomes, and technical survival) achieved with the S3 system used as an intensive home hemodialysis (HHD) platform over a three-year French multicenter study. Ninety-four dialysis patients issued from ten dialysis centers and treated more than 6 months (mean follow-up: 24 months) with S3 were included. A two-hour treatment time was maintained in 2/3 of patients to deliver 25 L of dialysis fluid, while 1/3 required up to 3 h to achieve 30 L. The additional convection volume produced by means of the SeCoHD tool (internal filtration backfiltration) was 3 L/session, and the net ultrafiltration produced to achieve dry weight was 1.4 L/session. On a weekly basis, an average 156 L of dialysate corresponding to 94 L of urea clearance when considering 85% dialysate saturation under low flow conditions was delivered. Such urea clearance was equivalent to 9.2 [8.0-13.0] mL/min weekly urea clearance and a standardized Kt/V of 2.5 [1.1-4.5]. The predialysis concentration of selected uremic markers remained remarkably stable over time. Fluid volume status and blood pressure were adequately controlled by means of a relatively low ultrafiltration rate (7.9 mL/h/kg). Technical survival on S3 was 72% and 58% at 1 and 2 years, respectively. The S3 system was easily handled and kept by patients at home, as indicated by technical survival. Patient perception was improved, while treatment burden was reduced. Cardiac features (assessed in a subset of patients) tended to improve over time. Intensive hemodialysis relying on the S3 system offers a very appealing option for home treatment with quite satisfactory results, as shown in the RECAP study throughout a two-year follow-up time, and offers the best bridging solution to kidney transplantation.

Introduction

Intensive home hemodialysis (IHHD) [START_REF] Marshall | Intensive hemodialysis-keeping the faith[END_REF] is recognized as delivering a more physiological and efficient renal replacement therapy in chronic kidney disease patients with better outcomes [START_REF] Ikizler | Intensive hemodialysis: Back to the beginning?[END_REF][START_REF] Nesrallah | Intensive hemodialysis associates with improved survival compared with conventional hemodialysis[END_REF][START_REF] Tennankore | Intensive home haemodialysis: Benefits and barriers[END_REF][START_REF] Nishio-Lucar | Intensive Home Hemodialysis Survival Comparable to Deceased Donor Kidney Transplantation[END_REF]. IHHD remains underutilized as compared to in-center hemodialysis for various reasons, which include technical complexity, fears of home and selfcare treatment, and poor perception about this modality. Over the last decade, technical advances in manufacturing dialysis machines have considerably reduced technical complexity, facilitated home implementation, and improved patient perception toward this modality.

The NxStage system has paved the way and opened a new therapeutic avenue in the US and then abroad by confirming its safety and attractiveness and then by showing clinical benefits [START_REF] Clark | The NxStage System One[END_REF][START_REF] Floramo | Use of the NxStage system one for daily home hemodialysis[END_REF][START_REF] Takahashi | Future home hemodialysis-Advantages of the NxStage System One[END_REF]. Such progresses have been made possible by the development of dedicated home HD machines featuring more friendly user interfaces and web-based connection, facilitating handling, suppressing needs for water treatment systems via simplified dialysate delivery systems, and finally providing a plug and play approach for HD technology [START_REF] Harasemiw | Human factors testing of the Quanta SC+ hemodialysis system: An innovative system for home and clinic use[END_REF][START_REF] Komenda | Hemodialysis With the Quanta SC+: Efficacy and Safety of a Self-care Hemodialysis Machine[END_REF][START_REF] Haroon | Haemodialysis at home: Review of current dialysis machines[END_REF][START_REF] Plumb | Safety and efficacy of the Tablo hemodialysis system for in-center and home hemodialysis[END_REF]. The Physidia S3 system was developed in France few years later with the aim of further reducing the burden of home HD treatment both for patients and care providers by keeping the concept of more intensive dialysis relying on a low flow and more frequent approach [START_REF] Fessi | Safety and Efficacy of Short Daily Hemodialysis with Physidia S(3) System: Clinical Performance Assessment during the Training Period[END_REF].

In this study, we aimed to report results and outcomes (clinical performances, patient acceptance, cardiac outcomes, and technical survival) achieved with the S3 system used as an intensive home HD platform over a three-year French multicentric study.

Materials and Methods

Description of the Physidia S3 System

The Physidia S3 system (named the S 3 system) is a bagged delivery cycler and portable communicating dialysis monitoring device specifically designed for short daily hemodialysis (HHD) and self-administered treatment [START_REF] Fessi | Safety and Efficacy of Short Daily Hemodialysis with Physidia S(3) System: Clinical Performance Assessment during the Training Period[END_REF]. The S3 device has a compact and portable cubic design (dimension 40 x40 x 40 cm), weighing less than 25 kg and being specifically designed for short daily low-dialysate-flow HHD (dialysate flow rates of 150 to 200 mL/min).

The dialysis fluid is stored in 5 L sterile bags. Dialysis fluid bags are stored in a plastic shelf with 5 to 7 racks. The balance chamber technology with an adjustable ultrafiltration rate is able to provide substantial additional convective volume to weight loss by enhancing internal filtration. The S 3 system is not bound to a specific hemodialyzer choice. The S 3 system has a cartridge setup, automated prime function, removable tablet with touchscreen patient interface, and the ability to transmit treatment data to a physician at the end of the dialysis session via a tablet connected by Bluetooth to the monitor. The S 3 system was approved and introduced on the European market (CE mark) in 2013.

Study Design

RECAP is a retrospective longitudinal multicenter study conducted in France. Ten French dialysis facilities, which are experts in home dialysis treatment, collaborated in this observational study to assess outcomes associated with IHHD using the Physidia S 3 system (Physidia SAS, Saint-Barthélémy-d'Anjou, France). IHHD refers in this case to a short (>/=2h) and more frequent weekly treatment schedule (>/=5 sessions/week). The treatment schedule prescription (treatment time, frequency, and dialysate volume per session and week) was defined by the referent nephrologist in each dialysis facility according to patient needs and tolerance. Patient monitoring and treatment efficacy were led by the referent nephrologist based usually on a quarterly outpatient clinic visit capturing patient key parameters including vital signs, laboratory tests, and operating dialysis conditions. Data captured during this visit were sent to the patient's electronic medical record, anonymized, and shared in a central data repository system.

The RECAP study complied with the General Data Protection Regulation (RGPD) and was conducted in agreement with French legislation on non-interventional studies (reference INDS: MR 3309311018).

Patients

Ten French dialysis and training dialysis centers were selected, in which eligible patients older than 18 years were screened. Ninety-four patients having started IHHD between 1 January 2015 and 30 June 2018 and treated more than 6 months and up to 42 months' followup (mean follow-up was 24 months) with the S 3 system were included in the analysis. All patients were provided an information sheet at least one month prior to the start of the study. Patients who expressed their opposition to data collection were not to start the study. Patients who expressed their opposition to data collection were not included in the study. A flow chart of the study population is presented in Figure 1. 

Data Collection

Data were collected retrospectively on a quarterly basis from the first day of use at home with the S3 system until 30 September 2018, or until the last day of use of the S 3 system in the case of permanent discontinuation before the end of the study follow-up. Socio-demographic data, comorbidities, disabilities, status before start of IHHD, previous renal replacement therapy modalities, biological data, and dialysis prescriptions were captured from the electronic Case Report Form (eCRF). Blood pressure before, during, and after the dialysis session were extracted directly from the dialysis monitor session reports; anonymized data were recorded and centralized on a regular basis by Physidia company. The identification number of the monitor S 3 and the date of session were used to match the eCRF data with the S 3 monitor data.

Calculation and Statistical Analysis

Continuous data were expressed as mean values +/-standard deviation (SD), and medians with 25th and 75th percentiles or IQR were calculated for non-normally distributed data. Only dialysis session reports lasting 90 min or more were included in the analysis.

Vital parameters, including body weight, systolic and diastolic blood pressure (SBP and DBP), dialysis parameters, and biochemical tests were captured at baseline and for every 3month period until 24 months of follow-up (due to the small number of patients with a follow up of more than 24 months).

The dialysis dose delivered used as a surrogate marker of clinical performances was calculated. The urea reduction rate (URR) was used to assess the efficacy of the dialysis session over time. In addition, the standard weekly urea Kt/V and the weekly urea clearance equivalent were estimated from blood and dialysate flow using the equation of Michaels adapted by Leypoldt [START_REF] Michaels | Operating parameters and performance criteria for hemodialyzers and other membrane-separation devices[END_REF][START_REF] Leypoldt | Volume of urea cleared as a therapy dosing guide for more frequent hemodialysis[END_REF]. According to this equation, urea dialysate saturation (D/P) reaches 90% for dialysate and blood flows of 180 and 250 mL/min, respectively. Based on this assumption, one may estimate the weekly urea clearance as 0.9 of the total dialysate volume delivered per week. The weekly standard Kt/V was estimated as the ratio of weekly urea clearance and total body water. Total body water was estimated at 0.55 of dry weight for male and 0.50 for female patients.

For each parameter, a mixed linear model for repeated measures with a random intercept for each patient was used to assess the statistical significance of the evolution over time. The model was adjusted for time and gender as fixed effects and center as the random effect. Some biomarkers benefited from additional transformation. For iron markers, namely ferritin and transferrin coefficient saturation, the Napierian logarithm value was used in the model. For bone mineral disorder biomarkers, tertile classes were used to assess the evolution of parathyroid hormone (PTH) (low (<130 pg/mL), normal (130-585 pg/mL), and high (>585 pg/mL)) and phosphorus (low (<0.9 mmol/L), normal (0.9-1.4 mmol/L), and high (>1.4 mmol/L)).

An intradialytic hypotension episode was defined as any SBP drop < 90 mmHg measured during the HD session [START_REF] Sars | Intradialytic Hypotension: Mechanisms and Outcome[END_REF].

Technical survival on the S3 system at 1 and 2 years was estimated using the Kaplan-Meier method. The failure of the method was estimated from the cumulative incidence of returning in-center using a competitive risk method with kidney transplantation as the main competitive risk.

No replacement of the missing values was carried out.

All statistical analyses were performed with SAS software® version 9.4 and SAS/STAT 15.1 on Windows (SAS Institute, Cary, NC, USA).

Results

Patient's Characteristics

Ninety-four patients who fulfilled selection criteria were included in the final analysis. Patients' characteristics upon inclusion are displayed in Table 1. The mean age was 49.7 +/-14.9 years old, and 64% of patients were male. The mean predialysis body weight was 75 kg and 64 kg in males and females, respectively. The mean body mass index was 25.3 +/-5.1 kg/m2. While most patients had a normal body mass (54.2%), 31.3% of patients were overweight and 13.3% obese. The mean Charlson comorbidity score was 3.6+/-2.0 [range 1 -12]. Time spent on dialysis treatment before entering S 3 treatment was 12.2 months [3.2-47.0]. As shown, 79.8% of patients were treated in-center, and 11% were incident-naïve dialysis patients. Overall, 40.4% of patients had at least one kidney transplant, and the latest kidney transplantation was 12+/-7.4 years ago. Through the follow-up period, 27,826 dialysis sessions were extracted from the database and analyzed.

Renal Replacement Treatment Prescription and Operating Conditions

The main features of dialysis prescription and operating conditions are displayed in Table 2. The dialysis treatment time was 133 min [120-180] and 129 min [120-150] for female and male patients, respectively. The vascular access used was an arteriovenous fistula in 97.9% of patients. One patient used two vascular access types during the entire study. Access cannulation relied on the buttonhole method in 89.2% of patients. Two patients were treated by means of a tunneled central venous catheter. Training time to home installation was 6.9+/-3.9 weeks including punction training.

All patients received five sessions or more per week, while two-thirds of them received six sessions weekly, then being considered as a daily treatment (Table 3). A two-hour treatment time was delivered in two-thirds of patients, while one-third received up to 3 h. The dialysis fluid volume exchanged was 25 L per session in three-quarters of patients, while one-quarter received up to 30 L per session. The additional convection volume produced by means of the SeCoHD tool (internal filtration back filtration) was 3 L per session, and the net ultrafiltration produced to achieve dry weight was 1.4 L per session, which translated to a normalized ultrafiltration rate of 7.9 mL/h/kg [range 2 -10]. In brief, the RECAP study delivered, on a weekly basis, an average of 156 L of dialysis fluid corresponding to 94.2 L of urea clearance when considering that the dialysate saturation achieved was 85% in this low flow condition. This is equivalent to a weekly urea clearance of 9.17 +/-0.81 mL/min and a standardized weekly Kt/V of 2.52 +/-0.67.

Clinical Performances and Laboratory Data

Fluid volume management and blood pressure control are presented in Figures 2 and3. The dry weight decreased initially (first 6 months) by 0.5 kg, then slowly went back to initial values and remained relatively constant over the observation time (median value 71.5 kg). The pre-dialysis systolic blood pressure (SBP) was significantly higher in men than in women (p = 0.031) at baseline, remaining relatively stable over time with the same difference (p = 0.9134). Pre-dialysis diastolic blood pressure (DBP) did not differ according to gender at baseline (p = 0.3499), but interestingly it decreased during the first 6 months (p = 0.0071) and then stabilized until the end of follow-up (Figures 2 and3).

The urea reduction rate (URR) ranged from 45.8% to 57.4% throughout the follow-up with a P25 that ranged from 5.9% to 50% and P75 that ranged from 52% to 68.2%. The estimated weekly standard urea Kt/V was 2.40 [2.0-3.2]. The delivered urea clearance equivalent per week was 9.0 mL/min [START_REF] Takahashi | Future home hemodialysis-Advantages of the NxStage System One[END_REF][START_REF] Harasemiw | Human factors testing of the Quanta SC+ hemodialysis system: An innovative system for home and clinic use[END_REF][START_REF] Komenda | Hemodialysis With the Quanta SC+: Efficacy and Safety of a Self-care Hemodialysis Machine[END_REF] (Table 3).

Figure 2. Evolution of the predialysis systolic blood pressure (SBP) (mean ± SEM). Figure 3. Evolution of the predialysis diastolic blood pressure (DBP) (mean+/-SEM).

Plasma phosphate (Figure 4) and PTH concentrations remained relatively stable during the 24-month follow-up period, indicating that divalent ions and bone mineral disorders were adequately controlled (Table 4). The total serum calcium increased from baseline to the 9-12month period and then decreased until the end of the 24 months of follow-up, reaching statistical significance (p = 0.0497).

The plasma creatinine levels did not change over time, suggesting that creatinine clearance and muscle mass remained constant. Plasma 2-microglobulin levels were documented in a subset of patients (27 patients at baseline) and remained stable over time with a value </-25 mg/L (Table 4).

Figure 4. Evolution of plasma phosphate concentrations (median +/-IQR).

Anemia and iron status control were satisfactory. As show, the behavior of hemoglobin levels followed a two-phase change: hemoglobin decreased in the initial phase (11.38 +/-1.61 g/dL at baseline to 10.53 +/-1.52 g/dL at 3-6 months period), then hemoglobin increased back to reach 11.33 +/-1.54 g/dL at the end of the 24-month follow-up (Table 4). Ferritin levels followed the same behavior; they decreased initially (9-12 months) and then improved subsequently, reflecting IV iron supplementation. Finally, serum albumin concentrations did not change significantly, while they tended to increase over time (p = 0.037) (Figure 5).

Cardiac Morphologic Features

In a subset of 20 patients, cardiologic features were more precisely monitored via echocardiography during three months of follow-up. As shown in Table 5, the left ventricular mass reduced by 9.6% at 3 months (103 vs. 114 g/m2), while the ejection fraction remained in the normal range and did not change over time (62.0% vs. 61.5%). 

Technique Survival

The probability of permanently continuing HHD with the S 3 monitor at 1 and 2 years was 72% and 58%, respectively. The probability of the continued use of HHD with the S 3 monitor during follow-up, estimated using the same method, is displayed in Figure 6.

The main reason for the permanent discontinuation of HHD with the S 3 monitor was kidney transplantation (n = 19) followed by transfer to in-center hemodialysis (n = 11).

The main causes of transfer to in-center HD were the loss of a caregiver (mandatory in France) and the patient's loss of autonomy, requiring treatment. Other more minor causes of discontinuation of treatment with the S 3 system were burnout, lack of patient compliance, or referral to another home dialysis technique.

Discussion

The RECAP is a two-year retrospective cohort study reporting the results and patient experience of 94 kidney disease patients who received IHHD (i.e., short daily, low flow) with the Physidia S 3 system. The RECAP study confirms the clinical benefits of IHHD and enlarges our knowledge by analyzing a relatively large dialysis population presenting with various clinical and metabolic profiles having used the same S 3 device with a similar protocol, reducing care variations and then providing homogeneous findings [START_REF] Nesrallah | Intensive hemodialysis associates with improved survival compared with conventional hemodialysis[END_REF][START_REF] Tennankore | Intensive home haemodialysis: Benefits and barriers[END_REF][START_REF] Nishio-Lucar | Intensive Home Hemodialysis Survival Comparable to Deceased Donor Kidney Transplantation[END_REF][START_REF] Collins | Intensive Hemodialysis: Time to Give the Therapy Greater Consideration[END_REF][START_REF] Weinhandl | Hospitalization, and Technique Failure in Daily Home Hemodialysis and Matched Peritoneal Dialysis Patients: A Matched Cohort Study[END_REF][START_REF] Schachter | Current state of intensive hemodialysis: A comparative review of benefits and barriers[END_REF]. 

Evolution of the Professional Situation

The evolution of the professional situation is displayed in Figure 7.

Figure 7. Evolution of the professional situation

Among the 11 unemployed patients at baseline, a professional activity had been resumed during the follow-up period by 3 patients. In total, 16 patients (8 men and 8 women) had a period of unemployment during follow-up, and 25% of these patients returned to work at least once during the study Intensive home hemodialysis stands, in this study, for more frequent (>/=5 sessions weekly), short sessions (120 min) and a low dialysis fluid volume (25 L) [START_REF] Schachter | Current state of intensive hemodialysis: A comparative review of benefits and barriers[END_REF]. As indicated, the treatment schedule was well-accepted and able to deliver an adequate renal replacement treatment at home in the vast majority of patients. Technical survival on the same treatment schedule using the S 3 system was 72% and 58%, at 1 and 2 years, respectively. Interestingly, the main reason for discontinuing home treatment with the S3 system was kidney transplantation in 21% of patients [START_REF] Nishio-Lucar | Intensive Home Hemodialysis Survival Comparable to Deceased Donor Kidney Transplantation[END_REF]. In this case, stopping home HD should be considered as a success in the management of a renal patient's trajectory, suggesting that a hemodialysis cycler specifically designed for home treatment on a plug and play concept offers the best bridging solution to kidney transplant [START_REF] Nishio-Lucar | Intensive Home Hemodialysis Survival Comparable to Deceased Donor Kidney Transplantation[END_REF]. Other reasons for stopping home treatment with the S 3 system and returning to in-center hemodialysis represent home treatment failure but not a technical failure.

A renal replacement treatment schedule was maintained and relatively unchanged over time.

All patients received five sessions or more per week, and among them twothirds received six sessions weekly, then being considered as a daily treatment. A two-hour treatment time was maintained in two-thirds of patients to deliver 25 L of dialysis fluid, while one-third required more up to 3 h to achieve a 30 L dialysis fluid exchange. The additional convection volume produced by means of the SeCoHD tool (internal filtration back filtration) was 3 L per session in addition to the net ultrafiltration produced to achieve dry weight, which was 1.4 L per session. In brief, the RECAP study delivered, on a weekly basis, an average 156 L of dialysate corresponding to 94 L of urea clearance when considering 85% dialysate saturation at low flow conditions. Such urea clearance is equivalent to 9. Fluid volume management and blood pressure control were achieved adequately. Dry weight was maintained over time with rare or timely appropriate weight loss adjustment. Blood pressure was maintained in a narrow target range, as shown by the predialysis mean systolic and diastolic blood pressure values of 140 [135-145] mmHg and 80 [75-85] mmHg, respectively. No significant differences were noted between male and female patients. Hemodynamic stability and dialysis tolerance were quite satisfactory, as highlighted by the very low incidence of intradialytic hypotension and almost no serious intradialytic morbidity. These findings are likely due to the low ultrafiltration rate of 7.9 mL/h/kg [range 2-10], resulting in better hemodynamic stability, while a sustained volume and sodium depletion might be achieved over time [START_REF] Kron | Dynamics of vascular refilling in extended nocturnal hemodialysis[END_REF].

Solute removal capacity and uremic control were satisfactorily achieved with intensive hemodialysis low dialysate volume, as highlighted by various indicators of dialysis efficacy used in this study. The urea reduction rate per session was over 50%, corresponding to a weekly standard Kt/V of 2.5 [START_REF] Leypoldt | Effect of Treatment Duration and Frequency on Uremic Solute Kinetics, Clearances and Concentrations[END_REF][START_REF] Leypoldt | Urea standard Kt/V(urea) for assessing dialysis treatment adequacy[END_REF]. The predialysis concentration of selected uremic markers remained remarkably stable over time: urea concentration was lower than 25 mmol/L; 2-microglobulin concentration was lower than 25 mg/L; phosphate concentration was lower than 1.55 mmol/L. Interestingly, circulating levels of selected uremic markers remained in target while dietary protein intake was preserved. Bone mineral disorder markers (plasma calcium and PTH) were also controlled adequately to maintain in target. Anemia correction, as shown by hemoglobin concentrations, was maintained between 11 and 12 g/dL.

Nutritional status was well preserved, as indicated by key parameters such as albumin, which was maintained between 40 and 41 g/dL. Electrolytic disorders were well controlled in the study, as indicated by relatively stable concentrations of plasma bicarbonate. The individualized prescription of dialysate potassium and bicarbonate may have facilitated this endeavor.

Patients' perspectives also appeared to be improved throughout the study follow-up period.

The patient perception and satisfaction survey previously reported by our group confirmed that the S 3 system was easy to use, easily implemented at home, and facilitated patients' mobility [START_REF] Fessi | Safety and Efficacy of Short Daily Hemodialysis with Physidia S(3) System: Clinical Performance Assessment during the Training Period[END_REF]. Despite the short daily treatment schedule, the S 3 system was considered as a less intrusive treatment modality than previously experienced with in center hemodialysis treatments. In addition, a slow flow treatment system tends to reduce the dialysis burden by preventing intradialytic morbidity and shortening post-dialysis recovery time. In line with these positive clinical effects, almost 25% of unemployed patients tended to return to work during the two-year follow-up period.

In agreement with recent daily dialysis studies, cardiac features as assessed by echocardiography were improved with intensive dialysis at home [START_REF] Culleton | Effect of frequent nocturnal hemodialysis vs conventional hemodialysis on left ventricular mass and quality of life: A randomized controlled trial[END_REF][START_REF] Group | In-center hemodialysis six times per week versus three times per week[END_REF][START_REF] Mccullough | Intensive Hemodialysis, Left Ventricular Hypertrophy, and Cardiovascular Disease[END_REF][START_REF] Nehus | Intensive hemodialysis for cardiomyopathy associated with end-stage renal disease[END_REF]. As shown in a subgroup of patients, left ventricular mass was reduced by 9.6% at 3 months, while the ejection fraction remained remarkably stable in the normal range of 61 to 62%. This finding indicates that cardiac remodeling tends to improve with intensive dialysis, while cardiac function is better preserved. This observation is perfectly in line with the frequent hemodialysis study. Several advantages of intensive home dialysis therapy relying on the S 3 system with a bagged cycler system are illustrated in this study: on one hand, the low flow concept permits one to saturate dialysate (up to 75 and 80%) with uremic compounds and then to reduce dialysis volume consumption and save water and power; on the other hand, the friendly interface, fine edge design, and compacity of the S 3 system facilitate handling operations and reduce the intrusiveness of home treatment.

The study also has some limitations that deserve to be explored in further clinical studies. Firstly, RECAP is a retrospective clinical study and not a prospective one. Secondly, the number of patients included is relatively low, although not negligible if we take into account the low proportion of patients treated using frequent hemodialysis at home in France. Thirdly, this study is limited to France. Fourth, the outcome (clinical/technique) failure should have been compared with other HHD programs that use conventional HD machines. Unfortunately, such a comparison was not possible in the reported study, since patients treated with Physidia S3 did not experience a home HD thrice-weekly treatment schedule with conventional incenter HD material. From this perspective, one can only compare our long-term technical survival rate (52%) to previous studies [START_REF] Jayanti | Technique survival in home haemodialysis: A composite success rate and its risk predictors in a prospective longitudinal cohort from a tertiary renal network programme[END_REF][START_REF] Marshall | Survival on home dialysis in New Zealand[END_REF] reporting higher technical acceptance (70 to 88%) based on a thrice-weekly treatment schedule and using conventional in-center HD material. Such a discrepancy likely reflects the burden of daily treatment and not home treatment with the Physidia S 3 device.

Conclusions

Intensive hemodialysis relying on the S 3 system offers a very appealing option for home treatment with quite satisfactory results, as shown in the RECAP study throughout a two-year follow-up time. The S 3 system was easily handled and adopted by patients at home. Overall, the results confirmed that a more frequent, short and low flow treatment schedule may deliver adequate treatment that fits with the majority of dialysis patients' needs. The most prominent findings are as follows: firstly, patient perception was improved, while treatment burden was reduced despite a more frequent treatment schedule; secondly, cardiac features tended to improve over time, confirming that intensive hemodialysis has the capacity to reduce cardiac health in dialysis patients; thirdly, home treatment based on the S 3 system offers the best bridging solution to kidney transplantation.
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 1 Figure 1. Flowchart of the study population.
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 6 Figure 6. Technical survival probability of continuing HHD with S3 monitor during the follow-up period.

  2 [range 8.0-13.0] mL/min weekly urea clearance and a standardized Kt/V of 2.52 [range 1.1-4.5] [15,20]. An estimate of dialysis dose delivered in the RECAP study addressed most of the patients' metabolic needs and compares favorably with recent studies reporting on short daily and low dialysis fluid volume. This interesting finding may be partially explained by the additional convective dose (+3 L per session corresponding to 15 to 18 L per week) provided through the SeCoHD option.
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