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INTRODUCTION

Biomolecules binding properties are governing biological phenomena and, consequently, are relevant for evaluating therapeutics.

While bulk measurements performed on populations of molecules remain the standard characterization techniques, singlemolecule force spectroscopy (SMFS) on individual pairs of interacting partners has emerged as a powerful complementary strategy, because it uniquely gives access to individual bond response to force. This ability is particularly significant for the study of biological phenomena where mechanical forces intervene in bond function, like in hematology [START_REF] Kim | A Mechanically Stabilized Receptor-Ligand Flex-Bond Important in the Vasculature[END_REF], neuroscience [START_REF] Gao | Single Reconstituted Neuronal SNARE Complexes Zipper in Three Distinct Stages[END_REF], immunology [START_REF] Huse | Mechanical Forces in the Immune System[END_REF], or cell biology [START_REF] Rognoni | Dynamic Force Sensing of Filamin Revealed in Single-Molecule Experiments[END_REF]. In practice, the various SMFS tools (5) can be separated in two categories. On one hand, several techniques scrutinize a single bond at a time, the interacting molecules being mounted in series with a spring-like dynamometer such as in atomic force microscopy (AFM) [START_REF] Schwesinger | Unbinding Forces of Single Antibody-Antigen Complexes Correlate with Their Thermal Dissociation Rates[END_REF][START_REF] Rico | Heterogeneous and Rate-Dependent Streptavidin-Biotin Unbinding Revealed by High-Speed Force Spectroscopy and Atomistic Simulations[END_REF], optical tweezers (OT) [START_REF] Gao | Single Reconstituted Neuronal SNARE Complexes Zipper in Three Distinct Stages[END_REF][START_REF] Kulin | Real-Time Measurement of Spontaneous Antigen-Antibody Dissociation[END_REF], or micropipette-based biomembrane force probe [START_REF] Merkel | Energy Landscapes of Receptor-Ligand Bonds Explored with Dynamic Force Spectroscopy[END_REF]. Typically, a force ramp is applied to the bond and the force at the rupture is determined from the extension of the calibrated spring. The dependence of the off-rate as a function of the force is then deduced by a mathematical transformation of the rupture force distributions obtained at different loading rates [START_REF] Dudko | Theory, Analysis, and Interpretation of Single-Molecule Force Spectroscopy Experiments[END_REF]. Offering a high precision, these methods however suffer from a limited throughput. On the other hand, measurements on several bonds at a time usually involve a spatially extended force field acting on microbeads, a configuration encountered in magnetic tweezers (MT) [START_REF] Shang | Magnetic Tweezers Measurement of the Bond Lifetime-Force Behavior of the IgG-Protein A Specific Molecular Interaction[END_REF], laminar flow chamber (LFC) [START_REF] Robert | Tuning the Formation and Rupture of Single Ligand-Receptor Bonds by Hyaluronan-Induced Repulsion[END_REF][START_REF] Gonzalez | Nanobody-CD16 Catch Bond Reveals NK Cell Mechanosensitivity[END_REF], centrifugal force microscopy (CFM) [START_REF] Halvorsen | Massively Parallel Single-Molecule Manipulation Using Centrifugal Force[END_REF][START_REF] Yang | Multiplexed Single-Molecule Force Spectroscopy Using a Centrifuge[END_REF], dielectrophoretic force spectroscopy (DFS) [START_REF] Park | Microfluidic Multifunctional Probe Array Dielectrophoretic Force Spectroscopy with Wide Loading Rates[END_REF], and more recently acoustic force spectroscopy (AFS) [START_REF] Sitters | Acoustic Force Spectroscopy[END_REF][START_REF] Kamsma | Tuning the Music: Acoustic Force Spectroscopy (AFS) 2.0[END_REF][START_REF] Hackl | Acoustic Force Spectroscopy Reveals Subtle Differences in Cellulose Unbinding Behavior of Carbohydrate-Binding Modules[END_REF]. In those techniques, the distribution of bond lifetimes can be directly measured at constant force. Of note, calibration of the force often relies on a physical model; it also usually assumes the homogeneity of the force field and of the bead properties [START_REF] Kostrz | A Modular DNA Scaffold to Study Protein-Protein Interactions at Single-Molecule Resolution[END_REF][START_REF] Popa | A HaloTag Anchored Ruler for Week-Long Studies of Protein Dynamics[END_REF]. These simplifications allow high throughput measurements but are not always flawless.

Whether investigating bonds one by one or in parallel, the stochastic nature of bond rupture requires the accumulation of a large number of events in order to characterize the unbinding distribution. This intrinsic constraint of single-molecule approaches is often experimentally problematic because protein bond characterization suffers from irreversible unbinding: the molecular partners are taken apart by force, preventing any rebinding and therefore limiting the accessible statistics. To address 2 Manuscript submitted to Biophysical Journal Combining DNA scaffolds and AFS this issue, molecular scaffolds that include a leash have been engineered to keep the reactants in close proximity despite the dissociation, hence favouring rebinding. An additional advantage provided by such constructs is mechanical fingerprinting: upon bond rupture, the two partners must end separated by the length of the leash; events that do not verify this criterion can be easily sorted out and discarded [START_REF] Kim | A Mechanically Stabilized Receptor-Ligand Flex-Bond Important in the Vasculature[END_REF][START_REF] Halvorsen | Nanoengineering a Single-Molecule Mechanical Switch Using DNA Self-Assembly[END_REF][START_REF] Gosse | Molecular Scaffolds: When DNA Becomes the Hardware for Single-Molecule Investigations[END_REF][START_REF] Johnson | How Do We Know When Single-Molecule Force Spectroscopy Really Tests Single Bonds?[END_REF]. In practice, these leashes may consist in peptidic chains [START_REF] Kim | A Mechanically Stabilized Receptor-Ligand Flex-Bond Important in the Vasculature[END_REF][START_REF] Gao | Single Reconstituted Neuronal SNARE Complexes Zipper in Three Distinct Stages[END_REF][START_REF] Rognoni | Dynamic Force Sensing of Filamin Revealed in Single-Molecule Experiments[END_REF][START_REF] Wang | Label-Free Single-Molecule Quantification of Rapamycin-induced FKBP-FRB Dimerization for Direct Control of Cellular Mechanotransduction[END_REF][START_REF] Bauer | A Tethered Ligand Assay to Probe SARS-CoV-2:ACE2 Interactions[END_REF], single DNA strands [START_REF] Kilchherr | Single-Molecule Dissection of Stacking Forces in DNA[END_REF][START_REF] Shrestha | Single-Molecule Mechanical Fingerprinting with DNA Nanoswitch Calipers[END_REF][START_REF] Mickolajczyk | The MIDAS Domain of AAA Mechanoenzyme Mdn1 Forms Catch Bonds with Two Different Substrates[END_REF], or double DNA strands, with [START_REF] Yang | Multiplexed Single-Molecule Force Spectroscopy Using a Centrifuge[END_REF][START_REF] Halvorsen | Nanoengineering a Single-Molecule Mechanical Switch Using DNA Self-Assembly[END_REF][START_REF] Penth | Nanomechanics of Self-Assembled DNA Building Blocks[END_REF] or without nicks [START_REF] Kostrz | A Modular DNA Scaffold to Study Protein-Protein Interactions at Single-Molecule Resolution[END_REF][START_REF] Li | The Dynamics of Forming a Triplex in an Artificial Telomere Inferred by DNA Mechanics[END_REF][START_REF] Ma | Interactions between PHD3-Bromo of MLL1 and H3K4me3 Revealed by Single-Molecule Magnetic Tweezers in a Parallel DNA Circuit[END_REF]. While peptidic linkers require to design and produce a specific fusion protein, nucleic acids based structures offer more modularity when combined with state-of-the-art DNA-protein coupling strategies [START_REF] Kostrz | A Modular DNA Scaffold to Study Protein-Protein Interactions at Single-Molecule Resolution[END_REF][START_REF] Gosse | Molecular Scaffolds: When DNA Becomes the Hardware for Single-Molecule Investigations[END_REF][START_REF] Maciuba | Facile Tethering of Stable and Unstable Proteins for Optical Tweezers Experiments[END_REF][START_REF] Mukhortava | Efficient Formation of Site-Specific Protein-DNA Hybrids Using Copper-Free Click Chemistry[END_REF][START_REF] Synakewicz | Bioorthogonal Protein-DNA Conjugation Methods for Force Spectroscopy[END_REF][START_REF] Van Der Sleen | Bioconjugation Strategies for Connecting Proteins to DNA-Linkers for Single-Molecule Force-Based Experiments[END_REF][START_REF] Koussa | Protocol for Sortase-Mediated Construction of DNA-Protein Hybrids and Functional Nanostructures[END_REF][START_REF] Madsen | Chemistries for DNA Nanotechnology[END_REF]. As a matter of fact, the latter kind of scaffold has already been used for non-covalent bond characterization on various SMFS setups: OT [START_REF] Halvorsen | Nanoengineering a Single-Molecule Mechanical Switch Using DNA Self-Assembly[END_REF][START_REF] Kilchherr | Single-Molecule Dissection of Stacking Forces in DNA[END_REF][START_REF] Shrestha | Single-Molecule Mechanical Fingerprinting with DNA Nanoswitch Calipers[END_REF][START_REF] Mickolajczyk | The MIDAS Domain of AAA Mechanoenzyme Mdn1 Forms Catch Bonds with Two Different Substrates[END_REF], MT [START_REF] Kostrz | A Modular DNA Scaffold to Study Protein-Protein Interactions at Single-Molecule Resolution[END_REF][START_REF] Shrestha | Single-Molecule Mechanical Fingerprinting with DNA Nanoswitch Calipers[END_REF][START_REF] Li | The Dynamics of Forming a Triplex in an Artificial Telomere Inferred by DNA Mechanics[END_REF][START_REF] Ma | Interactions between PHD3-Bromo of MLL1 and H3K4me3 Revealed by Single-Molecule Magnetic Tweezers in a Parallel DNA Circuit[END_REF], CFM [START_REF] Halvorsen | Massively Parallel Single-Molecule Manipulation Using Centrifugal Force[END_REF][START_REF] Yang | Multiplexed Single-Molecule Force Spectroscopy Using a Centrifuge[END_REF], and LFC [START_REF] Penth | Nanomechanics of Self-Assembled DNA Building Blocks[END_REF].

Here, we introduce the combination of a modular DNA scaffold, namely junctured-DNA (J-DNA) [START_REF] Kostrz | A Modular DNA Scaffold to Study Protein-Protein Interactions at Single-Molecule Resolution[END_REF][START_REF] Wang | Dissection of DNA Double-Strand-Break Repair Using Novel Single-Molecule Forceps[END_REF], with AFS, an emerging parallel method which potentially offers a large dynamic range of fast force application [START_REF] Sitters | Acoustic Force Spectroscopy[END_REF][START_REF] Kamsma | Tuning the Music: Acoustic Force Spectroscopy (AFS) 2.0[END_REF] (Fig. 1). The probed protein complex is attached to both the surface of the flow cell and a bead via kilobase pair-long DNA shanks (Fig. S1A). The force applied can thus be calibrated independently for each protein complex using the inverted pendulum method commonly used in MT experiment [START_REF] Strick | The Elasticity of a Single Supercoiled DNA Molecule[END_REF][START_REF] Gosse | Magnetic Tweezers: Micromanipulation and Force Measurement at the Molecular Level[END_REF] (Fig. S2), with the notable advantage of a direct and accurate determination of the tether length. Indeed, contrarily to what has been experimentally demonstrated for MT [START_REF] Klaue | Torsional Stiffness of Single Superparamagnetic Microspheres in an External Magnetic Field[END_REF][START_REF] De Vlaminck | Magnetic Forces and DNA Mechanics in Multiplexed Magnetic Tweezers[END_REF][START_REF] Shon | Submicrometer Elasticity of Double-Stranded DNA Revealed by Precision Force-Extension Measurements with Magnetic Tweezers[END_REF], AFS does not impose the orientation of the bead upon pulling and this way facilitates the determination of the point of attachment of the DNA on the bead (Fig. S1B).

Additionally, while individual fit of calibration parameters (bead diffusion coefficient and pendulum stiffness) can be hampered by the acquisition conditions (camera frame rate) for higher forces, a global fit performed for all applied powers for each bead allows to overcome this issue. All in all, simultaneous calibration and unbinding measurements are achieved for all forces , within the limit imposed by the precision of the bead position determination and the equipartition theorem. This ability to determine the applied force during an unbinding experiment is critical because the acoustic field is known to exhibit high chip-to-chip variability and high spatial heterogeneity [START_REF] Kamsma | Tuning the Music: Acoustic Force Spectroscopy (AFS) 2.0[END_REF][START_REF] Winkler | Performance Exploration of Acoustic Force Spectroscopy (AFSTM) Chips[END_REF][START_REF] Nguyen | Multi-Oscillation Microrheology via Acoustic Force Spectroscopy Enables Frequency-Dependent Measurements on Endothelial Cells at High-Throughput[END_REF]. We first apply our method to the FKBP12-rapamycin-FRB complex, a well-known system that has been studied using numerous biochemical [START_REF] Chen | Identification of an 11-kDa FKBP12-rapamycin-binding Domain within the 289-kDa FKBP12-rapamycin-associated Protein and Characterization of a Critical Serine Residue[END_REF][START_REF] Leone | The FRB Domain of mTOR: NMR Solution Structure and Inhibitor Design[END_REF][START_REF] Tao | Steady-State Kinetic and Inhibition Studies of the Mammalian Target of Rapamycin (mTOR) Kinase Domain and mTOR Complexes[END_REF] and biophysical [START_REF] Banaszynski | Characterization of the FKBP•Rapamycin•FRB Ternary Complex[END_REF][START_REF] Flaxman | A Binding Site Hotspot Map of the FKBP12-Rapamycin-FRB Ternary Complex by Photoaffinity Labeling and Mass Spectrometry-Based Proteomics[END_REF][START_REF] Tamura | Fluorophore Labeling of Native FKBP12 by Ligand-Directed Tosyl Chemistry Allows Detection of Its Molecular Interactions in Vitro and in Living Cells[END_REF][START_REF] Lu | Quantitative Analysis of Ligand Induced Heterodimerization of Two Distinct Receptors[END_REF][START_REF] Choi | Structure of the FKBP12-Rapamycin Complex Interacting with Binding Domain of Human FRAP[END_REF][START_REF] Aylett | Architecture of Human mTOR Complex 1[END_REF] techniques, including SMFS [START_REF] Kostrz | A Modular DNA Scaffold to Study Protein-Protein Interactions at Single-Molecule Resolution[END_REF][START_REF] Wang | Label-Free Single-Molecule Quantification of Rapamycin-induced FKBP-FRB Dimerization for Direct Control of Cellular Mechanotransduction[END_REF]. In addition to its interest for benchmarking [START_REF] Kostrz | A Modular DNA Scaffold to Study Protein-Protein Interactions at Single-Molecule Resolution[END_REF][START_REF] Joshi | A Curvilinear-Path Umbrella Sampling Approach to Characterizing the Interactions Between Rapamycin and Three FKBP12 Variants[END_REF], rapamycin has an important biomedical relevance, being one of the earliest modulator of protein-protein interaction to have reached the clinic [START_REF] Martelli | Drug Discovery Targeting the mTOR Pathway[END_REF][START_REF] Li | Rapamycin: One Drug, Many Effects[END_REF]. Our results successfully compare with the unbinding data obtained by surface plasmon resonance (SPR) [START_REF] Banaszynski | Characterization of the FKBP•Rapamycin•FRB Ternary Complex[END_REF][START_REF] Flaxman | A Binding Site Hotspot Map of the FKBP12-Rapamycin-FRB Ternary Complex by Photoaffinity Labeling and Mass Spectrometry-Based Proteomics[END_REF] and by SMFS [START_REF] Kostrz | A Modular DNA Scaffold to Study Protein-Protein Interactions at Single-Molecule Resolution[END_REF][START_REF] Wang | Label-Free Single-Molecule Quantification of Rapamycin-induced FKBP-FRB Dimerization for Direct Control of Cellular Mechanotransduction[END_REF]. Furthermore, the determination of the off-rate vs force dependence for different individual pairs of interacting molecules provides a check of the method accuracy, and a way to look for bond heterogeneity.

For a second proof-of-concept, we turn to a model antigen-antibody bond involving a nanobody, a class of compounds which exhibit remarkable binding properties [START_REF] Chames | Special Issue: Nanobody[END_REF]. More specifically, those 12 kDa antibodies serve as building blocks for bispecific constructs used for cancer immunotherapy [START_REF] Turini | A FcgammaRIII-engaging Bispecific Antibody Expands the Range of HER2-expressing Breast Tumors Eligible to Antibody Therapy[END_REF] and in this context, the bonds they form are subjected to mechanical forces [START_REF] Gonzalez | Nanobody-CD16 Catch Bond Reveals NK Cell Mechanosensitivity[END_REF]. Hence, it fully justifies to characterize such an interaction under an applied load. With an off-rate at zero force in Manuscript submitted to Biophysical Journal 3 the range of 10 4 s, an extended force range helped to achieve off-rate determination of such a strong bond in a reduced time. Doing so, the off-rate extrapolated at zero force is found in good agreement with independent determination relying on SPR [START_REF] Bouchet | Inhibition of the Nef Regulatory Protein of HIV-1 by a Single-Domain Antibody[END_REF].

MATERIALS AND METHODS

Molecules and reagents

Proteins. All proteins were labeled with a single azido group so as to enable their conjugation via click chemistry to 5' DBCOmodified oligonucleotides, the latter 9-base pair long sequences being used for further site-specific ligation to the J-DNA scaffolds [START_REF] Kostrz | A Modular DNA Scaffold to Study Protein-Protein Interactions at Single-Molecule Resolution[END_REF]. More precisely, for the study of the rapamycin complex, a 4-azido-L-phenylalanine residue was introduced at the N-terminus of both FKBP12 and FRB proteins by unnatural amino acid incorporation [START_REF] Chin | Addition of P-Azido-L-phenylalanine to the Genetic Code of E. Coli[END_REF][START_REF] Young | An Enhanced System for Unnatural Amino Acid Mutagenesis in E. Coli[END_REF][START_REF] Lajoie | Genomically Recoded Organisms Expand Biological Functions[END_REF], which yielded the previously characterized FKBP12 M0AzF and FRB A2020AzF mutants [START_REF] Kostrz | A Modular DNA Scaffold to Study Protein-Protein Interactions at Single-Molecule Resolution[END_REF]. For the nanobody-antigen study, SdAb19 (later noted Nef19), a nanobody directed against the HIV-1 Nef protein [START_REF] Bouchet | Inhibition of the Nef Regulatory Protein of HIV-1 by a Single-Domain Antibody[END_REF] , was C-terminally fused to both a c-myc tag and a hexa-his one, produced in the periplasm of E. coli, and purified by immobilized metal affinity purification as previously described [START_REF] Nevoltris | Conformational Nanobodies Reveal Tethered Epidermal Growth Factor Receptor Involved in EGFR/ErbB2 Predimers[END_REF].

In parallel, a truncated portion (aa. 57-205) of HIV-1 Nef was produced in the cytoplasm of E. Coli and purified as above.

Finally, microbial transglutaminase (Zedira, Darmstadt, Germany) and its substrate azido-PEG 3 -amine (Click Chemistry Tools, Scottsdale, AZ, USA) were used to site specifically add an azide function on the glutamine residue of the c-myc tag of both proteins [START_REF] Lin | Transglutaminase-Catalyzed Site-Specific Conjugation of Small-Molecule Probes to Proteins in Vitro and on the Surface of Living Cells[END_REF][START_REF] Jeger | Ortsspezifische und stöchiometrische Modifikation von Antikörpern durch bakterielle Transglutaminase[END_REF].

J-DNA scaffolds. Similarly to the others nucleic acids-based scaffolds recently developed for single-molecule investigations [START_REF] Yang | Multiplexed Single-Molecule Force Spectroscopy Using a Centrifuge[END_REF][START_REF] Park | Microfluidic Multifunctional Probe Array Dielectrophoretic Force Spectroscopy with Wide Loading Rates[END_REF][START_REF] Kostrz | A Modular DNA Scaffold to Study Protein-Protein Interactions at Single-Molecule Resolution[END_REF][START_REF] Halvorsen | Nanoengineering a Single-Molecule Mechanical Switch Using DNA Self-Assembly[END_REF][START_REF] Kilchherr | Single-Molecule Dissection of Stacking Forces in DNA[END_REF][START_REF] Shrestha | Single-Molecule Mechanical Fingerprinting with DNA Nanoswitch Calipers[END_REF][START_REF] Mickolajczyk | The MIDAS Domain of AAA Mechanoenzyme Mdn1 Forms Catch Bonds with Two Different Substrates[END_REF][START_REF] Penth | Nanomechanics of Self-Assembled DNA Building Blocks[END_REF][START_REF] Li | The Dynamics of Forming a Triplex in an Artificial Telomere Inferred by DNA Mechanics[END_REF][START_REF] Ma | Interactions between PHD3-Bromo of MLL1 and H3K4me3 Revealed by Single-Molecule Magnetic Tweezers in a Parallel DNA Circuit[END_REF][START_REF] Wang | Dissection of DNA Double-Strand-Break Repair Using Novel Single-Molecule Forceps[END_REF], J-DNAs have a forceps-like anatomy (23) (Fig. S1A). The interacting protein partners are engrafted at the tips of this nanotool and the handles allowing the manipulation (i.e. the bead and the glass surface) are attached to the extremities of the shanks. The leash, which prevents the whole assembly to be torn apart upon unbinding, connects the two tip-shank segments at the junctions. We here relied on our previous protocol [START_REF] Kostrz | A Modular DNA Scaffold to Study Protein-Protein Interactions at Single-Molecule Resolution[END_REF] to synthesize two versions of the J-DNAs and functionalized them with the proteins of interest that had been tagged with single-azido group [START_REF] Kostrz | A Modular DNA Scaffold to Study Protein-Protein Interactions at Single-Molecule Resolution[END_REF]. More specifically, in the present study we used both the asymmetric scaffold described in Kostrz et al. [START_REF] Kostrz | A Modular DNA Scaffold to Study Protein-Protein Interactions at Single-Molecule Resolution[END_REF] and a new symmetric one (Table S1). In the latter construct the length of the shanks was modified so as to make it easier to discriminate protein-protein interactions from protein-surface ones, i.e. to have extension jumps of different amplitudes for specific protein-protein binding and for non-specific sticking to the bead or to the chamber (Table S2 , Fig. S1C). Transforming the asymmetric scaffold into the symmetric one was simply achieved by shifting the positions on the template of the primers used in the first PCR reaction of the J-DNA fabrication process (see the caption of Table S1 for the sequences).

Beads. Streptavidin-coated silica beads of 1.58 µm in diameter (1.0% w/v, Spherotech, Lake forest, IL, USA, cat. SVSIP- were used for the FKBP12-rapamycin-FRB measurements. For the Nef-Nef19 ones, we additionally relied on 3 µm diameter beads (1.0% w/v, Spherotech, cat. SVSIP-30-5).

Buffers. Unless otherwise specified, all chemicals for buffer preparation were from Sigma-Aldrich (Merck, Darmstadt, Germany). Functionalization buffer was prepared using phosphate buffer saline (PBS), bovine serum albumin (BSA, cat. A7030), and Pluronic F-127 (cat. 9003-11-6). Single use aliquots of rapamycin (cat. 53123-88-9) were prepared by dissolution of the powder in dimethylsulfoxide (DMSO) to a concentration of 50 µM and stored at -80 • C. Importantly, due to its instability, this compound was always added extemporaneously to the working buffer. All the solutions were supplemented with 5 mM sodium azide and 0.5 mM ethylenediaminetetraacetic acid (EDTA), filtered at 0.2 µm, and stored at 4 • C. Assays with J-DNA functionalized with FKBP12 and FRB were conducted in mTOR buffer: 20 mM potassium HEPES pH 7.8, 100 mM KCl, 5 mM MgCl 2 , 0.1% Tween-20, 0.5 mg/ml BSA, and 2 mM dithiothreitol (DTT), supplemented with 500 nM rapamycin. Assays with J-DNA functionalized with Nef and Nef19 were conducted in PBS, 0.1% Tween-20, and 0.5 mg/ml BSA.

AFS chamber preparation

The AFS chamber (Lumicks, Amsterdam, Netherlands) consists of two parallel glass slides delineating a 100 µm high fluid channel of area approximately 10×2 mm 2 . The internal chamber volume with tubbing is about 20 µL. A transparent piezoelectric element is present on top of the assembly to generate the acoustic waves that pull on the beads (Fig. 1A). A syringe connected to the outlet port allows one to suck solutions placed in the inlet reservoir, either manually or with a syringe pump (Aladdin 1000; WPI, Sarasota, FL, USA).

The AFS chamber surface was silanized to obtain a highly hydrophobic surface in order to facilitate further binding of antibodies. To this end, it was first incubated with a piranha solution (2/3 sulfuric acid + 1/3 hydrogen peroxide 50% in water) [START_REF] Robert | Tuning the Formation and Rupture of Single Ligand-Receptor Bonds by Hyaluronan-Induced Repulsion[END_REF] for 10 min, rinsed with water, dried with nitrogen, incubated with Sigmacote R (Sigma-Aldrich, cat. SL2) for 1 min, dried, rinsed with acetone (Sigma) and rinsed with PBS. The AFS chamber was next functionalized with polyclonal anti-digoxigenin from sheep (Sigma, Roche, cat. 11333089001) by injection of 50 µL of a solution at 200 µg/mL (20 min incubation). The AFS chamber was finally double-passivated by flushing first 200 µL of 0.2% PBS-BSA (30 min incubation) and then 200 µL of 0.5% PBS-Pluronic solution (30 min incubation).

For the measurements on the FKBP12-rapamycin-FRB complex, the AFS chamber was rinsed with 200 µL of mTOR buffer; then the J-DNAs on which the proteins had been pre-assembled were injected at a 0.5 to 1pM concentration in mTOR buffer (30 min incubation). Anchoring of the scaffold to the anti-digoxigenin glass surface is mediated by digoxigenin molecules located at one extremity of one of the shanks (Fig. S1A). Streptavidin-coated beads were washed two times by spinning down 10 µL of solution at 0.5 % w/v diluted in 1 mL of mTOR buffer. After a final resuspension in 50 µL of mTOR buffer supplemented with 500 nM of rapamycin, the particles were injected in the AFS chamber and allowed to settle for few minutes so that they can bind to the extremity of the second shank, which is decorated with biotin molecules (Fig. S1A). A gentle flow of rapamycin containing mTOR buffer was then applied to remove the untethered beads. All FKBP12-rapamycin-FRB data presented were obtained on the same AFS chip, 2 different injected samples, and 4 different fields of view (FOV) (beads ID1-5:
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For the measurements of Nef-Nef19, the AFS chamber was only passivated by injection of 0.2 mL of 0.2 % BSA in PBS (60 min incubation). The prefunctionalized J-DNAs diluted at 1pM in the same buffer were then injected in the AFS chamber (30 min incubation) and another rinsing with 0.2 mL PBS-BSA were realized. Beads were washed three times by spinning down 50 µL of solution at 1% w/v diluted in 1 mL of 0.2% BSA in PBS. After a final resuspension in 50 µL of 0.2 % BSA in PBS, they were injected in the AFS chamber and incubated for few minutes. A gentle flow of 0.2 % BSA in PBS was finally applied to remove the untethered beads. All Nef-Nef19 data presented were obtained on the same AFS chip, 6 different injected samples and each bead in different FOV; all beads were 1.58µm in diameter except beads ID5-7 which were 3µm in diameter.

Microscope and AFS setup

The sample is illuminated by a fiber-coupled LED (M660F1, Thorlabs, Newton, NJ, USA) and imaged using an inverted microscope (IX71, Olympus, Rungis, France) equipped with a 20× air objective (Uplan F, Olympus) and an USB-camera (UI1324, IDS, Obersulm, Germany) capable of acquiring frames of 1936 × 1216 pixels at 55 Hz, which corresponds to a 458 × 420 µm 2 field of view. Higher frame rates can be achieved for smaller areas. The AFS chamber is screwed on a sample holder which vertical position can be adjusted by a nanometer step motor (M-110.12S, PI, Karlsruhe, Germany) driven by a digital controller.

The piezo on top of the AFS chamber is driven by a function generator (Lumicks, generation 3) controlled by a computer (via USB) and an interface written in LABVIEW (National Instruments, Austin, TX, USA). The application to the piezo of an alternative tension in the MHz frequency range creates a stationary acoustic pressure field in the chamber: two nodes are typically located at 25 µm and 75 µm altitude in the 100 µm high fluidic channel (Fig. 1A) [START_REF] Sitters | Acoustic Force Spectroscopy[END_REF]. Starting from a value pre-calibrated by the manufacturer for each AFS chamber, the driving frequency was adjusted manually in order to reach the so-called resonance frequency (RF) for which the vertical pressure gradient is maximized at the vicinity of the chamber floor.

In case of force drop due to RF drift, for example caused by a minute temperature change, the frequency was slighly readjusted by the user in order to increase the force before starting a new measurement run. The amplifier setting is called power by the manufacturer and is expressed in % units. In order to favor implementation of our findings by other users, we have decided to keep both appelation and unit. It is further said by the manufacturer that the set value scales linearly with the force applied to a bead at a given altitude [START_REF] Kamsma | Tuning the Music: Acoustic Force Spectroscopy (AFS) 2.0[END_REF].

The temperature inside the chamber is regulated to 25 • C by an integrated proportional derivative controller, a sensor being placed in the middle of the flow cell and two heating elements warming up the whole fluidic channel. Using the embedded thermometer, the measured variation of the temperature inside the chamber are less than 0.2 • C for low to moderate power (i.e. for 0 to 30% power).

Measurement protocol and data acquisition

The setup is controlled through the LABVIEW software provided by the manufacturer (Lumicks v1.4.0), which we have modified for our needs. More precisely, we have added an option to generate periodic acoustic force patterns corresponding to tunable steps of power P and duration T . For example, in a typical unbinding experiment, a 0 % power step of typical duration T A ≥5 min is used to determine the anchor point of each bead. Next, a cycle alternating a very low power (P L < 0.01%) step and test power step (power P) is repeated typically 100 times. The corresponding durations T L and T need to be adapted to the nature of interacting partners, and can vary from a fraction of a minute up to 15 min. As a rule of thumb, T is set as, at least, 2 or 3 times the inverse of the expected off-rate.

The AFS software also allows one to track each bead on the fly and in 3D thanks to real-time image analysis. On a standard desktop computer, up to 100 beads can be tracked at 55 Hz. The x,y-position corresponds to the center of the bead diffraction pattern while the z-position is determined using a predefined look-up-table (LUT) ranging from 0 to 10 000 nm in 100 nm steps [START_REF] Gosse | Magnetic Tweezers: Micromanipulation and Force Measurement at the Molecular Level[END_REF]. Importantly, whereas the coordinates in the horizontal plane are absolute, the one along the vertical axis is only relative.

The individual bead traces are recorded in a tdms file (i.e. LABVIEW format) together with the power amplitude, chip driving frequency, and temperature.

Data analysis

The data analysis is performed in two phases: a) during phases 1-6 described below, one single tdms file is analyzed. It contains cycling force data at a single test power for multiple tethered beads from a single field of view; b) during phases 7-8, the outcome of the first part of the process for various measurements at different test powers is merged for each individual bead.

Global fitting procedures are then performed and synthesis plots are produced.

1. Initialization. The tdms file contains the bead traces (x, y, z-coordinates vs time) acquired from one field of view during one cyclic measurement. One or several test traces are selected for analysis as well as several reference traces (if available).

So-called test traces are typically obtained from beads tethered via a single functional J-DNA. Reference traces are typically obtained from beads directly stuck onto the surface, exhibiting minimal fluctuations and allowing to correct for drift of the chamber position over time. The time interval for the analysis of all traces is also set.

The following phases 2-6 are applied for each test trace.

2. Baseline correction and precision on bead position determination. This operation compensates for apparent drift of the sample due to lateral and vertical motions, caused for example by the dilatation of the microscope elements under temperature variations of the environment. The correction is performed in 3 directions by calculating an average reference trace mimicking the motion of the whole sample and withdrawing it from the test trace. If several reference traces are available, the average reference trace is calculated as the mean for each coordinate, followed by a rolling average over typically 100 s, which largely cancels the noise in reference localization but which is sufficient to correct for sample slow motions. If no surface-bound bead Manuscript submitted to Biophysical Journal 7 is available for reference, a self-reference can be performed on a J-DNA tethered bead. The self-reference trace is built taking as a basis the coordinates from the test bead as follows: the z-position of the test bead is selected at low power, while the x and y positions of the test bead are selected at high power. The rest of the trace is obtained by interpolating by a constant value in order to fill in the gaps at high power for z and low power for x, y. The complete self-reference trace is obtained after a rolling average on a time window of ca. 15 min, in order to completely smooth out the effect of interpolation between cycles. On a fully immobile bead we measured a standard deviation SD(x) = 15 nm in the horizontal motion and SD(z) = 20 nm in the vertical motion. Conversely, for a tethered bead under a few pN force, SD(x) = 25 nm and SD(z) = 50 nm.

3. Anchor point determination. One here relies on the data acquired during the dedicated time interval T A or on all time points obtained at power P L . The anchor point coordinates (x A , y A , z A ) are obtained, in the horizontal plane, as the time average of x and y and, along the vertical axis, as the minimal value of z after a rolling average on ca. 10 s (Fig. S3C). This duration was chosen in order to smooth the z signal without augmenting the minimal measured altitude. It corresponds to a plateau in the curve the minimal altitude vs size of the averaging window. In case the bead is not exploring the whole available space, for example due to transient binding to the surface, the center of the envelope of the x, y-positions is used instead of the in-plane barycenter (Fig. S3B). For this, a kernel density estimation of the x, y-coordinates distribution is performed, defining typically 20 contour lines, and the center of the external contour is taken for setting (x A , y A ).

4.

Tether length and pulling angle determination. The length L of the scaffold corresponds to the distance between its point of attachment to the bead, A', and the point of anchoring to the surface, A (Figs. S2 andS3). Noting x, y, z the coordinates of the point B of lowest altitude at the surface of the bead, one has:

L = (x -x A ) 2 + (y -y A ) 2 + (z + R -z A ) 2 1/2 -R (1) 
where R is the radius of the bead. Combining localization errors in 3 directions, one estimates the precision on L determination to be around 100 nm. The pulling direction was determined by calculating the polar angle θ (Fig. S3):

θ = arcsin (x -x A ) 2 + (y -y A ) 2 1/2 /(L + R) (2) 
5. Opening events detection. This operation is performed on the Z = zz A trace, separately on each time interval during which the power is applied. A 1D gaussian filter of window size 1 s is first applied and the signal is normalized between 0 and 1. This duration is chosen in order to reduce noise while keeping the accuracy of on dwell time duration. The crossings of a 0.5 threshold value are recorded and the step size is determined following the original procedure found in github.com/thomasbkahn/stepdetect. If no step is detected, the average altitude Z is compared with the middle altitude representing equidistance between the open and closed states plateau, typically Z * = 900 nm. If Z > Z * , one considers that the J-DNA did not close back at the previous low power interval (no-close event). If Z < Z * , one considers that the J-DNA did not open during the test power interval. The lifetime of the close state is measured between the onset of high power application plus a delay and the opening time. The delay accounts for the time it takes to effectively apply the force on the bond, which is largely set by the duration of bead uplift and empirically estimated to be 1 s maximum.

6. Power spectrum calculation. The single sided power spectrum density (PSD) of the bead fluctuation signal is calculated separately on xx A and yy A thanks to the signal.periodogram routine from the PYTHON Scipy package. In a default mode that is used for the "force calibration on the fly", we take into account all the points tagged as belonging to the open state.

Alternatively, in the independent calibration mode, a specific time interval can be selected, for which phases 1-4 are performed as above and phase 5 is skipped. This mode can also be used to calculate the PSD using data obtained at a high frame rate and specifically dedicated for calibration of large forces. For graphical representation, PSD are binned on an equally spaced log frequency scale.

7. PSD fitting and force calibration. For a 55 Hz acquisition frame-rate, we typically work with frequency f ranging from 0.1 to 15 Hz. For a given bead, the PSD along x at power P i is compared with:

PSD x i ( f ) = 1 ∑ n=0 4(k B T ) 2 D x i (k x i ) 2 1 1 + (( f + n f s )/ f x ci ) 2 sin 2 (πτ e ( f + n f s )) (πτ e ( f + n f s )) 2 (3) 
where D x i is the bead diffusion coefficient parallel to the surface, k x i the stiffness of the pendulum, and

f x ci = D x i k x i /(2πk B T )
the corner frequency which delineates the elastic and viscous parts of the spectrum obtained at power P i . k B T is the thermal energy at temperature T . We have introduced the correction for blur and aliasing, noting f s the sampling frequency and τ e the exposure time [START_REF] Wong | The Effect of Integration Time on Fluctuation Measurements: Calibrating an Optical Trap in the Presence of Motion Blur[END_REF][START_REF] Daldrop | Extending the Range for Force Calibration in Magnetic Tweezers[END_REF]. The sum was restricted to n=0, 1 corresponding to the two most significant terms for the single-sided Fourier spectrum. Typical values are f s = 50 Hz, τ e = 9 ms, or f s = 500 Hz, τ e = 1 ms., depending on the bead ID. Writing Z i the bead height from the chamber surface at power P i and R x the bead radius, the diffusion coefficient can be approximated by (70):

D x i = k B T 6πνR x 1 - 9 16 
R x Z i + R x + 1 8 R x Z i + R x 3 -1 (4)
where ν is the dynamic viscosity of water. A global fit using Eq. 3 and Eq. 4 is then applied to all PSD x i simultaneously, taking the k x i and R x as fitting parameters. This global fitting allows calibration of one bead-scaffold pair at all forces without requiring to have f max /2 > f c for all spectra. Therefore, we can perform calibration at standard acquisition frame rate which is adapted for long lifetime measurements and multiplexed beads tracking. Alternatively, individual PSD fits can also be performed applying Eq. 3 and taking D x i and k x i as fitting parameters. This is possible when the condition f x ci < f max /2 is fulfilled, i.e. for low power or high acquisition frequency. In this case, however, the maximal measurable spring constant would be k max = f max πk B T /D 0.003 pN/nm, taking D = 0.2µm 2 /s from Fig. S6. Of note, from the equipartition theorem (see Fig. S2), the precision on the horizontal position determination sets a maximal measurable stiffness of k max = k B T /SD(x) 2 = 0.02 pN/nm if we use SD(x)=15 nm the standard deviation mentionned above.
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The force determined along x for a given bead at power P i is given by:

F x i = k x i (L i + R x ) (5) 
where L i is the scaffold extension in its open state. Taking into account the analyses one can perform in both x and y directions, the average vertical force and bead radius are simply calculated as :

F i = (F x i + F y i )/2 and R = (R x + R y )/2.
The force applied along the J-DNA when pulling at angle θ is thus:

F θ = (1/2)(F x + F y ) cos θ (6) 
8. Survival curves plotting and fitting. For a given bead and a given power, all the dwell-times before opening, ∆t, are pooled.

It also includes the no-open events to which we attribute T , i.e. the duration of application of the power, as dwell time. All those values are next sorted by increasing order so as to build a survival fraction S corresponding to the fraction of J-DNA still closed at time t. The survival curve is fitted with a monoexponential function as expected for this type of process; it appears on a semilog graph as a straight line with a slope equal to the bond off-rate. The non-rupture events are taken into account and the fit range is adjusted accordingly, to avoid any bias due to right censoring. The uncertainty on the off-rate is calculated as the difference of slope of the survival curves calculated either on the first 50 unbinding events that were collected or on the last 50 ones.

RESULTS

Principle of the coupling between DNA scaffolds and AFS

After the beads have been injected in the AFS chamber and allowed to settle for a few minutes, the application of a limited power (1%) permits to collect the non-tethered ones at the first pressure node along z, far out of focus, and to flow them away.

One can thus select the beads that are tethered to the surface via J-DNA molecules or that are non-specifically stuck (Fig. 1A), so as to track them using the acquisition software (Fig. 1B). Additional sorting can be performed by eliminating the beads for which the recorded x,y-trace is strongly anisotropic, which is a typical feature of beads likely tethered via multiple J-DNAs. If available in the field of view, one or several beads showing no Brownian motion can be selected as reference beads to enable baseline drift correction. Recording of the look-up tables (LUT) that contain, for each bead, its diffraction pattern as a function of the defocusing, is then performed by applying a power of 1 % and moving the microscope stage in the z direction [START_REF] Sitters | Acoustic Force Spectroscopy[END_REF][START_REF] Gosse | Magnetic Tweezers: Micromanipulation and Force Measurement at the Molecular Level[END_REF].

In a typical measurement, the piezo is driven by a rectangular signal, the power being periodically switched between two values: one nearly equal to zero (<0.01 %) and one able to put the scaffold under tension (Fig. 1C). Starting at nearly zero force with the proteins dissociated, the bead is at low height (Fig. 1C) and it exhibits strong fluctuations (Fig. 1D, left part of height profile in grey): the molecular partners can easily access each other but one cannot distinguish when binding occurs, if it occurs. Upon application of a 2% test power, the bead height quickly increases to a plateau value and exhibits reduced fluctuations, corresponding to the closed state of the scaffold with the protein complex formed (Fig. 1D, orange trace). A sharp transition to a higher plateau is next observed, corresponding to the transition to the open state where the complex is dissociated (Fig. 1D, red trace). The difference between the two plateaus corresponds to approximately 200 nm, as expected from the length of the J-DNA leash (Table S2). The power is finally reduced, releasing the tension on the scaffold and permitting rebinding (Fig. 1D, right part of grey trace). Incidentally, for less than 5-20 % of the cycles, the bead directly reaches the highest plateau, meaning that no association occured at low force (Fig. S16).

Once the x,y,z-traces are corrected from drift and the J-DNA anchor points at the chamber surface are determined, one proceeds to the analysis of the cycling force experiment per se. An example of z-trace obtained during 100 power cycles is shown on Fig. 2A with a zoom provided in Fig. 2B. An automatic step detection permits to : 1) measure the scaffold length extension upon jump ∆z (see Fig. 2B); 2) distinguish the open and closed states on the trace at test power, as represented by the orange and red colors in Fig. 2A,B; 3) measure the duration ∆t in closed state (bound complex) under application of high power (see Fig. 2B). The corresponding survival curve obtained from ∆t is shown in Fig. 2C. The density distribution of ∆z jumps is represented in Fig. 2D. The values are peaking between 200 nm and 300 nm, corresponding to the opening of the leash, as expected from Table S2. Similar plots acquired for other values of the power evidence a decrease of the bond lifetime
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Measurement of the pulling angle

The pulling angle θ is the angle formed between the z-axis and the line passing by the anchor point and the bead center (see Fig. S3 for a geometrical depiction with the open J-DNA and Eq. 2 for the way this parameter is obtained from the measurements). As can be clearly seen in Fig. 2E for three representative beads, θ does not usually depend on the applied power. We also observed that in a same field of view its average value varies between 0 and 30 • (Fig. S4). More strikingly, the pulling angle for a same bead may sometimes increase or decrease continuously by nearly 30 • over the explored power range ( see ID 1, 5 in Fig. S4). This illustrates the existence of lateral pressure nodes which orient the pulling axis and which positions can change with the applied power [START_REF] Winkler | Performance Exploration of Acoustic Force Spectroscopy (AFSTM) Chips[END_REF][START_REF] Nguyen | Multi-Oscillation Microrheology via Acoustic Force Spectroscopy Enables Frequency-Dependent Measurements on Endothelial Cells at High-Throughput[END_REF].

Measurement of the scaffold length and of the applied force

The acoustic force applied to each bead is determined by calculating the power spectrum density (PSD) and relating it to the stiffness of an inverted pendulum having the length of the scaffold [START_REF] Strick | The Elasticity of a Single Supercoiled DNA Molecule[END_REF][START_REF] Gosse | Magnetic Tweezers: Micromanipulation and Force Measurement at the Molecular Level[END_REF], following Eq. 5 in the Materials and Methods section. We first examined the PSDs and the way to fit them.

PSD computation. The PSDs are computed from the bead lateral fluctuations for each test power. A typical example obtained in the x direction is presented on Fig. 2F. Traditionally, these data are obtained separately by applying a constant power for a given time. We propose here to extract these data directly from the applied force cycles (see Materials and Methods). This calibration "on the fly" avoids adding an additional calibration procedure. To show that this method provides the same results than an independent calibration, we performed both at the same test powers on the same scaffolds. Fig. S5 shows that the PSD are almost identical. The "on-the-fly" method provides a less noisy signal at low frequency since the signal has been accumulated over a longer time in total.

PSD fitting. We then propose to perform a global fit, using Eqs. 3 and 4, considering all the test powers for each bead, and determining a single bead radius for all powers and a value of stiffness k for each tested power. In order to validate this approach,

we have compared the diffusion coefficient D i or the stiffness k i obtained either from the global fit or from local fits (i.e. of individual PSDs when f c < f max /2). The two determinations match very well for k i (Fig. S6A). In comparison, D i values are more scattered on the plot (Fig. S6B) which could be due to the fact that this parameter is calculated for each power in individual fits, while a single parameter is used for all powers for the global fit. This validates the global fit method, which allows to overcome some individual fit difficulties, for instance when the corner frequency cannot be pinpointed on the PSD because of the limited acquisition frequency. By combining "on the fly" calibration and global fit, we were able to compute and fit the PSDs for all beads at all test powers. The results for 21 beads tethered by J-DNA functionalized with the FKBP12 and FRB proteins are shown on Fig. S7 and Fig. S8 for the x and y-directions, respectively. The fits are superimposed to the data, showing a good agreement for all powers. In addition, PSDs from 9 beads functionalized with the Nef and Nef19 are shown on Fig. S9, also showing a good fit quality.

Fitted bead radius. The distribution of R x or R y obtained for both molecular complexes fairly agrees with the nominal values and size distribution provided by the manufacturer, i.e. 0.78 ± 0.12 µm and 1.48 ± 0.32 µm µm for each bead type (Fig. S10).

However, we systematically observed R x < R y , which we attributed to a poorer quality of the data and fit in the y-direction.

Fitted stiffness. Fig. S11 shows the fitted stiffnesses for different FKBP12-FRB scaffolds and powers. The stiffnesses measured in x or y directions exhibit very similar values. A non-linear dependence with the applied power is also noted, the curves being either concave or convex. This could be due to minute shift of the resonance frequency away or towards the driving frequency.

Length of J-DNA. The length of the J-DNA is measured between the anchor point at the chamber surface and the attachment point onto the bead, as illustrated by Fig. S3A (see Eq. 1 for its computation). First, one can here invoke some variation due to the random integration of digoxygenin and biotin at the extremities of the shanks. Using single labels would solve this issue but would also make J-DNA more prone to fully detach, which is unacceptable when performing day-long experiments. Second, the lengths we measure suggest limitations in the localization of the anchor point. More precisely, when working on dsDNA molecules with MT the latter operation is achieved with a high precision because one can supercoil the tether at low force so as to screw down the bead and have it landing on the anchor point [START_REF] Strick | The Elasticity of a Single Supercoiled DNA Molecule[END_REF]. In our case such an approach is impossible because AFS cannot generate any torque, and because J-DNA cannot be supercoiled due to single bonds present at the junctures.

Force calculation. The force is then calculated following Eq. 5. Similarly to the stiffness, it depends non-linearly on the power (see Figs. 2G,S13). More specifically, the force typically varies from 0 to 20 pN as the power is increased. However, both the shape of the response and the maximum value one can achieve depends significantly on the position in the chamber, once more illustrating the existence of acoustic nodes in x and y [START_REF] Nguyen | Multi-Oscillation Microrheology via Acoustic Force Spectroscopy Enables Frequency-Dependent Measurements on Endothelial Cells at High-Throughput[END_REF]. The variation with force of the length of open J-DNA is shown for the FKBP12-FRB scaffolds in Fig. S14. While, as expected, the length monotonously increases with applied force in most cases, some curves exhibit non-monotonic behaviour. This could stem from a limited precision in extended state determination due to errors in jump determination. Also, we did not succeed in satisfactorily adjusting the data to either the freely jointed chain model or to the worm-like chain one. In fact, to obtain a more accurate determination of the scaffold mechanical properties, dedicated investigations in the low force domain would be required, which are out of the scope of the present paper. Fig. S15 shows the difference of average scaffold extension between open and closed state as a function of force.

The values are typically in the range 200-300 nm as expected from the molecular data in Table 1. The elastic stretching of the leash is also visible as a slight increase of the length with force.

Force dependence of the off-rate

The use of J-DNA allows repetitive measurements on individual bonds, cycling between the association of the proteins when the power is low and their dissociation when it is high (Fig. 1C and2A).
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The fraction of non-closed scaffolds observed when increasing P remains usually less than 0.2, indicating that the duration T L the molecules spend at low force is sufficient for efficient rebinding (Fig. S16). It was also noticed that the cloud of points at low force exhibits a symmetric and homogeneous distribution around the anchor point (Fig. S3B), which we relate to a correct scaffold recoiling and thus more opportunities for the reactive partners to encounter.

At the test power, one measures the dwell time ∆t, which corresponds to the time elapsed until an extension jump ∆z is detected (Fig. 2B). The dwell times collected over the force cycles are used to generate a survival curve, which is established for each J-DNA and each applied force. Since 100 cycles were applied and typically less than 20 of them did not show any bond formation (Fig. S16) between 75 and 100 rupture events per bead were collected at each force. Fig. S18 gives an overview of the number of forces measured per bead for the rapamycin system, which varies between 3 and 12 (7 in average). These survival curves are individually fitted by a single mono-exponential function, yielding a straight line which slope is the off-rate when represented in semi-log scale (Fig. 2C andS17). Such off-rates k off obtained for the FKBP12rapamycin-FRB complex are next plotted as a function of applied force F for each scaffold.The k off vs. F data for each scaffold were next fitted separately with the Bell model:

k off (F) = k 0 off exp (x b F/k B T ) (7) 
where k 0 off is the off-rate in the absence of applied force and x b is the distance from the potentiel well to the barrier on the interaction energy landscape (Fig. S18). Since the existence of lateral forces has been evidenced, to ensure that the influence of the pulling angle remains negligible we computed the force projected along the pulling angle (Eq. 6). The Bell parameters obtained considering these forces differ only marginally from the ones determined without projection of the force (see Fig. S18 for a comparison).

The Bell analyses performed on each of the 21 J-DNA functionalized with FKBP12 and FRB were superimposed (Fig. 3A, colored dots) and the corresponding k 0 off and x b fit values were reported on a unique graph (Fig. 3B). Performing an average of the latter results with the inverse of the SDs as weight yielded k 0 off = 30 ± 7 × 10 -3 s -1 and x b = 0.34 ± 0.32 nm (Fig. 3B, black square). Alternatively, all the off-rates determined on all 21 beads were pooled by force bins (Fig. 3A, black circles) and the obtained dataset was fitted using a single Bell plot, taking into account the error bars. It gave k 0 off = 30 ± 1 × 10 -3 s -1 and x b = 0.37 ± 0.03 nm (Fig. 3B, black circle). Therefore, the parameters provided by these two approaches are consistent. Furthermore, they agree with the ones retrieved with the same J-DNA mounted on magnetic tweezers: k 0 off = 30.5 ± 0.2 × 10 -3 s -1 and x b = 0.43 ± 0.01 nm (20) (Tables S3, S4 and Fig. 3B, green dashed-and-dotted lines). The off-rates extrapolated at zero force are also consistent with the determinations achieved by SPR, 20.5 ±1.5× 10 -3 s -1 (50) and 16.7 ± 0.3× 10 -3 s -1

(51) (Tables S3 and Fig. 3B, red dashed lines), as well as by SMFS using another kind of scaffold, 26 and 32 × 10 -3 s -1 (25) (Tables S3, S4 and Fig. 3B, green dashed-and-dotted line).

Additionally, Fig. 3 enables one to gain insight on individual behaviors. Despite the somehow profuse aspect of panel A, measurements are in fact not excessively dispersed. First, the error bars on the pooled off-rate of panel A (black lines) typically represent a relative error of less than 50%. As a consequence, the standard deviation for both k 0 off and x b corresponds to around 30 % of the mean, as represented for the black circle on panel B. However, parameters fitted for individual complex exhibit a much larger variation (colored points in panel B), which leads to large standard deviation for their weighted average (large error bars of the black square in panel B). Of note, the measurement error of off-rate per molecule can be visualized on Fig. S18 (typically set by the measurement of ca. 80-100 events), while Fig. 3A shows intermolecular heterogeneity. Each color dot on Fig. 3B relies on the observation of 250 to 1020 rupture events (see Tables S1 andS2 for detailed statistics).

Similar measurements and analyses were performed for 9 J-DNA scaffolds functionalized with Nef and Nef19. This complex being much more long-lived than the FKBP12-rapamycin-FRB one, we aimed at applying higher forces to achieve unbinding with waiting times much shorter than 1/k 0 off 10 4 s. We used larger beads (3 µm diameter), in order to increase the acoustic force at equal power, without generating too much heat or shifting the resonance frequency too strongly. The force vs power data are represented on Fig S19: a sharp force increase can be observed when changing the diameter of the beads from 1.58 to 3 µm. However, as displayed on Fig. S20 survival curves, despite that force increase, the bond lifetime often exceeds the measurement time T . Thus, survival curves contain a limited number of rupture events and are censored at a maximal duration between 600 and 1200 s. While, due to this limitation, independent curve fit of off-rate vs force is not accurate, if even possible, due to lack of points (Fig. S21), one can perform a fit on pooled data, as shown on Fig. 4. The Bell parameters are as follows: k 0 off = 0.18 ± 0.1 × 10 -3 s -1 and x b = 0.65 ± 0.13 nm. As for FKBP12-rapamycin-FRB, it agrees well with the 0.18× 10 -3 s -1 off-rate determined by SPR in the absence of force [START_REF] Bouchet | Inhibition of the Nef Regulatory Protein of HIV-1 by a Single-Domain Antibody[END_REF]. Notice that x b is almost doubled compared to the FKBP12-rapamycin-FRB case, while k 0 off is reduced by a factor 10. Thus the Nef-Nef19 bond is much more stable at low force, but more sensitive to force.
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DISCUSSION

Besides the now well-established MT [START_REF] Shang | Magnetic Tweezers Measurement of the Bond Lifetime-Force Behavior of the IgG-Protein A Specific Molecular Interaction[END_REF][START_REF] Strick | The Elasticity of a Single Supercoiled DNA Molecule[END_REF][START_REF] Gosse | Magnetic Tweezers: Micromanipulation and Force Measurement at the Molecular Level[END_REF] and LFC [START_REF] Robert | Tuning the Formation and Rupture of Single Ligand-Receptor Bonds by Hyaluronan-Induced Repulsion[END_REF][START_REF] Gonzalez | Nanobody-CD16 Catch Bond Reveals NK Cell Mechanosensitivity[END_REF], several new parallel SMFS techniques have recently appeared, for instance CFM [START_REF] Halvorsen | Massively Parallel Single-Molecule Manipulation Using Centrifugal Force[END_REF][START_REF] Yang | Multiplexed Single-Molecule Force Spectroscopy Using a Centrifuge[END_REF], DFS [START_REF] Park | Microfluidic Multifunctional Probe Array Dielectrophoretic Force Spectroscopy with Wide Loading Rates[END_REF] and AFS [START_REF] Sitters | Acoustic Force Spectroscopy[END_REF][START_REF] Kamsma | Tuning the Music: Acoustic Force Spectroscopy (AFS) 2.0[END_REF][START_REF] Hackl | Acoustic Force Spectroscopy Reveals Subtle Differences in Cellulose Unbinding Behavior of Carbohydrate-Binding Modules[END_REF]. The latter method looks particularly promising because it has the potential to combine three attractive features: the possibility to monitor beads in parallel, an extended force range, and a fast actuation. A practical constraint of AFS lays in the current closed format of the commercial chambers, for which the development of surface regeneration procedures seems essential in order to guarantee the solidity and reproducibility of bead tethering. Next, as for other parallel methods like MT and LFC, a trade-off for the choice of bead size should be found to optimize the force range while limiting non-specific adhesion. A third drawback resides in the strong heterogeneity and the limited stability of the acoustic field, specially at high power where the sample may heat. One can propose to map the force field in a preliminary experiment and rely on the collected information to perform subsequent investigations; however, this would require perfect control of the external conditions (and notably of the chamber positioning). In fact, it is better to realize force calibration for each scrutinized protein complex. J-DNAs offer this opportunity because they are both scaffolds on which the molecular partners can be engrafted and tethers that can be used for force determination by the inverted pendulum method. Force calibration measurements are here achieved by collecting the corresponding data "on the fly", during the investigations on bond rupture, and fitting them globally for each J-DNA. Hence, it allows maximum benefit to be derived from data acquired under standard experimental conditions at regular acquisition frequency. The accuracy of the force calibration is mainly associated with the precision in the determination of the bead position. Based on the maximal measurable stiffness k max = 0.003 pN/nm, the maximal measurable force is F max = k max (L + R) 35 pN with a tether length L 1µm and a bead radius R 0.8 µm. Interestingly, such in situ calibration is hard to enforce with MT for instance, the orientation imposed to the bead by the magnets impeding accurate length measurement for DNAs only several kilobase pair-long. Some have proposed to add rulers or force sensors to overcome this difficulty [START_REF] Popa | A HaloTag Anchored Ruler for Week-Long Studies of Protein Dynamics[END_REF][START_REF] Shon | Submicrometer Elasticity of Double-Stranded DNA Revealed by Precision Force-Extension Measurements with Magnetic Tweezers[END_REF] ; still, in our case it would excessively complicate scaffold synthesis and would also restrain the range of explored forces. On the same line, we have thought of harnessing the amplitude of the height jump as an intrinsic reporter of the applied force but this observable did not yield convincing results (Fig. 2D).

The present work constructively combines AFS and J-DNA to study the response to force of single biomolecular bonds with individual calibration of the applied force. Utilizing a scaffold enables to observe enough dissociation events on the same two protein partners so that one can probe bond aging, a phenomenon we have not observed so far: the off-rate calculated either during the first 50 cycles of a measurement or during the last 50 ones are essentially identical (Fig. S22). It also enables to extract the individual Bell's parameters for individual protein complexes. As a consequence, one can now compare the different complexes and challenge the concept of bond heterogeneity, as formalized by Raible et al. [START_REF] Raible | Theoretical Analysis of Single-Molecule Force Spectroscopy Experiments: Heterogeneity of Chemical Bonds[END_REF]. Interestingly, among all possible environmental causes of heterogeneity [START_REF] Raible | Theoretical Analysis of Single-Molecule Force Spectroscopy Experiments: Heterogeneity of Chemical Bonds[END_REF], our setup removes the variable attachment of proteins to surface and non-specific interactions. These advantages in hand, our observations show directly a dispersion of the Bell parameters k 0 off and

x B for the FKBP12-rapamycin-FRB complex. The deviations of some of the survival curves from a monoexponential decay (ID5, ID13 in Fig. S17), point towards the interplay between phenomena taking place at multiple time scales, in line with previous reports [START_REF] Merkel | Energy Landscapes of Receptor-Ligand Bonds Explored with Dynamic Force Spectroscopy[END_REF][START_REF] Lo Schiavo | Quantitative Modeling Assesses the Contribution of Bond Strengthening, Rebinding and Force Sharing to the Avidity of Biomolecule Interactions[END_REF]. The absence of such deviation for other molecules (ID11, ID12) may in fact be an additional manifestation of intermolecular heterogeneity. In contrast with our measurements, absence of heterogeneity has been recently measured for some protein unfolding [START_REF] Xia | Molecular Homogeneity of GB1 Revealed by Single Molecule Force Spectroscopy[END_REF]. We remark also that the absence of bond heterogeneity may not question the concept of roughness of the energy landscape [START_REF] Rico | Energy Landscape Roughness of the Streptavidin-Biotin Interaction[END_REF][START_REF] Robert | Minimal Encounter Time and Separation Determine Ligand-Receptor Binding in Cell Adhesion[END_REF][START_REF] Limozin | A Rough Energy Landscape to Describe Surface-Linked Antibody and Antigen Bond Formation[END_REF]. Finally, a recent study demonstrated the potential of kinetic measurements on populations of single bonds in order to discriminate molecular mixtures, like polyclonal antibody samples (77): our method should also be very well suited for such an application.

Examination of Fig. 3B shows a negative correlation between k 0 off and x b for the FKBP12-rapamycin-FRB complex. To assess where this trend could originate from, we first hypothesized some relation with the properties of the experimental system [START_REF] Walton | Extending Bell's Model: How Force Transducer Stiffness Alters Measured Unbinding Forces and Kinetics of Molecular Complexes[END_REF]. However, we observe no or limited correlation between x b and parameters such as the bead radius (Fig. S23A) or the J-DNA length (Fig. S23B). We also calculated the correlation between the maximal force and the distance to the barrier, finding again no correlation (Fig. S23C). Additionally, we computed the effect of a parabolic potential imposed by the spring-like scaffold, as proposed by Friddle et al. [START_REF] Friddle | Interpreting the Widespread Nonlinear Force Spectra of Intermolecular Bonds[END_REF], and found that the quadratic term induces a negligible increase of k 0 off for the highest x b measured. Together with the observation that the off-rates vs force curves are straight lines in semi-log plot (Fig. S18), this points to the fact that our data are well fitted by the Bell model using only two parameters. Another possibility to explain the correlation in Fig. 3B is the involvement of the curvature of the energy landscape, which predicts k 0 off to scale linearly with 1/x 2 b (80); this trend is not convincingly observed for our data (Fig. S23D). Therefore, we cannot rule out that the error in fitting the slope in the k off vs force plots leads to a correlated error in the intercept of the y-axis. Nevertheless, some classical and new results from the literature point also to such a negative correlation [START_REF] Evans | Forces and Bond Dynamics in Cell Adhesion[END_REF][START_REF] Pettmann | Mechanical Forces Impair Antigen Discrimination by Reducing Differences in T-cell Receptor/Peptide-MHC Off-rates[END_REF]. Further refinements of the present experiment, in particular for anchor point determination, stability of the setup, precision of jump detection, as well as the precision of force calibration, would certainly help to address this issue.

CONCLUSION

As a conclusion, the combinaison of AFS and J-DNA has a sufficient accuracy to characterize the force-induced dissociation of individual FKBP12-rapamycin-FRB and antigen-nanobodies complexes. We also illustrated how the method allows the comparison of individual bonds of same nature and their monitoring under repeated actuation. Therefore, combining AFS and J-DNA has the potential to both answer fundamental questions and open the way to systematic chemomechanical characterization of biomedically relevant interactions.
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Figure 1 :

 1 Figure 1: Principle of the method and sample trace. (A) Beads are tethered in a microfluidic chamber equipped with a piezo generating the acoustic waves and a temperature control system (Not to scale). (B) Part of the field of view showing beads that are selected (red squares) to be tracked in real-time and in 3D thanks to their diffraction fringes. (C) Each bead is tethered to the chamber surface through a J-DNA scaffold (red) maintaining the protein partners (blue) in close proximity via a leash. Bond formation occurs in absence of significant acoustic force. Upon application of an acoustic force, the difference in extension of the scaffold in the closed and in the open state allows one to distinguish the unbinding of the protein complex. (D) Corresponding power and height profile of the bead.

Figure 2 :

 2 Figure 2: Tracking of a single bead under force cycles, bond lifetime determination, and force calibration. (A) Height trace Z obtained during 100 low/high power cycles. (B) Zoom of the trace in panel (A), indicated by the dashed blue rectangle. Based on power value and jump detection at high power, the trace is divided in 3 subsets: low power (grey), closed state at high power (orange), and open state at high power (red). ∆t, which corresponds to the duration of the orange step, represents the dwell time before scaffold opening. ∆Z represents the height jump between the closed and the open state. The applied force obtained after calibration is on the right axis. (C) Survival curve calculated from the lifetime ∆t distribution for one representative bead at different powers in %. Superimposed mono exponential fits : S(∆t) = exp(-∆t.k off ), with k off the off-rate constant of the opening reaction. The value of calibrated force for ID13 for each applied acoustic power is specified in the legend. (D) Density kernel of jump distance ∆z for the same bead as in panel (C) at different powers. (E) Pulling angle vs power for 3 representative beads. (F) x-power spectrum density for the same bead as in panel (D), at various applied powers P i . Curves fits used to determine the bead radius R x and the stiffnesses k x i are shown as black lines. (G) Force vs power for 3 representative beads, the same as in panel (E). Full symbols correspond to the results obtained from analyzing the bead Brownian motion along the x-direction and open symbols from the y-direction.

Figure 3 :

 3 Figure 3: Bell plots for the FKBP12-rapamycin-FRB complex and corresponding fit. (A) The off-rate at different forces of individual molecules is shown in different colors. The error bars on invidual off-rate values are calculated as indicated in the Materials and Methods and, for the sake of clarity, they are omitted here and displayed in Fig. S18. The average values on force bins of equal size are shown as as black circles, the vertical error bars showing the standard deviation of off-rate values in each force bin. The dashed black line is the fit with Bell equation 7, taking into account the error bars. See Tables S1 and S2 for detailed statistics. (B) Off-rate in absence of applied force k 0 off as a function of x b , the distance from the potential well to the barrier on the energy landscape of the interaction, as obtained from the individual Bell fits shown in Fig. S18. The same color code is used than in A to specify the different molecules measured. Each color dot relies on the observation of 250 to 1020 rupture events.. The error bars are the fitting errors when applying Bell model. The red dashed lines represent the values of off-rate measured by Surface Plasmon Resonance (50, 51). The green dashed-and-dotted lines were obtained using SMFS (20, 25). The black circle represent the parameter obtained from the global Bell fit represented as a black line in A (error bar = error on the fit). The black square represents the average of the colored points (error bar = SD).

Figure 4 :

 4 Figure 4: Bell plot for the Nef-Nef19 complex and corresponding fit. The off-rate at different forces of individual molecules is shown in different colors. The black circles correspond to the k off averaged by equal force bins. The black line is the fit with Bell equation 7. The vertical error bars on the black points are calculated as the standard deviation of off-rate values in each force bin. The red horizontal dashed line represents the value of the off-rate measured by SPR (61).
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