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of paretic upper limb use in post stroke patients 
for ecological monitoring
Gilles Dusfour1,2*, Denis Mottet2, Makii Muthalib2,3, Isabelle Laffont1,2,3 and Karima Bakhti2,3 

Abstract 

Background To date, many wrist actimetric variables dedicated to measuring the upper limbs (UL) in post-stroke 
patients have been developed but very few comparisons have been made between them. The objective of this study 
was to compare different actimetric variables of the ULs between a stroke and healthy population.

Methods Accelerometers were worn continuously for a period of 7 days on both wrists of 19 post-stroke hemiparetic 
patients as well as 11 healthy subjects. Various wrist actimetry variables were calculated, including the Jerk ratio 50 
(JR50, cumulative probability that the Jerk Ratio is between 1 and 2), absolute (FuncUse30) and relative (FuncUseRa-
tio30) amounts of functional use of movements of the ULs with angular amplitude greater than 30°, and absolute 
(UH) and relative (UseHoursRatio) use hours.

Results FuncUse30, FuncUseRatio30, UH, UseHoursRatio and JR50 of the paretic UL of stroke patients were signifi-
cantly lower than in the non-dominant UL of healthy subjects. Comparing the ratio variables in stroke patients, Fun-
cUseRatio30 was significantly lower than UseHoursRatio and JR50, suggesting a more clinically sensitive variable to 
monitor. In an exploratory analysis, FuncUseRatio tends to decrease with angular range of motion for stroke patients 
while it remains stable and close to 1 for healthy subjects. UseHoursRatio, FuncUseRatio30 and JR50 show linear cor-
relation with Fugl-Meyer score (FM), with  r2 equal to 0.53, 0.35 and 0.21, respectively.

Conclusion This study determined that the FuncUseRatio30 variable provides the most sensitive clinical biomarker of 
paretic UL use in post-stroke patients, and that FuncUseHours—angular range of motion relationship allows the iden-
tification of the UL behaviour of each patient. This ecological information on the level of functional use of the paretic 
UL can be used to improve follow-up and develop patient-specific therapy.

Keywords Actimetry, Stroke, Upper limb hemiparesis, Actimetric variables

Background
Stroke is one of the leading causes of disability world-
wide, with a global prevalence rate that has been increas-
ing over the past 30  years [1]. Despite the accumulated 
research on rehabilitation of the paretic upper limb (UL) 
following a stroke, a large majority of patients continue 
to present non-use of paretic UL at the chronic stage 
which impacts their quality of daily life [2]. Only 5 to 20% 
of stroke survivors regain sufficient paretic UL function 
after 6 months [3], which leaves the majority of chronic 
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post stroke patients unable to use their paretic UL in 
their daily life.

Current methods of quantifying movement of the UL 
rely primarily on clinical deficit scores such as the Fugl-
Meyer (FM) test [4], or on more functional tests like the 
Wolf Motor Function Test (WMFT), Action Research 
Arm Test (ARAT) or questionnaires (Motor Activity 
Log—MAL). More recent work focused on the direct 
visual observation of stroke patients ULs by hospital 
practitioners in a clinical environment during 7 days [5]. 
This work found that the ratio of use activity between 
the paretic limb and the non-paretic limb is around 0.69 
for stroke patients [5] whereas it is 0.95 for healthy sub-
jects (non-dominant/dominant) [Bailey et al., 2014]. The 
human assessor method used by McLaren [5] has the 
advantage of identifying with certainty the periods of 
functional use of the UL as assessed directly by the cli-
nician. However, the time and human resource costs of 
performing these measurements reduce its applicabil-
ity to monitor multiple patients, and moreover, limiting 
observations in a clinical setting might not reflect real life 
of patients in a home environment.

Alternatively, a commonly used quantitative and objec-
tive technique to quantify functional UL movements 
relies on methods based on actimeters or gyroscopes 
[Bailey et  al., 2014] positioned on the two wrists over a 
period of time ranging from 2 to 7 days. The functional 
UL movement results of Bailey’s work [6, 7] are based 
on the calculation of activity counts directly from the 
acceleration signals originally developed by Uswatte [8]. 
Bailey derived other variables from the accelerometric 
measurements, such as use hours based on acceleration 
thresholds and median bilateral magnitude based on the 
magnitude of the accelerations measured at each wrist. 
The correlations of UL activity count with clinical scores 
such as the FM or the WMFT showed high variability 
between studies [6, 7]. Although Lang et  al. [9] showed 
a strong correlation  (r2 = 0.62) between the use hours 
and the WMFT, a more recent study shows a weaker 
correlation between the median bilateral magnitude and 
the FM Score  (r2 = 0.32) or the WMFT score  (r2 = 0.34) 
[10]. Recently, Pan et  al. [11] developed new accelero-
metric variables based on the Jerk, which is the deriva-
tive of acceleration. Pan et  al. [11] showed that the Jerk 
ratio (JR) has a very high sensitivity to the amount of UL 
motion as well as a very high correlation with the median 
bilateral magnitude. Leuenberger et al. [12] extended the 
method by using inertial sensors (i.e., accelerometer and 
gyroscope) to separate functional vs. non-functional UL 
movements. A functional UL movement occurs when the 
forearm is oriented horizontally (± 30°), which is usu-
ally the case in UL manipulation activities. Leuenberger 
et  al. [12] found excellent correlation of the functional 

use ratio (FuncUseRatio30) with the box and block (BB) 
test  (r2 = 0.9). Lum et al. [13] chose to synchronise accel-
erometers with video recordings of healthy and hemi-
paretic subjects performing activities of daily life. The 
video recordings were used both to accurately measure 
the amount of functional UL movement in the labora-
tory over a given period of time and to serve as a basis 
for labelling actimetric data as functional, non-func-
tional and unknown movement. This labelling was then 
used to develop several machine learning algorithms to 
separate functional from non-functional UL movements. 
Although the activity counts showed low correlation with 
the video results  (r2 = 0.57), the machine learning algo-
rithms showed excellent results  (r2 = 0.81).

The majority of studies on wrist actimetric monitor-
ing of post-stroke patients monitor the quantity of UL 
movement and its bilateral ratio. While these indica-
tors seem relevant for measuring imbalances between 
the UL motion, it remains difficult to draw conclusions 
about the functional imbalance and the physical capaci-
ties and limitations of the patients’ UL in their ecological 
environments. Leuenberger’s work provides a significant 
advance by identifying the amount of movement around 
the horizontal plane with an amplitude of ± 30°. For the 
first time, it is possible to easily discriminate a "func-
tional" amount of movement in an ecological environ-
ment. However, Leuemberger’s work required inertial 
sensors that are relatively expensive and have little energy 
autonomy. Finally, more recent studies based on artificial 
intelligence algorithms show promising results in identi-
fying functional motion but require a significant amount 
of time for manual classification of motion. Moreover, 
these algorithms do not yet distinguish between move-
ments of different amplitudes. This makes it difficult to 
identify the physical capabilities and limitations of post-
stroke subjects in their ecological environments while 
it is necessary to turn accelerometer data into clinical 
meaningful data [14].

In this study we recorded 3D acceleration at each wrist, 
over a period of 7 days, in the volunteers’ home (ecologi-
cal) environment. We then adapted and compared differ-
ent accelerometric variables (UseHours, UseHoursRatio, 
FuncUse30, FuncUseRatio30 and JR50) between a pop-
ulation of 19 stroke patients and 11 healthy subjects to 
determine the actimetric variable that has the greatest 
sensitivity to stroke hemiparesis-related upper limb defi-
cits in order to guide clinical decision making.

Methods
Participants
Each participant was asked to sign an informed consent 
form approved by the Institutional Review Board (the local 
ethics commission). Patients were recruited in the PRM 
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unit between December 2019 and May 2021. The post-
stroke participants met the following inclusion criteria: (1) 
diagnostic criteria for stroke, (2) people after an ischemic 
or haemorrhagic stroke that suffered from a moderate to 
mild paretic arm (defined as a Fugl Meyer—Upper Extrem-
ity—FM-UE score > 15/66), in the chronic stage of recovery 
(> 6  month post-stroke). (2) 18  years or older. The exclu-
sion criteria were the following: (1) Mini-Mental Status 
Examination score < 24 [15], (2) strong neglect with a Bell’s 
test > 15 bells (3) orthopaedic or rheumatologic injury of 
their upper limb, (3) pregnancy. The controls had no self-
reported injuries that would alter or impair their use of 
either UL.

Procedures
Accelerometers (Axivity Ax3, Newcastle upon Tyme, UK) 
were placed on each wrist for all participants. The par-
ticipants were asked to wear the accelerometers for 7 days 
without removing them. Data acquisition was performed at 
a frequency of 50 Hz coupled with a cut off of 8 g for the 
measurement of acceleration in the three spatial directions. 
At this acquisition rate, the sensors are capable of record-
ing data for 14 days. The subjects were asked to keep the 
sensors on day and night even while showering. The accel-
erometers were recovered at the end of the 7 days to extract 
the data using the OmGui software provided by Axivity. 
The data were sliced day by day to obtain daily acceleration 
data values over the whole day. The data were then saved 
in csv format so they can be read by any programming 
language.

Data Analyses and calculation of variables
Data processing was done using the python 3.7 program-
ming language. The numpy and scipy libraries are notably 
used for numerical calculation operations (derivation, fre-
quency analysis). The scipy library allows the application of 
a low pass filter with a cut-off frequency of 10 Hz in order 
to remove noise. The magnitude of the acceleration vector 
(EN: Euclidean Norm) is then calculated for each time step 
of the two actimeters (via the acceleration data at a given 
time t:  ax(t);  ay(t);  az(t)).

Jerk
The time derivative of the acceleration at a given time t 
allows us to obtain the Jerk, noted J, in the three directions 
of space via the following calculation (finite difference cen-
tred approximation):

(1)EN (t) =
√

a2x + a2y + a2z .

(2)Ji(t) =
ai(t+dt)−ai(t−dt)

2dt
,

where i represents the three directions of space x, y and 
z, a is the scalar value of the acceleration and dt the sam-
pling time step (i.e. 50 Hz). Physically, the Jerk represents 
the rate of change of the acceleration vector. It is then 
possible to calculate the magnitude of the Jerk:

Pan et al., [Pan et al. 2020] showed that the jerk ratio 
(JR) is sensitive to the degree of UL mobility. In our study, 
the JR is defined as the ratio of the jerk amplitude of the 
paretic (non-dominant) limb to the sum of the nonpa-
retic (dominant) limb and paretic limb jerk:

We have adapted the JR formula from Pan et  al. [11] 
so that it is comparable to the use hours and functional 
movement ratios (see details in the following sections). 
With the objective that a JR equal to 1 means an equal 
contribution from both ULs. Points where both the jerk 
of the paretic or non-paretic side is equal to zero are 
excluded from the study. It is then possible to calculate 
the histogram and density function of the JR for each 
measurement day. The density function is normalised to 
give a total distribution of 2. Such a normalisation is cho-
sen in order to extract a representative variable, the JR50 
[11], comparable to all ratio variables in this article. The 
JR50 was calculated as the area under the curve when the 
JR is between 1 and 2. A JR50 higher than 1 means a pre-
ponderant use of the paretic (non-dominant) arm while a 
JR50 of less than 1 means a preponderant use of the non-
paretic (dominant) arm.

Functional movement
In quasi-static conditions, the calculation of the angle of 
elevation of the forearm with respect to the gravity vec-
tor takes the form of Eq. (5), following the trigonometric 
laws [Fisher, C. J. (2010).]: 

We have extended this method for dynamic condi-
tions, without any additional calculation, as preliminary 
results have shown excellent prediction of the eleva-
tion angle regardless of the dynamics of the movements 
with an accelerometer and Eq. (1) (see Additional file 1). 
Leuenberger et  al. [12] estimates that the ULs perform 
a functional movement when there is a variation in the 
angle of inclination of the arm greater than 30° and that 
this same angle of inclination is between ± 30° around 
the horizontal (to avoid data from walking) all within 

(3)JerkMag = J2x (t)+ J2y (t)+ J2z (t).

(4)JerkRatio = 2x
|Jerkparetic|

|Jerkparetic|+|Jerknon−paretic|
.

(5)α(t) = arcos
(

ay(t)

EN (t)

)

.
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non-overlapping time window of 0.5 s. The mathematical 
formulation is as follows:

The formulation of this hypothesis is motivated by the 
fact that the majority of everyday movements take place 
in the sagittal plane [17] and mainly above the hip [18]. 
A functional movement iteration counter is created for 
both upper limbs for each day. The counter, the Fun-
cUse30 (Functional Use for range of motion greater than 
30°), is updated for each functional movement detected. 
The absolute values of FuncUse30 and its ratio (Fun-
cUseRatio30, paretic/non-paretic or non-dominant/
dominant) are presented as a boxplot with the median 
value of the 7 days of measurements.

“The idea that a functional movement must have suffi-
cient amplitude makes sense, but the choice of an ampli-
tude of 30° in Eq. (6) is arbitrary [12]. Here, we explored 
how changing this amplitude also changes the number of 
functional movements. We defined 9 movement ampli-
tudes from 10 to 90 degrees, in 10-degree steps (i.e., 
[0°–10°]...[80°–90°]). We then counted the number of 
functional movements for each amplitude.”

Use hours
The calculation of use hours follows the formulation 
presented by Waddell et  al. [19] and Bailey et  al. [6]. In 
order to use signal frequencies of 30  Hz comparable to 
the literature, the initial 50 Hz signal was downsampled 
to 30 Hz using the "decimate" function of the scipy library 
of the python programming language [6, 19]. Next, the 
data were bandpass filtered between 0.25 and 2.5 Hz, and 
then converted to activity counts (0.001664 g/count) on 
non-overlapping 1  s windows. The number of hours of 
use (UH) corresponds to the total amount of time the UL 
is assumed to be active. This variable is calculated by add-
ing all seconds where the activity count is greater than 2. 
It is then possible to define use hours ratio (UseHoursRa-
tio) between the paretic (non-dominant) and non-paretic 
(dominant) UL.

Statistical analysis
The statistical analysis was performed with the pro-
gramming language python 3.8, using scipy and pan-
das packages. The criterion for a significant difference 
was p < 0.05. All statistical analyses were performed at 
95% confidence. Nonparametric tests had to be applied 
because normality tests (Shapiro–Wilk) showed that 
some of the data groups do not have normal distribution. 
For each type of variable (JR50, UH, UseHoursRatio, Fun-
cUse30, FuncUseRatio30), a value was calculated for each 
subject and for each day. This corresponds to 7 values 
per subject and per variable. For each subject and each 

(6)|α| ≤ 30◦andαmax − αmin ≥ 30◦.#

variable, the median value of the 7 days of measurements 
was saved and stored. The visual representations of the 
variables from the accelerometric data were examined 
using boxplots for each population. The values shown as 
dots in the boxplot represent the median of the 7  days 
of measurements per patient. The boxplots then show 
the median and interquartile range of the healthy and 
stroke populations. The absolute values (FuncUse30, UH) 
of the healthy population were statistically compared 
with those of the stroke population via non-parametric 
Mann–Whitney tests to identify differences in behaviour 
between the two independent populations. The ratios 
(FuncUse30R, UseHoursRatio, JerkRatio) were com-
pared between the two populations and within the stroke 
population to identify differences in response between 
the populations and between the variables. Again, a 
non-parametric Mann–Whitney test was applied with a 
Bonferroni correction for multiple comparisons for inde-
pendent data (healthy vs stroke) and a Wilcoxon test was 
applied with a Bonferroni correction for paired data (dif-
ference between FuncUse30, FuncUseRatio30, UH, Use-
HoursRatio and JR50 in the stroke population).

Results
Patients
In this study, 11 healthy (7 women) and 19 post-stroke 
patients (8 women) participated. The characteristics of 
the stroke patients and healthy subjects are summarized 
in Table 1. The average FM-UE score of the hemiparetic 
subjects was 50.5 [27–66]. Only six patients had a moder-
ate FM score (range 15–35), the other thirteen patients 
had a mild score (range > 35). The results of all actimetric 
variables are summarised in Table 2.

Jerk ratio
Figure 1 shows the histogram and density function (DF) 
of the JR for a healthy subject and a stroke patient on a 
representative day. We can see that the maximum density 
function histogram for the healthy subject is centred on a 
JR value of 1, which highlights a balance in the movement 
of the upper limbs. A slight peak can also be seen at a JR 
value of 0 and 2, highlighting a non-negligible amount 

Table 1 Characteristics of stroke patients and healthy subjects

Post stroke patients Healthy volunteers

Number 19 11

Age in years 67 ± 12 [47–83] 58 ± 20 [18–75]

Gender 11 males, 8 females 4 males–7 females

Affected body side 11 right, 8 left –

Dominant side affected 8 (42%) –

FM-UE Score (/66) 45.6 ± 16 [27–66] –
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of probability of movement of the dominant limb only 
or non-dominant limb only, respectively. For the stroke 
patient, it can be seen that the maximum DF is posi-
tioned at a JR value of 0.2, highlighting a preponderance 
of movement of the non-paretic limb.

Absolute use hours, functional movements and variables 
ratios
The UH and FuncUse30 results are given as boxplots 
in Fig.  2A, B, respectively. In both groups, the UH of 
the non-paretic (dominant) limbs are greater than the 
UH of the paretic (non-dominant) limbs. The UseHours 

of the dominant (non-paretic) limbs of the healthy and 
stroke subjects are 1.12 and 1.5 times greater than their 
non-dominant (paretic) limbs, respectively. While there 
was no significant difference (p > 0.05) in the upper 
limb UseHours for the healthy population, the stroke 
population significantly spent more time using their 
non-paretic upper limb. Moreover, the UseHours of 
the non-dominant limbs of the healthy subjects were 
significantly 1.5 times greater than those of the stroke 
subjects (p < 0.01).

In an identical manner, the FuncUse30 of the paretic 
limbs are 5 times lower than the FuncUse30s of the 
non-paretic limbs (831 movements vs 4083 movements, 
p < 0.001). Similarly, to UH, the FuncUse30s of the non-
dominant limbs of healthy subjects are 4.86 times higher 
than the FuncUse30s of the paretic limbs of pathological 
subjects (831 movements vs 4040 movements p < 0.01).

Figure 2C shows the boxplots of the median ratio (i.e., 
dominant/non-dominant) for the UseHoursRatio, JR50 
and the FuncUseRatio30. The median UseHoursRatio 
and FuncUseRatio over 7 days of measurement was sig-
nificantly lower (WMW test: p < 0.05 for UseHoursRatio 
and p < 0.01 for FUR) for the stroke (UseHoursRatio: 0. 
0.6, JR50: 0.78 and FUR: 0.18) than for the healthy (Use-
HoursRatio: 0.94, JR50: 0.93 and FUR: 0.78) population. 
Finally, in the stroke population, the FUR is significantly 
lower than the JR50 and UseHoursRatio (respectively 
p < 0.001 and p < 0.05). The ratios do not present signifi-
cant differences in the healthy population

Functional movements in relation to movement amplitude
Figure  3A–C show the FuncUse’s and the FuncUseRa-
tio’s in relation to the range of motion of the dominant 
limb (non-paretic), non-dominant limb (paretic) and the 
of each of the subjects observed in this study as well as 
the median amplitudes for each population. FuncUse’s 
are close to 0 for angular amplitudes of [80°–90°] for both 
populations. The median values of the two populations 
for FuncUse and FuncUseRatio are represent in dot-
ted lines. While the FuncUse on the non-paretic (domi-
nant) side is relatively equivalent for both populations 
and present no statistical differences, it is much lower 
on the paretic (non-dominant) side for all angular ampli-
tudes and present statistical differences for angular range 
of motion greater than 20° (p < 0.05 for [20°–30°] inter-
val and p < 0.01 for angular amplitude greater than 30°). 
Finally, it can be seen in Fig.  3C that the median Fun-
cUseRatio remains relatively constant and close to 0.8 for 
the healthy population with increasing angular amplitude 
whereas it decreases sharply for the hemiparetic popula-
tion (from 0.4 to 0.2). Like absolute values, the median 
FuncUseRatio of the healthy population is significantly 

Table 2 Summary of all absolute and ratio variables for the 
stroke and healthy subjects

*p < 0.05

**p < 0.01

***p < 0.001 

Stroke Healthy p

UH Paretic (non-
dominant)

5.34 h 8.13 h 0.0049**

UH Non Paretic 
(dominant)

7.56 h 9.15 h 0.53

FuncUse30 Paretic 
(ND)

831 movements 4040 movements 0.0011**

FuncUse30 Non 
Paretic (D)

4083 movements 4924 movements 1

JR 50 0.78 0.93 0.068

FuncUseRatio30 0.18 0.78 0.0052**

UseHoursRatio 0.6 0.94 0.017*

Fig. 1 Comparison of the jerk ratio (JR) normalised density function 
of a stroke (in red) and healthy (in blue) subject. A JR of 0 indicates 
use of the non-paretic (dominant) limb and a ratio of 2 indicates 
use of the paretic (non-dominant) limb. The healthy subject has a 
maximum density for a JR of 1 (use of both limbs at the same time) 
while the maximum density of the JR for the stroke patient is 0.2 
(predominant use of the non-paretic limb)
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greater than that of the stroke population for angular 
amplitudes greater than 20° (p < 0.05 for [20°–30°] inter-
val and p < 0.01 for angular amplitude greater than 30°)

Relationship between relative variables and Fugl Meyer 
Score
Figure  4 shows the scatter plot of the relationships of 
FuncUseRatio30, UseHoursRatio and JR50 with the 
FM score. All three ratios tend to increase with the FM 
score. The UseHoursRatio had the highest correlation 
to the FM  (r2 = 0.53), followed by the FuncUseRatio30 

 (r2 = 0.35) and the JR50  (r2 = 0.21). The JR50 had a 
really small slope (0.0036), while the UseHoursRatio 
and FuncUseRatio30 had a much larger slope (0.01 and 
0.016, respectively).

Discussion
The aim of the study was to compare different wrist 
actimetry variables between stroke and healthy volun-
teers over a 7 day period in their home environment to 
determine which actimetry variables have the greatest 
sensitivity to paretic UL functional use and can be used 

Fig. 2 A Boxplot of absolute use hours for the non-paretic (dominant) and paretic (non-dominant) upper limbs of the stroke and healthy subjects. 
B Boxplot of absolute functional movement (FuncUse30) for the non-paretic (dominant) and paretic (non-dominant) upper limbs of the stroke 
and healthy subjects. C Boxplot of all ratio variables (JR50, FuncUseRatio30, UseHoursRatio), for the stroke and healthy subjects. Ns non-significant, 
*p < 0.05, **p < 0.01, ***p < 0.001. Dots represents the median value of the 7-days for each subject. Diamond represents outliers
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to guide therapist’s decision making. We performed, to 
our knowledge, the first study in stroke patients that cal-
culated over an extended 7-days period FuncUseRatio, 
UseHoursRatio and JR50 variables via two simple and 
lightweight wrists worn accelerometers, and compared 
these values with values acquired in a healthy popula-
tion. Accordingly, we derived new actimetry variables, in 
particular, we were able to calculate average FuncUse and 
FuncUseRatio over a large range of elevation angles.

Previous studies have measured the amount of func-
tional movement of the UL (FuncUse) in an ecological 
environment via IMUs placed at the wrist for a period 
of only 48 h [12]. The arm elevation was calculated using 
the same accelerometric metrics to which the authors 
added the calculation of the yaw angle to identify move-
ments in the horizontal plane. In our study, we chose to 
use actimeters with a battery autonomy of more than one 
week for an acquisition frequency of 50 Hz and thus to be 

more representative of the patient’s ecological behaviour 
in the home environment. It is noted that [12] demon-
strated a linear relationship between the Box and Blocks 
Test and the ratio of movement of the paretic limb to the 
non-paretic limb.

Our work builds on [12], by exploring well known 
variables like the UseHoursRatio and more recent vari-
ables like the JR50 and by performing a comparison 
with a healthy population. The UseHours values and 
UseHoursRatio calculated in our study are equivalent 
to those of Bailey and Waddell [6, 19]. Like the study 
of Bailey et  al. [6], we showed significantly greater Use-
Hours and UseHoursRatio of the non-dominant limb 
of the healthy subjects compared to the paretic limbs of 
the stroke patients as well as a significantly greater Fun-
cUseRatio30 in the healthy subjects than in the stroke 
patients. Futhermore, we confirmed a significantly 
greater FuncUseRatio30 in the healthy subject than in the 
stroke patients, where healthy subjects show on average 
three times more daily movement of the non-dominant 
limb than stroke subjects using the paretic limb. Indeed, 
healthy subjects performed approximately 4000 func-
tional movements per day with their non-dominant limb 
whereas post-stroke patients realized only 800 move-
ments per day with their paretic limb. Moreover, the 
healthy subjects show a FuncUseRatio30 close to 0.8, 
meaning an almost equal use of the dominant and non-
dominant upper limbs while the stroke patients show a 
very low median FuncUseRatio30 close to 0.2, which 
indicates 30 functional movements of the non-paretic 
limb for one functional movement of the paretic limb. 
However, patients show an equivalent amount of func-
tional movements of the non-paretic limbs to that of the 
dominant limb of the healthy subjects. This suggests that 
the stroke patients studied here maintain a relatively nor-
mal amount of non-paretic UL movements.

Fig. 3 A–C plot of absolute functional movement for non-paretic (dominant) and paretic (non-dominant) and functional movement ratio 
(FuncUseRatio) in relation to movement amplitude for the stroke (in red) and healthy (in blue) subjects. The dotted-curves represent the median 
values of each population, the filled areas around the median values represent the interquartile range (q25–q75). The dashed curves represent each 
subject

Fig. 4 Relationship between FuncUseRatio30, UseHoursRatio and 
JR50 with Fugl Meyer Score. Each dot represents one stroke subject
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The JR50 reflects the ratio of the amount of movement 
in a given time frame between the two limbs. While this 
ratio is balanced in healthy subjects, it shows a slight 
imbalance in stroke subjects. These results show that 
stroke patients perform less movement, both functional 
and non-functional, with their paretic limb than with 
their non-paretic limb when compared with the healthy 
population. Figure 4 shows the increased sensitivity of the 
FuncUseRatio30 to the Fugl Meyer scores compared to 
the other two variables, JR50 and UseHoursRatio. Indeed, 
the slope of the linear relationship of the FuncUseRatio30 
with the FM score is 4.6 and 1.6 times greater than for 
the JR50-FM and the UseHoursRatio-FM relationships, 
respectively. In addition, we observed a slight non-linear 
behaviour of the FuncUseRatio-FM relationship. Indeed, 
the FuncUseRatio increases strongly for FM scores above 
50, whereas it remains relatively low and constant for val-
ues below 50.

To define a functional upper extremity movement, we 
selected a limit of ± 30° from the horizontal for the fore-
arm elevation angle [12]. This choice of 30° might be 
disputable, for example, because a large proportion of 
stroke patients show uncontrolled flexion of the healthy 
elbow when walking. This phenomenon is called "associ-
ated reaction" and may have an influence on the results 
of our study [20]. To better understand the sensitivity of 
functional use to variations in limits for forearm angle, 
we decided to explore the evolution of FuncUseRatio 
and FuncUse as a function of forearm angle limits. For 
both populations, the functional use of the upper limbs 
decreases when the forearm angle limits increase. For 
the healthy population, the FuncUse of the non-domi-
nant limbs is equivalent to that of the dominant limbs 
whatever the forearm angle limits. The FuncUse of the 
paretic limbs is always lower than that of the non-dom-
inant limbs of healthy subjects for angular amplitudes 
greater than 20°. Our study highlights threshold values 
of forearm angle limits for which stroke patients strongly 
decrease the functional use of paretic limbs. The Fun-
cUseRatio remains stable and close to 1 whatever the 
amplitude of the movements for the healthy subjects. 
The FuncUseRatio strongly decreases when the forearm 
angle limits increase for the hemiparetic subjects and 
this even for subjects who present a very good FM score. 
When analysing the FuncUseRatio curves as a function 
of the forearm angle limits, we observe different patient 
profiles. Some patients have FuncUseRatios very close 
to 1 for small angular amplitudes while others have very 
low FURs even for small forearm angle limits. In gen-
eral, the study of FuncUse and FuncUseRatio in relation 
to forearm angle limits allows a better appreciation of 
the physical capacities of stroke subjects in their home 
environments.

Our work shows that actimetric scores are potentially 
clinically useful for grading targeted rehabilitation and 
monitoring UL recovery in stroke patients. Through-
out the course of treatment, actimetric outcomes could 
complement conventional clinical assessments (paretic 
UL use) to monitor upper limb recovery after stroke 
and better evaluate the effectiveness of treatment.

This easy-to-perform actimetric protocol has been 
shown to be feasible for objectively measuring the 
use of the paretic UL in ADL. This measurement can 
be performed outside the clinic, in the patient’s own 
environment. FuncUseRatio30 indicates an amount of 
functional use of upper limb movements around the 
horizontal plane with an angular amplitude greater 
than 30°. FuncUseRatio30 is low (low use of paretic 
upper limb compared to non-paretic upper limb) in 
stroke patients (0.2). The FuncUseRatio30 increases 
with recovery of UL use, to near 0.8 (almost equal 
use of UL). The FuncUseRatio30 adds value as clinical 
assessments record the actual deficit or remaining abil-
ity of the stroke patient, but it is difficult to objectively 
know the actual functional use of the paretic upper 
limb in ADL. Sometimes stroke patients with a mild 
deficit (FM-UE above 40/66) do not use their paretic 
UL as they should. Yet, it is well known that non-use 
of the paretic UL limits recovery. A FuncUseRatio30 of 
less than 0.8 (with a FU of less than 4000) may direct 
rehabilitation towards paretic UL force use (i.e. move-
ment constraint induced therapy).

The FuncUseRatio is complementary to clinical 
assessments when analysed with different angular 
amplitudes. In fact, stroke patients, even with a mild 
deficit, have a FuncUseRatio of less than 0.8–1 at high 
angular amplitude. Knowing the angular amplitude 
threshold (FuncUseRatio less than 0.8–1) allows us to 
guide rehabilitation towards intensifying the use of the 
paretic UL at a certain angular amplitude (individual-
ized rehabilitation). In this study, we were able to pro-
vide a stratification of stroke patients:

• Patients with a FM-UE ≤ 20/66: the actimetry does 
not seem to be relevant for severe patients (Turolla 
et  al., 2013) since these patients do not have the 
ability to move their UL.

• Patients with a FM-UE between 21 and 50/66: 
FuncUseRatio30 seems to be relevant for mod-
erate to mild stroke patients with a threshold at 
FM-UE:50/66. These do not increase spontaneously 
the use of their paretic UL even if their FM-UE 
increases. These patients will need specific rehabili-
tation focused on the use of the paretic UL at home 
in ADLs. A change in FuncUseRatio30 will be sig-
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nificant and will show a recovery in the use of the 
paretic UL at home in ADLs.

• Patients with a FM-EU greater than 50: These 
patients appear to use the paretic UL as much as 
they increase their FM-UE.

Advances in accelerometric data processing and analy-
sis will provide real-time information to stroke patients 
on the use of their paretic UL. In a short term, tele-
rehabilitation support (telephone, Internet, etc.) could 
be developed to encourage the stroke patients to use the 
paretic UL when the use score falls below a threshold for 
use over a given period of time (threshold and duration 
specific to each patient).

In the medium to long term, coupled with monitoring 
by a connected accelerometric bracelet, a digital assistant 
could be used for simple feedback to the patient or for 
detailed analysis for therapists, in order to improve the 
individualisation of follow-up. Stroke patients will be able 
to assess their FuncUseRatio on a daily basis through an 
application that may motivate them to make greater use 
of their paretic UL.

Another perspective would be to mix experimental 
method tools based on actimetry and artificial intel-
ligence to identify with more precision what kind of 
movements is performed by the patients [21]. This iden-
tification of the movement will allow to better identify 
the physical capacities of hemiparetic patients and thus 
to develop specific patient therapies. It would be also rel-
evant to accurately assess the FU measurement capability 
via a video ground truth measurement in a similar way to 
Lum et al. [13]. Similarly, it would be relevant to investi-
gate the intra-subject variability of the different actimet-
ric variables in order to identify the minimum detectable 
difference. In addition, other actimetric variables could 
have been calculated from our data to refine the study. 
Two such variables include the quantification of physi-
cal activity via the ENMO (Euclidean Norm Minus One) 
variable [22] as well as the quantification of smoothness 
during a functional movement [23].

It is now necessary to carry out an in-depth clinical 
study to identify different patient patterns, by enlarg-
ing the number of patients we involve and by covering a 
larger panel of different patients. In view of the greater 
sensitivity of the FuncUseRatio to Fugl-Meyer scores, it 
would be appropriate to use this variable in the longitu-
dinal assessment of patients undergoing therapies pro-
grams. We are thinking in particular of therapies based 
on virtual reality tools and transcranial stimulation [24]. 
Like the FuncUseRatio30 developed by Leuenberger et al. 
[12] correlates linearly with the BBT, we showed that the 
FuncUseRatio30, the UseHoursRatio and the JR50 cor-
relate linearly with the Fugl Meyer score. It would be 

interesting to investigate the correlation of such vari-
able with clinical variables like the BBT, or other clinical 
assessments of the UL function. Interestingly, the tools 
developed in this article should make it possible to iden-
tify stroke patients with excellent actimetric results. It 
would then be relevant to deepen the study by correlat-
ing actimetric and clinical variables with other variables 
identifying motivation, environmental factors, anxiety 
and depression [2]. Such studies would allow the identifi-
cation of other paths for performance improvement.

Conclusions
This study comparing post-stroke and healthy subjects 
over a 7  day period in their home environment found 
significant differences in the calculated actimetric vari-
ables between healthy and post-stroke subjects. Although 
the healthy subjects had an UL FuncUseRatio30 close 
to 0.8, the post-stroke subjects had a ratio of about 0.2, 
indicating greater use of the non-paretic than paretic UL. 
However, the post-stroke subjects do not seem to over-
use their non-paretic limb to compensate for the loss of 
motor skills in the paretic limb. For the stroke patients, 
our ratio variable results showed greater differences 
between the paretic and non-paretic UL use with the 
FuncUseRatio30 than the JR50 and UseHoursRatio, sug-
gesting that FuncUseRatio30 has greater sensitivity to 
characterise paretic UL use and be used as a biomarker 
for clinical decision making. Finally, our exploratory 
analysis of the relationship between FuncUseRatio and 
angle limits showed different patterns of behaviour of the 
patients’ ULs. While half of the patients analysed show 
very low FUR (0.25) for small angle limits, the other half 
show FUR close to 1 for the same angle limits. It is now 
possible to discriminate with more precision the move-
ments of the ULs of stroke subjects. Overall, the novel 
wrist accelerometer analysis and results of this study 
show the interest of using different variables for the lon-
gitudinal follow-up of stroke patients with UL hemipare-
sis and thus evaluate different rehabilitation therapies.

Supplementary Information
The online version contains supplementary material available at https:// doi. 
org/ 10. 1186/ s12984- 023- 01167-y.

Additional file 1: Inertial sensor vs accelerometer elevation angle 
estimation.

Acknowledgements
The authors would like to thank Thomas Bonnet for his help in clinical experi-
mentation. Special thank goes also to all participants for taking part in the 
study. The authors are grateful for the support of the main funding organiza-
tions: the European Union (ERDF) and the Regional Council of Languedoc 
Roussillon.

https://doi.org/10.1186/s12984-023-01167-y
https://doi.org/10.1186/s12984-023-01167-y


Page 10 of 10Dusfour et al. Journal of NeuroEngineering and Rehabilitation           (2023) 20:52 

•
 
fast, convenient online submission

 •
  

thorough peer review by experienced researchers in your field

• 
 
rapid publication on acceptance

• 
 
support for research data, including large and complex data types

•
  

gold Open Access which fosters wider collaboration and increased citations 

 
maximum visibility for your research: over 100M website views per year •

  At BMC, research is always in progress.

Learn more biomedcentral.com/submissions

Ready to submit your researchReady to submit your research  ?  Choose BMC and benefit from: ?  Choose BMC and benefit from: 

Author contributions
GD: conceptualization of model and computational framework, software, 
formal analysis, data collection and curation, writing—original draft. DM: 
Conceptualization and design of the study, results interpretation, writing—
review and editing. MM: Results interpretation writing—review and editing. IL: 
Conceptualization and design of the study Writing—review and editing. KB: 
Conceptualization and design of the study, data collection, results interpreta-
tion, writing—review and editing. All authors read and approved the final 
manuscript.

Funding
The study was in part supported by the Direction générale de l’offre de 
soins (DGOS) in the French Ministère des Affaires Sociales et de la Santé 
(Programme hospitalier de recherche infirmière et paramédicale- PHRIP-2018-
0731, NCT04291573). The CARTIGEN platform received funding from the Euro-
pean Union’s Leverage from the EU program European Regional Development 
Fund (ERDF) through the Regional Council of Languedoc Roussillon, grant 
code N° 19011559.

Availability of data and materials
The datasets used and/or analysed during the current study are available from 
the corresponding author on reasonable request.

Declarations

Ethics approval and consent to participate
The part of the study including post-stroke participants was approved by the 
IRB of the Montpellier University Hospital, Montpellier, France (CPP SUD-EST 
II). The part of the study including non-disabled healthy participants was 
approved by the IRB of the University of Montpellier, France. All participants 
gave their informed consent for participating the study.

Consent for publication
Not applicable.

Competing interests
The authors declare that they have no competing interests.

Received: 13 June 2022   Accepted: 30 March 2023

References
 1. Murray CJ, Voys T, Lozano R, Naghavi M, Flaxman AD, Michaud C, et al. 

Disability-adjusted life years (DALYs) for 291 diseases and injuries in 
21 regions, 1990–2010: a systematic analysis for the Global Burden of 
Disease Study 2010. The Lancet. 2012;380(9859):2197–223.

 2. Morris JH, Van Wijck F, Joice S, Donaghy M. Predicting health related 
quality of life 6 months after stroke: the role of anxiety and upper limb 
dysfunction. Disabil Rehabil. 2013;35(4):291–9.

 3. Kwakkel G, Kollen BJ, van der Grond J, Prevo AJ. Probability of regaining 
dexterity in the flaccid upper limb: impact of severity of paresis and time 
since onset in acute stroke. Stroke. 2003;34(9):2181–6.

 4. Fugl-Meyer AR, Jääskö L, Leyman I, Olsson S, Steglind S. The post-stroke 
hemiplegic patient. 1. a method for evaluation of physical performance. 
Scand J Rehabil Med. 1975;7(1):13–31.

 5. McLaren R, Signal N, Lord S, Taylor S, Henderson J, Taylor D. The volume 
and timing of upper limb movement in acute stroke rehabilitation: still 
room for improvement. Disabil Rehabil. 2020;42(22):3237–42.

 6. Bailey RR, Lang CE. Upper extremity activity in adults: referent values 
using accelerometry. J Rehabil Res Dev. 2014;50(9):1213.

 7. Bailey RR, Klaesner JW, Lang CE. Quantifying real-world upper-limb activ-
ity in nondisabled adults and adults with chronic stroke. Neurorehabil 
Neural Repair. 2015;29(10):969–78.

 8. Uswatte G, Miltner WH, Foo B, Varma M, Moran S, Taub E. Objective meas-
urement of functional upper-extremity movement using accelerometer 
recordings transformed with a threshold filter. Stroke. 2000;31(3):662–7.

 9. Lang CE, Wagner JM, Edwards DF, Dromerick AW. Upper extremity use in 
people with hemiparesis in the first few weeks after stroke. J Neurol Phys 
Ther. 2007;31(2):56–63.

 10. Bhatnagar K, Bever CT, Tian J, Zhan M, Conroy SS. Comparing home 
upper extremity activity with clinical evaluations of arm function in 
chronic stroke. Arch Rehabil Res Clin Transl. 2020;2(2): 100048.

 11. Pan YCP, Goodwin B, Sabelhaus E, Peters KM, Bjornson KF, Pham KL, et al. 
Feasibility of using acceleration-derived jerk to quantify bimanual arm 
use. J Neuroeng Rehabil. 2020;17(1):1–8.

 12. Leuenberger K, Gonzenbach R, Wachter S, Luft A, Gassert R. A method to 
qualitatively assess arm use in stroke survivors in the home environment. 
Med Biol Eng Compu. 2017;55(1):141–50.

 13. Lum PS, Shu L, Bochniewicz EM, Tran T, Chang LC, Barth J, Dromerick AW. 
Improving accelerometry-based measurement of functional use of the 
upper extremity after stroke: machine learning versus counts threshold 
method. Neurorehabil Neural Repair. 2020;34(12):1078–87.

 14. Hayward KS, Eng JJ, Boyd LA, Lakhani B, Bernhardt J, Lang CE. Exploring 
the role of accelerometers in the measurement of real world upper-limb 
use after stroke. Brain Impairment. 2016;17(1):16–33.

 15. Bleecker ML, Bolla-Wilson K, Kawas C, Agnew J. Age-specific norms for 
the mini-mental state exam. Neurology. 1988;38(10):1565–1565.

 16. Fisher CJ. Using an accelerometer for inclination sensing. AN-1057, Appli-
cation note, Analog Devices. 2010; 1–8.

 17. Howard IS, Ingram JN, Körding KP, Wolpert DM. Statistics of natural move-
ments are reflected in motor errors. J Neurophysiol. 2009;102(3):1902–10.

 18. Vega-Gonzalez A, Bain BJ, Dall PM, Granat MH. Continuous monitoring of 
upper-limb activity in a free-living environment: a validation study. Med 
Biol Eng Compu. 2007;45(10):947–56.

 19. Waddell KJ, Strube MJ, Bailey RR, Klaesner JW, Birkenmeier RL, Drom-
erick AW, Lang CE. Does task-specific training improve upper limb 
performance in daily life poststroke? Neurorehabil Neural Repair. 
2017;31(3):290–300.

 20. Kahn MB, Williams G, Mentiplay BF, Bower KJ, Olver J, Clark RA. Quantifica-
tion of abnormal upper limb movement during walking in people with 
acquired brain injury. Gait Posture. 2020;81:273–80.

 21. Sanhudo L, Calvetti D, Martins JP, Ramos NM, Mêda P, Gonçalves MC, et al. 
Activity classification using accelerometers and machine learning for 
complex construction worker activities. J Build Eng. 2021;35: 102001.

 22. White T, Westgate K, Wareham NJ, Brage S. Estimation of physical activity 
energy expenditure during free-living from wrist accelerometry in UK 
adults. PLoS ONE. 2016;11(12): e0167472.

 23. Melendez-Calderon A, Shirota C, Balasubramanian S. Estimating move-
ment smoothness from inertial measurement units. Front Bioeng 
Biotechnol. 2021;8:1507.

 24. Muller CO, Muthalib M, Mottet D, Perrey S, Dray G, Delorme M, et al. 
Recovering arm function in chronic stroke patients using combined 
anodal HD-tDCS and virtual reality therapy (ReArm): a study protocol for 
a randomized controlled trial. Trials. 2021;22(1):1–18.

Publisher’s Note
Springer Nature remains neutral with regard to jurisdictional claims in pub-
lished maps and institutional affiliations.


	Comparison of wrist actimetry variables of paretic upper limb use in post stroke patients for ecological monitoring
	Abstract 
	Background 
	Methods 
	Results 
	Conclusion 

	Background
	Methods
	Participants
	Procedures
	Data Analyses and calculation of variables
	Jerk
	Functional movement
	Use hours
	Statistical analysis

	Results
	Patients
	Jerk ratio
	Absolute use hours, functional movements and variables ratios
	Functional movements in relation to movement amplitude
	Relationship between relative variables and Fugl Meyer Score

	Discussion
	Conclusions
	Anchor 24
	Acknowledgements
	References


