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Abstract:  13 

A fast-resorbing apatitic cement was obtained by combining the solid phase of a commercial calcium 14 

phosphate cement (Graftys® HBS) with blood. The presence of blood strongly delayed the setting 15 

reaction of the cement, whatever the nature of blood (ovine versus human) or blood stabilizer (so- 16 

dium citrate versus sodium heparin). However, this phenomenon was found to be very limited when 17 

the particle size of the CPC solid phase was decreased upon prolonged grinding. 18 

When compared to the blood free commercial reference, the HBS blood composite was found to be 19 

far more cohesive, and its microstructure once hardened was found to be more irregular with the 20 

presence of areas of low mineral density as a result of the formation a continuous 3D network of 21 

fibrin. Most importantly, when injected in tibial subchondral cancellous bone in a bone marrow 22 

lesion animal model, a nearly complete replacement of the HBS blood composite by newly formed 23 

bone was observed 4 months after implantation, by contrast with HBS for which the material re- 24 

sorption was still fairly low. 25 

Keywords: calcium phosphate cement, blood-containing injectable bone substitute, bone marrow 26 

lesion, bone reconstruction 27 

 28 

1. Introduction 29 

Since first reports made in the 1980s,[1–3] the use of calcium phosphate cements (CPCs) 30 

as bone substitutes in clinics is steadily expanding, in particular in trauma surgery [4–7] 31 

since they proved their excellent ability to be replaced by new bone in a few months. 32 

However, to extend their use to a larger variety of clinical applications, many develop- 33 

ments are currently still needed to improve among others their injectability, cohesion, 34 

mechanical properties as well as resorption rate. For that purpose, many types of addi- 35 

tives have been added to CPCs, either to the solid or liquid phase, including for example 36 

other polymers (e.g., sodium alginate, hyaluronic acid, collagen, polypeptides, chitosan, 37 

cellulose ethers or synthetic self-assembling hydrogels) [8–11] or blood derivatives (i.e. 38 

whole blood, fresh plasma, platelet rich plasma (PRP),[12] and fibrin-based components). 39 

[12–14] 40 
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In this context, we have recently reported that full replacement of the liquid phase of CPCs by blood can in some 43 

cases strongly influence the properties of the resulting composites, leading to a highly injectable and cohesive paste, 44 

which exhibited far quicker resorption and remodeling of the material by bone cells when implanted in bone critical 45 

defects, when compared to the blood-free analogue.[13] In fact, two commercial formulations of apatitic calcium phos- 46 

phate cements (CPCs), Graftys® Quickset (QS) and Graftys® HBS+ (HBS), similar in composition but with different initial 47 

setting time (7 and 15 min, respectively) were compared. Surprisingly, after full replacement of the CPC liquid phase 48 

by whole ovine blood while keeping the same liquid/powder ratio, the setting time of the HBS/blood composite was 49 

dramatically delayed when compared to its QS analogue and the two blood-free references. Moreover, the resorption 50 

rate after 12 weeks was more than twice that of the three other CPCs, with a significant replacement by newly formed 51 

bone. The promising potential of the HBS/blood composite was then confirmed using a large animal model (adult 52 

sheep), where a new approach for intervertebral spine fusion was investigated, which consisted in the injection of the 53 

HBS/blood composite in the interbody fusion cage, once placed in the intervertebral space. It was found that the fusion 54 

rate in that case was at least as good as results obtained with the classical approach, i.e., filling the cage with autologous 55 

bone graft and then insertion of the cage between two adjacent vertebrae.[15] 56 

Since these previous reports, the manufacturing process and composition of HBS has been modified leading to the 57 

marketing of a new version of this cement, i.e. Graftys® HBS+. We were thus interested to investigate whether this new 58 

CPC composition had the same in vivo performances as the initial HBS. In addition, it was also important to assess the 59 

reason why this particular CPC/blood composite exhibited such an accelerated resorption rate when implanted. Indeed, 60 

the high resorption rate of the HBS/blood composite could not be accounted for by the presence of blood only, since the 61 

in vivo degradation of the QS/blood parent composite was similar to the blood-free HBS and QS references. In fact, one 62 

major difference between HBS and QS is the particle size of the solid phase. The latter was centered around 4.6 µm for 63 

QS and 19 µm for HBS, in order to tune the setting time, which was shorter when the cement solid phase was grinded 64 

more finely. In addition, although the two compositions both contained 78 wt% α-tricalcium phosphate and 10 wt% 65 

calcium-deficient hydroxyapatite (CDA) as the main components, they slightly differed for the other calcium phosphate 66 

additives. 67 

Hence, in the present study one batch of the HBS solid phase was divided in two parts, and one of which was grinded 68 

for a longer time in order to decrease the particle size of the cement powder. Each of the two samples was then combined 69 

to blood to investigate whether the particle size of the cement solid phase influenced the physical properties of the 70 

resulting composites (i.e., setting time, cohesiveness, injectability, microstructure). Keeping in mind prerequisites for 71 

the potential medical application of such composites, commercial blood samples of human donors were used, that were 72 

conditioned in sampling tubes containing classical blood stabilizers, i.e., either sodium citrate or sodium heparin. Fi- 73 

nally, an original ovine model of bone marrow lesion (BML) was developed, and the suitability of the HBS/blood com- 74 

posite to address this indication was studied, in terms of surgical implantation and biological efficiency. 75 

2. Materials and Methods 76 

2.1. Calcium phosphate cements and their blood composites 77 

The apatitic calcium phosphate cements (CPCs) used in this study were obtained from Graftys SA (Aix-en-Provence, 78 

France). Graftys® HBS+ (HBS) was a mixture of 78 wt% -tricalcium phosphate (-TCP) (Ca3(PO4)2), 5 wt% dicalcium 79 

phosphate dihydrate (DCPD) (CaHPO4,2H2O), 5 wt% monocalcium monohydrate (MCPM) (Ca(H2PO4)2, H2O), 10 wt% 80 

calcium-deficient hydroxyapatite (CDA) (Ca10-x[]x(HPO4)y(PO4)6-y(OH)2-z[]z), 2 wt% hydroxypropyl methyl cellulose 81 

(HPMC). The finely grounded Graftys® HBS+ powder (HBS-g26) had the same chemical composition as HBS. Graftys® 82 

Quickset (QS) was a mixture of 78 wt% -TCP, 10 wt% anhydrous dicalcium phosphate (DCPA) (CaHPO4), 10 wt% 83 

CDA, 2 wt% HPMC. The liquid phase consisted of a 5 wt% Na2HPO4 aqueous solution (liquid/powder ratio = 0.59 mL.g- 84 
1) and a 0.5 wt% Na2HPO4 aqueous solution (liquid/powder ratio = 0.45 mL.g-1), for HBS, HBS-g26 and Graftys® Quick- 85 

set, respectively. The cement paste samples were prepared by mixing the powders with their respective liquid phase 86 

for 2 min to ensure the homogeneity of the obtained paste. The same conditions were applied for the preparation of the 87 

corresponding blood/CPC composites, except that the liquid phase was fully replaced by ovine or human whole blood 88 
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stabilized by addition of sodium citrate (3.2 wt%) or sodium heparin (14.5 to 15.8 USP.mL-1). Typically, according to the 89 

HBS liquid/powder ratio, 4.72 mL of blood was added and then mixed to 8 g of HBS powder. 90 

2.2. Methods 91 

2.2.1. Laser granulometry 92 

According to usual standard procedures for calcium phosphate powders, the particle size analyses were performed on 93 

dry powders using a laser diffraction analyser (MasterSizer 3000, Malvern Instruments, United-Kingdom). The vibra- 94 

tion of the hopper, and the obscuration detection were respectively set at 100 %, and 20 %. 95 

2.2.2. High frequency impedance 96 

The high frequency impedance measurements were recorded, between 0.4 to 100 MHz, using an experimental setup 97 

allowing to operate at 37 °C. 98 

From the complex impedance data, noted Z∗, the dielectric permittivity (ε′, related to dipole variation) and dielectric 99 

losses (ε″ related to the motion of free charges) were computed using this setup. The initial setting time (ti) was defined 100 

as the time elapsed until the first significant variation of dielectric parameters which reflected the α-TCP dissolution 101 

(important increase of ε′ and strong decrease of ε″). Then, the final setting time (tf) was defined as the second change in 102 

the variation of ε′ and ε″, corresponding to the beginning of the ageing period (ε′ reaches a maximum value and ε″ a 103 

minimum value). Each measurement was run in duplicate, and results are given as an average value. 104 

2.2.3. SEM characterization 105 

Polished cross-sections of the CPC samples (hardening time: 72 hours at 37 °C) were obtained using a SM09010 cross- 106 

section polisher (JEOL) by applying an argon ion beam accelerated by a voltage up to 6 kV perpendicular to the surface 107 

of each specimen (around 1.5 mm²) for 6 hours. SEM observation of the resulting samples was performed using a 7600F 108 

Field Emission Gun Scanning Electron Microscope (JEOL). Images were acquired on a backscattered electron mode with 109 

an 8.2 pA beam current and accelerated voltage between 8 to 10 kV. 110 

2.2.4. Injectability, cohesion and decalcification studies 111 

• Injectabilities were assessed using a texture analyser (LLYOD Ametek LS5) equipped with a 5 kN sensor (5KN0634, 112 

LLYOD Ametek). The test consists in measuring the required force to extrude a cement paste from a syringe. In 113 

practice, after mixing the solid and liquid phases together in a mortar for 1 min, the cement paste was transferred 114 

into a 1.6mm section syringe (5 mL, TERUMO). The syringe was then placed on the texture analyser and the exper- 115 

iments were started 15 min after the beginning of the mixing, as recommended by the manufacturer for the use of 116 

HBS. The displacement speed applied to the syringe plunger was set at 1 mm.sec-1 and the force necessary for ex- 117 

trusion was recorded until full injection of the paste or until a maximal value of 100 N was reached. A picture of the 118 

device setup is given in the Supplementary Materials section. The extruded paste was directly collected in a 0.9 wt% 119 

sodium chloride solution placed below the syringe outlet. At the end of the extrusion, this solution was placed in 120 

an oven at 27 °C, and the cohesion of the paste right after injection and 24 hours later was visually controlled. Each 121 

measurement was run in triplicate and results are given as mean ± standard deviation (SD). The syringe was 122 

weighed empty and once filled with the cement sample. The syringe was weighed again at the end of the extrusion 123 

process, thus allowing to determine the percentage of extruded paste for each assay.  124 

• Once hardened for 72 hours in a 0.9 wt% NaCl solution at 37 °C, the molded cylindrical samples of CPC combined 125 

to blood (6mm in diameter and 12 mm in height) were decalcified by immersion in 30 mL of a 10 wt% aqueous 126 

solution of ethylenediaminetetraacetic acid (EDTA, Sigma) at room temperature for 3 weeks, with a renewal of the 127 

EDTA solution every 5 days. Then, the samples were successively immerged in a 4 wt% formaldehyde solution (5 128 

mL, 2 days), 70% ethanol (10 mL, 1 day), 90% ethanol (10 mL, 1 day), and pure ethanol (10 mL, 8 days). The samples 129 
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were then rinsed in a water/acetone mixture by increasing the acetone content progressively, to end-up with a final 130 

rinsing with pure acetone. 131 

 132 

2.3. In vivo implantation of CPC and blood composite CPC 133 

2.3.1. In vivo implantation of CPC in Vendeen sheep model 134 

The animal study protocol received approval from the regional ethical committee for animal experimentation, was au- 135 

thorized by the French Ministry of Higher Education, Research and Innovation (Apafisnumber #11192), and was con- 136 

ducted in conformity with the European’s guidelines for the care and use of laboratory animals (2010/63/UE). Accord- 137 

ingly, sheep were housed in the animal facility of the Oniris College of Veterinary Medicine (Agreement No. E44271). 138 

During the stalling period, animals were housed under standard conditions and checked every day. Moreover, water 139 

and food were available at will.  140 

Six adults female Vendeen sheep (3-7 years old) with an average body weight of 81 kg were used in this study. Animal 141 

handling and surgical procedures were conducted at the Research and Preclinical Investigation Centre at ONIRIS. A 24 142 

hours fasting period was applied before surgery to decrease the volume of the rumen content. 143 

The six animals were implanted with HBS on the one hindlimb versus its blood composite HBS + citrated ovine blood 144 

(HBS blood composite) on the contralateral one. 145 

The HBS cement was prepared by mixing the HSB powder with a 5 wt% Na2HPO4 aqueous solution (liquid to powder 146 

ratio = 0.59). The HBS blood composite was prepared by mixing 8 g of Graftys® HBS+ sterile cement powder to 4.72 ml 147 

of freshly collected stabilized (sodium citrate) autologous blood harvested from the marginal vein of the ear (no blood 148 

treatment).  149 

After an intravenous premedication with methadone (0.2 mg/kg), medetomidine (0.005 mg/kg) and diazepam (0.1 150 

mg/kg), general anesthesia was induced with ketamine (5 mg/kg IV) and propofol (1-2 mg/kg IV to effect). Anesthesia 151 

was maintained for surgery with a gas mixture of sevoflurane (EtSevo 1.5-2.3 %), in an oxygen/air mixture (FiO2 40 %), 152 

in association with a continuous infusion of lidocaine (3 mg/kg/h) and ketamine (1 mg/kg/h). Postoperative analgesia 153 

included meloxicam 0.5 mg/kg IV repeated daily for 4 days and a surgical wound infiltration subcutaneously with 154 

bupivacaine 0.5% (1 mg/kg) at the end of the procedure. 155 

Briefly, with the animal in dorsal recumbency, hindlimbs were aseptically prepared for bilateral implantation. A 1-cm 156 

long cutaneous incision was made over the medial surface of the tibia a few millimeters below the stifle joint; subcuta- 157 

neous tissues were incised on the same line and reclined with a mini-Gelpi self-retaining retractor. A 4 mm drill bit was 158 

used to create a bone tunnel immediately distal to the tibia plateau under fluoroscopic guidance (Figure 1 (b)), from 159 

medial to lateral. Bone debris was removed by saline irrigation. The tested materials were then implanted bilaterally 160 

for 4 months in the induced bone tunnel. The cement injection was imaged using fluoroscopy. As reported in Figure 1 161 

(a), cement was injected in a retrograde manner with an 8 G cannula to fill the tibial bone tunnel. At the end of injection, 162 

hemostasis was checked during a few minutes to be sure that the injected cement was not pushed out of the bone cavity 163 

by intramedullary hemorrhage.  164 

 165 

 166 

 167 

 168 

(a) (b) 
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 170 

Figure 1. (a) Implantation procedure of the cement formulations (b) under fluoroscopic guidance in the induce bone cavity. 171 

Subcutaneous and skin tissues were then routinely sutured. At the end of surgery, animals received an injection of 0.5 172 

mg/kg of meloxicam (Métacam Bovin®, Boehringer Ingelheim, Germany) to provide analgesia that was repeated every 173 

day during the five following postoperative days. Animals were kept in individual cages during the first two postop- 174 

erative days and allowed to move freely in collective runs thereafter. No perioperative and postoperative complication were 175 

observed. Animals were XR imaged at 1 and 12 weeks after surgery and sacrificed after 18 ± 1 weeks. 176 

Four months after implantation, general anesthesia was induced by a mixed injection of ketamine (Imalgène®1000, 177 

Merial, France) and xylazine (Rompun®, Bayer, France) and the animals were euthanized by intravenous injection of 178 

240 mg/kg of pentobarbital (Doléthal®, Vétoquinol S.A., France) through a catheter placed into the jugular vein. The 179 

explanted bone specimens were immediately placed in a 10 wt% aqueous formaldehyde solution and stored at 4 °C 180 

before analysis, including 3D microcomputer tomodensitometry (µ-CT), scanning electron microscope (SEM) and light 181 

microscopy histological study on stained sections.  182 

2.3.2. Human blood CPC composite 183 

Human based blood CPC composites were obtained by combined human blood to the Graftys HBS+ cement powder as 184 

previously described. The human blood was purchased from Cambridge Bioscience (UK), and harvested from healthy 185 

donors between 18 to 69 years old. Blood was stabilized in sodium heparin or sodium citrate during the collection 186 

process, and delivered overnight at 5 °C. Blood tubes were kept at 4 °C, and a maximal period of storage of 3 weeks 187 

was routinely applied before use. IRB certificates are given in the supplementary section. 188 

 189 

2.4. Data acquisition and analyses 190 

2.4.1. Microcomputer tomography (µ-CT analyses) 191 

The tibial specimens were inserted in a foam base impregnated with alcohol, and the samples were imaged using X-ray 192 

radiation micro-CT (Skyscan 1272®, Bruker, Belgium/USA). Scanning analysis was performed at 26-μm isotropic reso- 193 

lution with the X-ray tube operated at 100 kV and 100 μA. Image reconstruction was performed using the NRECON® 194 

software. The CTAn® software was used for image analysis and the DataViewer® software (orientation, VOI selection) 195 

for 3D visualization of the scanned areas. Quantitative analysis of the bone content (Tissue volume TV, Bone volume 196 

BV, and BV/TV ratio) into a standardized region of interest (VOI) slightly larger than the bone tunnel (VOI : 225*225*750 197 

vx ; 5.85*5.85*19.5 mm) was determined using both 2D and 3D measurements. Calculation of other parameters included 198 

trabecular thickness (Tb.Th, µm), trabecular separation (Tb.Sp, µm) and trabeculae number (Tb.N). Results obtained for 199 

all parameters were compared with each other in the two conditions of implantation of the study, HBS versus HBS blood 200 

composite, and to a control untreated selected bone of an equivalent VOI. 201 

2.4.2. Scanning Electron Microscopy (SEM) analyses 202 

The fixed bone specimens were dehydrated with graded ethanol, and were then infiltrated and embedded in glycol 203 

methyl methacrylate (GMMA). The samples were then cut in two pieces using a Leitz® diamond saw passing through 204 

the center of the tibial bone tunnel parallel to the medio-lateral drilling axis to provide longitudinal sections, and per- 205 

pendicularly to the drilling axis to provide transverse sections. The resulting resin blocks were polished and then sput- 206 

tered-coated with Au/Pd (Desk V ® Denton vacuum, Moorestown, NJ, USA). The samples were observed by SEM 207 

(GeminiSEM 300, Zeiss, Germany) and the images were acquired with the back-scattered electron detector. Full image 208 

of the implant surface was obtained by reconstruction of selected scanned area images (Smart Stich software, Zeiss). 209 
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After an appropriate thresholding using the ImageJ Fiji software to differentiate the newly formed bone from the im- 210 

planted cement, quantitative SEM analysis was made to determine the respective amount of remaining cement into a 211 

selected area. Quantitative analyses were performed with DragonFly (ORS, Canada) version 2022.1.0.1231 using a deep 212 

learning module for realistic and accurate quantification of bone tissue. Dragonfly provides solutions for advanced 213 

image processing, segmentation, and quantification with higher accuracy compared to human expert executing the 214 

same task. [16] 215 

2.4.3. Histological analyses 216 

In accordance with our routine protocol,[17] undecalcified 7 µm-thick sections of each sample were obtained using a 217 

hard tissue microtome (HistoCore Autocut R, Leica) and were then mounted on an adhesive tape (Histfilm, Watson 218 

Biolab) to avoid stripping. Sections were observed using hematoxylin-eosin (HE) staining, Goldner’s trichrome and 219 

Movat’s pentachrome stains. The latter was perfectly adapted to distinguish mineralized bone (yellow to green), osteoid 220 

tissue (red) and cement (blue). Quantitative histological analyses were performed to determine the proportion between 221 

bone and cement into a selected area thanks to Weka Segmentation using the ImageJ Fiji software. 222 

2.4.4. Statistical analyses 223 

Statistical analysis of the injectabilities and cohesions measurements was performed according to the non-parametric 224 

Kruskal-Wallis test. A p value less than 0.05 was considered significant. 225 

A quantitative assessment of the remaining cement and new bone formation was performed, using a linear mixed effect 226 

model on paired measured associated to a trabecular control bone area regarding µ-CT 3D analysis. A p value less than 227 

0.05 was considered significant. Variances analyses were made per individual and per tibia, when associated to a tra- 228 

becular bone control. 229 

 230 

 231 
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 233 
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 257 

3. Results & discussions 258 

3.1. Granulometry of the studied cement powders 259 

The particle size of the studied cement powders was measured by laser diffraction analysis, and as expected, the HBS 260 

powder which corresponded to the less grinded composition showed the coarsest particles (Figure 2a).  261 

 262 

 263 

 264 

 265 

 266 

 267 

 268 

 269 

 270 

 271 

 272 

 273 

 274 

 275 

  276 

 277 

 278 

 279 

 280 

 281 

 282 

 283 

 284 

 285 

 286 

 287 

 288 

 289 

Figure 2. Particle size distribution obtained by laser diffraction analysis of the (a) HBS, (b) HBS-g26, and (c) QS powders. 290 

Table 1. Particles size parameters of the HBS, HBS-g26 and QS cement powders (analyses were performed in volume mode). 291 

Parameters HBS HBS-g26 QS 

Mean size (µm) 18.9 13.0 11.9 

Median (µm) 45.3 53.9 52.1 

Mode (µm) 18.7 5.21 4.58 

d10 (µm) 1.65 0.87 0.88 

d50 (µm) 9.86 5.92 6.17 
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 292 

Moreover, when grinded for a longer time, the HBS-g26 samples contained a larger amount of fine particles, with a 293 

particle size distribution profile (see Table 1, and Figure 2 (b), and Figure 2 (c)) very similar to that of the fast-setting QS 294 

CPC. Therefore, in order to investigate whether the granulometry of the CPC powder influences its physical properties 295 

once combined to blood, the HBS and HBS-g26 samples seemed suitable for this study, since they exhibited the same 296 

chemical composition but a significantly different particle size distribution. 297 

 298 

3.2. Setting time monitoring of the studied cements using high frequency impedance 299 

In previous studies, we have reported that the Gillmore needles standard method [18] was inappropriate to measure 300 

the setting time of CPC/blood composites [13] by contrast with high frequency impedance measurements that were 301 

found to be a relevant and general method for the in situ monitoring of the chemical reaction which drives the hardening 302 

process of apatitic CPCs. Indeed, the alpha-tricalcium phosphate (-TCP) main component of the CPC is gradually 303 

dissolved with the concomitant precipitation of calcium-deficient hydroxyapatite (CDA) crystals in the intergranular 304 

space, leading to a gradual increase of the stiffness of the cement paste upon entanglement of the CDA crystals to form 305 

a 3-dimensional network. [ref Driessens]. In fact, we have shown that the dielectric permittivity (' , related to dipole 306 

variation) and dielectric losses (’’, related to the motion of free charges), which can be computed from the complex 307 

impedance data, exhibited a sharp variation at the beginning of the conversion of -TCP into CDA [19] which denotes 308 

the initial setting time of the CPC. Then, a smooth evolution of the ’ and ’’ values occurred corresponding to the time 309 

point at which the cement became rigid (final setting time). Finally, after a few days the dielectric permittivity and 310 

dielectric losses started to stabilize during the CPC curing period. 311 

 312 

 313 

 314 

 315 

 316 

 317 

 318 

 319 

 320 

 321 

 322 

 323 

 324 

 325 

 326 

 327 

Figure 3. (a) Dielectric permittivity and (b) dielectric losses recorded at 37 °C during the hardening of HBS and HBS-g26 formula- 328 
tions. 329 

As expected, the more finely grinded HBS powder (HBS-g26) resulted in a decrease of both initial and final setting 330 

times by comparison with the original HBS solid phase (see Table 2, and Figure 3). These values were comparable 331 

with those measured for the fast-setting Graftys® QS cement,[13] consistent with the fact that QS and HBS-g26 exhib- 332 

ited a similar particle size distribution. In the case of HBS, the larger particle size made the powder less reactive, lead- 333 

ing to a cement composition showing a slower hardening kinetics. 334 

 335 

 336 

d90 (µm) 35.3 31.1 47.7 

Minimal size (µm) 0.11 0.11 0.11 
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 391 

 392 

 393 

 394 

 395 

Figure 4. Dielectric permittivity and dielectric losses recorded at 37 °C during the hardening of HBS and HBS-g26 formulations and 396 
their analogues combined with (a,b) human citrated blood, (c,d) human heparinized blood, (e,f) ovine citrated blood, and (g,h) 397 

ovine heparinized blood. 398 

 399 

 400 

Interestingly, a dramatic increase of the initial setting time (from 7 up to 15 hours – see Figure 4) was observed for 401 

HBS when using stabilized blood as the liquid phase, depending on the nature of the blood (ovine versus human) and 402 

stabilizer (sodium citrate versus sodium heparin). By contrast, an increase of the initial setting time was also noticed in 403 

the case of HBS-g26 but to a far lower extent (ca. 30 minutes). In the case of the heparin stabilizer, the dielectric per- 404 

mittivity, and dielectric losses profiles for the HBS composites were the same for the two blood samples, with an ini- 405 

tial setting time close to 7.5 hours. A longer setting time was observed in the case of the citrated blood samples com- 406 

bined to HBS. It is important to note that the commercial human citrated blood was collected using a standard citrated 407 

tube while for the ovine blood, a certain amount of sodium citrate was added to the tube right after the blood collec- 408 

tion (i.e., 0.5 mL of sodium citrate to approximatively 4.5 mL of whole blood leading to a final concentration of ca. 3.2 409 

wt% sodium citrate). This might likely explain the difference of initial setting time observed for the two corresponding 410 

composites (ca. 10.5 hours [human blood] versus 15 hours [ovine blood]). 411 

 412 

Table 2. Dielectric permittivity and dielectric losses recorded at 37 °C during the hardening of HBS and HBS-g26 formulations and 413 
their analogues combined with blood (human or ovine) stabilized with heparin or citrate. 414 

Studied conditions 
Dielectric permittivity (ε’) Dielectric losses (ε’’) 

ti (min) tf (min) ti (min) tf (min) 

HBS 23 47 19 45 

HBS + human citrated blood 620 740 610 790 

HBS + human heparinized blood 450 583 450 670 

HBS + ovine citrated blood 890 1050 860 1100 

HBS + ovine heparinized blood 440 575 460 665 

     

HBS-g26 < 2 13 < 2 14 

HBS-g26 + human citrated blood 30 82 32 100 

HBS-g26 + human heparinized 

blood 
12 79 8 96 

HBS-g26 + ovine citrated blood 30 88 32 113 

HBS-g26 + ovine heparinized blood 33 99 34 123 

 415 

 416 

3.3. Injectability and cohesion assessment of the studied cements 417 

To be suitable for minimally invasive surgery, CPCs need to be fluid enough to allow their easy injection, and cohesive 418 

enough to avoid their disaggregation once implanted. The commercial Graftys HBS exhibited such features, and the 419 
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different compositions investigated in this study were thus compared to this material of reference. Our standard pro- 420 

cedure consisted in extruding the cement paste at a constant rate, 15 minutes after mixing the solid and liquid phases. 421 

As shown in Figure 5, the force necessary for extrusion of the paste was measured, as well as the amount of paste that 422 

could be injected (Figure 5 (b)). For the four compositions, the entire content of the syringe could be injected (Figure 5 423 

(b)), with no statistical difference between the four conditions. However, the force necessary for extrusion of the paste 424 

was significantly higher (p < 0.05) for the HBS-g26 sample, since the shorter setting time of this composition resulted in 425 

a densification of the cement making it more difficult to inject. Importantly, it can be noted that the two blood-containing 426 

compositions were highly injectable, even easier than the HBS reference. 427 

 428 

 429 

 430 

 431 

 432 

 433 

 434 

 435 

 436 

 437 

 438 

 439 

 440 

 441 

 442 

 443 

 444 

 445 

Figure 5. Injectability assessment for HBS and HBS-g26, and their analogue combined to ovine citrated blood: (a) Force necessary 446 
for extrusion of the paste, 15 minutes after mixing the solid and liquid phases; (b) amount of extruded paste. (*: p < 0.05). Results 447 
are given as mean ± SD. 448 

Moreover, while the cohesion of the HBS CPC was found to be moderate, the cohesion of the more finely grinded 449 

analogue was very good, as a result of its shorter setting time (Figure 6). Interestingly, both corresponding blood com- 450 

posites exhibited an excellent cohesion although their respective setting time was delayed, giving evidence of the posi- 451 

tive role of blood which prevented disaggregation of the CPC when immersed in a liquid. 452 

 453 

 454 

 455 

 456 

 457 

 458 

 459 

 460 

 461 

 462 

 463 

 464 

 465 

 466 

 467 

 468 

 469 

 470 

 471 
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Figure 6. Cohesion assessment for HBS and HBS-g26, and their analogue combined to ovine citrated blood: immediately after extru- 472 
sion (top views), and 24 hours after extrusion in a solution kept at 37 °C (bottom views). 473 

 474 

 475 

 476 

 477 

 478 

 479 

 480 

3.4. Analysis of the microstructure of the hardened cements 481 

Given the marked increase of the setting time when HBS was combined with blood, this raised the question whether 482 

the presence of blood might influence the microstructure of the corresponding composite once hardened, by comparison 483 

with its blood-free analogue. As shown in Figure 7, polished cross-sections of HBS and HBS-g26 showed a similar mi- 484 

crostructure, in which the -TCP particles have a geode like shape upon transformation into CDA, homogeneously 485 

embedded in a network of small interdigitated platelet CDA crystals. As expected, the size of the geode like particles 486 

was smaller for the more grinded HBS sample. Interestingly, in the presence of blood, the CDA platelet network be- 487 

tween the particles for HBS showed at some places areas of lower density in which the size of the platelet crystals was 488 

significantly larger. This was also the case for the HBS-g26 blood composite, but to a far less extent. 489 

 490 

 491 

 492 

 493 

 494 

 495 

 496 

 497 

 498 

 499 

 500 

 501 

 502 

 503 

 504 

 505 

 506 

 507 

 508 

 509 

 510 

 511 

 512 

 513 

 514 

Figure 7. SEM observation of a polished cross-section of (a) HBS, (b) HBS-g26, (c) HBS combined to ovine citrated blood, and (d) 515 
HBS-g26 combined to ovine citrated blood after a setting time of 72 hours at 37 °C. Magnification: x1500 (top views), x7500 (middle 516 
views), and x15000 (bottom views). 517 

To complete these data, samples of the blood composites were decalcified at different time points in order to investigate 518 

the fate of the blood component as the cement setting reaction progressed. Interestingly, in the case of the HBS blood 519 

composite, no residue could be observed upon decalcification for elapsed times shorter than 24 hours, but after one day, 520 

the amount of insoluble organic residues started to increase and became denser and denser to end-up with a brick- 521 
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colored solid which retained the cylindrical shape of the hardened sample before decalcification. Appearance of the 522 

insoluble organic residue started earlier in the case of the HBS-g26 blood composite. Given that the blood component 523 

can only be present in the liquid continuous phase when preparing the cement paste, blood seemed to affect the for- 524 

mation of the CDA crystals network between the cement particles and slowly aggregated to form a blood clot filling the 525 

space available between the CDA crystals. 526 

 527 

 528 

 529 

Table 3. Monitoring of the kinetics of the blood clot formation, by decalcification of hardened HBS (left views), and HBS-g26 (right 530 
views) combined to ovine citrate blood.  531 

 532 

Hardening 

time at 37 °C 

(h) 

 HBS + blood Hardening 

time at 37 °C 

(h) 

 HBS-g26 + blood 

 
Clotting Pictures 

 
Clotting Pictures 

12 h 

 

No 

 

18 h 

 

In pro-

gress 

 

24 h 

 

No 

 

24 h 

 

Yes 

 

48 h 

 

In pro-

gress 

 

32 h 

 

Yes 

 

72 h 

 

In pro-

gress 

 

40 h 

 

Yes 

 

108 h 

 

Yes 

 

56 h 

 

Yes 

 

144 h 

 

Yes 

 

72 h 

 

Yes 

 

 533 

 534 

 535 

3.5. In vivo implantation of CPCs and their blood composites 536 



J. Funct. Biomater. 2023, 14, x FOR PEER REVIEW 14 of 25 
 

 

Bone marrow lesions (BMLs) occur in the cancellous bone tissue located at the interface with the articular cartilage in 537 

the subchondral bone area, below the articular surface or close to the ligament or tendon attachment. First reported in 538 

1988 by Wilson et al.,[20] this bone pathology results in very acute pain especially when characterized by a cyst-like 539 

lesion into the subchondral bone, most often in knee joints since this bone area usually undergo high mechanical 540 

stresses.[21] BML are evolutive lesions whose description has been considerably improved thanks to the routine use of 541 

MRI to document joint diseases. Changes in MRI can be used to evaluate the course of the disease or the effect of a 542 

treatment.[22] As shown by Compagnoni et al.,[23] BMLs can exhibit different size (Figure 8) and can progress toward 543 

and irreversible destruction of the articular cartilage if not treated in time, thus requiring in more severe cases joint 544 

realignment or full joint replacement.[24] Moreover, there is a current debate on the fact that BMLs might be an early 545 

stage of more severe diseases such as arthrosis.[25] 546 

 547 

 548 

 549 

 550 

 551 

 552 

 553 

 554 

 555 

 556 

 557 

 558 

 559 

 560 

 561 

 562 

 563 

 564 

 565 

Figure 8. Schematic representation of different BMLs affecting (a) the tibia or (b) the femur in the knee joint area. Adapted from 566 
Compagnoni et al. [23] 567 

In this context, many treatments have been investigated to reduce chronic pain and stop the progress of BMLs, including 568 

(i) decompression of the bone cavity by microperforation or microfracture,[26] (ii) bone resorption inhibitors in the case 569 

of osteoporotic lesions,[27] or (iii) vasodilators to improve fluid circulation in the oedema region.[28] 570 

In 2007, the fluoroscopy-guided subchondroplasty technique has been developed for the treatment of BMLs, consisting 571 

in the injection of autologous biological products to promote bone remodeling,[29] i.e. platelet rich plasma (PRP) or 572 

concentrated bone marrow,[27],[28] although a full bone redensification was never obtained through this approach. 573 

Nowadays, the subchondroplasty technique is still proposed with in some cases the use of injectable CPCs for which 574 

promising clinical results were reported in both cystic-like and non-cystic-like lesions.[32–34] In this case, the use of low 575 

diameter cannulas is needed as well as highly injectable and cohesive CPCs, given the high intra-osseous pressure 576 

needed during the injection procedure to fill the cystic-like lesion and/or diffuse into the surrounding trabecular net- 577 

work of the subchondral bone.[32],[33] 578 

Taking account of the observed physical properties of the HBS blood composite, such a CPC might be appropriate for 579 

subchondroplasty, and therefore an original ovine BML model was developed to investigate the potential of this com- 580 

posite for this indication. 581 

In an attempt to mimic the surgical treatment of a subchondral BML of the knee joint, a bone tunnel was created under- 582 

neath the tibia plateau as part of the decompression procedure and as an access to allow a calcium phosphate bone 583 

cement injection.[37] Inclusion in the on-going repair process of BML requires a highly reactive and resorbable CaP 584 
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cement that can contribute to both the filling of the lesion and the rapid regeneration of the initial trabecular bone 585 

architecture. 586 

 587 

 588 

 589 

 590 

 591 

 592 

3.6. Microcomputed tomography (µ-CT) analysis 593 

Orientation and region of interest (VOI) selection with the DataViewer® software permitted to select a 225*225*750 vx 594 

zone which was analyzed with the CTAn® software. Quantitative analysis of the bone content (Tissue volume TV, Bone 595 

volume (BV), BV/TV (%) and trabecular parameters are summarized in Table 4. A control VOI in the surrounding tra- 596 

becular bone was also analyzed and compared to both conditions.  597 

 598 

Table 4. Micro-CT quantitative measurement (ovine citrate blood were used for the HBS blood composite). Results are given as mean 599 
± SD. 600 

 601 

Micro-CT allowed to distinguish both cements and to select a representative VOI for quantitative analysis (Figure 9). 602 

 603 

 604 

 605 

 606 

 607 

 608 

 609 

 610 

 611 

 612 

 613 

 614 

 615 

 616 

 617 

 618 

 619 

 620 

 621 

 622 

Formulations BV/TV (%) 
Trabecular thickness 

(Tb.Th, mm) 

Trabeculae number per  

mm² (Tb.N) 

Trabecular separation 

(Tb.Sp, mm) 

HBS 75.43 ± 7.91 0.88 ± 0.12 0.89 ± 0.10 0.51 ± 0.41 

HBS blood composite 68.31 ± 11.98 0.46 ± 0.16 1.60 ± 0.27 0.34 ± 0.10 

Control bone 45.26 ± 9.93 0.28 ± 0.15 1.60 ± 0.19 0.44 ± 0.09 

(a) (b) 
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Figure 9. Micro-CT transverse and longitudinal images of bone specimens and selected VOI (yellow rectangle) for quantitative 623 
analyses in both HBS (a,b) and HBS blood composite (c,d) formulations. Resolution : 26 µm. 624 

The HBS cement remained dense 4 months after implantation with minimal resorption whereas the HBS blood compo- 625 

site showed a high level of remodeling with a noticeable induced macroporosity. Grey levels from the cements were 626 

very close to those observed in the surrounding host bone. That is the reason why results concerning Tissue volume, 627 

Bone volume and the ration BV/TV were not relevant as the CTAn® software was not able to clearly differentiate bone 628 

from the implanted cements. In fact, the BV measurement included both the remaining cement and the newly formed 629 

bone inside the bone tunnel without any significant difference between the two types of cements. Although slightly 630 

lower for the HBS blood composite, thus suggesting a higher cement resorption of this cement, the BV/TV ratios were 631 

not significantly different between the two cements. 632 

More interestingly, trabecular parameters Tb.Th and Tb.N were similar between the newly formed bone associated with 633 

the HBS blood composite and the control untreated bone equivalent VOI. A significant difference in Tb.Th was observed 634 

between the two cement conditions and the control bone areas (p < 0.001). Tb.Th was significantly lower in the case of 635 

the HBS blood composite compared to the HBS cement (p < 0.01), showing that the newly formed trabeculae in the case 636 

of the implanted HBS blood composite were thinner and closer to the physiological architecture (Figure 10 (a)). Moreo- 637 

ver, the difference in Tb.N between the HBS blood composite and the control trabecular bone was not significantly 638 

different, emphasizing the restoration of a trabecular organization similar to the physiological one after injection of the 639 

HBS blood composite (Figure 10 (b). No significant difference was observed for the Tb.Sp parameter between the dif- 640 

ferent conditions. 641 

 642 

 643 

 644 

  645 

 646 

 647 

 648 

 649 

 650 

 651 

 652 

 653 

Figure 10. Quantitative µ-CT measurements of morphometric trabecular parameters (a) Tb.Th and (b) Tb.N after implantation of 654 
HBS versus HBS blood composite (ovine citrate blood), and in a control untreated trabecular bone volume (**: p < 0.01 ; ***: p < 0.001). 655 
Results are given as mean ± SD. 656 

 657 

 658 

3.7. SEM analyses 659 

Full reconstructed images of the implant surface were observed to evaluate cement distribution and new bone for- 660 

mation. Specimens implanted with HBS showed much less cement degradation and new bone formation than those 661 

implanted with the HBS blood composite (Figure 11). The HBS blood composite showed complete incorporation of the 662 

remaining cement particles into a new bone trabecular network. New bone formation was easily identified between and 663 

around the remaining calcium phosphate cement particles, as SEM imaging provided better definition than µ-CT to 664 
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differentiate the remaining cement from the newly formed bone. As observed with µ-CT analysis, all tibias implanted 665 

with HBS blood composite always showed a more homogeneous bone healing response than HBS alone over the entire 666 

drilling groove. 667 

 668 

 669 

 670 

 671 

 672 

 673 

 674 

 675 

 676 

 677 

 678 

 679 

 680 

 681 

 682 

 683 

 684 

 685 

 686 

 687 

 688 

 689 

Figure 11. SEM images of transverse and longitudinal sections of the bone tunnel, 4 months after implantation of HBS (a and b) versus 690 
the HBS blood composite (c and d).  691 

 692 

Quantitative image analysis of the SEM images allowed determining the respective amount of remaining cement into a 693 

selected area centered on the bone tunnel, cropped to remove the peripheral host bone. The remaining cement percent- 694 

age in the tunnel filled with the HBS cement was 51.9 ± 12.3 % versus 16.1 ± 9.0 % in the tunnel filled with the HBS blood 695 

composite (Figure 12). However, grey level thresholding remained difficult, and the percentage of remaining cement 696 

was probably underestimated as seen in Figure 13. 697 

 698 

 699 

 700 

 701 

 702 

 703 

 704 

 705 

 706 

 707 
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 708 

 709 

 710 

 711 

 712 

 713 

Figure 12. Quantitative SEM analysis after implantation of HBS versus HBS ovine citrate blood composite (** : p < 0.01 ; *** : p < 0.001). 714 
Results are given as mean ± SD. 715 

 716 

 717 

 718 

 719 

 720 

 721 

 722 

 723 

 724 

 725 

 726 

 727 

 728 

 729 

 730 

Figure 13. Quantitative SEM analysis after implantation of HBS versus HBS blood composite (**: p < 0.01 ; ***: p < 0.001). Results are 731 
given as mean ± SD. High magnification SEM images in transverse section of the bone tunnel, 4 months after implantation of HBS 732 
(a) versus the HBS blood composite (b). Note the higher resorption/bone substitution process in the case of the HBS blood composite 733 
and the formation of a new trabecular bone network in which the remaining cement particles were embedded. Magnification: x 4. 734 

SEM quantitative image analysis demonstrated a significant difference between HBS and the HBS blood composite 735 

regarding percentages of remaining cement (p < 0.001) and newly formed bone (p < 0.01). 736 

 737 

 738 

3.8. Light microscopy histological analyses 739 

No adverse cellular effects were observed with any of the two injected cements (Figures 14 and 15). Goldner’s trichrome 740 

and Movat’s pentachrome stains confirmed the important resorption of the HBS blood composite and its substitution 741 

by a newly formed bone trabecular network whose mineralization and architecture were close to those present in the 742 

surrounding trabecular bone. Conversely, most of the bone defect was still filled with the HBS cement that exhibited 743 

limited resorption and new bone formation. 744 

Thanks to a more obvious color differentiation, Movat’s pentachrome stained sections were used to determine the re- 745 

spective amount of newly formed bone and remaining cement into a selected area of the bone tunnel. Results were 746 

obtained in pixel number distribution between bone and the remaining cement and transformed into percentages. 747 

Significant differences (p < 0.001) between HBS and the HBS blood composite were observed in the relative amount of 748 

new bone formation and cement resorption. In the bone cavities filled with HBS, the amount of newly formed bone was 749 

8.58 ± 4.83 % and the remaining cement amount was 79.03 ± 6.87 %. In the bone cavities filled with the HBS blood 750 

composite, the amount of newly formed bone and remaining cement were 41.82 ± 14.68 and 13.07 ± 7.31 % respectively 751 

(Figure 16). 752 

Results were consistent with those observed in SEM for both cements, confirming a significantly greater resorption of 753 

the cement and higher new trabecular bone network formation after injection of the HBS blood composite. Quantitative 754 
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analysis on stained sections appeared more accurate as the stained sections provided better distinction between the 755 

implanted cements and the new bone tissue than the grey level distribution of the SEM images. 756 

 757 

It is important to note that the injection of calcium phosphate cements has been proposed as a viable option to treat 758 

BML, provided that a highly injectable and reactive cement can be injected into the lesion area. Indeed, as reported 759 

recently (ajouter ici référence du reviewer 2), the use of poorly reactive CPC having a slow resorbing rate was found to 760 

be not suitable for this indication in human patients, since no bone replacement was observed after a few years. As 761 

demonstrated by the in vivo results presented in this study, by contrast with the commercial HBS+ which showed very 762 

slow resorption, the parent blood composite exhibited a high resorption rate and bone replacement, that might thus 763 

make it a potentially interesting candidate for the treatment of BML. In fact, the homogeneous bone healing observed 764 

over the entire length of the drilling 4 months after implantation suggested that any long-term encapsulation of the 765 

implanted cement (HBS blood) might be unlikely, thus avoiding the release of CPC microparticles that would result in 766 

a chronic inflammation deleterious for the BML treatment.[38] 767 

  768 
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 795 

 796 

 797 

 798 

Figure 14. Histological images in transverse (a, b, c) and longitudinal sections (d, e, f) of the bone tunnel 4 months after implantation 799 
of the HBS cement after staining with hematoxylin-eosin (HE), Goldner’s trichrome and Movat’s pentachrome respectively. Magni- 800 
fication : x 20. 801 
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 824 
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 826 

 827 

Figure 15. Histological images in transverse (a, b, c) and longitudinal sections (d, e, f) of the bone tunnel 4 months after implantation 828 
of the HBS ovine citrate blood composite after staining with hematoxylin-eosin (HE) staining, Goldner’s trichrome and Movat’s 829 
pentachrome respectively. Magnification : x 20.  830 

 831 

 832 

 833 

 834 

 835 

 836 

 837 

 838 

 839 

 840 

Figure 16. Quantitative light microscopy analysis after implantation of HBS versus the HBS ovine citrate blood composite (**: p < 0.01 841 
; ***: p < 0.001). Results are given as mean ± SD. 842 

 843 

 844 
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4. Conclusions 845 

Combination of the solid phase of a commercial calcium phosphate (Graftys® HBS) with blood resulted in an increase 846 

of its injectability properties (ca. decrease of the applied forces to inject the cement paste, and an improvement of the 847 

cohesion). Moreover, the use of blood as the liquid phase led to a significant increase of the setting time by ca. 7-15 848 

hours, depending on the blood source (ovine versus human) and blood stabilizer (citrate versus heparin). The granu- 849 

lometry of the cement powder was found to strongly influence the setting reaction since a decrease of the size of the 850 

cement particles resulted in a fast-setting time. The slow formation of a 3D organic network was found to occur in the 851 

HBS blood composite. This phenomenon was found to affect the formation of CDA crystals in the intergranular space, 852 

leading to the presence of areas of low mineral density spread in the whole volume of the HBS blood composite. 853 

When injected in tibial subchondral cancellous bone in a bone marrow lesion ovine model, quantitative SEM and histo- 854 

logical analyses showed a highly significant difference between the HBS reference versus its analogue combined to 855 

blood. After a 4-month implantation, the cement resorption and new bone formation were remarkably high for the HBS 856 

blood composite, resulting in a very low amount of remaining cement and a high amount of newly formed bone in the 857 

treated area, while resorption was found to be very limited in the case of the HBS reference. These results demonstrated 858 

that the HBS blood composite was significantly more efficient than HBS to restore the trabecular architecture of the 859 

newly formed bone network. Given that the use of CPC for intra-osseous injection to treat BML has been shown to be 860 

of limited interest in the case of CPC having slow resorption rate, the higher reactivity and resorbability of the HBS 861 

blood composite developed in this study might make it an interesting and relevant candidate for subchondroplasty. 862 
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