come    

QEPAS gas sensors for air quality monitoring

Introduction

Gas sensing consists in determining the concentration of a given set of molecular species in a gas sample. Those 'target' species are often found in minute quantities in the sample. The diversity of target molecules and their concentration depend on the application. One the main application is the monitoring of air pollutants. Pollutants represents only a fraction of the ambient air, approximately 0.01%. Their emission can be attributed to natural processes as well as human activities. Recent concerns have brought attention onto the CO2, as a greenhouse gas, which is the main contributor to the climate change. Many other molecules have to be considered, which are classified by the Environmental Protection Agency (EPA) in three main categories: Criteria air pollutants, toxic pollutants and greenhouses gases. Criteria air pollutants are the six most common pollutants including particulate matter (PM), carbon monoxide, sulfur oxide, nitrogen oxide, ozone and lead. Other common pollutants include methane, ammonia, Volatile Organic Compounds (VOCs), BTEX 1 … Most of the energy produced by human is generated by burning fuels, i.e. oxidizing, the hydrocarbons compounds. The incomplete combustion results in the formation in toxic oxide (CO, NOx, SO2, etc.), which can also subsequently agglomerate to form micrometric Particle Matter. In cities, the main source of emissions is related to road transport while outside the cities, fabrication industries, energy production and agriculture contribute to air pollution. Exposure to criteria pollutants can cause adverse effect to public health and welfare. A sudden pollution peak (Figure 1(a)) can results in acute effects such as respiratory discomfort and headaches. Long term exposure is also a serious threat, because chronic effects can appear several years after repeated exposure, even at low concentrations. It can lead to severe diseases such as asthma and lung cancers. Criteria pollutants are a serious issue of the modern society, therefore their concentration in ambient air is closely monitored. For instance, in France, the AASQA 3 associations are in charge of the air quality monitoring at a regional level. Their main missions are to monitor the air quality, inform the population, advise the decision-makers on environmental regulations. In particular, the air quality can be visualized in real time on the AASQA websites 4 and is quantified using the atmo index 5 which is based on the measurement of some criteria pollutants . The air quality can be considered good (atmo index < 5) for instance in terms of nitrogen oxide if its concentration in the air is under 54 pbbv (part per billion volume) (equivalent to 0.000 0054% or 110g/m 3 ). The measurement of such low concentrations is delicate, requiring accurate gas analyzers and thorough calibration procedures. 1900 gas analyzers are deployed in France over 670 measurement stations. In order to ensure the consistency of the measurement, gas analyzers are certified. In France, the certification is edited by the AFNOR, which specifies the physical principle for each gas species 6 : chemiluminescence for NOx, ultraviolet absorption for ozone, infrared absorption for carbon monoxide. Only a few gas analyzers on the market are certified (Figure 1(c)). They are expensive and cumbersome which limits their number and their use to non-mobile applications (Figure 1(b)). They often measure only one gas specie. Affordable, compact and multi-species gas analyzers are therefore awaited on the market of air quality monitoring.

The market of gas sensors is rapidly growing. Apart of air quality monitoring, gas sensors are also employed in a variety of applications:

-Preservation of fresh products (C2H4) in the food industry:

-Detection of methane leaks (CH4) in pipelines -Early detection of pathologies (CO, NO, acetone) -Reduction of industrial emissions (SO2, PM) -Industrial process control such as production of biogas (CH4, NH3, H2S) -Scientific atmospheric measurements (O3, CH4) -Defense: detection of neurotoxic gases such as Sarin Depending on the application, gas sensors must fulfill various features. Most likely, they should be able to detect very little quantity of molecules (sensitivity), should respond only to the target molecule and not to interferent species (selectivity), have moderate footprint (compactness) and effective cost. Moreover, detecting multiple species is often required. Today, gas sensors on the market can be classified into two categories. On the one hand, electrochemical sensors and semiconductor sensors are portable low-cost devices which suffer from low sensitivity, low selectivity, background drift and humidity variation. On the other hand, sensitive gas analyzers, for instance used today for air quality monitoring, are expensive and massive, which prevents their integration into smart system such as drones, smartphones, vehicles. There is a need for a sensitive, selective, compact, low-cost and multi-species gas sensor. A promising technology is based on laser spectroscopy.

Most molecular species possess a well-defined absorption spectrum or 'fingerprint', which can be efficiently sensed using a laser at a given wavelength, leading to an excellent selectivity. Moreover, the high optical power of the laser combined with a strong molecular absorption yields a very good sensitivity. Laser spectroscopy have been realized in the near-InfraRed (IR) (1-2m) with telecom lasers. However, stronger molecular absorption lines are found in the mid-IR (2-20m), where there has long been a lack of reliable laser sources. The situation changed with the invention of the antimonide and arsenide quantum wells laser, then Quantum Cascade Laser (QCL) and Interband Cascade Lasers (ICL) which can cover the whole mid-IR. As other semiconductor lasers, the emission of cascade lasers can be adjusted in wavelength in order to target a given specie. Moreover, they are very compact, low-consumption (compared to other mid-IR lasers) and can be fabricated with great reproducibility. Following the developments of silicon photonics, multiple laser sources could be integrated on silicon with electro-optical components to form a compact multi-gas sensor platform.

Another critical part of the sensor is the measurement of the absorbed energy. It can be measured with a photodetector, but this configuration has several drawbacks. The size of the sensor is limited by the absorption path length, which should be as long as possible. Photodetectors tend to have decreased performances with increasing wavelength and operate at low temperature. These limitations can be overcome by using photoacoustic spectroscopy, in which the absorbed light is converted to an acoustic wave. Photoacoustics is based on a localized effect and therefore combines compactness and high sensitivity. The generated acoustic wave can be detected with an electromechanical transducer. The collection of the acoustic energy and the transduction mechanism are crucial for the sensitivity of the sensor. The transducer can be an audio microphone in conventional photoacoustics, a quartz tuning fork (QTF) in Quartz-Enhanced Photoacoustic Spectroscopy (QEPAS) or a cantilever in Cantilever-Enhanced Photoacoustic Spectroscopy (CEPAS). QEPAS and CEPAS have emerged more recently than the conventional photoacoustics but all three techniques have shown very similar performances and are still active research topics.

The objective of the ANR MULTIPAS 7 project was to develop a multi-gas sensor for monitoring the air quality based on the QEPAS technique. 3 industrial companies (mirSense, Valotec, ENVEA) et 2 academic laboratories (IES, LPCA) were involved in the project. At the IES, our group NanoMIR was in charge of the QEPAS sensor design, using different lasers sources (IES, mirSense) and a dedicated electronics (Valotec). At the same time, we explored various configurations which lead to improvements of the QEPAS technique.

The manuscript is composed of 3 chapters.

Chapter 1:

The first chapter describes the theoretical foundations of a QEPAS sensor. QEPAS is a complex technique involving multiple stages, i.e. multiple physical processes, which are progressively introduced along the chapter by visiting the different spectroscopic techniques. First, we present the absorption spectroscopy and the motivation for using mid IR lasers. Then, we develop the photoacoustic spectroscopy which has many similarities with QEPAS. Finally, QEPAS is detailed with a specific focus on the transducer: the Quartz Tuning Fork.

Chapter 2:

In the first section, we present a preliminary study of the MULTIPAS project: we select the ideal laser wavelengths for the different target species and assess the feasibility of the gas sensor. Then, we focus on the optimization of the QEPAS detector (or spectrophone), most specifically we realize a complete study of the acoustic microresonators. We simulate their acoustic response using finite elements, fabricate them using 3D printing, measure their resonance using a specific characterization setup, and propose novel designs. We employ the optimized microresonators in the QEPAS sensor and demonstrate the detection of C2H4 using a 11m quantum cascade laser with a specific laser modulation. Then, we employ a 4.7m QCL for the detection of carbon monoxide and apply it for a biomedical application.

Chapter 3:

In this last chapter we develop a technique for measuring the resonance of the Quartz Tuning Fork in real time in order to prevent unwanted drifts of the QEPAS sensor due to environmental variabilities. We present a literature review and a theoretical study of the techniques to measure the QTF resonance with 2 different approaches: based on the frequency response and based on the transient response. Next, we describe our setup based on the transient response and validate the accuracy of the technique by monitoring the influence of the temperature and the humidity onto the QTF resonance. Then, we implement our new technique, the Resonance Tracking (RT) QEPAS, in a gas experiment as a proof of concept. Finally, we develop a damping circuit in order to optimize the time spent for characterizing the QTF. When the bright rays emitted by the sun are passed through a prism, the spectral components of light are spatially separated. When passing the different colors through a given sample, certain colors are kept within the sample. This phenomena, named absorption, is the pillar of Spectroscopy.

List of abbreviations

Spectroscopy concerns the interaction between light and matter. Since the XX th century, light is modeled as an electromagnetic wave, i.e. the combination of an electric and a magnetic field oscillating at a given frequency . Besides, there is matter, represented by the atoms and molecules, which, depending on their molecular weight, the conditions of pressure and temperature, can occur in 3 different states: solid, liquid or gas. The 3 states of matter are presented in a decreasing molecular density. When the average distance between each individual increases, the inter-molecular interactions become weaker. In a gas, molecules can be considered almost isolated. Therefore, the spectroscopy of a gas sample is a straightforward access to study light-matter interactions.

As expressed by the quantum physics, the energetic states in a molecule are quantized, i.e. they correspond to finite levels of energy (rotational, vibrational an electronic). The transitions between those discrete energy levels correspond to a well-defined molecular absorption spectrum. For the transition between a state i and a state j, the absorbed photon energy correspond to the difference of the energy levels Ei and Ej :

𝐸 𝑖𝑗 = 𝐸 𝑗 -𝐸 𝑖 = ℎ 𝜈 𝑖𝑗 (1.1)
With h the Planck's constant. The frequency  is proportional to the wavenumber 𝜎 = 𝜈/𝑐 with c the speed of light. The wavenumber is commonly employed in spectroscopy. In a typical experiment of spectroscopy, a monochromatic light source of wavenumber  (=1/) [cm -1 ] and intensity I0 is used to illuminate a gas sample of length L [cm]. The transmittance is defined as the ratio of the measured intensity after the gas sample to the initial intensity, as described by the Beer Lambert Law :

𝑇(𝜎) = 𝐼 𝑡 (𝜎) 𝐼 0 (𝜎) = 𝑒 -𝛼(𝜎)𝐿 (1.2)
where  is the linear absorption coefficient and describes the strength of the absorption.

Chapter 1 Theoretical background

Trace gas analysis usually deals with very low concentrations, the term L is relatively small (L<<1), therefore the Beer Lambert L can be directly linearized: 𝑇(𝜎) ≈ 1 -𝛼(𝜎)𝐿 = 1 -𝐴(𝜎) (1.3) 𝐴(𝜎) is known as the absorbance and corresponds to the amount of energy absorbed by the sample. Another definition of the absorbance, often used in chemistry, is based on the logarithm base 10, differing by a factor 1/ln10 from equation (1.2):

𝐴 * (𝜎) = -log 𝑇(𝜎) = 𝛼(𝜎)𝐿 𝑙𝑛10 (1.4) Using HITRAN's terminology [1], the absorption cross section kv [cm 2 .molecule -1 ] is defined as:

𝑘 𝑣 (𝜎) = 𝛼(𝜎) 𝜌 (1.5)
where  is the volumetric number density of the target species [molecule.cm -3 ].

For a given molecular transition ij, the absorption cross section is a function of the wavenumber, the temperature and the pressure. It can be written as the product of a the linestrength S and a line shape function f. 𝑘 𝑣,𝑖𝑗 (𝜎, 𝑝, 𝑇) = 𝑆 𝑖𝑗 ( 𝑇) 𝑓(𝜎 -𝜎 𝑖𝑗 , 𝑝, 𝑇)

(

𝑓(𝜎) describes the shape of the peak and accounts for the broadening effects, i.e. the physical processes causing the dirac delta function located in ij to broaden, giving the peak a linewidth  at a given pressure P and temperature T. Sij [cm -1 /(moleculecm -2 )], called the linestrength, is the area under the curve of the cross section and is constant with the pressure.

The total absorption cross section can be obtained by summing the monochromatic absorption cross section of every lines ij: 𝑘 𝑣 (𝜎, 𝑝, 𝑇) = ∑ 𝑘 𝑣,𝑖𝑗 ( 𝜎, 𝑝, 𝑇) 𝑖𝑗 (1.7)

Concentration of the target specie

A gas sample is a generally a mixture of many molecular species. The target specie, i.e. the molecules which undergoes the absorption, constitutes only a fraction of the gas sample. The volume mixing ratio (concentration) corresponds to the ratio of the number of target molecules  to the total number of molecules per unit volume 𝜌 0 :

𝐶 = 𝜌 𝜌 0 (1.8)
The total number of molecules per unit volume 𝜌 0 can be obtained from the ideal gas law :

𝜌 0 (𝑝, 𝑇) = 𝑝 𝑝 0 𝑇 0 𝑇 𝑁 𝐴 𝑉 0 (1.9) with p0 and T0 the standard pressure and temperature, V0 the molar volume of an ideal gas, NA the Avogadro constant.

The volume mixing ratio is often expressed in ppmv (part per million volume) or in ppbv (part per billion volume):

𝐶 𝑝𝑝𝑚𝑣 = 𝜌 𝜌 0 10 6 𝐶 𝑝𝑝𝑏𝑣 = 𝜌 𝜌 0 10 9 (1.10)

Line broadening

The main broadening effects are the natural broadening, due to the lifetime of excited states, the Doppler broadening, due to the distribution of the molecular velocity, and the collision broadening, due to the uncertainty in the collisional lifetime. The natural and collision broadening are considered homogenous; they have the same effect on every molecule. In the infrared spectrum, the natural broadening is negligible in front of the collision broadening. The latter can be described with a Lorentzian line shape:

𝑓 𝐿 (𝜎 -𝜎 𝑖𝑗 , 𝑃, 𝑇) = 1 𝜋 𝛾 𝐿 (𝑝, 𝑇) 𝛾 𝐿 2 (𝑝, 𝑇) + (𝜎 -𝜎 𝑖𝑗 )

2 (1.11) The Lorentzian linewidth 𝛾 𝐿 is the half width at half maximum and is calculated by considering the effects of every species s present in the gas sample:

𝛾 𝐿 (𝑝, 𝑇) = ∑ 𝛾 𝐿,𝑠 0 𝑠 𝑝 𝑠 𝑝 0 ( 𝑇 𝑟𝑒𝑓 𝑇 )

𝑛 𝑠 (1.12) with 𝛾 𝐿,𝑠 0 the broadening due to the specie s at p0 and T0, ps the partial pressure of the specie s and ns a temperature-dependent coefficient.

The Doppler effect causes the frequency of a moving object to shift depending on the direction of the movement. Thermal excitation (Brownian motion) causes a random molecular motion, and therefore a random frequency shift. Oppositely to the natural and the collision broadening, the Doppler broadening is inhomogeneous and follows a Gaussian Line shape:

𝑓 𝐺 (𝜎 -𝜎 𝑖𝑗 , 𝑃, 𝑇) = 1 𝛾 𝐺 (𝑝, 𝑇) √ ln 2 𝜋 exp (-ln 2 ( 𝜎 -𝜎 𝑖𝑗 𝛾 𝐺 (𝑝, 𝑇) )

2 )

(1.13)

The linewidth of the Doppler broadening is given by:

𝛾 𝐷 = 𝜎 𝑖𝑗 𝑐 (2 ln 2 𝑘𝑇 𝑚 ) 1 2 
(1. 14) Where c is the speed of light, k the Boltzmann constant and m the mass of the target specie.

Collision broadening, is also called pressure broadening, as it increases with the pressure. At low pressure (p<10Torr), the broadening is attributed to the Doppler effect while at atmospheric pressure, collision broadening dominates. In between, the absorption line shape can be described by the convolution of the Lorentzian and Gaussian function called the Voigt function fv :

𝑓 𝑉 (𝜎 -𝜎 𝑖𝑗 , 𝑃, 𝑇) = 𝑓 𝐿 (𝜎 -𝜎 𝑖𝑗 , 𝑃, 𝑇) 𝑓 𝐺 (𝜎 -𝜎 𝑖𝑗 , 𝑃, 𝑇) (1.15)

Measuring the concentration of a specie from the IR spectrum

Absorption spectroscopy can be employed mainly to two ends: composition and concentration measurement (gas sensors) of a target molecule. Composition measurement requires to record the absorption over a broad spectrum, if possible covering the whole midinfrared region. The Fourier Transform InfraRed spectrometer (FTIR) (Figure 1.1(a)), which is an extensively employed instrument, for instance in analytical chemistry, makes use of a thermal emitter as a broadband optical infrared source [2]. It allows to observe a large IR (InfraRed) spectrum, with numerous absorption features, corresponding to various molecular resonances, which can be processed to determine the molecular composition of the sample. FTIR is a versatile tool for molecular identification, but the complex optical setup and the electronics makes it expensive and a table-top size instrument. [3]. (b) Schematic of a NDIR sensor, composed of a broadband source whose light is collimated to cross the gas cell and a detector with selective spectral filters [4].

At the extreme opposite, cheap portable sensors can also be built with broadband emitters: Non Dispersive InfraRed (NDIR) sensors (Figure 1.1(b)) [5]. The optical source is typically a thermal emitter [6] or a mid-infrared LED [7,8], which are small, affordable and have low power consumption. The optical setup can be as simple as a single parabolic reflector [4]. The selectivity is obtained by applying different color filters, to select different spectral ranges of the broadband spectrum. NDIR sensors yield good results if the absorbing molecules in the sample have largely separated absorption spectrum. In other cases, the selectivity of the sensor is very limited.

In order to circumvent the high cost and complex setup of a FTIR spectrometer and the poor selectivity of a NDIR sensor, the broadband emitter can be conveniently replaced by a narrowband laser. The narrow spectrum of a laser, which is around a few MHz [9], allows to specifically target a molecular line, whose linewidth is in the range of GHz at atmospheric pressure, hence obtaining a very good selectivity without the need for spectral filtering. The other advantage of the narrow emission compared to a broadband emission, is that the whole optical power contributes to the absorption. This efficient optical-to-molecular-excitation energy conversion gives laser based gas sensors their low limit of detection.

Semiconductor lasers are widespread, notably in the telecommunication industry in the near-IR. Going toward longer wavelengths (>2m) requires to use different families of semiconductor materials and different laser structures, that are still a hot topic of research. Gas sensing applications is one of the main motivations for the development of efficient, low consumption and compact mid-IR lasers.

Mid-InfraRed semiconductor lasers

In the mid-IR (2-20m), three semiconductor materials families with direct bandgaps are available [10] (HgCdTe II-VI, Lead-salt IV-VI and Antimonides III-V 8 ) and can be used for making mid-IR lasers based on quantum wells. The first family is well known for making mid-IR photodetectors but exhibits poor performances for lasers. The second family was used for fabricating the first mid-IR laser diodes. However, they suffered from thermal issues and could only be operated in pulsed regime at room temperature [11]. With the third family, the Antimonides III-V compounds, lasers have shown good performances. They can be operated in continuous wave regime at room temperature and emit from 2 m to 3.3 m [12]. In order to go further in wavelength, other types of laser structures can be used such as Quantum Cascade Lasers (QCL) and Interband Cascade Lasers (ICL).

The quantum cascade laser structure is fundamentally different from the quantum wells. In a quantum well laser, interband transitions are exploited, that is transitions between the conduction band and the valence band. In a QCL, the photon emission is based on intersubband transitions, i.e. transitions between discrete energy levels within the conduction band. Since the electron stays on the conduction band after the energy transition, it can subsequently undergo another intersubband transition. Multiple periods, i.e. stacks of materials which enables intersubband transitions, can be added in series, or 'cascaded', in order to increase the emitted optical power. By playing on the thickness of the quantum wells, the sub bands can be adjusted to reach a given laser emission wavelength. Compared to conventional quantum well lasers, the emitted wavelength of cascade lasers does not depend on the material bandgap. Usual semiconductor materials, such as the InP family normally used for making near-IR laser, can be employed to fabricate QCLs emitting in the mid-IR above 5 µm [13]. The Antimonides III-V materials have also been successfully utilized for making QCLs and ICLs [12]. (a) A mirSense QCL product in a HHL package, and its dedicated OEM electronics [14]. (b) Spectra of an array of 30 lasers. Inset: Micrograph of the QCL array [15].

QCLs operate at high current, which generates an important amount of heat. Heat dissipation is therefore a critical technical issue in QCLs, which can be tackled by minimizing the thermal resistance between the laser and the cooling element. A typical package used for heat dissipation is called High Heat Load (HHL) (Figure 1.2(a)). QCLs and ICLs cover the whole mid-IR spectral range from below 3m up to close to the THz. Therefore, they are complementary to the quantum well laser diodes which perform efficiently until 2.7 m. A major challenge is to combine the different laser sources on the same chip. The building blocks of photonics circuits, such as optical modulators [16], multiplexors, waveguides [15] and photodetectors [17] have already been realized on silicon substrates. One major effort remains in the integration of the laser sources made of the III-V materials on silicon. This opens the way to a multi-wavelength laser platform where QCLs, ICLs and laser diodes can cover both near and mid IR and therefore target multiple gases. One example of such multi-wavelength laser sources are the QCL arrays (Figure 1.2(b)) where each QCL has its own wavelength tuning range, allowing the QCL array to cover up to tens of cm -1 .

Other types of coherent sources based on semiconductor lasers have also attracted some interest for spectroscopic purposes: Optical Parametric Oscillator, External-Cavity (EC) QCL [18], optical comb frequency [19], supercontinuum [20]. However, they might not be as mature as single-frequency lasers chips for the realization of compact gas sensors.

With the development of Quantum Cascade Lasers, lasers sources are now available in the mid-IR (2-20m) where strong molecular absorption occurs. Moreover, they offer high power and single frequency emission, making them good candidates for the realization of a selective, sensitive and compact gas sensor.

Wavelength Modulation Spectroscopy

The motivation for laser modulation

When measuring traces of gas with a short optical path length (<1m), the absorbance is small, and consequently the transmittance is large. It means that the photodetector signal has a large level offset; which complicates the analog-to-digital conversion. Another limitation comes from the noise at low frequency. Indeed, it is well-known that the noise spectral density behaves as a 1/f law at low frequency. It is true both for the laser ( Direct absorption spectroscopy signal operates in continuous regime, meaning the frequency is 0 Hz (green line). In order to avoid the low frequency noise, a modulation can be applied to the laser in order to work in the kHz range (yellow rectangle). The modulated signal measured by the photodiode is then demodulated in order to obtain the amplitude of the signal. The signal carrier is translated in frequency where the noise density is lower, thus increasing of the SNR of the whole setup. When using a broadband light source, the modulation technique is often applied using a mechanical chopper. However, the chopper has limited frequency, can be a source of noise and has a heavy footprint. In semiconductor lasers, the emitted wavelength can be tuned with the injection current: this is the heart of Tunable Diode Laser Spectroscopy (TDLAS). The current modulation is achieved with simple electronics, can be tailored precisely and significantly reduces the sensor's noise.

Frequency modulation techniques can be separated in two different methods: Frequency Modulation Spectroscopy (FMS) and Wavelength Modulation Spectroscopy (WMS). They differ by the frequency value of the modulation. Indeed, the frequency modulated laser beam will interact with the gas absorption line, whose linewidth is typically in the range of GHz at atmospheric pressure. In FMS, the modulation frequency has the same order of magnitude as the absorption linewidth (fm>line) whereas in WMS, the modulation frequency (few kHz to MHz) is much smaller than the absorption linewidth (fm<<line). As we will be working at tens of kHz with photoacoustics, we focus on the description of WMS. It is important to note that even in the frame of WMS, the term frequency modulation (FM) is employed to describe the effect of the modulation onto the laser instantaneous wavelength.

1.1.4.2.

The typical WMS setup 

Gas cell

A typical WMS setup is represented on Figure 1.4. The laser beam propagates through the gas cell and is partially absorbed. The transmitted optical power is measured through a photodiode (PD). So far the system is similar to the one of direct absorption spectroscopy. Then, the modulation is added. In semiconductor lasers, the emission wavelength is proportional to the injection current. This property is mostly due to thermal effects and is called the tunability (expressed in GHz/mA, nm/mA or cm -1 /mA). Tunability gives the opportunity to drive the optical modulation electrically. A function generator provides a sawtooth and a sinewave signal which serve different purposes. The sawtooth is used to scan across the absorption features. It has a slow frequency framp (typ. 0.1-10Hz) and a large amplitude to cover one or more absorption lines (typ. 5-100mA). The sinewave is used for the modulation/demodulation at a frequency fmod ranging from kHz to MHz. This high-frequency component is what distinguishes WMS from direct absorption spectroscopy and transforms the absorption profile into a FM modulated signal. The transmitted signal measured by the photodiode is composed of the harmonics of the modulation frequency. The demodulation, realized by a lock-in amplifier (LIA), allows to select one of the n-th harmonics (𝑛 × 𝑓 𝑚𝑜𝑑 ). In WMS, the detection is often realized with the second harmonic (the 2f mode) and sometimes the first harmonic (the 1f mode). The 1f signal has a higher amplitude than the 2 f signal, but the latter is often preferred because it is offset free and exhibits lower noise levels. The 3 rd harmonics is frequently used for locking the laser wavelength and avoid its spectral drift [22]. Higher harmonics are rarely employed because of their lower amplitude. Harmonics have different shapes that can be theoretically described. The maximum of each harmonics is reached for different conditions of current, modulation amplitude and LIA detection phase.

Theoretical description of the WMS signal

Some analytical models were proposed in FMS based on the description of the electric field of the laser. The modulated electric field gives rise to multiple spectral components that interact with the absorption lines. For low modulation frequencies, the number of spectral components increases considerably, therefore the model is complex and inappropriate. In WMS, we prefer to focus on the description of the laser intensity rather than the electric field. Also, only the absorption is considered, because the dispersion is about 5 orders of magnitude smaller [23].

First, we describe the WM signal in the case of a pure frequency modulation, i.e. only considering the effect of the modulation onto the laser emission wavelength. A solution is obtained for small signal, offering a simple derivative expression. Then, the second model describes the complex expression for higher modulation amplitude. Eventually, the intensity modulation, i.e. the effect of the modulation onto the laser power is added to the FM contribution, giving the solution that best fit to the WMS experimental conditions using tunable lasers.

Small signals pure frequency modulation

The description of the frequency modulated signal was pioneered by Arndt [24]. Arndt's model considers the effect of the modulation onto the laser wavelength:

𝜈(𝑡) = 𝜈 0 -Δ𝜈 cos(𝜔 𝑚 𝑡) (1.16)
with (t) the instantaneous frequency, 0 the carrier frequency,  the maximum deviation and m=2fm the angular modulation frequency. As defined in signal processing, the frequency modulation index  is the ratio of the maximum deviation to the modulation frequency:

𝛽 = Δ𝜈 𝑓 𝑚 (1.17)
 describes the relative frequency variations of the signal around the carrier frequency, i.e. how widespread is the FM spectra around its central frequency fm. The higher the , the more spectral components are needed to properly represent the FM modulated signal [23]. Here, the optimum value of  depends on the gas absorption linewidth. The larger is the absorption linewidth, the larger the modulation amplitude required to efficiently modulate the absorption. Arndt suggest a convenient normalization, by re-writing (1.16) as the normalized instantaneous frequency x(t):

𝑥(𝑡) = 𝑥 0 -𝑚 cos(𝜔 𝑚 𝑡) (1.18)
with 𝑥(𝑡) = (𝜈(𝑡) -𝜈 𝑙𝑖𝑛𝑒 )/Δ𝜈 𝑙𝑖𝑛𝑒 .

The modulation index  is replaced by a normalized modulation index 𝑚 = Δ𝜈/Δ𝜈 𝑙𝑖𝑛𝑒 . As shown on Figure 1.5, the WM signal depends both on the modulation frequency fm and the frequency modulation index . The diagonal corresponds to the modulation index m, that can be expressed as the product of the two axis of Figure 1.5:

𝑚 = 𝛽𝑥 𝑚 𝑤𝑖𝑡ℎ 𝑥 𝑚 = 𝑓 𝑚 Δ𝜈 𝑙𝑖𝑛𝑒 (1.19)
It can be noticed that the signal shape is constant diagonally, that is constant with m. Therefore, the optimization of the WM signal is based on the value of the modulation index m instead of the modulation index  or the modulation frequency fm.  The WM signal corresponds to the intensity transmitted after the sample given by equation (1.3), and after the normalization gives:

𝑠(𝑥) = 𝐼 𝑡 (𝑥) = 𝐼 0 (1 -𝛼(𝑥)𝐿) (1.20)

constant m

Inserting (1.18) into (1.20) :

𝑠(𝑥) = 𝐼 0 (1 -𝛼(𝑥 0 -𝑚 cos(𝜔 𝑚 𝑡))𝐿) (1.21)
The signal can be developed as a sum of the harmonics using Taylor's series [23]:

𝑠(𝑥) = 𝐼 0 + ∑ 𝑠 𝑛 (𝑥)cos (𝑛𝜔 𝑚 𝑡) ∞ 𝑖=1 (1.22)
with sn corresponding to the shape of the WM signal at the n-th harmonics. The first three harmonics are expressed as:

𝑠 1 (𝑥) = -𝐼 0 𝐿 𝑑𝛼 𝑑𝑥 | 𝑥 0 (-𝑚) 𝑠 2 (𝑥) = -𝐼 0 𝐿 𝑑 2 𝛼 𝑑𝑥 2 | 𝑥 0 𝑚 2 4 𝑠 3 (𝑥) = -𝐼 0 𝐿 𝑑 3 𝛼 𝑑𝑥 3 | 𝑥 0 -𝑚 3 4
(1.23)

The harmonics are proportional to the n-th derivative of the absorption line and can very easily be simulated (Figure 1.6). Nonetheless, these expressions (1.23) are valid under the assumption of small modulation index (𝑚 ≪ 1). In spectroscopy, higher modulation indexes are often employed because the WM signal is greater. For higher values of m, the expression becomes more complex. There are distortions of the signal, i.e. the WM signal at the n-th harmonic will include some contribution from other harmonics.

Generalized expression for pure FM

The general expression of the WM signal can be obtained by following Arndt's procedure [24].

As before, the signal equals to the intensity transmitted after the sample:

𝑠(𝑥) = 𝐼 0 (1 -𝛼(𝑥 0 -𝑚 cos(𝜔 𝑚 𝑡))𝐿) (1.24) (a) (b)
Instead of expressing the signal directly in terms of Taylor's series, the Fourier transform of s(x) is taken, expressed as a series of harmonics and finally the inverse Fourier transform is applied. The calculations are not straightforward and are detailed in Schilt's thesis [23]. The major assumption is to consider the absorption as a pure Lorentzian function. For optical gas sensors operating at standard conditions of temperature and pressure, this assumption is fulfilled. The Lorentzian function can be written as in equation (1.11) for the normalized frequency :

𝑓 𝐿 (𝑥, 𝑃, 𝑇) = 1 𝜋𝛾 𝐿 (𝑝, 𝑇) 1 1 + 𝑥 2 (1.25)
The solution for the first harmonics are obtained as:

𝑠 0 (𝑥) = 𝐼 0 [1 -𝑎 0 √2 2 √𝑟 + 𝑋 𝑟 ] 𝑠 1 (𝑥) = 𝐼 0 𝑎 0 [-sign(𝑥) √2 𝑚 • |𝑥| √𝑟 + 𝑋 -√𝑟 -𝑋 𝑟 ] 𝑠 2 (𝑥) = 𝐼 0 𝑎 0 [- 4 𝑚 2 + √2 𝑚 2 • (𝑟+1-𝑥 2 )√𝑟+𝑋+2|𝑥|√𝑟-𝑋 𝑟 ] (1.26) with 𝑋 = 1 -𝑥 2 + 𝑚 2 and 𝑟 = √𝑋 2 + 4𝑥 2 (1.27)
They are represented on Figure 1.7, and compared with the derivative expressions from the previous section. The odd (resp even) harmonics show an anti-symmetry (resp mirror symmetry) with respect to the origin (resp linecenter). For low modulation amplitudes they correspond well to the derivative expression, while they differ for higher modulation amplitudes. Indeed, the WM signal becomes distorted, broader than the derivative and with a reduced amplitude. For the optimization of the modulation amplitude, the amplitude sn,amp and maximum sn,max of each harmonic n are represented as a function of m (Figure 1.8). Generally, the amplitude is measured for odd harmonics while it is the maximum is taken for even harmonics (see justification in 1.1.5.4). It can be seen again that the WM signals (plain lines) match with their derivative counterparts (dotted lines) only for small modulation amplitudes. The WM signal amplitude (resp maximum) increases with the modulation until the modulation amplitude becomes large compared to the linewidth and the signal starts decreasing. The optimum value of the modulation index are 2.0 in 1f (for sn,amp) and 2.2 in 2f (for sn,max). These values are well known in the spectroscopy community and are in very good agreement with experimental observations. However, at high modulation amplitudes, the shape of WM signal is not fully described by the FM modulation: the modulation of the laser power has to be considered.

Combined intensity and frequency modulation (IM-FM)

The optical power, or light intensity, varies with the injected current, which, upon modulation of the current, leads to an intensity modulation (IM). The IM contribution cannot be neglected in comparison to the FM contribution for high modulation amplitudes. The IM-FM model was brought by Schilt to describe accurately the transmitted signal [25]. It explains the signal distortion compared to the theory of pure FM.  First, a linear variation of the optical intensity is considered:

𝐼 0 (𝑥) = 𝐼 0 (𝑝Δ𝜈 𝑙𝑖𝑛𝑒 𝑥 + 1) (1.28)
with I0 the intensity at linecenter and p [1/cm -1 ] a coefficient related to the variation of the optical power.

Inserting (1.28) in (1.20), the WMS signal can be written as :

(a) (b) 2 2.2 𝑠 𝐼𝑀-𝐹𝑀 (𝑥) = 𝐼 0 (𝑝Δ𝜈 𝑙𝑖𝑛𝑒 𝑥 + 1)(1 -𝛼(𝑥)𝐿) (1.29)
Then the FM modulation is applied using (1.29) and (1.18):

𝑠 𝐼𝑀-𝐹𝑀 (𝑥) = 𝐼 0 [𝑝 Ω Δ𝜈 𝑙𝑖𝑛𝑒 𝑥 0 -𝑝 ω Δ𝜈 𝑙𝑖𝑛𝑒 𝑚 cos(𝜔 𝑚 𝑡) + 1] × [1 -𝛼(𝑥 0 -𝑚 cos(𝜔 𝑚 𝑡 + Ψ))𝐿] (1.30)
The IM and FM arise from different physical effects and have no reason to be in phase, thus the IM-FM phase shift  is added. Also, the FM modulation depends on the modulation frequency: the tuning rate (Δ𝜈/Δ𝐼 or Δ𝜎/Δ𝐼) decreases with the frequency. Thus, the effect of the FM modulation is greater for the slow ramp at frequency  than for the sinewave modulation at frequency  (modulation scheme on Figure 1.4) It is accounted by replacing p by two frequency-dependent parameters p and p. The calculation of the IM-WM signals can be found in [25]. Compared to pure FM, in IM-FM the solution is composed with two terms snp and snq in quadrature:

𝑠 𝐼𝑀-𝐹𝑀 (𝑥) = ∑ 𝑠 𝑛𝑝 (𝑥)cos (𝑛𝜔 𝑚 𝑡) ∞ 𝑖=1 -∑ 𝑠 𝑛𝑞 (𝑥)sin (𝑛𝜔 𝑚 𝑡) ∞ 𝑖=1 (1.31)
with snp and snq for the two first harmonics :

𝑠 1𝑝 (𝑥) = 𝐼 Ω (𝑥) cos(Ψ) 𝑠 1 (𝑥) -𝑝 𝜔 Δν line 𝑚 2 [2𝑠 0 (𝑥) + cos(2Ψ) 𝑠 2 (𝑥)] 𝑠 1𝑞 (𝑥) = 𝐼 Ω (𝑥) sin(Ψ) 𝑠 1 (𝑥) -𝑝 𝜔 Δν line 𝑚 2 [ sin(2Ψ) 𝑠 2 (𝑥)] 𝑠 2𝑝 (𝑥) = 𝐼 Ω (𝑥) cos(2Ψ) 𝑠 2 (𝑥) -𝑝 𝜔 Δν line 𝑚 2 [cos(Ψ) 𝑠 1 (𝑥) + cos(3Ψ) 𝑠 3 (𝑥)] 𝑠 2𝑞 (𝑥) = 𝐼 Ω (𝑥) sin(2Ψ) 𝑠 2 (𝑥) -𝑝 𝜔 Δν line 𝑚 2 [sin(Ψ) 𝑠 1 (𝑥) + sin(3Ψ) 𝑠 3 (𝑥)] (1.32) 
The signal at the n-th harmonics is constituted by the FM signal at the n-th harmonic (green), plus the harmonics (orange) of rank (n-1) and (n+1). Since those neighboring harmonics have different symmetries, mirror symmetry for odd harmonics and anti-symmetry for even harmonics, the IM-FM signal becomes asymmetric (except for rare sets of the (pp parameters). In particular, for the 1f signal, the harmonic of rank 0 results in an offset of the signal.

The selection of a given harmonic is realized using a lock-in amplifier. The LIA in-phase output signal can be expressed as:

𝑠 𝑛,Φ (𝑥) = 𝑠 𝑛𝑝 (𝑥) cos(Φ 𝑛 ) + 𝑠 𝑛𝑞 (𝑥)sin (Φ 𝑛 ) (1.33)
with n the LIA detection phase.  When the contribution of the intensity modulation is added to the frequency modulation, the WM signal is described with a set of new parameters: the IM-FM phase shift , the power variation factors p and p, and the detection phase . The parameters pp and  are intrinsically related to the laser and they can be characterized. The detection phase can be used to maximize the WM signal.

Influence of the IM-FM parameters

The complete study of the influence of pp and n onto the WM signal can be found in Schilt [23]. We briefly illustrate them as it helps to understand the shape of the signal and how to prevent signal distortion.

In order to obtain high sensitivity, the WM signal can be maximized by taking the phase detection as:

Φ 𝑛,𝑚𝑎𝑥 = 𝑛Ψ + 𝑘𝜋 , 𝑘 ∈ Z (1.34)
The influence of the pp and  on the 2f signal is represented on Figure 1.9. They all contribute to the asymmetry of the WM signal. The two negative wings are the most affected whereas the peak center does not vary greatly. Schilt generalized this observation and showed that, for the even (resp odd) harmonics the maximum (resp the amplitude) of the signal is practically constant for any set of parameters (ppwhereas the amplitude (resp the maximum) is strongly affected by the intensity modulation. 

Measurement of the parameter p

The WM signal was accurately described using the IM-FM model. It can be employed for the characterization of the modulation parameter p (or equivalently the current tuning rate Δ𝜎/Δi) as a function of the modulation frequency. First, the detection phase is set as to obtain the maximum of the WM signal, as given by equation (1.34). For instance for the 2f mode it means Φ 2,𝑚𝑎𝑥 = 2Ψ. As we saw, the center of the peak is practically unaffected by the effect of the IM. The laser frequency is set to match with the linecenter (𝑥 = 0). Schilt showed that the difference between the maximum of the 2f signal and the value at linecenter leads to a relative error of less than 2%. Under these conditions, the maximum of the 2f signal does not depend on the IM modulation but only on the FM modulation. It can be described using (1.32):

𝑠 2,𝑚𝑎𝑥 = 𝐼 0 𝑎 0 [- 4 𝑚 2 + 2 𝑚 2 𝑚 2 + 2 √𝑚 2 + 1 ] (1.35)
Experimentally, 𝑠 2,𝑚𝑎𝑥 can be measured as a function of the current modulation amplitude i, which is proportional to m:

𝑚 = 𝐾Δ𝑖 (1.36)
with K [mA -1 ] a linear coefficient that can be obtain by fitting the experimental data with equation (1.35). Using the linewidth of the target absorption line, the current tuning rate can be obtained as:

Δ𝜎 Δ𝑖 = 1 𝑐 𝐾Δν line (1.37)
as well as the modulation parameter p, by using (1.28) and (1.37):

𝑝 = 1 𝐾𝐼 0 Δν line ΔI Δi (1.38)
The knowledge of the parameter p can be employed for refining the simulation of the WMS signal, for instance with a different harmonic or with a different modulation amplitude.

The theoretical model that was presented considers the effect of the wavelength modulation onto a simple absorption spectrum composed of a single feature, typically a lorentzian function. Although some species exhibit isolated absorption lines, many others present a composite spectrum with many overlapping bands, that can hardly be separated spectrally even at low pressure. The extraction of the parameter p would require to take into account the contributions from multiples absorption lines that would make the fitting procedure more complex.

Summary of the important results

The modulation index m describes the amplitude of the FM modulation with respect to the gas absorption linewidth. For small signals (m<<1), the WM signal is proportional to the derivatives of the absorption. For higher values, the signal is a combination of the derivative harmonics, leading to a distortion of the WM signal. The optimum values for each harmonic can be obtained. Finally, the laser intensity modulation is combined with the FM modulation by introducing a set of new parameters (ppn) The IM contribution results in an asymmetry of the signal. Nonetheless, optimal conditions of detection, depending on the parity of the harmonics, can be selected to limit the effect of the IM. For species exhibiting a composite spectrum, a theoretical model describing the effect of the modulation would be a useful tool for the optimization of the modulation scheme. The topic is discussed in Chapter 2.

From WMS to PAS

The performances can be improved by using WMS due to the significant reduction of noise. Further improvements can be done in increasing the absorption by achieving longer optical path length. Long optical paths have been obtained by two different techniques: using multipass cells or optical resonant cavities. They are both based on multiple mirror reflections. The multipass cells consists in making multiple passes in a small volume without overlapping the passes. Common designs are the Heriott [26] and the White cells [27]. Extensive work has been done to obtain compact multipass cells [28,29] while limiting interferences fringes (worst enemy of multipass cells). In Cavity Ring Down Spectroscopy (CRDS) and Cavity Enhanced Absorption Spectroscopy (CEAS), an optical cavity allows to obtain equivalent path length of up to kms [5,30,31]. The design of the cavity, its alignment and its electronic stabilization makes the setup seriously more complicated than WMS. Various designs were presented to make alignment less critical with ICOS (Integrating Cavity Output Spectroscopy) and to obtain a low noise cavity with NICE-OHMS (Noise-Immune Cavity-Enhanced Optical Heterodyne Molecular Spectroscopy) [32]. Multipass cells and cavities allow great improvements but these techniques remain expensive, hard to downscale and difficult to align. A nice alternative is based on the photoacoustic effect, which directly detects the absorption and does not require a long optical path.

Photoacoustic spectroscopy

Photoacoustic spectroscopy (PAS) was discovered in 1880 by Alexander Graham Bell [33]. As indicated by its name PAS is the conversion of optical energy to acoustic energy through molecular absorption. The generated acoustic signal is weak and could hardly be exploited at that time without the modern equipment such as powerful light sources and sensitive microphones that did not exist. The development of PAS re started in 1938 with Viegerov for the study of a gas composition [34]. Few years later, PAS measurements at the ppm level were realized using a broadband light source and a microphone. But the real boom of photoacoustic came in the 1960s with the advent of laser sources [35]. Various designs were proposed, with different shapes of acoustic resonators. Detection limits in the ppb range were achieved, notably with CO2 lasers [36]. More recently, new designs, such as the differential Helmholtz resonator, allowed better signal enhancement and the miniaturization of the photoacoustic cell [37][38][39]. Further development, the integration of a QCL and a PA cell on a silicon platform was realized [15]. PAS is therefore a prominent candidate for making sensitive and miniature optical gas sensors. The principle of PAS is represented on Figure 1.10. First, photons emitted at a given wavelength by a single-mode laser are selectively absorbed by a molecule. The molecule is thus excited to a higher energy level (electronic, vibrational, rotational). Then, the excited molecules return to a lower energy level, through a process called relaxation. There exist 3 main relaxation pathways: spontaneous/stimulated emission / chemical reaction / collisional relaxation. In spontaneous /stimulated emissions, the energy of the excitation is converted back to optical energy by a photon emission while in a chemical reaction the energy is spent in the change of the chemical potential. The collisional pathway is a non-radiative relaxation and is responsible for the photoacoustic (PA) effect. The energy from the molecular excitation (mostly vibrational in the infrared region) is converted into kinetic energy (a translation), hence the name Vibrational-Translational (V-T) relaxation. The VT-relaxation causes an increase of temperature, and consequently an increase of pressure. A sensor measuring the absolute variation of temperature (or pressure) would require an extremely well controlled gas temperature or pressure, which is practically difficult and would lead to poor sensor accuracy. Instead, the light source is modulated, creating a periodic heating and thus giving rise to an acoustic wave. This acoustic wave is then amplified using an acoustic resonator and recorded using a microphone.

PAS has proven to be competitive with state of the art spectroscopic techniques such as WMS, direct absorption spectroscopy with multipass cells, CRDS, CEAS. A number of advantages can be listed, distinguishing PAS from other optical methods:

-Achromaticity: as the optical energy is converted to acoustic energy, the PA cell does not depend on the wavelength of the light source. This feature is unique in optical based gas sensing, and makes PAS a versatile method for multi gas and multi wavelength detection. -Background free: WMS relies on a differential measurement of the transmitted energy to the incoming energy from the light source. The transmitted energy is maximum when there is no absorption. Oppositely, PAS shows no signal when the gas is not absorbing, thus no background has to be taken into account. -Compact size: The volume of a PA cell can range from hundreds of cm 3 down to less than one cm 3 . -Low cost: microphones are very cheap compared to photodetectors (in particular IR photodetectors). PAS can be considered both a direct and an indirect detection technique. Direct because it is directly proportional to the gas concentration, or background free. Indirect because it requires an additional step compared to WMS, that is the molecular relaxation. This latter step introduces various noises that can be detrimental to PAS sensitivity:

-window noise: the energy absorbed by the cell window results in a temperature change of the window and thus the surrounding air. It is particularly true in the mid-IR due to a lack of perfectly transparent materials in this spectral range. -wall noise: similar to the window absorption, photons impinging the side walls of the acoustic cell can result in a background signal. -flow noise: broadband sound emission can occur during the propagation of the gas in pipes, specifically at high flow velocities. The environmental noise can also be carried by the pipes. -microphone noise: it is generally the limit of the system when all other noise sources have become negligible. All these issues were thoroughly studied more than 20 years ago, for instance by Harren et al [START_REF] Bijnen | Geometrical optimization of a longitudinal resonant photoacoustic cell for sensitive and fast trace gas detection[END_REF] and Sigrist et al [40]. Notably, the noise in the PA cell was reduced by tilting the windows at the Brewster angle, adding buffer volume near the window for acoustic isolation, using polished wall surfaces to prevent wall noise, placing acoustic notch filter at the gas inlets, etc (Figure 1.11). Although technical solutions were brought, similar issues pop up for every new PA designs and so are still up-to-date concerns.

The PA signal is equal to the molecular absorption coefficient , the optical power PL and the cell constant C:

𝑆 = 𝛼𝑃 𝐿 𝐶 (1.39)
The strength of the absorption can vary over several orders of magnitude, as well as the optical power. The cell constant is a figure of merit, expressed in Pa/(Wcm -1 ), and describes the sensitivity of the PA cell. It is employed to compare the performances of different acoustic cells independently from the amplitude of the acoustic wave. An important part of the cell design is the choice of the acoustic resonator.

Acoustic resonators

Acoustic waves generated by the absorption of the modulated light are of small amplitude. Acoustic resonators are therefore employed for acoustic amplification. As optical cavity made of mirrors, acoustic cavity can be built to confine the energy of the wave spatially. The cavity has geometrical symmetries to favor the constructive buildup of the standing waves. Typical acoustic resonators are: cylindrical resonators, cavity resonators and Helmholtz resonator [START_REF] Miklós | Application of acoustic resonators in photoacoustic trace gas analysis and metrology[END_REF]. Cylindrical cavities are probably the most used resonators in PAS as they offer a simple and efficient design [START_REF] Pao | Optoacoustic spectroscopy and detection[END_REF]. If the cavity length L is much greater than the radius R is great (L/R>>1), the resonator can be considered as a 1D longitudinal cavity, whose resonant frequencies are the harmonics of the fundamental frequency:

𝑓 = 𝑛𝑐 𝑠 2𝐿 , 𝑛 ∈ 𝑵 * (1.40)
with cs the speed of sound [START_REF] Bohn | Environmental effects on the speed of sound. 83rd AES Conv[END_REF]:

𝑐 𝑠 = √ 𝛾𝑅𝑇 𝑀 (1.41)
where  is the adiabatic index, R the molar gas constant, T the temperature, and M the molar mass of the gas. If the length-to-radius ratio is small, azimuthal and radial modes of the cavity can occur (Figure 1.12). The combination of the three different types of modes gives the following resonant frequencies [START_REF] Miklós | Application of acoustic resonators in photoacoustic trace gas analysis and metrology[END_REF]:

𝑓 𝑗𝑚𝑞 = 𝑐 𝑠 2 [( 𝛼 𝑗𝑚 𝑅 𝑐 ) 2 + ( 𝑞 𝐿 ) 2 ] 1/2 , (1.42) 
where Rc and L correspond to the cylinder radius and length, the jmq indices to the eigenvalues of the radial, azimuthal and longitudinal modes and jm to the jth zero of the mth Bessel function divided by . The position of the laser beam affects the allowed modes in the cavity [23]. For instance, radial modes cannot be excited by a Gaussian beam whose optical axis corresponds to the axis of the cylinder. The microphone is located at a pressure antinode to maximize the movement of the membrane. It can affect the behavior of the resonator and thus should be taken into account when simulating the resonator behavior [START_REF] Bijnen | Geometrical optimization of a longitudinal resonant photoacoustic cell for sensitive and fast trace gas detection[END_REF]. The cell constant can be expressed as in [START_REF] Miklós | Application of acoustic resonators in photoacoustic trace gas analysis and metrology[END_REF]:

𝐶 𝑛 (𝜔 𝑛 ) = (𝛾 -1)𝐿𝐹 𝑛 𝑄 𝑛 𝑉 𝑐𝑒𝑙𝑙 𝜔 𝑛 (1.43)
with  the adiabatic coefficient of the gas, L the cell length, Fn the normalized overlap integral, Q the quality factor of the cell, Vcell the volume of the cell and fn = n/2the resonant frequency. Although it is named the cell constant, it does not depend only on the cell geometry but on the whole PA setup design. For instance, Fn represents the overlap between the spatial optical distribution and the pressure distribution, which depends on the optical arrangement. Since the resonant frequency and the quality factor depends on the cell geometry, the cell constant eventually depends on the cell length and diameter [START_REF] Besson | Photoacoustic spectroscopy for multi-gas sensing using near infrared lasers[END_REF]. Theoretically, the best acoustic amplification are obtained for a cell of infinitely large length and infinitely small radius (Figure 1.13). However, other factors must be considered for practical application. We saw in section 1.1.4.1, that low frequencies (<100Hz) suffer high noise intensity due to the 1/f noise. At high frequencies (>10kHz), the photoacoustic generation efficiency decreases (due to molecular relaxation times). Therefore, most PA cell are designed to work in the kHz range. Moreover, in this frequency range microphones offer a good SNR (up to 20kHz). A desired frequency gives the resonator length.

An important parameter of the cell is the Q factor. It represents the capacity of the resonator to conserve the stored energy. The definition of the Q factor is discussed in section 1.3.1.3. A high Q factor means a good acoustic confinement, or equivalently low acoustic losses. For the longitudinal mode of a cylindrical resonator with closed ends, the Q factor increases with the resonator radius (it must be noted that is different in the case of an open ended resonator, the losses due to radiations at the ends must be taken into account, which provokes the decrease of the Q factor with an increasing resonator radius Rc). From equation (1.43), we can see the cell constant is proportional to the Q factor which is an opposite trend to the ratio L/Vcell that decreases with the square of the radius Rc. Finally, multiplying the two contributions (Q and L/Vcell), the cell constant depends on the inverse of the resonator radius Rc. However, the laser beam should be able to pass through the cell. The smallest acceptable radius depends on the laser beam diameter, which in turn, depends on the length of the resonator (the optimization is not as sequential as it could look like). [38] The air in the capillaries is equivalent to a moving mass of air that is pushed back and forth by the air in chamber acting as acoustic springs. The microphone A monitors the photo-generated acoustic pressure while the microphone B is used to measure the environmental noise which can then be subtracted from the microphone A signal.

Interestingly, it can also be pointed out that a high Q will render the sensor more sensitive to drift with temperature and gas composition changes [40]. However, it can be prevented by tracking the resonance shift of the PA cell using another resonance mode of the cell [START_REF] Besson | Photoacoustic spectroscopy for multi-gas sensing using near infrared lasers[END_REF]. The increase of the Q factor leads to a higher signal, but may also amplify the noise. A solution is the use of differential measurement with two microphones: one measuring the noisy photoacoustic signal and a second one measuring the noise only. The second microphone is then used for subtracting the noise from the first microphone. A successful and well-known implementation is the differential Helmholtz resonator (Figure 1.14) [37].

Theoretical expression of the photoacoustic signal

The photoacoustic signal is obtained similarly to the WM signal that was thoroughly described for the case of pure FM and combined IM-FM modulation. The main difference between the two sensing techniques is that WMS is based on the gas sample transmission whereas the photoacoustic generation relies on the sample absorption. The absorbed intensity is simply expressed as the difference between the laser intensity and the transmitted intensity:

𝐼 𝑎𝑏𝑠 (𝑥) = 𝐼 0 (𝑥) -𝐼 𝑡 (𝑥) = 𝐼 0 (𝑥)[1 -𝑒 -𝛼(𝑥)𝐿 ] (1.44)
Then the expression of the theoretical photoacoustic signal 𝑠 𝑃𝐴 can be obtain following the same steps as for the transmitted signal (section 1.1.5). The details of the calculation are given in [START_REF] Schilt | Wavelength modulation photoacoustic spectroscopy: theoretical description and experimental results[END_REF].

𝑠 𝑃𝐴 (𝑥) = ∑ 𝑠 𝑛𝑝 (𝑥)cos (𝑛𝜔 𝑚 𝑡) ∞ 𝑖=1 -∑ 𝑠 𝑛𝑞 (𝑥)sin (𝑛𝜔 𝑚 𝑡) ∞ 𝑖=1 (1.45)
For the combined IM-FM modulation, for the two first harmonics, the PA signal is obtained as: with snq(x) as defined in equation (1.32). For most components, the PA signal is equal to the WM signal plus a  phase shift. Except for the 1 st harmonic where there is an additional offset (orange).

Photoacoustic has proved to be a successful technique in gas sensing. It shows a number of advantages compared to WMS: it is achromatic, background free and does not depend on the path length. The PA cell design plays a key role in order to prevent parasitic noises which would otherwise lower the detection limit. Conventional PA relies on audio microphones as transducing devices, which have a flat frequency response. Alternative techniques of PAS employ highly resonant transducers, such as a cantilever or a tuning fork, showing a potential for the miniaturization of the PA cell.

Quartz Enhanced Photoacoustic Spectroscopy

Quartz Enhanced Photoacoustic Spectroscopy (QEPAS) was proposed in 2002 by Kosterev et al. [7] as an alternative of conventional PAS. A Quartz Tuning Fork (QTF) is used as a sensitive piezoelectric transducer. The QTF is a low cost, mass-produced and small footprint component which renders QEPAS competitive with PAS for making compact gas sensors. The QTF can be directly excited by the acoustic wave, without the use for a resonant cell as in PAS (Figure 1.15). The QTF is a sharply resonant transducer compared to the flat frequency response microphone. Its high Q factor makes the QEPAS very sensitive and naturally immune to noise. It is important to accurately understand the mechanical and electrical QTF behavior before visiting the various implementation of QEPAS. 

The Quartz tuning fork

The quartz tuning fork (QTF) is a piezoelectric transducer with a high quality factor (above 10000 at atmospheric pressure). It was initially manufactured by the watch industry as a standard 32768Hz (2 15 ) clock oscillator. Industry standards made the QTF reliable, available and affordable. Owing to his great features, it was employed as the sensitive element in many fields and systems:

 Scanning Probe Microscopy: First use in scanning near field acoustic microscopy [START_REF] Günther | Scanning near-field acoustic microscopy[END_REF] and soon after in atomic force microscopy [START_REF] Karraï | Piezoelectric tip-sample distance control for near field optical microscopes[END_REF] with atomic resolution. Deeply studied topic obtaining results close to theoretical limitations [START_REF] Grober | Fundamental limits to force detection using quartz tuning forks[END_REF]. Complex design of resonators: Akiyama probe [START_REF] Akiyama | Symmetrically arranged quartz tuning fork with soft cantilever for intermittent contact mode atomic force microscopy[END_REF].

 Mass sensor [START_REF] Zhang | Tuning forks as micromechanical mass sensitive sensors for bioor liquid detection[END_REF], liquid viscosity [START_REF] Toledo | Application of quartz tuning forks and extensional microresonators for viscosity and density measurements in oil/fuel mixtures[END_REF][START_REF] Matsiev | Application of flexural mechanical resonators to simultaneous measurements of liquid density and viscosity[END_REF], gas density sensor [START_REF] Zeisel | Precise and robust quartz sensor based on tuning fork technology for (SF6)-gas density control[END_REF]  gas sensing using Quartz-Enhanced Photo-Acoustic Spectroscopy (QEPAS) [START_REF] Kosterev | Quartz-enhanced photoacoustic spectroscopy[END_REF] , Resonant OptoThermoAcoustic Detection (ROTADE) [START_REF] Kosterev | Resonant optothermoacoustic detection: technique for measuring weak optical absorption by gases and micro-objects[END_REF] and Quartz-Enhanced Photothermal Spectroscopy (QEPTS) [START_REF] Ma | Quartz-tuning-fork enhanced photothermal spectroscopy for ultra-high sensitive trace gas detection[END_REF] The standard QTF is fabricated out of a quartz substrate. Quartz is well-known for making high Q factor crystal oscillator. Indeed, due to its high crystalline quality and high stiffness, it has a high intrinsic quality factor. There are mostly two types of quartz resonators used for making clock oscillators: the quartz tuning fork and the Thickness Shear Mode (TSM). QTFs are based on a flexural mode and operate in the kHz range while TSMs, as indicated by their name, rely on shear modes and have resonant frequencies in the MHz range. TSMs are also known as Quartz Crystal Microbalances (QCM) and are used for mass, chemical, viscosity [START_REF] Martin | Sensing liquid properties with thickness-shear mode resonators[END_REF] and surface acoustic wave sensors [START_REF] Vashist | Recent advances in quartz crystal microbalance-based sensors[END_REF]. As the efficiency of the photoacoustic effect is very low at MHz frequencies, QTFs are more suitable than QCMs for resonant acoustic detection.

The quartz is a piezoelectric material: the mechanical deformation of the crystal lattices leads to charge separations and thus to a potential difference. The piezoelectric properties strongly depend on the crystal orientation. The substrate angle cut is used to optimize piezoelectric properties and to improve the resonance stability with temperature. QTFs are cut at 0-5° from the xy plane [START_REF] Vig | Quartz crystal resonators and oscillators[END_REF]. The metal electrodes are positioned on the quartz surface to effectively collect the charges. Due to the symmetry of the two QTF branches (called 'prongs'), it is represented as a quadrupole component, which results in a very good noise immunity [START_REF] Patimisco | Quartz-enhanced photoacoustic spectroscopy: a review[END_REF]. Another very important feature of the QTF is its very high dynamic range. It shows a perfectly linear response over more than 4 decades (Figure 1.16). Therefore, it can be employed for sensing traces of gas as well as high concentrations. It is also extremely stable in extreme environment [START_REF] Gagnepain | Sensitivity of Quartz Oscillators to to the environment: characterization methods and pitfalls[END_REF] such as liquid helium temperatures [START_REF] Rust | Signal electronics for an atomic force microscope equipped with a double quartz tuning fork sensor[END_REF], ultra-high vacuum, high pressure [START_REF] Sell | Real-time monitoring of a high pressure reactor using a gas density sensor[END_REF] and high magnetic fields. 

The mechanical response

Mechanically, the QTF can be described as two separate cantilever beams (Figure 1.17(a)). A cantilever beam is a specific case of beam in terms of boundary conditions, with one free end and one fixed end. Using Euler-Bernoulli beam theory and considering small displacements, the beam deflection can be described by considering the neutral axis, i.e. the stress free location of the beam where compression and tension forces compensate each other. Torsion and shear forces are neglected. The beam deflection, i.e. the displacement in the y direction, can be written as [START_REF] Patimisco | Quartz-enhanced photoacoustic spectroscopy: a review[END_REF]: The equation can be solved using a Fourier decomposition. The frequency Eigen modes wi form a basis, associated to a given mode shape i and to a given vibration frequency i (Eigen frequency):

𝐸𝐼
𝑊(𝑥, 𝜔) = ∑ 𝑤 𝑖 (𝜔)𝜙 𝑖 (𝑥) 𝑖 (1.48)
The modes shapes i can be described as a weighted sum of trigonometric and hyperbolic functions whose coefficients are numerically determined [START_REF] Aoust | Developpements de sources infrarouges et de resonateurs en quartz pour la spectroscopie photoacoustique[END_REF]. The symmetric mode is active when an acoustic source is in between the prongs, as in QEPAS, while the antisymmetric reacts to a source located outside of the prongs. The color represent the amplitude of the mechanical displacement [12].

The two QTF prongs add some complexity in the resonance mode compared to the cantilever. At resonance, they necessarily move synchronously, i.e. at the same frequency, but spatially, the movement can be symmetric (i.e. in antiphase in time) or antisymmetric (i.e. in phase in time), and in-plane or out of plane. The common mode used in a 32kHz QTF is the fundamental of the symmetric in-plane flexural mode (Figure 1.17(b)). This same mode is exploited in QEPAS, resulting in the best acoustic coupling and oscillation amplitude. Since it is the first order flexural mode, it can be approximated with the static response of the cantilever:

𝐸𝐼 𝜕 2 𝑊(𝑥) 𝜕𝑥 2 = 𝑀(𝑥) (1.49)
with M the internal bending moment. The normalized solution 9 is easily expressed as a third order polynomial:

𝜙(𝑥) = 3𝐿𝑥 2 -𝑥 3 2𝐿 3 (1.50)
The solution is thus conveniently linearized expression compared to the solution using (1.47).

The frequency response of the cantilever can be expressed as [START_REF] Aoust | Developpements de sources infrarouges et de resonateurs en quartz pour la spectroscopie photoacoustique[END_REF]:

𝑤 𝑖 (𝜔) = 𝐹 𝑖 𝐾 𝑖 + 𝑗𝛾 𝑖 𝜔 -𝑀 𝑖 𝜔 2 (1.51)
With Fi the generalized acoustic force, Ki the generalized stiffness, i the damping factor and Mi the generalized mass. The cantilever response can be viewed as a harmonic oscillator constituted by a mass Mi, a spring of stiffness Ki, giving a resonance frequency i² = Ki/Mi.  accounts for the losses and depends on the quality factor. The QTF resonant frequency for the fundamental mode is given by [START_REF] Christen | Air and gas damping of quartz tuning forks[END_REF] :

𝑓 0 = 1 2𝜋 𝛼 0 2 𝐿 2 √ 𝐸𝐼 𝜌𝐴 + 𝜇 (1.52)
with 0 (=1.875) a modal coefficient.  In vacuum (=0), the expression can be simplified to:

𝑓 0,𝑣𝑎𝑐 = 1 2𝜋 𝛼 0 2 𝐿 2 𝑒√ 𝐸 12𝜌 (1.53)
with e the width of the QTF prong (y direction). Other expressions can be found in the literature [69][70].

In order to model the QTF behavior, it is convenient to obtain its electrical equivalent model. It can be derived from the mechanical response thanks to the QTF piezoelectric property.

The electrical equivalent circuit

The QTF current has two different contributions: one from the piezoelectric effect and one from the capacitive effect. The piezoelectricity is directly related to the motion of the QTF, thus follow the same frequency response, whereas the capacitance is due to the conductive electrodes spaced by a nonconductive material (the quartz). The total charge on the QTF electrodes can be written as the sum of the two contributions:

𝑞 = 𝑐 𝑝 𝑤 0 (𝜔) + 𝐶 0 𝑉 (1.54)
where cp is the piezoelectric coefficient (cp=1.3810 -5 C/m for a standard QTF [START_REF] Aoust | Developpements de sources infrarouges et de resonateurs en quartz pour la spectroscopie photoacoustique[END_REF]), C0 the inter-electrode capacitance and V the voltage at the QTF terminals. Introducing (1.51) in (1.54) and taking the derivative, it gives the total current generated by the QTF:

𝑖 = [ 1 𝑅 + 1 𝑗𝐶𝜔 + 𝑗𝐿𝜔 + 𝑗𝐶 0 𝜔] ⏟ 1/𝑍 𝑄𝑇𝐹 𝑉 (1.55)
with the parameters of the electrical model calculated from the mechanical model using the piezoelectric coefficient 𝛾 0 :

𝑅 = 𝛾 0 𝐶 𝑝 2 𝐿 = 𝑀 0 𝐶 𝑝 2 𝐶 = 𝐶 𝑝 2 𝐾 0 𝑉 = 𝐹 0 𝐶 𝑝 (1.56)
The inductance L is proportional to the generalized mass, storing the kinetic energy, the capacitance C is the inversely proportional to the stiffness, accounting for the potential energy, and finally the resistance R is proportional to the damping, representing the system losses. The admittance obtained in (1.55) corresponds to the Butterworth Von Dyke model (Figure 1.18(a)), and can be represented in terms of complex magnitude and phase (Figure 1.18(b)). C0 accounts for the parasitic capacitance due to metal electrodes and cables. By introducing the resonant frequency and the quality factor, (1.55) can be rewritten as:

1 𝑍 𝑄𝑇𝐹 = 1 𝑗𝐿𝜔 1 -( 𝜔 0 𝜔 ) 2 -𝑗 1 𝑄 𝜔 0 𝜔 + 𝑗𝐶 0 𝜔 (1.57)
with 𝜔 0 = 1/√𝐿𝐶 the natural undamped angular frequency and 𝑄 = (1/R)√𝐿/𝐶 the quality factor.

(a) (b)

The frequency 0 correspond to the maximum of the frequency response of a lossless LC circuit. It also corresponds to the frequency for which the reactance becomes zero, meaning the inductor and the capacitor behave synchronously, without phase lag, therefore the sum of the two reactive components is zero. The second definition of 0 is convenient for visualizing the concept of resonance. The contribution of the parallel capacitance is generally low at resonance (|Im/I0|=(RC00) -1 ≈10 at =0), though it can become non negligible for lower Q values. Also, the effect of C0 is markedly visible on the QTF frequency response as an antiresonance at a few hertz after the resonant frequency. If the parasitic contribution is neglected (C0=0), the squared magnitude of the QTF response gives a Lorentzian function (Appendix A):

| 1 𝑍 𝑄𝑇𝐹 | 2 = 1 𝑅 2 1 1 + ( 2𝑄(𝜔 -𝜔 0 ) 𝜔 0 ) (1.58) 1.3.1.3.

The quality factor

The quality factor is related to the resonator's ability to sustain his own motion, to conserve its own energy, thus it is inversely proportional to the losses. The quality factor can be defined in different manners. Q can be defined as the ratio of the total stored energy Et to the energy loss Et for one oscillation cycle:

𝑄 = 2𝜋 𝐸 𝑡 𝛿𝐸 𝑡 (1.59)
It is the original expression but the less meaningful practically speaking. Using the transient response of the QTF, the envelope of the oscillations follows an exponential growth (or decay). The exponential decay time  is related to the Q factor:

𝑄 = 𝜋𝜏𝑓 0 (1.60)
A high Q factor means that the reaction time of the QTF is increased. It can be understood as an "averaging effect" that tends to reduce the system fluctuations (noise) at the price of an increase response time. Q can also be obtained from the frequency response (Figure 1.18(b)), as it appears in the QTF impedance. If the frequency response is represented as a Lorentzian, the Q factor is the ratio of the resonant frequency to the full width at half maximum f :

𝑄 = 𝑓 0 Δ𝑓 (1.61)
For a QTF Q factor of 8000, a moderate value in standard conditions (Patm, 20°C), the response time is about 80ms and the bandwidth about 4Hz. The expression (1.59) is equivalent to (1.60) and (1.61) for a harmonic oscillator with a sufficient quality factor (Q>10) [START_REF] Friedt | Introduction to the quartz tuning fork[END_REF]. The characterization methods for the Q factor and their respective accuracy are detailed in Chapter 3. The QTF mechanical losses originates from multiples mechanisms. The total quality factor Qtot can be written as the sum of the independent contributions:

1 𝑄 𝑡𝑜𝑡 = 1 𝑄 𝑠𝑡𝑟𝑢𝑐 + 1 𝑄 𝑡 + 1 𝑄 𝑣 + 1 𝑄 𝑟 (1.62)
Qstruct, Qt, Qv and Qr represents the quality factor related to the resonator structure, the thermoelasticity, the viscosity and the acoustic radiation. Typical values for a standard 32kHz QTF are given in Table 1-1.

In standard conditions of pressure, the QTF interaction with the fluid media is the dominant effect (Qv). The viscosity of the fluid creates a stress on the QTF surfaces, reducing the oscillation amplitude. When the resonator is in vicinity with another object, typically the case for the micro fabricated MEMS attached close to the native substrate, the viscosity affects the moving object by the squeeze film effect. This effect is particularly important when the direction of the movement is normal to the fixed object.

Qstruct represents the losses of the attachment anchors and is not negligible. It mostly depends onto the position of the anchors, the oscillation mode and the geometry.

Another source of losses due to the presence of the fluid is the acoustic radiation (Qr). The coupling of the fluid with the mechanical oscillator will produce an acoustic wave, thus some energy is lost through the radiation of the wave. Qr mostly depends on the density of the resonator material, the density of the fluid and the dimensions of the resonator [START_REF] Aoust | Developpements de sources infrarouges et de resonateurs en quartz pour la spectroscopie photoacoustique[END_REF].

During the QTF displacement, the domains under compression (resp traction) undergo a temperature increase (resp decrease). The temperature gradient results in a heat flow and therefore a loss of energy. The thermoelastic damping decreases with the operating frequency and the material specific heat [START_REF] Foulgoc | Highly decoupled single-crystal silicon resonators: An approach for the intrinsic quality factor[END_REF]. In the case of the QTF, Qr and Qt are negligible. Integrated MEMS, for applications such as inertia measurement or clock timing, are generally packaged under vacuum where the viscous and acoustic losses can be neglected. Therefore, they are not designed to be operated at atmospheric pressure, where the viscous damping is the dominant effect [START_REF] Aoust | Acoustic damping on flexural mechanical resonators[END_REF]. A very nice work was done to optimize the QTF geometry for atmospheric pressure operation, obtaining a quality factor up to 41 000 [START_REF] Aoust | Optimal quality factor for tuning forks in a fluid medium[END_REF]. Other QTF designs dedicated to QEPAS have been presented [START_REF] Patimisco | Analysis of the electro-elastic properties of custom quartz tuning forks for optoacoustic gas sensing[END_REF][START_REF] Patimisco | Recent advances in quartz enhanced photoacoustic sensing[END_REF].

We saw that the quality factor of a QTF standing in a fluid can be accurately modeled, accounting for different loss sources. Next, the implementation of the QTF in a system generally further degrades the quality factor. Approaching the QTF to an object will lead to more squeeze film effect. Attaching a little mass onto one of the prong, for instance a thin probe for microscopy, create an imbalance between the two prongs, leading to a brutal drop of the Q value (though f0 is less affected relatively). Adding the same mass to the second prong (or rather the same moment of inertia) can partially restore the quality factor [START_REF] Hussain | Optimizing the quality factor of quartz tuning fork force sensor for atomic force microscopy: Impact of additional mass and mass rebalance[END_REF]. The tuning of the QTF geometry by simple part gluing could be interesting to adapt the QTF to the specific application of photoacoustics, thus avoiding the complete redesign of the QTF and the microfabrication, and allowing more fancy shapes that cannot be made out of the quartz substrate. The quality factor is also affected by the readout electronics, notably the quality factor can be electronically or controlled [START_REF] Ctistis | Controlling the quality factor of a tuning-fork resonance between 9 and 300 K for scanningprobe microscopy[END_REF][START_REF] González | Physical Electronic driver with amplitude and quality factor control to adjust the response of quartz tuning fork sensors in atomic force microscopy applications[END_REF].

1.3.1.4.
The readout circuit and the noise Due to the high impedance of the QTF (approx. 100k at resonance), it can be considered as a current source. The generated current is in the range of pA in a typical QEPAS experiment [START_REF] Ba | Mesures de traces de gaz par spectroscopie d ' absorption par diodes laser accordables[END_REF]. In order to convert it into a readable voltage a high-gain transimpedance amplifier (TA) is generally used (Figure 1.19). This type of circuit is typically employed with photodiodes. The ultimate noise in the case of photodiodes is the shot noise. Appropriate TA circuits are shot noise limited, meaning the signal is amplified without adding noise. However, their design is far from straight forward [START_REF] Ramus | Transimpedance Considerations for High-Speed Amplifiers[END_REF]. It is based on a non-inverting circuit, that is an operational amplifier with a feedback impedance. The feedback impedance is typically composed of a high resistor (Rf=10M) and a small capacitor (Cf=1pF). The QTF is connected to the ground on one side and to the noninverting input of an operational amplifier (OPA) onto the other side. The amplifier output voltage can be written as:

𝑉 𝑎𝑚𝑝 = -𝑍 𝑓 𝑖 (1.63)
The higher the feedback resistor, the higher the gain. However, as any operational amplifier the gain is increased at the expense of the bandwidth: this effect is quantified by the gainbandwidth product. The gain-bandwidth product is an intrinsic feature of an OPA and must be high enough in order to achieve a high gain at a given working frequency. This is a direct consequence of the close-loop transfer function being limited by the open-loop transfer function.

The QTF current equivalent noise ib can be expressed as [START_REF] Grober | Fundamental limits to force detection using quartz tuning forks[END_REF]:

𝑖 𝑏 (𝜔) = √4𝑘𝑇𝑅Δ𝑓 𝐵𝑊 𝑍 𝑚 (1.64)
with ib expressed in Volts, Δ𝑓 𝐵𝑊 the lock-in amplifier bandwidth and Zm the QTF motional impedance:

𝑍 𝑚 = 𝑅 + 1 𝑗𝐶𝜔 + 𝑗𝐿𝜔 (1.65)
Equation (1.64) corresponds to the product of the thermal noise of the QTF equivalent resistor R and the QTF motional response. It is important to note that a change in the QTF response (frequency shift, Q decrease) also has an effect onto the noise. However, as the noise scales with the square root of the resistance, the best SNR is obtained at resonance. At resonance, the QTF impedance is equal to R, thus ib simplifies to √4𝑘𝑇Δ𝑓 𝐵𝑊 /𝑅 . Physically, the thermal noise corresponds to the molecular agitation of the fluid surrounding the prongs, also called the Brownian motion. It can be lowered by reducing the pressure or the temperature. However, the photoacoustic signal generation depends on those parameters as well, thus it opens up a more complex optimization, that is considered out of the scope here. For practical operation of the sensor, only standard conditions of pressure and temperature are considered. Another strategy for noise reduction is playing on the bandwidth. The Johnson noise is a white noise, i.e. a noise with a flat frequency distribution. The increase of the SNR is proportional to the square root of the bandwidth. The purpose of the TA is to amplify the very low current while keeping the noise to a minimum. The total current noise at the frequency f0 at the input of the transimpedance amplifier (Figure 1.20) can be written as [START_REF] Ramus | Transimpedance Considerations for High-Speed Amplifiers[END_REF]:

𝑖 𝑡𝑜𝑡𝑎𝑙 = √ 4𝑘𝑇 𝑅 + 𝑖 𝐵𝑁 2 + ( 𝑒 𝑁 𝑅 𝑓 ) 2 + 4𝑘𝑇 𝑅 𝑓 √Δ𝑓 𝐵𝑊 (1.66)
where eN and iBN are the OPA input voltage noise and the OPA input current noise, resp. The TA circuit design aims to make the contribution of the three last terms of equation (1.66) negligible compared to thermal noise of the QTF (first term). Due to the high value of Rf, the contribution of eN is negligible compared to iBN. OPAs based on FET amplifiers, such as the OPA657, present low current noise compared to bipolar OPA. Therefore, the OPA657 is a good candidate for high gain (>10 3 ) transimpedance amplifier. Considering the fourth term, the feedback resistor is very large compared to the QTF equivalent resistor, making the noise contribution negligible. Final considerations are external sources of noise. The most prominent ones are the power supply and electromagnetic noise. A battery will produce a very stable DC voltage compared to all benchtop power supply. Electromagnetic radiation is prevented by placing the QTF as close as possible to the TA, using shielded cables and metallic cases.

The high gain TA we described is the most common electronic setup used in QEPAS, but other designed were presented, notably with a differential measurement of each QTF prongs [START_REF] Aoust | Developpements de sources infrarouges et de resonateurs en quartz pour la spectroscopie photoacoustique[END_REF] and also with a buffer for impedance matching [START_REF] Winkowski | Low noise, open-source QEPAS system with instrumentation amplifier[END_REF].

For a properly designed TA, the thermal noise is the dominant source of noise. It can be verified experimentally by measuring the noise spectral density at the output of the TA. This measurement is usually made with a network analyzer. Alternatively, we used a lock-in amplifier. to measure the noise at the output of the amplifier. The lock-in amplifier bandwidth was set to 0.1Hz, in order to selectively measure the noise around the demodulation frequency. The demodulation frequency was swept over a few Hz, and for each measured frequency, a few hundreds of points were acquired. The noise spectral density was then computed as the ratio of the standard deviation of the measured voltage points to the Equivalent Noise BandWidth (ENBW). The results (Figure 1.21) are in good agreement with the theory obtained with equation (1.64) with an offset that can possibly be attributed to a calibration error of the transimpedance amplifier gain or a voltage offset of the OPA. Those results correspond well with previously reported values [START_REF] Aoust | Developpements de sources infrarouges et de resonateurs en quartz pour la spectroscopie photoacoustique[END_REF].

The QTF can be described mechanically using the beam theory. We are interested in the first order in-plane symmetrical flexural mode which yields a resonance at 32kHz. The high stiffness of the quartz material renders some loss contribution negligible and allows to obtain a high Q factor, around, mostly limited by the viscous damping and the squeeze film effect. The electrical equivalent model can be deduced from the mechanical model thanks to the piezoelectric properties. The QTF thermal noise is the fundamental limitation. The transimpedance amplifier is the typical electronic setup used to recover the very low current generated by the QTF in the range of pA, and is essential for achieving a sensitive QEPAS detection.

QEPAS operation

In QEPAS, similarly to PAS, a modulated laser is used to excite a gas specie in order to create a sound wave thanks to the photoacoustic effect. Then, the acoustic energy is used to excite mechanically the QTF. The QTF is a piezoelectric transducer which upon mechanical excitation will generate an electrical signal which is proportional to the amplitude of the acoustic wave (Figure 1.22). The QEPAS signal can be expressed as [12]:

S ∝ α LOD • P L • Q √1 + (2𝜋𝑓 0 𝜏 𝑉-𝑇 ) 2 𝐶 𝑝𝑝𝑚𝑣 (1.67)
with LOD the absorption coefficient at the limit of detection, P the laser power, Q the QTF quality factor, f0 the QTF resonant frequency, v-t the V-T relaxation rate and Cppmv the concentration of the target specie.  1) is used to generate a pressure wave (2) through the photoacoustic effect. Detection is then realized by a QTF (3), that generates in turn an electrical signal (4) by a piezoelectric effect QEPAS and PAS have many similarities, as they are both based on the photoacoustic generation, are background free, achromatic, do not depend on the optical path length and are proportional to the absorbed optical power (corresponding to the product P). The two techniques also exhibit some differences. The QTF has a very small footprint, which allows its integration into gas cell of a few cm 3 , smaller than a standard photoacoustic cell. In QEPAS, the energy is stored in the form of mechanical motion of the QTF prongs, differently from PAS in which the energy is stored in the acoustic resonator. We can remark that the quality factor of the QTF (≈10 4 ) is about two orders higher than the one for an acoustic resonator (typ. ≈10 2 ). It has direct implications: a higher Q means a higher amplification (Equation (1.67)), a longer response time (section 1.3.1.3) and narrower bandwidth. A higher Q factor will contribute to increase the signal to noise ratio and subsequently improve the sensor's limit of detection. However, it also increases the sensitivity to environmental changes. The influence of the humidity and temperature onto the QTF are discussed in the Chapter 3.

Another important difference is the operating frequency. When the modulation frequency has the same order of magnitude compared to the molecular relaxation rate, the efficiency of the photoacoustic conversion starts to decrease ((2𝜋𝑓 0 𝜏 𝑉-𝑇 ) 2 > 1 in equation (1.67)). In QEPAS, the conventional QTF resonates around 32.8kHz, which is greater than in PAS where the selected resonance is generally below the kHz. QEPAS is thus more affected by the effect of the relaxation rate, as it was reported for instance for the detection of CH4 [START_REF] Schilt | Near-infrared laser photoacoustic detection of methane : the impact of molecular relaxation[END_REF], CO [START_REF] Dong | Ultra-sensitive carbon monoxide detection by using EC-QCL based quartz-enhanced photoacoustic spectroscopy[END_REF] and NO [START_REF] Ren | QEPAS nitric oxide sensor based on a mid-infrared fibercoupled quantum cascade laser[END_REF].

The target specie interacts with the other species in the gas mixture through molecular collisions. During those collisions, energy transfers can occur and create new pathways for the molecular relaxation. Therefore the molecular relaxation rate depends the composition of the gas mixture and not only the target species. It can be difficult to predict in the presence of many species as they can exhibit multiple relaxation pathways. Certain mixtures, such as dilute CO in air, have long relaxation rate, which lowers the photoacoustic efficiency. This issue can be tackled by forcing a faster relaxation path with the addition of another specie to the gas sample, 'a relaxation promoter', often H2O [START_REF] Wysocki | Influence of molecular relaxation dynamics on quartzenhanced photoacoustic detection of CO2 at λ =2 μm[END_REF] but also He [START_REF] Mordmueller | QEPAS with electrical co -excitation for photoacoustic measurements in fluctuating background gases[END_REF] or SF6 [START_REF] Kosterev | Ultrasensitive gas detection by quartz-enhanced photoacoustic spectroscopy in the fundamental molecular absorption bands region[END_REF].

Compared to a simple cantilever beam or a membrane which can be considered as a dipole, the QTF is a quadrupole. In order to activate the symmetric flexural mode, the acoustic source must be located between the two prongs to apply an opposite force on the two QTF prongs. Any acoustic source located around the QTF will apply a force on the two prongs in the same direction, which will not contribute to the symmetric mode (Figure 1.17(b)) Therefore, the QTF exhibits good immunity to external acoustic noise.

The QEPAS technique was theoretically studied by Petra et al [START_REF] Petra | Theoretical analysis of a quartz-enhanced photoacoustic spectroscopy sensor[END_REF]. The laser beam is absorbed by the gas, which delivers a given amount of heat and can be used to formulate a source term for the acoustic wave generation. The laser is considered to have Gaussian beam profile and a constant beam width over the thickness of the tuning fork, therefore the solution for the acoustic profile is a cylindrical wave, whose amplitude decreases as a function of the radius r. The exact expression has been described in [START_REF] Aoust | Developpements de sources infrarouges et de resonateurs en quartz pour la spectroscopie photoacoustique[END_REF], but the numerical solutions do not converge readily. The pressure distribution is well approximated by [START_REF] Petra | Theoretical analysis of a quartz-enhanced photoacoustic spectroscopy sensor[END_REF]:

P(r, t) ≈ A [J 0 ( 𝜔𝑟 𝑐 ) cos(𝜔𝑡) + 𝑌 0 ( 𝜔𝑟 𝑐 ) sin(𝜔𝑡)] 𝐴 = (𝛾 𝐻 -1)𝜔𝛼 𝑒𝑓𝑓 𝑊 𝐿 8𝑐 2 (1.68)
with A the amplitude of the pressure,  the adiabatic index of the gas,  the modulation angular frequency, eff the effective absorption coefficient, WL the laser power and c the speed of sound, J0 and Y0 are the zero-order Bessel functions of the first and the second kind.

On the inner surface of the QTF prongs, i.e. approximately 150m far from the optical axis, the amplitude of the pressure is approximately of 20 mPa, for the detection of 100% CH4 at 4246.46 cm -1 (2.35m) with a linestrength of 110 -21 cm -1 /(moleculecm -2 ) and a laser power of 25 mW [START_REF] Ba | Mesures de traces de gaz par spectroscopie d ' absorption par diodes laser accordables[END_REF]. In the same condition but a concentration of 1ppmv, the pressure would be 10 -6 lower 20 nPa.

For an optimal QTF excitation, the laser is focused between the two prongs, in the xz plane matching the QTF symmetry and at a distance h from the bottom of the prongs (Figure 1.23(a)). Using equation (1.68), the pressure profile can be calculated on the inner surface of the QTF prong (y=g/2). It is represented here for h=3mm (Figure 1.23(b)). It can then be integrated along the QTF mode shape 𝜙 0 (𝑥) (equation (1.50)) to deduce the photoacoustic force F0 as it was suggested by Aoust [START_REF] Aoust | Developpements de sources infrarouges et de resonateurs en quartz pour la spectroscopie photoacoustique[END_REF]:

F 0 (ℎ) = ∫ [∫ [ 𝑃 (𝑥 ′ , 𝑦 = 𝑔 2 , 𝑧) ⏟ 𝑝𝑟𝑜𝑛𝑔 𝑖𝑛𝑛𝑒𝑟 𝑠𝑢𝑟𝑓𝑎𝑐𝑒 𝑙 2 - 𝑙 2 𝐿 0 -𝑃 (𝑥 ′ , 𝑦 = 𝑔 2 + 𝑒, 𝑧) ⏟ 𝑝𝑟𝑜𝑛𝑔 𝑜𝑢𝑡𝑒𝑟 𝑠𝑢𝑟𝑓𝑎𝑐𝑒 ] 𝜙 0 (𝑥)𝑑𝑧] 𝑑𝑥 ′ (1.69)
with 𝑥' = 𝑥 -ℎ.

The force increases with the position of the laser beam h (Figure 1.23(c)) due to the greater leverage onto the prongs of the QTF and reaches a maximum just below the top of the prong. Our simulation yields a maximum when the laser spot is 0.53mm below the top of the prongs, similar to the theoretical value obtained by Petra et al, and very close to the value of 0.7mm observed experimentally [START_REF] Petra | Theoretical analysis of a quartz-enhanced photoacoustic spectroscopy sensor[END_REF]. We have shown that the photoacoustic force depends on the position of the laser beam and the amplitude of the acoustic wave. The latter can be enhanced by the addition of acoustic resonators, called microresonators.

Signal enhancement with microresonators

The on-beam spectrophone

In the first QEPAS experiment, the laser was focused in the middle of the two QTF prongs and the acoustic wave was directly sensed by the 'bare QTF'. Soon after, acoustic microresonators were added to further enhance the acoustic wave. The QTF and the microresonators (mR) form a double resonant system called the spectrophone. The mR is a cylindrical tube, which can be considered as a 1 dimensional longitudinal resonator, and amplifies the acoustic wave before detection by the QTF. The spectrophone provides maximum enhancement when both elements are resonantly coupled. As the QTF operates at a fixed frequency, that depends on its geometry and material, and that cannot be adjusted, the mR is designed to match the QTF resonant frequency. The frequency of 32.7kHz of a standard QTF corresponds to a wavelength of 10 mm approximately (in air). Therefore, the mR length is below 1cm, which is small compared to acoustic resonators used in PAS. There are mostly two configurations for coupling the mR and the QTF: the on-beam and the off-beam spectrophone (Figure 1.24). In the on-beam configuration two cylindrical tubes are placed on both sides of the QTF. The laser beam passes through both tubes and the QTF gap (the space between the two prongs). The coupling efficiency mostly depends on two parameters: the length of the mRs and the distance between the QTF and the mR. The optimal mR length was found to be between /4 and /2 [START_REF] Dong | QEPAS spectrophones: Design, optimization, and performance[END_REF]. When the mR and the QTF are critically coupled, it can result in a decrease of the QTF factor, but an improvement of the signal-to-noise ratio [START_REF] Aoust | Developpements de sources infrarouges et de resonateurs en quartz pour la spectroscopie photoacoustique[END_REF]. The Q factor decrease has been seen as an advantage as it reduces the QTF response time [START_REF] Kosterev | QEPAS detector for rapid spectral measurements[END_REF].

The major limitation of the on-beam configuration is related to the narrow QTF gap (300m). Indeed, similarly to the window noise in PAS, if some laser light impinges the inner surface of the mR (the mR walls) or the QTF surface, a background noise will be generated due to photothermal effects, leading to a serious degradation of the spectrophone SNR. Therefore, the laser beam must be able to pass entirely through the spectrophone. When using near IR laser diodes with nice Gaussian shape beam profile and moderate divergence, the beam can be easily focused into the spectrophone. However, it becomes more difficult with lasers operating a longer wavelength. QCLs have been used in the on-beam configuration, but they require more complex optical setups [START_REF] Wang | Quartz-enhanced photoacoustic detection of ethylene using a 10.5 μm quantum cascade laser[END_REF]. An alternative is to use the off-beam configuration.

The off-beam spectrophone

In the off-beam configuration, the mR is composed of two tubes (Figure 1.25): the main hole (red) and the side slit (blue). The laser beam is passed through the main tube. The acoustic generation in this tube provokes the creation of a standing wave. A side slit is located in the middle of the main tube, at the pressure antinode, and transfers the acoustic energy to the QTF. The QTF is located on the side of the mR, facing the slit, therefore in an off-beam position. The optical beam is not limited by the QTF gap as in on-beam, but only by the size of the main hole. The off-beam can be employed with optical sources having a high divergence and a large beam diameter such as QCLs at long wavelengths as will be presented in chapter 2. Oppositely to the on-beam spectrophone, there is a weak coupling between the mR and the QTF. The two elements can be modeled independently and the spectrophone transfer function equals to the product of the transfer functions of the two elements [START_REF] Rück | Development, characterization and miniaturization of a trace gas detection system for NO2 in air based on photoacoustic spectroscopy[END_REF]. The QTF is not affected by the mR due to coupled resonances, but only due to the viscous damping. When the QTF is in the vicinity of the outer surface of the mR, the viscous damping increases, resulting in a shift of the resonance frequency and the quality factor (Figure 1.26). The resonant frequencies for the longitudinal modes of a cylindrical resonator were described in equation (1.42). However, there is a significant deviation of the mR resonance due to the presence of the opening in the main tube and the imperfect reflection at the tube open ends. Theoretical models using acoustic impedance based calculations have been presented for the original off-beam mR and a more refined T-shape model [START_REF] Yi | Theoretical analysis of off beam quartz-enhanced photoacoustic spectroscopy sensor[END_REF][START_REF] Yi | T-shape microresonator-based high sensitivity quartz-enhanced photoacoustic spectroscopy sensor[END_REF]. The acoustic wave is reflected on both ends of the main tube. However the tube ends are open and cannot be considered as perfectly rigid walls, therefore the reflection does not occur exactly at the tube end but partially outside of the tube (Figure 1.27). Therefore, the effective cavity length Leff is longer that the physical length LmR, and can be calculated by applying an end correction for open tubes [START_REF] Kinsler | V Fundamentals of acoustics[END_REF]:

𝐿 𝑒𝑓𝑓 = 𝐿 𝑚𝑅 + 𝐶 𝑚𝑅 × 𝑅 𝑚𝑅 (1.70)
CmR is the correction factor for the main tube. For a given resonant frequency fmR, the effective length can be calculated as [START_REF] Yi | Theoretical analysis of off beam quartz-enhanced photoacoustic spectroscopy sensor[END_REF]:

𝐿 𝑒𝑓𝑓 = 𝑐 𝑓 mR - 𝑐 𝜋𝑓 mR tan -1 ( 4𝜋𝑆𝑡 𝑒𝑓𝑓 𝑠 𝑠 𝑓 mR 𝑐 ) (1.71) 
S and ss are the cross section of respectively the main tube and the opening. teff is the effective length of the opening considering open-end corrections:

𝑡 𝑒𝑓𝑓 = 𝑡 0 + 𝐶 𝑡0 × 𝑟 0 (1.72)
Ct0 is the correction factor for the side slit.

The details of the calculations are given in Appendix B. The effect of the different parameters are presented on Figure 1.28. The following trends can be observed: The mR optimal length decreases with the radius of the main hole RmR and the length of the orifice t0 but increases with the radius of the orifice r0. For PAS resonators, the correction factors CmR and Ct0 are empirically taken as 1,2 [START_REF] Kinsler | V Fundamentals of acoustics[END_REF][START_REF] Miklós | Application of acoustic resonators in photoacoustic trace gas analysis and metrology[END_REF]. However, for QEPAS
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microresonators, the dimensions of the tubes are very inferior and the values of the correction factors might be inappropriate. In chapter 2, we suggest to adjust these factors to the experimental results and thereby, obtain a semi-theoretical model with better accuracy (CmR=1.5, Ct0=1.9).

The performance of the different mRs cannot be solely compared, but the whole spectrophones can be. Although the quality factor and the resonance frequency of the mR can be simulated and compared, the acoustic coupling between the mR and the QTF must be considered for the comparison between the on-beam and the off-beam spectrophone. The acoustic coupling is subtler to simulate, notably in the case of on-beam where the coupling is strong. In the literature, the mRs are compared using the SNR gain which correspond to the ratio of the SNR with the mR to the SNR with the 'bare QTF' [START_REF] Dong | QEPAS spectrophones: Design, optimization, and performance[END_REF]. A gain of 30 is a widely accepted value in the literature for on-beam [START_REF] Dong | QEPAS spectrophones: Design, optimization, and performance[END_REF][START_REF] Yi | An acoustic model for microresonator in on-beam quartz-enhanced photoacoustic spectroscopy[END_REF]. Similar values were obtained with offbeam spectrophones [START_REF] Yi | T-shape microresonator-based high sensitivity quartz-enhanced photoacoustic spectroscopy sensor[END_REF].

A variety of other designs

Since its invention in 2002, a variety of QEPAS designs were presented. The main objective of those designs is to improve the sensor sensitivity, that is to lower the limit of detection. It can be realized by increasing the signal at any stage of the sensor: optical, acoustic, mechanical or electrical. The QEPAS signal is directly proportional to the absorbed optical power (P). The optical power can be increased by using high power sources such as QCLs 
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The alternative configurations tend to provide from a moderate improvement to very large improvement, up to 250 claimed for I-QEPAS. The gain in sensitivity is often balanced by a more complex setup which translates to a more expensive sensor, though the cost-to-sensitivitygain ratio could be justified for certain applications such as military or medical applications. The robustness of the sensor can also be affected by a complex setup, for instance adding the mR renders the spectrophone prone to drifts upon gas density variations. Some authors have suggested to use the most simple configuration with a bare QTF to keep the QEPAS sensor robust and low-cost [111].

Aside sensitivity-improved complex system, efforts have been made to tackle the common QEPAS specific issues. The narrow QTF gap has always been a limitation to use lasers with coarse and divergent beam profiles. We saw that the off-beam configuration was a possibility to overcome the issue, but there are others, such as the use of optical fibers to guide the laser between the prongs. In the mid-Infrared, both hollow [112] and solid core [113] fibers were employed. An all optical fiber system was also demonstrated by tapering the fiber to generate an evanescent wave which interacts with the gas sample [114]. A great work has also been done on fabricating custom QTFs, i.e. QTFs adapted to QEPAS [START_REF] Aoust | Optimal quality factor for tuning forks in a fluid medium[END_REF]115]. The custom QTFs benefit from a larger QTF gap, which makes them suitable for working in the mid-infrared and even in the THz region [115]. Additionally, they were designed to work at a lower frequency (4kHz in [115]) than the standard QTF, which enables the detection of molecules with slow relaxation rates.

Many configurations have been presented to improve the sensitivity of the QEPAS sensor, though sometimes at the expanse of the sensor cost and complexity. The performances of the different configuration are often compared by measuring the limit of detection and a figure of merit called the NNEA.

Evaluation of the limit of detection using the Allan plot

The limit of detection (LOD) is the minimum concentration that can be detected by the sensor. The concept of 'sensitivity' in gas sensing does not correspond to the usual definition in physics: a sensor with a low LOD is qualified as "sensitive". The LOD is reached when the sensor signal equals the sensor noise, i.e. the SNR equals to 1 (1), (or sometimes three times the noise (3)). If the SNR is below 1, the signal is not readable among the noise, hence the criterion for the LOD. What we call noise is the measurement dispersion, i.e. the random variations of the measured value around its mean value. Signal averaging is a well-known technique to reduce the noise, which consequently improves the sensor LOD, as illustrated on Figure 1.30. The longer the integration time is, the smaller the dispersion and the higher the SNR. However, over long period of time, the sensor is prone to instabilities (the topic is discussed in Chapter 3), for instance due to the variation of the temperature, which limits the SNR improvement by signal averaging. Therefore, there is an optimum averaging time that maximizes the LOD. This optimum can be found using the Allan variance. The Allan variance is a statistical tool used to measure the time domain stability of oscillators [116]. The tool can be transposed to study the stability over time of any physical parameter. It was introduced by Werle [117] in the field of optical gas sensors, and since that, has been widely applied in laser spectroscopy and particularly in QEPAS, and is known as the Allan-Werle variance.

The output signal of a gas sensor, when measuring a concentration Cppmv of the target specie (light blue curve on Figure 1.30) is typically a set N data points yi, with a step time t between two consecutive points (Figure 1.31). In order to smooth the signal, the original data can be resampled with a longer timestep =kt by applying a moving average. The new sample contains M=N/k subsets and the value Am of each subset m is calculated as the average over k data points:

𝐴 𝑚 (𝜏) = 1 𝑘 ∑ 𝑦 (𝑚-1)𝑘+𝑖 𝑘 𝑖=1
(1.73) Then, the Allan variance is defined as:

𝜎 𝐴 2 (𝜏) = 1 2(𝑀 -1) ∑ [𝐴 𝑚 (𝜏) -𝐴 𝑚-1 (𝜏)]² 𝑀 𝑚=1 (1.74)
Taking the square root to obtain the Allan deviation, the SNR can be defined as:

𝑆𝑁𝑅(𝜏) = 𝑥̅ 𝜎 𝐴 (𝜏) (1.75)
with 𝑥̅ the average value of the variable 𝑥 𝑖 . The limit of detection of the sensor can be obtained as:

𝐿𝑂𝐷(𝜏) = 𝐶 𝑝𝑝𝑚𝑣 𝑆𝑁𝑅(𝜏) (1.76)
with Cppmv the concentration of the target species (defined as in equation (1.10)).

The Allan deviation highly depends on the measurement conditions, which are not equivalent in the literature: for instance, some authors record the QEPAS signal with a neutral gas to measure the noise while others measure it with the cell filled with the target specie [118]. In order to obtain the real conditions of the sensor and accounts for the noise sources at the different stages (laser emission, gas absorption), it seems logical to have the sensor under operation and the gas cell filled with a given concentration of target gas before measuring the sensor output.

A typical curve of the Allan deviation (adev) is presented on Figure 1.32, calculated using the data from Figure 1.30. The first point of the curve (blue dot, Figure 1.32) corresponds to the LOD obtained for the raw data (blue curve, Figure 1.30). On the short-term, the Allan deviation (grey curve) decreases, which indicates an improvement of the LOD due to the signal averaging. The curve slope (here  -1/2 ) depends on the type of noise, here it is a white noise (blue curve), as expected for the QTF Brownian noise. The deviation from the  -1/2 curve at short integration times is due to the low-pass filter of the lock-in amplifier which causes an anti-aliasing effect [119]. The LOD reaches a minimum at t = 50s. On the long term, the Allan deviation increases due to the drift of the system (orange curve). As the integration time increases, the number of subset decreases, which results in a larger error as indicated by the error bars. The number of subsets can be increased 'numerically' by taking the average of multiple Allan deviations, this is called the overlapped Allan deviation (oadev). The Allan deviation is repeated k times, and each subset is offset by k, thus increasing the number of subsets and consequently increasing the confidence of the deviation of oadev compared to adev one. The complete expression of the oadev is tedious and can be found in [116]. It is shown on Figure 1.32 (dark blue curve) and exhibits a smaller error than the Allan deviation for large values of . The Allan deviation is a good indicator of the system stability and allows to determine the sensor LOD at a given integration time. However, the Allan deviation cannot be used to compare the performance of the different QEPAS spectrophones. Another criterion is used, the Normalized Noise Equivalent Absorption (NNEA), which is defined as:

𝑁𝑁𝐸𝐴 = 𝛼 𝐿𝑂𝐷 • 𝑃 √Δ𝑓 (1.77)
The NNEA, expressed in cm -1 WHz -1/2 , takes into account the laser power P, the absorption coefficient at the limit of detection LOD and the integration bandwidth f. It can be used to compare QEPAS spectrophones independently from the absorbed optical power, the intensity of the absorption and the LIA integration time. Its value typically ranges from 10 -8 to 10 -9 cm - 1 WHz -1/2 [START_REF] Patimisco | Recent advances in quartz enhanced photoacoustic sensing[END_REF]. The lower the NNEA is, the more sensitive the QEPAS sensor. Although the NNEA does not take into account all the parameters, such as the modulation scheme or the shape of the absorption profile, it is a practical tool for the quick prediction of the LOD of a given QEPAS sensor with a given laser power and a given absorption line. We employ it in the next chapter for assessing the feasibility of the QEPAS sensor for the detection of our target species of the project MULTIPAS.

Conclusion

Laser spectroscopy distinguishes from other gas sensing techniques by offering very good sensitivity and selectivity. It became even more attractive with the recent availability of powerful and compact mid-infrared lasers such as the QCLs. The direct optical detection of the absorption has limited performances, but can be improved by increasing the path length, for instance using multipass or resonant cells, or by reducing the noise by applying a modulation. The modulation can be applied onto the laser wavelength, and the resulting signals were theoretically described and can be used to improve the sensor's performances. The modulated absorption can also be measured through to the generation of an acoustic wave. The sensors based on photoacoustic spectroscopy allow to achieve small footprints while preserving the sensitivity and the selectivity of laser-based sensors. Photoacoustic detectors are achromatic and therefore compatible with any mid infrared lasers. The acoustic wave is detected by a very sensitive transducer, such as the Quartz Tuning Fork. Further enhancement can be obtained by adding microresonators. The next chapter is dedicated to the study and optimization of a QEPAS sensor in the off-beam configuration and its implementation with quantum cascade lasers. The sensor is tested at two different wavelengths: at 11m for the detection of ethylene and at 4.6m the detection of carbon monoxide with an application on breath analysis.

Experiments 2.1. MULTIPAS project: Selected gases and required laser power

Laser spectroscopy offers high selectivity and sensitivity over other sensing methods. While most of the light sources are broadband, single-mode lasers offer this incredible property to concentrate the optical power in a very narrow spectral band. Because the laser linewidth is inferior to the molecular absorption linewidth, the whole laser spectra is efficiently contributing to the absorption, giving the high sensitivity of laser based spectroscopic methods. The selectivity is obtained by a careful selection of the absorption line where only absorption of the target specie occurs while the sensitivity depends on the amplitude of the absorption line (linestrength). Once the absorption line is selected and a suitable laser source is available, the sensor can be easily implemented since the QEPAS is wavelength-independent. Each specie presents specific absorption lines. Case study needs to be replicated for every target species. According to the specifications of the MULTIPAS project, we focused onto the following species: CO, SO2, NO, NO2, NH3 and CH4. The absorption profiles are presented on Figure 2.1. In QEPAS, as a convention, the path length is taken as 1 cm. For convenience, the concentration is set to 1ppmv as a reference, the normalized absorption coefficient is thus expressed in 'cm - 1 ppmv -1 '. Molecular fingerprints are also often represented in terms of linestrengths i.e. the area under the curve of a given molecular transition expressed in cm -1 /(moleculecm -2 ). The linestrength describes the ability of a specie to absorb the light for a given transition line. However, when multiple absorption lines are spectrally close, they overlap due to line broadening and form a peak with the contribution of multiple lines. Using the absorption coefficient instead of the linestrength is more appropriate in such situations of composite spectra. Observing Figure 2.1, it can be seen that the absorption coefficient is stronger in the mid-IR than in the near-IR. For the CO, there are 2 orders of magnitude between the absorption lines around 4260 cm -1 (2.35m) and the lines around 2170 cm -1 (4.61m). The increase in absorption coefficient will be a direct gain of the same amount in the energy converted into an acoustic wave and thus a net gain in the sensor's LOD (for 𝛼𝐿 ≪ 1 ). Let the CO be our reference example for the peak selection. The CO shows strong absorption in the mid-IR between 2050 and 2250 cm -1 (Figure 2.2). At this graph scale, the CO spectral envelope has a butterfly shape with two wings. The peaks are very distinctive and regularly spaced, with a distance between two consecutive peaks of about 4 cm -1 . Semiconductor lasers typically cover a few cm -1 at a given temperature, using the current for tuning the emission wavenumber. Therefore, a given laser will be able to target 1 to 2 peaks, and probably only one with an appropriate optical power. With the specific shape of the CO spectra, neighboring peaks offer very similar absorption coefficient. A spectral region made of a few peaks can be targeted instead of just a single peak. It gives some flexibility for the laser fabrication. Besides, the common interferents, H2O and CO2 show strong absorption. The effect of the interferents can be minimized by choosing an appropriate window. Here for instance between and 2150 and 2200 cm -1 (dashed square on Figure 2.2), the CO2 background is two orders of magnitude below the 100 ppbv CO absorption coefficient, thus ensuring a good selectivity down to a few ppbv. H2O lines are stronger, but are spectrally distinguished from the CO peaks. The suitable laser modulation amplitude will prevent the overlap with H2O lines.
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As suggested by the project partner ENVEA, two types of specifications standards were considered: Air Quality Monitoring Systems (AQMS) and Continuous Emission Monitoring Systems (CEMS). Those standards define the limit of detection to reach, the measurement range and the concentration of interferents. During cross sensitivity tests, the sensor response to an interfering species is measured. It should be as low as possible. For H2O and CO2, the concentrations are set to 30% by volume and 15% by volume, resp, for the cross sensitivity test.

It is clear that such concentrations are serious constraints for a sensor based on optical absorption. If the desired limit of detection is of 1 ppbv, the ratio of the target concentration to the interferent concentration is about 10 -8 . It means that even a very weak absorption line of the interferent, 10 -8 smaller than the one of the target species, would lead to similar absorptions. The lorentzian line shape has broad wings that are spreading spectrally and can affect the neighboring absorption lines of low absorption coefficient. For each molecule of interest, ideal absorption lines can be identified (Figure 2.3), i.e. lines with a high absorption coefficient of the target specie and a low absorption of interferents. In this study, the interferent concentration is set to the more reasonable value of 1% for both H2O. and CO2. Concerning CO, NO2, NH3 and CH4, the absorption coefficient is at least one order of magnitude higher than the interferents, while for NO and SO2, the absorption is close or superior to the interferent absorption. Nonetheless, even if the interfering species are strongly absorbing in the region of interest, it might not prevent the detection of the target species. Some strategies, such as lowering the pressure [1] , multivariate analysis [2,3], differential measurement with a reference cell and dehumidification of the sample [4], can be employed to overcome these issues. Now that the ideal region has been identified, the theoretical limit of detection can be estimated. For instance for CO, the absorption line at 2176.3 cm -1 , shows an absorption coefficient of 5.8510 -5 cm -1 ppmv -1 , associated with a single transition of linestrength of 4.410 - 19 cm -1 /(moleculecm -2 ). Taking the typical figure of merit for a QEPAS sensor (NNEA=10 -8 Wcm -1 Hz -1/2 ) [5], and a typical laser power (10mW), the limit of detection of the sensor can be determined using Equation (1.77). For a 100 seconds integration time, it gives 20 ppbv. The LOD is thus obtained for a given absorption line, laser power and integration time. The process can be reversed, fixing the LOD according to the MULTIPAS specifications and deducing the required laser power. The results for each molecule are summarized in Table 2-1.

Table 2-1: Summary of the selected absorption peaks. At a given wavelength corresponds an absorption coefficient target (for a concentration of 1ppm) from which can be calculated the minimum laser power Pmin to obtain the required limit of detection LOD, both for the AQMS and CEMS standards. The integration time is set to 100s. The absorption coefficients for 1%H2O and for 1% CO2 are also mentioned.

For CEMS specifications, the minimum laser power is inferior to 1 mW, which is totally achievable, while for AQMS it goes over 10 mW for NO, NO2 and SO2, which corresponds to high power lasers. Combining high power and a specific emitted wavelength puts a heavy stress on the laser fabrication, increasing the cost of the device. We listed some literature results on QEPAS for MULTIPAS' target molecules (Table 2-2). The LOD for most of the molecules lies within a few ppbs to hundreds of ppbs, which is in the order of magnitude of the AQMS and CEMS requirements. The best performances are obtained for high power and mid infrared laser sources. 5 partners were involved within the MULTIPAS project, interacting at different levels of the development of the gas sensor (Figure 2.4). QCLs were provided from the company mirSense and also from the IES. The QCLs were mounted and characterized at the IES (see Section 2.4), and implemented for gas sensing at the IES (for CO, CH4 and NH3) and at the LPCA (NO, NO2). The IES focused on the development of a robust QEPAS sensor adapted to QCLs while the LPCA studied a more complex and sensitive system based on intracavity-QEPAS. The operation of the QCL requires dedicated electronics to ensure a finely adjustable and highly stable laser emission. A bill of specifications was written by the IES and mirSense and delivered to ValoTec, which was in charge of the design of the QEPAS specific electronics. The board had to fulfill multiple functions: laser control (temperature, control), signal generation (laser modulation), amplification, digitization and processing. The board was tested on the QEPAS prototype at the IES with ValoTec staff. 

Molecule

Optimized spectrophone

The spectrophone is at the heart of the QEPAS system. The spectrophone comprises the acoustic microresonator (mR) and the Quartz Tuning Fork (QTF). The acoustic microresonator confines and amplifies the acoustic energy while the QTF converts the acoustic wave into a mechanical movement, and then to an electrical signal thanks to the piezoelectric effect. The dimensioning of the microresonator and its relative position with the QTF can lead to a consequent improvement of the QEPAS performances. In this section, we will discuss the various functions of the spectrophone and their optimization. The QEPAS spectrophone is known to have two main configurations: on-beam and offbeam, as we described in chapter 1 (paragraph 1.3.3). The off-beam spectrophone was chosen to be the most suitable for the combination with highly divergent QCLs. Indeed, in on-beam the beam diameter is limited by the gap between the two QTF prongs (300m) while in offbeam, it can be increased up to 1mm. Off-beam thus offers optical versatility. The off-beam microresonator (Figure 2.5) is composed of a main tube (red) and a side slit (blue). The laser beam passes in the main tube and the photoacoustic generation occurs upon optical absorption. The side slit allows the coupling with the QTF, by radiating the acoustic standing wave outside the cavity (main tube).

The microresonator has multiple functions: acoustic amplification, light shielding, acoustic coupling. Acoustic amplification is mostly related to the dimensions and surface aspect of the main tube. Larger main tube diameters might decrease the amplification, but this signal loss is mild compared to the photothermal noise due to beam collision with the main tube walls occurring if it is to narrow. Also, by placing the QTF off the optical axis, it is physically protected from divergent rays. Light shielding is a serious advantage in the off-beam configuration. The acoustic coupling with the QTF is realized by the side slit.

In this section, we present a setup to characterize the QTF response and to optimize its dimensions. Then, the resonance is studied as a function of the main hole length and diameter. Finally, 3D printed mRs are fabricated, allowing to adjust the slit shape and improve the acoustic coupling between the mR and the QTF.

Acoustic characterization setup

The mR frequency response was studied theoretically in order to optimize the length of the mR. Some expressions of the optimum length were presented for the off-beam mR (Section 1.3.3.2). Even if the expressions were obtained with the well-established acoustic equations, experimental validations were missing from the literature. The acoustic response of on-beam mR was obtained from the deduction of the measured QEPAS signal with or without the mR [12,13]. However, regarding the sensitivity to the QTF position and the narrow QTF response compared to the one of the mR, this method seems to be of a relatively low accuracy. Indeed, mR Q factors are in the range of 10-100, giving a bandwidth of a few kHz that is very large compared to the few Hz bandwidths of the QTF.

Another technique consists in varying the speed of sound to measure the frequency response [14]. By varying the gas matrix, the speed of sound varies and so does the mR acoustic resonance. The experiment can be conducted as follows. First, the acoustic wave is generated at the QTF resonance frequency. Second, the gas matrix is changed, thus the amplitude of the acoustic wave inside the mR changes due to acoustic detuning. Third, the amplitude of the QEPAS signal is recorded. Finally, the amplitude of the QEPAS signal, as a function of the speed of sound, can be used to obtain the mR frequency response. This technique suffers from several drawbacks. The frequency span is limited to a few kHz, due to the finite available range of gas density. Also, the change in the gas matrix will affect the molecular relaxation rate, and consequently the amplitude of the PA signal. The limitations in the previous techniques are due to the QTF narrow-bandwidth. That is why we decided to replace it with a flat bandwidth electro-acoustic transducer, also known as a microphone. It might be said that using a microphone instead of a QTF is a move backward to the classical PA setup, but here the microphone is only an instrument employed for acoustic characterization. Most microphones are designed for audio applications, i.e. operating in the 20Hz-20kHz range, although some of them are designed for ultrasonic applications (>20kHz) [15]. In particular, they are used for recording the ultrasonic sounds emitted by the bats. Some resources can be found online about DIY bat detector, as well as engineered products [16,17].

MEMS microphones have a wide response up to 80 kHz (Figure 2.6). The sensitivity tends to decreases above 25kHz but is high enough for the characterization.

The typical QEPAS setup used in our laboratory was based on the detection of methane. The mR was enclosed in a gas cell in order to add the methane. The microphone was placed facing the side slit instead of the QTF. Upon our first experiments, a weak signal background without any significant resonance was obtained. We attributed the background to acoustic mode of the gas cell. In order to prevent those unwanted modes, the cell was insulated with foam, to efficiently avoid reflection on the cell walls. Some results were obtained, but we quickly realized the setup was inappropriate, since the position of the mR was not adjustable during the experiment. A smart way to overcome this issue was by removing the gas cell. The use of a baffle was considered in order to generate the input acoustic wave. However, it raised another problematic: is a baffle response constant with frequency? If not calibration would be required, and thus a calibrated reference microphone. Another issue with the baffle is that sound pressure level can be higher outside the mR than inside the mR, since the mR is by definition an acoustic filter. Differently from the baffle, the photoacoustic generation is localized inside of the mR which is therefore more efficient. However, the drawback of the PA generation is the need for a gas cell to provide the suitable environment around the mR. Hence the question: is it possible to find is a target gas in the ambient environment and an appropriate laser source suitable for PA generation? N2 and O2 are not good candidates for PA generation. CO2 is commonly employed but the concentration is low in air (400ppm). Ambient air has a certain level of humidity, often around 50%RH in our building, that is an absolute concentration of 1.16% H2O (20°C, 1atm). H2O shows strong absorption lines between 2.4 and 2.7m. We found a laser fabricated at the IES and matching the H2O lines around 2600 nm. It was used for making the proof of concept, that turned out to be successful. The experimental setup is presented on Figure 2.7. Regular mode hopes of the 2.6m laser complicated the experiment and made us purchase a more reliable single frequency laser at emitting 1392nm (EBLANA). The laser was fully characterized, as shown on Figure 2.8. The target H2O line has a linestrength 1.510 -20 cm -1 /(moleculecm -2 ). Thus the amplitude of the acoustic wave, based on ambient water absorption, is very strong, comparable to the one obtained with 100% CH4, as required for the acoustic characterization. The mR frequency response is represented on Figure 2.9 for different distances between the mR and the microphone. When the two elements are in contact, the volume of the air gap at the output of the side slide is very small, thus the side slit behaves almost as in a close-ended configuration. The resonance is located around 28.3kHz (red dotted line). When the distance is increased, the resonance shifts towards the high frequencies. It can be explained by the shorter equivalent length of the mR due to the loss of energy through the side slit. The resonance converges to a value of 31.3 kHz (blue dotted line), where the side slit is in open-ended configuration. This study was repeated on mRs of various dimensions and allowed us to conclude that a distance superior to 0.75mm ensures that the side slit is in open-ended configuration (though the side slit cannot be considered totally opened when the QTF is added). From these results, we designed a protocol for positioning the mR using the translation stage, that relies on the following steps:

 the microphone is put into physical contact with the mR, moving in the y direction,  the signal from the microphone is maximized by moving in the xz plane,  the microphone is moved 0.75mm backward in the y direction, using the micrometer screw.  the frequency response of the mR is measured. The protocol was applied before each mR characterization and ensures the consistency of the results.

Frequency response of micromachined microresonators

Once the characterization setup was validated, microresonators were fabricated and tested. The first mRs were fabricated from aluminum blocks by milling and drilling in the IES workshop. With this process, the surface aspect was correct (the judgement is very qualitative since no instrument for quantifying the internal roughness were used). 9 microresonators with various lengths LmR and radius RmR were selected (Table 23). Different radius would allow to adjust the mR for the future use of lasers with various optical waist size. The parameters r0 and t0 are set to fixed values, 0.25 and 0.5mm respectively, for the all 9 mRs. For each diameter, 3 values of the length are chosen around the theoretical optimal length, obtained with the equation (1.71) from H.Yi . As a reminder, at the optimal length, the mR resonant frequency (fmR) matches with the QTF one (f0). Applying the protocol described in Section 2.2.1, the mR frequency response were obtained (Figure 2.11(a)). The quality factors of the different mRs are in the range of 10, in agreement with the literature. As can be seen the microphone response is not perfectly flat, thus leading to a higher measurement error on the Q factor. Nonetheless, the resonant frequency, that is the crucial information for us, can be well estimated by taking the maximum of the peak. As we discussed in Chapter 1, the value 1.2 is rather empirical and has not been verified for millimeter sized mRs. That is why we suggest to adjust these factors to the experimental results and thereby, obtain a semi-theoretical model with better accuracy. The H. Yi model was codded as a function in Python, with parameters RmR, fmR, CmR and Ct0 and returning the optimal LmR. The optimization of the model was done using the non-linear fitting function curve_fit from the scipy.optimize library. RmR and fmR were used as the input variable vector, LmR the dependent vector while CmR and Ct0 were the adjustable parameters. Thus, curve_fit returns the optimal values for CmR and Ct0 that give the best fit of the H.Yi model to the experimental data. In our case, we obtained for CmR = 1.5 and Ct0 = 1.9. The corrected theoretical model exhibits a good fit of the experimental data. For this model, the mean error over the 9 mRs tested, is of 200Hz, that is about a factor 7 error reduction compared to the original model.

3D printed microresonators using stereolithography

Most of the machining techniques, e.g. milling, turning, start with bulk material and remove the excess material to obtain the desired part. Oppositely, 3D printing is an additive manufacturing technique [18], meaning that the right amount of material is added at the right location. Layers of material are deposited successivelly until they form a three dimensionnal shape. 3D printing offers fast prototyping at low cost with a high resolution, which is beneficial for applications such as biomedicine, aerospace and the mechanical industry in general. A wide range of materials are available, such as a polymers, metal alloys, ceramics and composites. The most widespread 3D printing technique is Fused Deposition Modeling (FDM) but additive manufacturing regroups many others such as Stereolithography (SLA), inkjet printing, Selective Laser Sintering (SLS). SLA was one the first additive manufacturing technique, invented in 1986 by Charles Hull [19]. The principle is to selectively illuminates a liquid resin with a UV laser to initiate the polymerization. A schematic of the SLA is presented on Figure 2.12. A container is filled with a photosensitive resin. A UV laser is focused onto a specific spot to initiate the polymerization of the resin, and thus the solidification. A set of mirrors allows the movement of the laser spot to enscribe the desired 2D pattern. The fabrication plateform is then moved downward, allowing a thin film of liquid to flow on top of the initial 2D pattern. The next layer is ready to be illuminated. SLA is known for the production of high quality parts with resolution down to 5m [20,21]. The maindrawbacks of SLA is the limited printing speed and the non negligible cost of the resin. Therefore, the technique is more suitable to build objects with small footprints. The SLA technique, and more generally additive manufacturing techniques, have an oustanding capacity of making complex shapes and surfaces, that cannot be obtained with standard machining techniques. For instance, inner cavities and sophiticated latices can be fabricated. The versatily of the SLA seems ideal for the fabrication of customized parts and we decided to exploit it for the fabrication of new microresonator designs.

The University of Montpellier possesses its own 3D printing platform, called PRO3D, offering fabrication techniques such as FDM and SLA for polymers, SLS for metals and more [22]. The mR were fabricated using a printer (Form 2, Formlabs) which is based on inverted SLA, with a spot size of 140m and minimum layer thickness of 25m. The 3D model were made using a CAD software (Catia V5R19, Dassault system) and used for generating a typical 3D printed file in the '.stl' format. The graphical settings of the software were adjusted to make sure the resolution of the stl file was sufficient. The first mRs were designed with similar dimensions to the mR a5, which was correctly matched with the QTF resonant frequency. One mR (b1) was the exact replica of the mR a5 while on the other one (c1) some material was removed around the main hole (Figure 2.13(b)). This modification was realized to minimize the effect of the mR onto the QTF. Indeed, when the QTF is in the vicinity of the mR, a thin layer (tens of m) of air (the squeeze film) applies a reactive force onto the QTF prongs, which lowers the QTF Q factor. Decreasing the surface of interaction between the mR and the QTF will result in a higher Q factor, hence the new design of the mR c1.

The microresonators were characterized, following three major steps:

1. Visual inspection under the optical microscope 2. Characterization of the frequency response with a microphone 3. Measurement of the amplitude of the QEPAS signal The visual inspection was useful to check for any apparent fabrication faults, the surface aspect and the dimension of the holes. Those three parameters might affect the mR resonance and contribute to explain experimental deviations of the frequency response and the QEPAS signal. For instance, the roughness of the cavities can induce higher losses, thus lower acoustic Q factor. The dimension of the main hole can lead to a shift of the resonant frequency while the dimension of the side slit can affect the coupling between the mR and the QTF. The measurement of the frequency response was carried out following the protocol described in section 2.2.2. For the QEPAS experiment, the same setup was used, replacing the microphone by the QTF. While the microphone is omnidirectional and tolerate slight spatial deviations, the QTF positioning is critical and the QEPAS experiment might be affected by a slight translation or rotation of the QTF. Also, the position of the laser beam has to be fine-tuned to ensure optimal photoacoustic generation inside each mR. For very small mR-QTF distances the QEPAS signal decreases for the microresonator a5 and b1, indicating a drop in the Q factor. It does not occur with the c1, confirming that the modified shape of the mR reduces the squeeze film effect. Although c1 does not decreases for small mR-QTF distances, the signal maxima for a5 and c1 are similar. it might be explained by the increase roughness of the 3D printed parts compared to the micromachined mRs.

The 3D printed mRs offer good QEPAS performances and demonstrate the potential of stereolithography for making more complex shape of mRs.

Improving the acoustic coupling by adjusting the slit shape

Acoustic amplification is mostly related to the dimensions and surface aspect of the main hole while the acoustic coupling with the QTF is realized by the side slit. To describe it, we can use the metaphor of the organ pipe for which the size of the tube is dimensioned to output a given note pitch. The wave resonates inside the pipe and is re emitted through a slit positioned at a pressure antinode. The size of the slit is important because it affects the mR resonance. In the H. Yi model the impedance of the slit is accounted to deduce the mR resonant frequency. It is important to note that the acoustic cavity and the slit are basically counter interacting: the cavity confines the energy while the slit radiates the energy out of the cavity. Dimensioning the slit relies on finding the optimum size and shape which will maximize the energy transfer to the QTF. The optimization may also include the adjustment of the acoustic cavity itself (not only the slit) to ensure the proper resonance frequency.
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The topic was discussed with Pr Le Clezio (IES, University of Montpellier), whose research field is the characterization of complex materials by acoustic methods. When looking at the development of musical instrument such as the organ pipe, the improvements of the instrument geometry were mostly empirical. Empiricism is possible in acoustics using human's ear, in the audio range. In the ultrasonic domain the microphone will be our ear. And remembering the slit size (0.1-0.5mm), measuring the pressure field would require with a spatial accuracy we cannot obtain with a basic microphone. Moreover the microphone is likely to affect the pressure distribution. The characterization of the pressure field is more complex for the mR than for the organ pipe. That is why, we decided to simulate the pressure field at the output of the mR slit.

As the slit is small compared to the length of the main hole, we make the assumption that no reflection occurs at the slit, thus the system is considered feedback free. Then the slit emission can be obtained using Huygens' principle. Huygens stated that the wavefront of a continuous source can be obtained by considering the source as multiple equivalent spherical secondary point sources. Illustrating Huygens' principle in the case of a 1D acoustic emitter, if the slit width-to-thickness ratio is much larger than 1, it can be represented by a as a line source (Figure 2.15(a)). In order to discretize the problem, secondary sources are equally distributed along the line. By drawing the wavefronts of every secondary sources, the wave front of the emitter can be well approximated. Close to the emitter, the secondary sources interfere with the closest neighbors creating various patterns, this is the near field or Fresnel diffraction. At a larger distance from the emitter, all wave fronts merge together, forming the far field pattern or Fraunhofer diffraction, e.g. a plane wave on More generally, the pressure field at a point P can be obtained by integrating the infinitesimal contribution dP of each secondary source over the surface of the acoustic emitter, as given by Rayleigh's integral [23,24] :

𝑝(𝑟, 𝜃, 𝑡) = 𝑗𝜌 0 𝑐𝑈 0 𝜆 ∫ 1 𝑟 ′ 𝑒 𝑗(𝜔𝑡-𝑘𝑟 ′ ) 𝑑𝑆 (2.2)
Where 0 is the fluid density, U0 the initial fluid velocity,  the acoustic wavelength,  the acoustic angular frequency and r' the distance from a field point to a point on the acoustic source.  Rayleigh's integral can be solved analytically but the solutions are complex [25]. The integral can be solved numerically as well, by discretizing the integral, and we show here a very simple model, leading to a good approximation of the solution. The mR slit is considered as a disk containing n secondary sources at locations (xa, ya, 0)i, as represented on Figure 2.15(b). The amplitude of the complex pressure field, expressed in Cartesian coordinates, can be obtained by summing every contribution:

𝑝(𝑥, 𝑦, 𝑧) = 𝑗𝜌 0 𝑐𝑈 0 𝜆 𝑆 𝑛 ∑ 1 𝑟′ 𝑛 𝑖=1 exp [-𝑘√(𝑥 -𝑥 𝑎 ) 2 + (𝑦 -𝑦 𝑎 ) 2 + 𝑧 2 ] (2.
3)

The simulation was realized on Python (Numpy, Scipy, Matplotlib). The results are represented on Figure 2.16 for a circular slit of radius r0=0.25mm, at two different frequencies. At 1 MHz, a typical interference pattern is observed while at 32kHz the pressure amplitude decreases monotonously as expected for the far field pattern. The highest pressure is obtained in the vicinity of the slit where the QTF will be located. Let us consider now different slit shapes. The disk is convenient for conventional fabrication, but with 3D printed mR, the only limit in terms of shapes is the printing resolution and the maker's imagination. The shape of the orifice has a direct effect on the pressure field and more precisely the directivity. Paying attention to the shape of the QTF flexure mode, the
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x-component of the acoustic wave applies a force in the direction of the QTF movement while the acoustic energy of the y and z components is lost. In order to increase the x-component and reduce the z-component, the slit must be elongated in the z direction. The slit shape was designed either as a rectangle or as an obround (Figure 2.17(a)&(b)). Another idea to prevent the diffraction in the z-direction is to form a horn (Figure 2.17(c)). Indeed as for the mouth of a trumpet, the sound emitted from a resonating tube has a higher directivity when the opening is progressive [26]. The frequency response of the mRs is shown on Figure 2.18(a). While the mRs have a similar Q value, f0 varies greatly, due to the different slit size. The larger the slit size the higher the f0 as predicted by H. Yi Model. Then, we run a QEPAS experiment based on water absorption (described in section 2.2.1) with the same mRs, to assess the mR-QTF coupling efficiency (Figure 2.18(b)). The amplitude of the QEPAS signal is lower for the mR c5 than for other mRs. It is probably explained by the reduced area of the slit which limits the amount of radiated energy. All 3 mRs, the c1, c3 and c7, present a similar QEPAS response. However, the c3 and c7 are not frequency matched with the QTF. We can then deduce that the mR-QTF acoustic coupling is better for those 2 mRs than for the c1 and that it compensates the frequency mismatch. A new batch of 4 mRs with the obround slit shape was made in order to adjust the frequency (fmR = f0) so to obtain a higher signal than mR-c1. PROD3D experienced issues with the SLA printer, therefore we had to have the new batch fabricated by another company (CRESILAS, [27]). The 4 mRs had the same geometry, except the length, which was varied to adjust the resonant frequency. Their frequency response is shown on Figure 2.19. In order to conclude nicely on the performance of the 3D printed mRs, we decided to carry out a final QEPAS experiment for testing all the mRs with the same setup and an accurate protocol.

Accurate comparison of the microresonators in a QEPAS experiment

We remarked an oversight in the previous QEPAS experiments (Figure 2.14(b) and Figure 2.18(b)). Indeed, the protocol we followed was similar to the one used for obtaining the mR acoustic frequency response. In the frequency response, the amplitude of the photoacoustic excitation is unimportant since we apply a normalization. It is not the case in QEPAS, in which we want to apply the same excitation amplitude to be able to compare the absolute amplitude of the QEPAS signal from the different spectrophones. The acoustic wave can be created mainly due to 2 effects: the photoacoustic effect and the photothermal effect (wall absorption). The latter must be prevented to ensure an acoustic wave of similar amplitude is generated in each mRs. Usually, in a QEPAS experiment, a flush of the cell with neutral gas allows to verify that the signal if offset free. It cannot be realized with our setup with no gas cell. Instead, we can make a sweep of the laser current in order to observe the shape of the photoacoustic signal. Zero-offset of the curve implies that there is no contribution from the photothermal effect. Additionally, since the QTF resonance can be affected by the proximity of the mR, the QEPAS signal is recorded while sweeping the laser modulation frequency.

Summarizing the experimental requirements, the protocol for each mR was the following:

Slit shape 1.
Adjust the position of the QTF to maximize the QEPAS signal in the x and z directions 2. Adjust the QTF in the y direction until the QEPAS signal is lost (QTF barely touching the mR  y=0). 3. Withdraw the QTF in the y direction until the QEPAS signal is recovered (typically 50um) 4. Adjust the laser beam position to maximize the QEPAS signal 5. Make a sweep of the laser current to check if there is no photothermal effect (zerooffset) 6. Measure the QEPAS signal while sweeping the frequency of the laser modulation, at different mR-QTF distances. From Figure 2.21(a), it can be said that the QTF resonant frequency as a function of the y position, behaves very similarly for most mRs, showing a variation of about 2 Hz when approaching the QTF to the mR, except for the mR c9 for which f0 remains almost constant in this case (the cause is under discussion). In terms of quality factors (Figure 2.21(b)), the smallest value is obtained with the mR a5, due to the strong squeeze film effect. Except the mR a5 and b1, the mRs have an equivalent 'outer' shape that should lead to the same squeeze film effect. However, the variation of the quality factor is different for all mRs. It might be explained by a strong mR-QTF acoustic coupling which differs depending on the slit shape and the frequency mismatch.

Finally, the QEPAS performance of the different mRs can be compared. The original micromachined mR a5 shows a good QEPAS signal, but it decreases for small mR-QTF distances. The mR c1, the 3D printed equivalent of the a5, exhibits a better signal due to a higher QTF quality factor close to the mR. The 3D printed mRs (c3-c5-c7) with modified slit shape, show lower QEPAS performances due to the resonance mismatch. Finally, the mR c9, with an obround slit shape, which was accurately frequency matched with the QTF, achieved the highest QEPAS signal, about 25% greater than with the mR-a5. The results we obtained from In conclusion, we compared the mRs in terms of QEPAS performances while measuring the QTF resonance. We presented a stringent protocol to obtain consistent results. We modified the slit shape to improve the coupling between the mR and the QTF. We fabricate the mRs by
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3D printing which allows complex shapes but also has some limitations in terms of resolution and repeatability. After a few iterations, we obtained the best performances with the 3D printed mRs and an obround slit shape. More iterations could lead to even better improvements. For instance, we could imagine building a new kind of mRs allowing a double optical pass in order to increase the absorption path length.

Effect of the QTF positioning

After the experimental dimensioning of the mR was completed, we studied the influence of the QTF position. Using the same experimental setup and replacing the microphone by a QTF gave us a suitable setup to optimize the QTF position relatively to the mR. For on-beam QEPAS, it has been theoretically described and experimentally verified [28]. However, the behavior in an off-beam configuration can differ from the one in on-beam. The acoustic source being the mR slit instead of the direct pressure wave associated with the laser beam, the pressure around the QTF prongs has a different profile in space. The QEPAS signal is thus recorded while moving the QTF in the 3 space directions (Figure 2.22). In the x direction (Figure 2.22(a)), the signal has a maximum at x equal to zero. The fork has a mirror symmetry relative to the yz plane, thus the signal is optimal when the source is located in the symmetry plane. The signal decreases to almost zero when one of the prong is placed in front of the mR opening, followed by an increase due to the excitation of the external part of the prong. In the z direction (Figure 2.22(b)), the optimum is located 1 mm below the top of the QTF. It is a little below the ideal z position for the on-beam QEPAS (0.7mm) [28]. The diameter of the orifice being 0.5 mm, the acoustic energy is more widespread than in onbeam, thus displacing the optimum z position by 0.3mm. Finally, the y direction being the most crucial, the quality factor was determined as well as the QEPAS signal (Figure 2.22(c)). The Q factor decreases from 8000 to 3000 at 20 μm, due to viscous damping effects in the vicinity of the wall of the mR. The QEPAS signal exhibits a maximum around 100 μm. In conclusion, the ideal position of the QTF, relative to the mR, was determined and corresponds to an optimum acoustic coupling between the QTF and the mR.

A novel design using two microresonators (2mR 2cc)

The symmetrical movement of the 2 QTF prongs is best coupled with a cylindrical acoustic wave when the axis of the wave is located in between the 2 prongs. Both on-beam and off-beam satisfy this condition. One acoustic source acting on the inner surface of both prongs symmetrically. Alternatively, the QTF could be excited by applying a force on the outer surface of the prongs, but it is hardly possible with a lone acoustic source. We rethought the design of the spectrophone to be able to excite from the outside of the prongs. We used two off-beam mRs placed in a mirror symmetry and the QTF located in between (Figure 2.23(a)). The optical path is somewhat more complex. The laser beam goes through one microresonator (mR 1), undergoes 2 right-angle reflections that brings it parallel to the incoming beam with a lateral shift (), and finally crosses the other microresonator (mR 2). In our configuration, the two mRs are accurately pre-positioned using an aluminum machined holder. The holder ensures that the main hole of the mRs are well in the optical plane and that the mRs are spaced with a distance equal to the width of the QTF plus a 100m gap. The two corner cube mirror are glued onto a plate, thus setting an angle of 90° between the two reflective surfaces. The back plate slides along a shoulder in the back of the holder. Therefore,
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the two mirrors can be translated in the normal direction of the incoming beam, offering a simple mean of adjusting the distance .

The setup is pre aligned using a red laser (Figure 2.23 (b)). The visible laser is positioned instead of the IR laser and sent to the mR 1. The mirrors are translated until the exiting beam consistently crosses the mR 2. Collision with the mR walls was prevented by visual inspection though the reflections on the transparent resin made the adjustments tedious.

Next, the red laser was replaced by the IR laser (EBLANA 1392nm, see specifications on Figure 2.8) and a focusing lens (similar setup as presented in section 2.2.1) and a power meter was used to monitor the output power. The exiting beam was sent to the power meter by using a tiny mirror, without cutting the incoming beam. The optical constraints are greater than with the traditional off-beam. The beam had to cross the 2 mRs without impinging their wall, meaning the beam size needs to be smaller than the mR diameter (2RmR) over a distance equal to 2.2 cm (2LmR plus the optical path between the 2 mR). The laser was positioned about 20 cm far from the spectrophone so as to obtain a slowly converging beam. Approximately half of the initial optical power was measured at the output, partly associated with free water absorption.

After the first attempts to obtain the QEPAS signal, the mR was modified to simplify the alinements. The two mRs were redrawn as a single part combining the two mRs, solving 3 problems in one stroke: the gap between the 2 mRs was accurately controlled, the 2 slits were perfectly facing each other and the stray light due to the mirror reflection was prevented from hitting the QTF. Different mRs were fabricated (D-series), with different values for the QTF gap. An ideal gap of 70m on each side of the QTF was obtained (Figure 2.24(a)) A xyz translation stage was used to accurately position the QTF inside the mR. The QTF resonance was measured by means of electronic excitation and used as a control signal during the descent. This continuous control technique was an absolute necessity to prevent the QTF collision and breakage. The frequency response of the QTF free and inside of the mR were compared, showing a Q factor of 14140 and 9300, resp (Figure 2.24(b)). The Q value decrease (about 30%) in 2mR 2cc is similar to the off-beam one. The large signal offset is due to the parallel capacitance of the long coaxial cable before the transimpedance amplifier. In the 2mR 2cc configuration, there are two acoustic sources photo-generated with the same laser. In order to obtain the best excitation of the QTF, the two acoustic sources must be inphase. Considering two perfectly similar mRs and also two similar mR-QTF gaps, the phase
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shift between the two acoustic sources can be calculated with the optical path difference L between the two mRs (L=2.2cm) :

Δ𝜑 = 𝑘Δ𝐿 = 2𝜋𝑓 0 𝑐 Δ𝐿 = 1.3 • 10 -5 𝑟𝑎𝑑 (2.4)
With k the wave vector. The phase shift is negligible; therefore the 2 mRs are considered to be acoustically in phase. The QTF was inserted into the mR, and the laser beam crossed the two mRs. The QEPAS signal was monitored as a function of the QTF position, in the y and z direction (Figure 2.25). The signal amplitude directly indicates the 2mR-QTF coupling efficiency. In the z direction, the response grows significantly when the top of the prongs arrives in front of the slit and then decreases slowly as the lever becomes small. The response versus the y direction exhibits a mirror symmetry with the ordinate axis, and a maximum when y = 0, i.e the prong and the mR slit best overlap.

After the optimization of the QTF position, we studied the effect of each individual mRs and compared it to the off-beam configuration (with a single mR). To this end, we first measured the QEPAS signal as a function of the mirrors position. The mirrors were translated in the perpendicular direction with respect to the incoming beam, using a micrometric translation stage, thus changing the value of . At first, the laser beam travels only through the mR 1, giving a QEPAS signal maximum of about 20 mV (Figure 2.26(a)). When the mirror is translated, the beam crosses the mR 2 and the signal rises to 40mV, approximately doubling the initial value of the signal. The signal presents a nice plateau over 200m. The results can also be presented in terms of the QEPAS signal versus the laser current, with the typical 1f signal shape (Figure 2.26(b)). We added the signal obtained with the conventional off-beam, whose amplitude is about 30mV. The amplitude difference between the off-beam and the misaligned 2mR 2cc is associated with the mR resonance. In the off-beam configuration, the slit is considered open while in the 2mR 2cc configuration, the slit should be considered almost as closed, thus changing the acoustic resonant frequency. The mR and the QTF resonant frequency are unmatched in the 2mR 2cc configuration. An optimization of the mR resonance might lead to doubling the signal in the 2mR 2cc compared to the conventional off-beam. The strength of the 2mR 2cc method is the large enhancement of the mR-QTF coupling. The surface of the prong is normal to the wave propagation direction; thus the pressure is efficiently actuating the QTF. The weakness of the 2mR 2cc is the sensitivity to the QTF positioning compared to the conventional off-beam. However, the required spatial accuracy (10-30m) is definitely reachable using micropositioners.

It is important to note that a similar work [29,30] was published a few months after our work on this new design of mR was finished. The new design, proposed by Hu et al, is based on a QTF-embedded, double-pass, off-beam quartz-enhanced photoacoustic spectroscopy (DP-OB-QEPAS). Similarly to the original off-beam mR, the spectrophone is made of two cylindrical mR with a slit in the center (Figure 2.27). The QTF is embedded in the mR, the slit is large enough in order to partly immerse the QTF prong inside the mR cavity and thus having better coupling. The authors made a thorough study on the effect of the length and the radius of the mR. The optimized spectrophone shows a SNR gain of ≈20 and ≈40, without or with the right-angle prism, respectively, which correspond to a factor 2 increase. Although their setup is differently implemented, the working principle is similar to the one we developed and their results in terms of SNR gain are in good agreement with the ones we obtained. In summary, a novel design was proposed in order to increase the acoustic pressure, using 2 mRs actuating on the external side of the QTF prongs. The 2 mRs were successfully 3D printed, showing the ability of the SLA method in printing complex parts. The gap between the 2 mRs was adjusted at the printing level, simplifying the assembly process and the optimization the QTF positioning. Finally, the 2mR 2cc spectrophone was tested in a QEPAS experiment showing better results than the conventional off-beam spectrophone. In this section, we present a QEPAS sensor optimized for quantum cascade lasers. The goal of this prototype was the modification of the QTF spectrophone, originally designed to work with near-IR lasers, in order the meet the QCL optical requirements. A DFB QCL laser emitting at 11m was fabricated at the IES. It was thoroughly characterized in terms of electrical performance and spectral emission, allowing to target a strong ethylene absorption line. Then, the QEPAS signal was optimized experimentally and compared to the simulation based on the modulation theory. Eventually, the sensor performances were assessed and compared to the literature.

Laser specifications and wavelength selection

The QCL used in this study was fabricated in the IES, based on the InAs/AlSb materials and grown by Molecular Beam Epitaxy (MBE) in a RIBER 412 solid-source MBE system. The laser structure is reported in [31]. The grown wafer was processed into 7-µm-wide ridge lasers. A linear grating was patterned on the top of the ridges using electron beam lithography and inductively coupled plasma etching. The ridge surface was then metallized with gold thus forming a metal DFB grating in the laser waveguide. The periodicity of the 1 st order grating was selected to be 1.63 µm, giving an emission wavelength close to the maximum of the QCL gain spectrum. The fabricated devices were mounted epi-side down on copper heatsinks. The lasers operated in the continuous wave regime up to room temperature with a threshold current density of 1.3 kA/cm 2 . The voltage-current and light-current characteristics of the laser at different temperatures are shown on Figure 2.28. For spectral characterization, a Fourier transform infrared spectrometer combined with a pyroelectric detector was used. The laser emission was tuned by varying both the current and the temperature, with respective tuning rates of -0.9 cm -1 /A and -0.09 cm -1 /K. For our purpose, the laser temperature was chosen to be around 240K for two reasons: the emission wavelength is close to a strong absorption peak and the optical power is up to 3 mW. The measurements were performed using a homemade Peltier temperature controlled module able to cool the laser at temperatures down to 240K without using liquid nitrogen, thus making the system more suitable for field deployment. In total, with a temperature span of 40K, a spectral range of about 3.5 cm -1 can be covered, addressing various ethylene absorption lines. As shown on Figure 2.29, the composite ethylene absorption spectrum results from multiple transitions with linestrengths ranging from 10 -21 to 10 -19 cm -1 /(mol•cm 2 ). Those bands add up to form a double peak with maxima located at 915.61 and 915.25 cm -1 . At a concentration of 1 ppmv, it exhibits an absorption coefficient of 7.9410 -6 cm -1 (a factor 1/5
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compared to the strongest peak at 951 cm -1 ) and a half width at half maximum of about 0.28 cm -1 . In terms of common interfering species, the closest H2O absorption is located far from the laser setpoint (913.97 cm -1 ). For a usual atmospheric composition (1% H2O, 450 ppm CO2, in volume), absorption due to CO2 was 1 order of magnitude lower than that of a 100 ppbv C2H4 target sample.

2.3.1.1.

Divergence of the QCL beam.

The cross section of the active zone can be considered as the optical emitter. It has a rectangular shape of 3.2m thickness and 7m width. This rectangular shape leads to an elliptical optical beam. The smallest (resp larger) dimension is called the fast (slow) axis. The divergence is the largest along the fast axis. The emission was simulated using Gaussian optics with the software Gaussian Beam. For the fast (resp slow) axis, the laser waist equals to half the active zone thickness (resp width) leading to a full diverging angle (2) of about 120° (resp 80°). The light is then collected by a lens (L1) of focal f=4mm, located 4.18mm after the lens, in order to obtain a focal spot about 10cm after the lens. The center of the mR is located at the focal spot. The beam at the entrance (w(z2-lmR/2)) is calculated and should be very inferior than the mR radius (RmR). As defined in Gaussian Optics, the beam width w(z) corresponds to the distance from the optical axis where the intensity has decreased by a factor 1/e. Some optical rays remain beyond the Gaussian width; therefore we must have w(z2-lmR/2) << RmR. Also, it is practically difficult to ensure the exact position of the focal spot due to the short focal distance of the lens. A schematic of the QEPAS sensor for ethylene detection is presented in Figure 2.31:. As for a conventional QEPAS system, the photoacoustic generation is obtained using a DFB laser, and the detection is provided by a QEPAS spectrophone enclosed in a gas cell. The spectrophone, consisting of the microresonator (mR) and the QTF, is based on an off-beam geometry, adapted to the QCL optical requirements. The QCL emits an elliptic beam with a high divergence estimated to be 80x120° in the lateral and vertical directions, respectively. There are two critical points in the QEPAS optical design: an efficient light collection, and preventing the direct illumination of the mR walls. To collect the maximum optical power, the collimation lens must be chosen with a high numerical aperture. However, aberrations at high angles can result in photothermal noise due to the illumination of the mR walls. The issue can be overcome by using a two-lens optical system, forming an intermediate image between the lenses and removing divergent rays with a pinhole [11]. Another approach employing an hollow-core fiber was successfully implemented [32]. In our case, for convenience of optical procedures, a single aspheric lens (L1) (Thorlabs C036TME-F, f=4.0mm) was used for laser light collection and focusing. The laser light is focused in the center of the main tube of the mR. At the entrance of the mR, the beam diameter is approximately of 0.5 mm. A 2-mm-diameter pinhole (P) is positioned at the entrance of the gas cell for coarse beam cleaning. A pyroelectric detector (Infratec LIE-332f-66) is used for optical alignments. In the off-beam configuration, the mR offers multiple benefits to the system: (1) it increases the acoustic pressure (as in on-beam QEPAS), (2) it can be adapted to the beam width, (3) it protects the QTF from the stray light by separating light absorption and sound wave detection. The mR main hole radius was increased to 0.75mm, whereas it was 0.35mm for our former setup with near-IR laser diodes. After photoacoustic generation and amplification, the acoustic wave is converted into an electric signal by the QTF. The electrical signal is processed through a transimpedance amplifier and then a lock-in amplifier.

Issues and improvements

We faced two major issues during the first QEPAS experiments for ethylene detection: the presence of Fabry-Perot (FP) interferences and a strong signal offset. Fabry-Perot typically appear in a system when there is an optical cavity, most likely two parallel reflective surfaces allowing the rays to travel back and forth. As it can be seen on Figure 2.32(a), they give rise to periodical oscillations. The frequency interval is equal to the free spectral range (FSR):

Δ𝑓 = 𝑐 2𝐿 𝐹𝑃 (2.5)
With c the speed of light and LFP the distance between the two reflective surfaces forming the optical cavity.

In our case and more generally in spectroscopy, FP interferences is an unwanted effect: the amplitude and the position of the oscillations can vary throughout time and thus cause a measurement artifact. They are mostly due to variations of the cavity length upon temperatures changes or mechanical stress. Also, QCL are known to be very sensitive to optical feedback, even in the case of DFB lasers. Therefore, optical feedback should be as low as possible.

As we observed the FP interferences, we translated the QEPAS cell, re measured the QEPAS signal, and found the oscillations period had changed. It showed that the cavity was made by the QEPAS cell and the laser (and not by the 2 windows of the QEPAS cell). The reflection of the QEPAS cell was not caused by the windows which were tilted but by the side of the mR. In this experiment the mR radius was of 0.35mm which is small compared to the beam radius at entrance. Increasing the mR radius to 0.75mm solved the issue. The second issue concerned the large signal offset in the 1f mode. The QEPAS signal is represented on Figure 2.32(b) during a gas cycle. When the target gas concentration equals to zero, we expect the 1f QEPAS signal to be zero as well. The signal offset was attributed to the photothermal effect, i.e. direct illumination of the QTF prong resulting in a variation of the QTF surface temperature and thus a mechanical excitation of the QTF. The signal background can also be due to intensity modulation at solid-gas interfaces (cell windows, walls, …). It is present in 1f mode and almost negligible in the 2f mode [33]. 2f remains unaffected because of the use of the second harmonics whereas the intensity modulation occurs only at the fundamental
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frequency. The 1f signal offset was corrected by adding a pinhole to remove divergent rays and by placing an optical shield to prevent direct illumination of the QTF.

Results

2.3.3.1.

A wide response over temperature for small modulation amplitudes

The QEPAS sensor was then employed for spectroscopic purposes and ethylene sensing. The laser temperature was continuously adjusted from -30 to 10°C while recording the 2f QEPAS signal. The photoacoustic generation is proportional to the optical power. To obtain a power independent spectrum, the QEPAS signal was normalized by the optical power. The normalized signal is compared to the 2 nd derivative of the ethylene spectrum (Figure 2.33), obtained with the HITRAN database and the HITRAN-PC software, exhibiting a very nice concordance. This spectroscopic acquisition provided us meaningful information for: (1) the verification of the QCL behavior with temperature, (2) an accurate calibration of the tunability with temperature (3) the selection of the laser setpoint for optimum detection. Although the normalized QEPAS signal is meaningful for the calibration, the raw QEPAS signal allows us the selection of the laser setpoint for optimum detection. The strongest acoustic intensity in 2f mode is obtained at 915.25 cm -1 , and will lead to the lowest limit of detection. The laser current was of 340mA and the modulation amplitude of 0.04cm -1 , giving a modulation index of 0.5 for the peak located at 913.38cm -1 . Ethylene concentration was set to 5%.

Response for large modulation amplitudes

The QEPAS signal was measured over a broad spectra using temperature sweep, allowing to select the best laser setpoint. Next, the modulation amplitude was increased in order to obtain higher signal amplitudes. According to Schilt, the photoacoustic signal increases with the modulation amplitude till it reaches an optimum. The optimum modulation index m equals to 2 and 2.2, for the 1f and 2f modes, resp (see section 1.1.5.2). From the temperature sweep, we identified the laser setpoint for the 1f and 2f modes. Then, we measured the QEPAS signal while increasing the modulation amplitude (Figure 2.34). We can make the following observations: the position of the optimum for the 1f occurs after the one for the 2f, the ratio of the 1f to the 2f maximum QEPAS signal is large (about 5). Those two observations do not correspond to the theoretical model, which is easily explained. Indeed, the theoretical model is based on a single Lorentzian peak whereas multiple overlapped ethylene lines are present in the region of interest (Figure 2.29). Another element to explain the large ratio (1f to the 2f maxima) is the presence of the signal offset, that was later removed. At small modulation amplitudes, two peaks at 915.25 and 915.61cm -1 can be observed, corresponding to the ethylene absorption profile. As the modulation amplitude is increased, the two features merge together to form a single broad peak with a magnified amplitude and the location of the maximum is shifted. The photoacoustic signal is not proportional to the n-th derivative anymore, but for gas sensing purposes it seems judicious to work with high modulation amplitudes in order to maximize the QEPAS signal. For the 2f mode, the optimum conditions are represented by the grey dotted lines on Figure 2.35(a) corresponding to a laser current of 320 mA and a modulation amplitude of 0.40 cm -1 . It seems unappropriate to deduce a modulation index for a such complex absorption. It can be noted that the modulation amplitude of 0.40 cm -1 is greater than the FWHM of the whole peak, that is 0.28 cm -1 , overlapping the two original ethylene peaks.

The study presented for the 2f mode was replicated for the 1f mode using the right side of the absorption peak at 915.61cm -1 (Figure 2. 35(b-d)). Due to the broad feature of the ethylene spectra, the whole 1f signal could not be covered through a current sweep. Therefore, only the maximum of the 1f signal was recorded and not the amplitude. The linearity was then verified, proving that the 1f maximum is a meaningful quantity. From a theoretical point of view, the photoacoustic signal is stronger in 1f mode. It can be seen experimentally: there is a factor 2 between the 1f and 2f signal maxima for optimum conditions.

We optimized the QEPAS signal by adjusting both the laser current and modulation, in 1f and 2f. The current setpoints differ from the maximum of the absorption derivative, due to the composite ethylene spectra. Next, using Schilt's theory, the complex photoacoustic response can be theoretically fitted.

Simulation of the photoacoustic signal over a broad spectrum

Ethylene shows a composite spectrum in our region of interest. The photoacoustic signal can be accurately simulated using Schilt's model in the frame of the IM-FM modulation (section 1.1.5.3). Every absorption line is represented as a Lorentzian function. In order to simulate the PA response, the composite spectrum must be expressed as a sum of Lorentzian peaks. Using the Hitran Database, the ethylene spectrum is made of 521 peaks in the region ([911:917] cm - 1 ). (Figure 2.36(a)). Due to the high number of peaks, our first approach was to use simplified synthetic peaks instead of Hitran lines. Synthetic peaks were obtained by fitting the spectrum with multiple Lorentzian functions using the Origin software (Figure 2.36(b)). We obtained 14 peaks which, added together, provide a good enough fit of the absorption line, though the peaks have no

(b) (a)

physical meaning. The center, width, amplitude and height of the fitted peaks were exported to txt file and imported in the Python script used for the generation of the PA signal, following the theoretical description of chapter 1 (section 1.1.5.3). The IM-FM modulation parameters (ppn) were manually adjusted in order to fit the data. The experimental data, i.e. the QEPAS signal normalized by the power, are compared to the simulated photoacoustic signals (Figure 2.37). The simulations are close to the experimental signal. The simulation using Hitran lines is more accurate than the one from synthetic peaks, though it is more complex to compute, as discussed in the previous paragraph. The simulation of the PA signal is a useful tool to find the optimum laser current and modulation amplitude. Further refinements are necessary, notably to implement a fitting algorithm to accurately fit the data (on-going work).

Linearity and limit of detection

The linearity of the sensor was evaluated by monitoring the 1f QEPAS signal for different ethylene concentrations. The cell was successively filled with a calibrated gas concentration and flushed with N2 between each steps to check the recovery of the zero signal. The results are
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presented on Figure 2.38. The signal rises quickly, in a few seconds. The rise time is attributed to the gas mixer response time. Similarly, the signal overshoot at the onset might be due to the inaccuracy of the gas mixer when starting the new mixture or to the variation of the gas matrix affecting the QTF response. After 30 seconds, the signal reaches a steady state level that can be measured and plotted as a function of the ethylene concentration setpoint (Figure 2.38(b)). The curve is fitted to show the very good linearity of the sensor. Eventually, the sensor performances were tested in terms of limit of detection as a function of the integration time. 200 ppm of ethylene mixed with pure nitrogen were introduced into the gas cell. The signal was recorded for 30 minutes and the Allan-Werle deviation was calculated (Figure 2.39), as explained in section 1.3.5. The deviation exhibits a similar behavior for both 1f and 2f modes, with a -t -1/2 slope indicating dominant white noise. Long-term drift appears after 60s. The limit of detection is of 60 ppb in the 1f mode, giving a NNEA of 4.810 -8 W•cm - 1 •Hz -0.5 . 

Verification of the results

The experiment involves a good management of the equipment and the automation through the Labview program, that has been increasingly improved and ruggedized during its PhD. We decided to carry out the same experiment, two years after the original one, in order to verify the consistency of the measurements. In particular, we were questioning the limit of detection. Indeed, on Figure 2.39, there is one order of magnitude between the 1f and the 2f signal, whereas on Figure 2.37 there is approximately a factor 2. This observation motivated us to remake the measurements. The experimental conditions were all set similar to the original experiment. The results are presented on Figure 2.40, which can be compared to Figure 2.35 and Figure 2.39. The new results are in very good agreement the original experiment. The QEPAS signal versus the laser current is very similar to the one obtained originally with minor variations that might be attributed to the temperature regulation system. The ratio of the maxima of the 1f to the 2f signal is around 2, as obtained before (Figure 2.35). The limits of detection are of 180 and 400 ppbv (50s), for the 1f and 2f mode, resp. It corresponds to about a factor 2 increase between the 1f and the 2f, which is in good agreement the ratio of the maximum of the 1f signal to the maximum of the 2f signal(Figure 2.35). The factor 10 obtained Figure 2.39 can be attributed to the laser setpoint that was not optimum for the 2f signal.

A global conclusion can be drawn from this second experiment. As the laser power and wavelength have a direct impact onto the output QEPAS signal, the stabilization of the laser requires a well-engineered system. For our lab experiments, a fair solution to obtain comparable results is to perform a complete calibration of the sensors, for instance here through a multiple current sweeps at different modulation amplitudes (Figure 2.35). It enables the optimization of the laser setpoint prior to measuring the sensor's limit of detection.

CO detection at 4.7m

The carbon monoxide (CO) exhibits absorption lines in the mid-IR around 2.3m and 4.7m (Figure 2.1). Following the procedure described in section 2.1, at 2.3m (=4.10 -7 cm - 1 ppm -1 at =4294.63cm -1 ), for a laser power of 5mW, the LOD of a QEPAS sensor can be estimated to be around 500ppbv for a 100s integration time. It is a factor 5 above MULTIPAS specifications (<100ppbv in 100s for CO). The CO absorption lines around 4.7um are about 2 orders of magnitude stronger than the lines at 2.3m. Moreover, high-power QCLs can reach up to 100mW, about one order of magnitude stronger than a 2.3m laser diode. In total, the sensor's SNR might be improved by 3 orders of magnitude. However, as we saw with the implementation of the 11m QCL, longer wavelengths are optically constraining, and might affect the sensitivity of the setup. In this section, we characterize a 4.7m QCL and implement it in a CO QEPAS sensor. Then, we employ the sensor for a medical application: breath analysis.

Characterization of the quantum cascade laser (mirSense)

The QCL was provided by mirSense in the frame of the MULTIPAS project. It was designed to emit around 4.7m where CO lines are strong and interferent free. The laser was delivered mounted on a COS (Chip-On Submount). The package was realized at the IES using a homemade temperature regulated module, similar to the one for C2H4. Two additional parts were fabricated, by means of 3D printing, for holding the COS and to ensure electrical and thermal contacts (Figure 2.41). The module was sealed in order to avoid condensation when operated below the dew point. A 1mm-thick 3°-tilted antireflective-coated ZnSe window was placed as close as possible to the laser, thus allowing to use a short focal length to collect efficiently the highly divergent laser beam. Having the lens independent from the laser module is convenient for the alignment of the sensor.  The laser was characterized electrically and spectrally (Figure 2.42). The threshold current is around 470 mA and the maximum power reaches 150mW. The laser temperature was set to 20°C and the spectra was measured using a Fourier Transform Infrared Spectrometer. The current tuning rate equals to -0.0125 cm -1 /mA. The targeted CO line is located at 2103.28 cm - 1 , corresponding to a current of 630 mA (Figure 2.42(b)). Since the CO peak has a Lorentzian profile, the optimum modulation can be directly deduced using the WMS theory. The peak linewidth (HWHM) is of 0.058 cm -1 , leading to an optimum modulation amplitude of 18.5 mA for the second harmonic (2f). As described in section 2.3.1.1, the laser beam diameter is important to dimension the microresonator radius RmR. In order to estimate the laser emission waist, the far field spatial profile was measured. We used a simple setup by placing a long rail perpendicularly to the optical axis at a distance of 15 or 25 cm. A 4mm diameter InSb photodiode (J10D-M204-R04M-60, Teledyne Judson), enclosed in a cryostat and cooled with liquid nitrogen, was mounted onto
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a carriage and put onto the rail. The signal from the photodiode was amplified and recorded using a Labview program. The photodiode was translated perpendicularly to the laser and the signal was recorded every 1mm. The experiment was realized twice, to obtain the far field for the slow and the fast axis.

The results are presented on Figure 2.43. The FWHMs were extracted from the curve (dotted line), giving a full divergence angle of 32° and 50° for the slow and fast axis, resp. It is important to note that the beam shape is far from a perfect Gaussian beam. It should be considered if optical simulations are undertaken. Two separate peaks are visible, probably due to multiple transverse spatial modes of the laser coexisting. 

Experimental setup

The setup (Figure 2.44) is a replica of the C2H4 gas sensor (Figure 2.31) with slight modifications. The mR dimensions were adjusted: the mR radius RmR was narrowed to 0.7mm as the laser beam diameter was smaller. The laser beam diameter at the entrance was estimated to be of 200m compared to 520m for the C2H4 gas sensor (Figure 2.30). The length LmR was adjusted to 6.1mm. A new QEPAS cell was designed for electronic integration. The transimpedance amplifier is located closer to the QTF to avoid noise pickup. The QTF was mounted on a XY translation in order to finely adjust its position relatively to the mR, as measured in section 2.2.6. The cell was properly sealed with standard O-rings to prevent slow gas leakage and allow vacuum operation. SMA connectors were used for the amplifier output and a sub-d connector for the power supply, humidity and temperature sensor. 
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An implementation for breath analysis

The CO QEPAS sensor was employed for human breath analysis [34]. It has a strong potential to be a fast and non-invasive technique for early stage medical diagnosis. The carbon monoxide is a biomarker, i.e. a measurable indicator of the biological state of the patient, that can be employed for the detection and diagnosis of pathologies. CO is naturally present in human body, but its concentration can fluctuate, notably during an exposure to air pollution and tobacco smoking [35]. The molecule has a high affinity with red blood cells, thus forming carboxyhemoglobin (HbCO). HbCO concentration can be estimated from the CO fraction in the exhaled air. Breath analysis is therefore an attractive technique for the measurement of HbCO. However, various parameters can affect the diagnosis performances such as the sampling type, the duration, the breath hold time [36]. The sampling type can be the total volume of exhaled air or only the alveolar volume. The alveolar volume is obtained by keeping the last part of the exhaled volume. In this volume, the molecular concentration may vary due to a change in the CO diffusion through the lung tissues. The protocol of the experiment is described on Figure 2.45. During the exhaled CO measurement, 4 types of measurement were conducted, based on the international standardization for the CO transfer measurements:

(1) After breathing normally, the subject was asked to fully expire, to take a full deep breath, then hold its air 10 s, and expire slowly (around 2 L/min). The air was conducted toward an air sampling bag (900 mL) and toward the humidifier to the QEPAS sensor cell. The gas contained in the bag was analyzed by the Hypair system. (2) Similar to step 1, but after 10 s of breath-hold, the first 900 mL of the expired air were first extracted and not analyzed, so that the measured air sample was only from alveolar part. (3) Similar to step 1, but the subject was asked to hold its breath for 2 s instead of 10. 

Effect of the sample humidity

An important parameter in breath analysis is the humidity of the sample. Indeed, the water vapor concentration is known to affect the relaxation pathways and therefore the efficiency of the photoacoustic generation. It was well described that H2O promotes the CO molecular relaxation [37]. Consequently, a factor 3 of signal increases is observed between a 30%RH and 85%RH (Figure 2.47). In order to stabilize the humidity content of the gas sample, the sample was passed through a humidifier before introduction into the QEPAS sensor. The humidifier is a simple gas bubbling bath and regulates the humidity around 85%RH. Additionally, the humidifier helps stabilizing the temperature and the gas flow. The latter is also important in QEPAS, because high flow and turbulences can result in additional noise.

Calibration of the sensor

Sampling bags of CO/N2 calibrated mixtures were used for calibrating the QEPAS sensor. The mixture was introduced into the QEPAS sensor after passing through the humidifier. The QEPAS signal was recorded until it stabilized (Figure 2.48(a)). The signal amplitude was measured for a few different concentrations. The points were linearly fitted in order to obtain the calibration curve (Figure 2.48(b)). The laser modulation frequency was also adjusted during the calibration. Indeed, the QTF resonance is sensitive to the humidity and will vary during the injection. The slow increase of the QEPAS signal (blue area on (Figure 2.48(a)) which lasted at about 200s, is probably due to the slow adsorption of water molecules onto the QTF surface, which leads to a shift of the QTF resonant frequency. For the experiment, the laser modulation frequency was set to meet the QTF resonance in the presence of the humidified mixture, thus maximizing the QEPAS signal. The slow QEPAS response did not prevent the experiment but a faster response would be appreciated, in particular to measure the CO profile as a function of the expired volume. In order to tackle the issue of the QTF resonance drift, we developed a new method called Resonance-Tracking QEPAS. The topic is covered in Chapter 3.

Limit of detection

After the calibration, the sensor signal was recorded with a calibrated concentration of humidified CO (350ppbv) diluted in N2. The Allan-Werle deviation was calculated and is shown on Figure 2.49. The signal reaches an optimum integration time at 85s with a minimum LOD of 2ppbv, giving a NNEA of 210 -7 Wcm -1 Hz -1/2 . The moderate value of the NNEA can be attributed to the high laser power. 

Summary of the results

A complete collection of the results is available in the article [34]. Raw data of the QEPAS record is shown Figure 2.50. It corresponds to the 4 different tests, each repeated twice. The cell is flushed with nitrogen between each measurement and the QEPAS signal drops to the zero baseline. As we saw on (Figure 2.48(a)), the QEPAS response time is rather slow. However, the signal does stabilize and the CO concentration can be extrapolated. The total experiment takes more than an hour, limiting the number of patient tested per day. Modification of the protocol and improvement of the QEPAS response will reduce the testing time. The comparison of the results from the CO QEPAS sensor and the HbCO blood test are presented on Figure 2.51. The measured values from the QEPAS sensor are consistent, with a moderate dispersion for the different test conditions. They are in good agreement with the HbCO reference method. Some of the values for the HbCO are missing due to a failure of the test (blood coagulation). Among the 19 patients, the 3 regular smokers are clearly identified, as their exhaled CO concentration is above the smoker threshold of 10 ppmv. 

Comparison with the literature

Laser optical spectroscopy has already been employed for measuring carbon monoxide in exhaled breath, including techniques such as WMS [1], ICOS (Integrated Cavity Output Spectroscopy) [2], OF-CEAS (Optical Feedback Cavity Enhanced Spectroscopy) [3] and CALOS (Cavity Leak Out Spectroscopy) [4]. It is worth comparing our CO QEPAS with the literature in terms of sensor performances, mostly based on the LOD and the response time, and in terms of the clinical protocol and results.

An early study (2006) from Murtz et al reported a CO sensor with very low limit of detection of 0.09 ppbv based the CALOS technique (1s integration time) [4]. Interestingly, the limit of detection increased to 0.5ppbv with exhaled CO compared to the calibrated CO mixture, illustrating well the complexity of breath analysis. Similar performances were obtained with OF CEAS, showing a LOD of 1ppbv in 0.3s [3]. OF-CEAS presents the advantage of being calibration free compared to other techniques based on optical cavities (CEAS, ICOS). A remarkable achievement is the design of a V-shaped optical cavity which allowed to obtain a very low cell volume (18cm 3 ). Consequently, the response time of the sensor (for a 1/e variation) was estimated to be of 0.3s for a flow rate of 8 cm 3 /s. Even though fairly acceptable LODs could be obtained at much shorter integration times, the response time would still be limited by the gas cell volume. The fast sensor response allowed the authors to measure the real-time response of the carbon monoxide in patient breath, which brought additional information about the CO equilibrium and diffusion in the lungs.

Another study was conducted by Pakmanesh et al on both ICOS and WMS techniques [2]. They obtained similar limit of detection for both techniques, of around 7 ppbv (1s integration time). They were able to obtain fast response times by using a compact gas cell (35cm 3 volume) and moderate gas flow (ranging from 15 to 125 cm 3 /s). Adjusting the flow rate is important from a technical point view as well as a medical one. Indeed, it is related to the diffusion of CO into the alveoli. Ghorbani et al studied thoroughly the effect of the flow rate and the breath holding time [1]. They found a slight increase in the exhaled CO concentration with an increased breath holding time and a decreased flow rate. Those results tend to show that the 'blood CO is not in equilibrium with the lungs and the CO is constantly diffusing into the alveolar air'.

In terms of performances, the CO QEPAS sensor we presented has a LOD very close to previous studies, in the ppbv range. Oppositely to sensors based on optical cavity, the QEPAS technique presents a simple and affordable optical setup, as already discussed in Chapter 1. In terms of response time, the QEPAS cell volume can be less than 10 cm 3 . However, in our case, the limiting factor was the length of the tubing due to the use of the bubbler and the coupling with the medical sensor. Further developments will be focused on reducing the hydraulic volume in order to minimize the response time and to better observe the effects of the flow rate and the breath holding time. Nonetheless, we were able to observe significant effects (p-value < 0.05) of the breath holding time in good agreement with the expected CO diffusion dynamics. Compared to previous study, we presented a complete clinical study including the comparison of our CO sensor with a reference medical sensor.

Conclusion

In conclusion, we demonstrated a good agreement of the QEPAS sensor versus the reference method, therefore it appears to be very appropriate for the measurement of CO in exhaled breath. It was also shown that the CO QEPAS has a better clinical performance than a standard electrochemical analyzer. Further clinical analyses are already scheduled for CO, NO and C3H6O. The implementation of the QEPAS sensor to a real application was a good challenge, notably due to the high humidity of the gas sample. The QEPAS sensor proved to be very sensitive, though its response time was slow. It is mostly explained by the effect of the humidity onto the QTF resonance. This latter issue is very important and will be discussed in the next chapter.

Conclusion

In this chapter, we first conducted a study to assess the performances of the QEPAS sensor for different molecular species as defined in the requirements of the MULTIPAS project. We estimated that the limits of detection are fairly reachable for some species (CO, NH3 and CH4) with a moderate laser power, while for others (NO, NO2 and SO2), the required laser power is close to the actual laser performances.

Then, we presented an optimization of the acoustic microresonator. We developed an experimental setup to characterize the acoustic response of the microresonator based on a MEMS microphone and a laser dedicated to H2O absorption. We used this useful tool to gather experimental data on a set of microresonators. We compared the results to a theoretical model and improved the goodness of the fit by adding correction factors. We also fabricated new designs of microresonators by 3D printing, notably we adjusted the shape of the slit and obtained a better acoustic coupling with the QTF. To go even further using the 3D printing technique, we developed a design with a double microresonator and a double optical pass, which lead to an increased sensitivity of the QEPAS sensor.

The study of the off-beam spectrophone allowed used to adapt the microresonator for large beam diameters and in particular for long-wavelength lasers. We used a 11m QCL, fabricated at the IES, for the detection of ethylene. We designed a simple optical setup to prevent interferences while maintaining good performances of the spectrophone. We also studied the modulation scheme. Using the theory of wavelength modulation, we were able to simulate the photoacoustic signal by considering the composite absorption profile and we obtained results very close to the experimental signal. Finally, we were able to detect ethylene with a limit of detection of about 0.1 ppmv in one minute, which corresponds to state of the art results with the QEPAS technique for ethylene detection.

After this successful demonstration, we implemented a 4.7m QCL for the detection of carbon monoxide, a target specie of the MULTIPAS project. We characterized the laser emission and optical profile and optimized the modulation scheme, allowing us to obtain very good limit of detection of 2 ppbv in 85s. Then, we employed it for a biomedical application, breath analysis, and conducted a clinical evaluation at the hospital. The QEPAS sensor showed a very good correlation with the reference instruments and so, has a potential for making a sensitive gas sensor for breath analysis. tracking QTF resonance tracking

Introduction

A QEPAS gas sensor can be employed in diverse applications, for instance in air pollution monitoring, engine exhaust measurements, breath analysis and biogas production. Depending on the application, the environmental conditions and the composition of the sample can greatly vary. In air pollution monitoring, the target species are present as traces (ppbv to ppmv), the gas density is supposedly stable, but the temperature and the humidity are prone to variations. In breath analysis, the humidity quickly increases from the start to the end of the exhalation. In biogas generation, the products of the microbial reactor are mostly methane and carbon dioxide, in various ratios, which translates in changes of the gas sample density.

The resonance of the QTF (Quartz Tuning Fork) in the vacuum is related to its physical properties features (geometry, density, Young's modulus…) and present long-term stability. However, when it is employed as a transducer in QEPAS, the QTF is immersed in the gas containing the target species. The QTF resonance can be considerably affected by the environmental conditions (temperature, pressure, humidity, gas density…), leading to a drift of the QEPAS signal if the operating frequency is fixed. A fast characterization of the QTF resonance is therefore required to correct the sensor's response.

In the first section, we present a literature review and a theoretical study of the techniques to measure the QTF resonance with 2 different approaches: based on the frequency response and based on the transient response. Next, we describe our setup based on the heterodyne measurement of the transient response and validate the accuracy of the technique by monitoring the influence of the temperature and the humidity onto the QTF resonance. Then, we implement our new technique, the Resonance Tracking (RT) QEPAS, in a gas experiment as a proof of concept. Finally, we develop a damping circuit in order to optimize the time spent for characterizing the QTF.

Architecture of the Resonance Tracking QEPAS

Optimal gas sensing is obtained when the QTF is resonantly excited, i.e. the frequency of the acoustic wave equals to the instantaneous frequency of the QTF. In laboratory experiments, the QTF is characterized prior to the QEPAS measurement. The QTF resonance is generally constant during the experiments because there are no significant changes in gas density, temperature and humidity. In a real environment, the QTF resonance is hardly predictable.

Chapter 3

QTF resonance tracking

QTF resonance tracking

Different approaches are possible to prevent the QEPAS signal drift. The Beat Frequency (BF) QEPAS was presented to address this issue by simultaneous measurement of the gas concentration and the QTF parameters (the resonant frequency f0 and the quality factor Q) [1]. However, the measurement accuracy of the QTF parameters depends on the acoustic wave amplitude and thus the gas concentration. Therefore, the QTF characterization is not possible when working close to the limit of detection. This is the first limitation. The second one comes from the reduced acoustic energy transmitted to the QTF and the broader lock-in amplifier bandwidth making BF QEPAS less sensitive than QEPAS. In BF QEPAS, the system stability is increased at the expense of the sensitivity. In order to overcome these limitations, we decided to investigate a similar technique but based on electrical excitation. In fact, if the QTF is characterized in a very short time, it can be done regularly with little impact on the QEPAS limit of detection. The proposed architecture of RT QEPAS is shown on Figure 3.1. It is based on two stages. First, the QTF is characterized. After a quick electrical excitation, the QTF relaxation is recorded and the QTF parameters are calculated. Second, when the QTF is discharged, the laser modulation is adjusted to meet the QTF resonance and the gas concentration is measured by means of conventional QEPAS. The QTF characterization and the QEPAS measurement form the measurement cycle. The cycle time can be written as the sum of the time of the individual blocks :

𝑡 𝑐𝑦𝑐𝑙𝑒 = 𝑡 𝑒𝑥𝑐 + 𝑡 𝑟𝑒𝑙𝑎𝑥 + 𝑡 𝑑𝑖𝑠𝑐ℎ𝑎𝑟𝑔𝑒 + 𝑡 𝑐ℎ𝑎𝑟𝑔𝑒 + 𝑡 𝑄𝐸𝑃𝐴𝑆 (3.1) 
In order to achieve a high sensitivity, the ratio tQEPAS/tcycle should be maximized. Therefore, the QTF characterization time should be minimized. Before optimizing the cycle, the accuracy of the QTF characterization has to be determined.

Estimating the required accuracy on f0 & Q

The objective here is to set a criterion on the required accuracy for measuring the QTF parameters. Most of the industrial gas sensors have an accuracy of a few percent of the displayed value. Therefore, we estimated that a 1% relative error on the QEPAS signal was acceptable. In the following, we determine the required measurement accuracy, for both f0 and Q, to fulfill this 1% error criterion. The frequency response of the shift-free QEPAS signal (black) is represented. It is a Lorentzian curve centered at 32768Hz, having a quality factor of 8000. The QEPAS signal reaches a maximum value at f = f0. The frequency response is also shown for a frequency shift of 0.28Hz (green) and Q shift of 80 (blue). The two curves intersect (red dot) at f = f0, corresponding to a 1% QEPAS signal error as calculated.

The frequency response of the squared QEPAS signal can be described as a Lorentzian profile (Figure 3.2 black):

𝑆 2 (𝑓, 𝑄) = 𝐶 𝑄 2 1 + ( 2𝑄(𝑓 -𝑓 0 ) 𝑓 0 ) 2 (3.3)
where C is a constant. This 1% amplitude error can be converted in an error on the measured frequency ∆𝑓 0 : Isolating 𝑓 in (3.3):

𝑓(𝑆) = ± 𝑓 0 2𝑄 √ 𝐶𝑄 2 𝑆 2 -1 + 𝑓 0 (3.4) 
Using (3.4), and noting that 𝑆 2 (𝑓 0 ) = 𝐶 • 𝑄 2 , one can find the frequency error :

Δ𝑓 0 = |𝑓 0 -𝑓(𝑆 -Δ𝑆)| = 𝑓 0 2𝑄 √ 1 (1 - 𝑆(𝑓 0 ) ∆𝑆 ) 2 -1 Δ𝑓 0 = 32 10 3 2 • 8000 √ 1 (1 -0.01) 2 -1 = 0.28 𝐻𝑧 (3.5)
It corresponds to the green curve on Figure 3.2. This amplitude error can be converted in an error on the quality factor as well. At f = f0, the QEPAS signal has a linear relationship with Q, thus the error is quickly obtained:

Δ𝑄 𝑄 = ∆𝑆 𝑆(𝑓 0 ) → ∆𝑄 = 0.01𝑄 = 80 (3.6) 
It is represented by the blue curve on Figure 3.2. From those calculations, it can be concluded that a frequency shift of 0.28 Hz or a Q shift of 80 lead to a 1% relative error on the QEPAS signal. Our objective is thus to find a technique to stay below these values while keeping the measurement time below 1s.

Characterizing the QTF parameters

As a common issue in signal processing, there is a compromise to find between the measurement time and the measurement accuracy [2]. Indeed, the measurement of a physical quantity in a system is made through multiple stages at which can occur the addition of noises. The signal carrying the information will be degraded by the noises. This effect is quantified by the signal to noise ratio (SNR). The higher the SNR, the greater the accuracy. Strategies like filtering and signal averaging can be employed to get higher SNRs, though the system's response time will increase as well. Depending on the requirements of measurement time and accuracy, different measurement techniques can be explored. They can be divided into two main categories: frequency-domain and time-domain. We will review those techniques 10 , estimate their performances and select one that can meet the requirements for the QTF characterization.

From the frequency response

The QTF response was described in section 1.3.1.2. It can be modeled by the so-called Butterworth-Van Dyke model which corresponds to a series RLC circuit with a parallel capacitance C0. R, L and C are the electrical equivalent parameters of the QTF motional parameters: , M and K. The two sets are linked by the piezo electric coefficient which can be related to the QTF geometry, the quartz piezoelectric and stiffness properties [3].

The knowledge of the electrical parameters can thus allow the direct deduction of the motional parameters, and vice-versa. The piezoelectric feature of the resonator is convenient because it allows a complete electrical characterization (no need for complex optical setup [4]). R represents the losses of the system, L the potential energy and C the kinetic energy. C0 accounts for the parasitic capacitance due to metal electrodes and cables.

The most common technique to obtain the QTF frequency response is to excite it at a given frequency and to measure the output amplitude of the oscillation. The setup is simple, only requiring a sinewave generator and an oscilloscope. It is thoroughly described in the next section. The frequency response of the QTF can be obtained with many other techniques. Spectrum analyzers and impedance meters are useful laboratory instruments. A spectrum analyzer is specifically dedicated to characterize a signal in the frequency domain [5]. An impedance meter evaluates both the resistive and the reactive response to give the complex impedance of any electrical component. Both instruments are accurate and can be employed for the QTF characterization [6], but they are cumbersome and expensive. Apart of hardware based techniques, a frequency study can be software based. It is often realized using a Fast Fourier Transform (FFT). This technique was reported for characterizing the QTF [7]. A noise voltage source, made with a reverse biased zener diode, allows a broadband excitation of the QTF. The time-domain response of the QTF is recorded by a DAQ card and then the FFT is computed. In order to obtain a good accuracy i.e. a good FFT resolution, the recording time is long (0.2Hz resolution would require 1/0.2=5 seconds). Indeed, the Fourier transform is the inverse image of the time domain, the very sharp QTF response corresponds to a very long time response. Narrow frequency responses are hard candidates for the FFT tool. We focus on a simple and affordable setup to realize a frequency sweep, based on a lock-in amplifier, that is already implemented in the QEPAS setup. We compare the measurement accuracy of different signal processing methods for obtaining the QTF parameters.

Obtaining the QTF parameters

The QTF is excited by applying a frequency-swept sinusoid, and the output amplitude and phase are measured at the output of the lock-in amplifier (LIA) (Figure 3.3(a)). Both the amplitude and phase can be employed to measure the quality factor (Figure 3.3(b)). The Q factor can be extracted from the slope of the phase signal around the resonant frequency. For the high Q factor of the QTF, the phase signal is very steep. Thus the accuracy of the measurement is better with the magnitude signal than with the phase signal. Only the output magnitude is considered after, from which both QTF parameters are obtained. The results of the frequency sweep is a set of data points equally spaced in frequency (Figure 3

.3(b)). Various parameters can be adjusted in the experiments:

 tstep : the timestep is the time spent for measuring one point at a given frequency  fspan : the frequency span is the interval of frequencies covered during the sweep  fstep : the frequency resolution correspond to the frequency difference between two measurement points The goal is to optimize those parameters to minimize the measurement time, i.e. the time to complete one full frequency sweep, while keeping Δf0 and ΔQ within the target accuracy. In the following paragraph, the measurement time is estimated based on a literature review. The results are reformulated and compared.

Reducing the measurement time with a given frequency span means having fewer data points or equivalently increasing the timestep. The QTF response time τ is related to the Q factor (τ=Q/(f0)≈100ms for Q=10 4 ). It takes about 3τ to reach the steady state, that sets the minimum value for the timestep (tstep>300ms). The frequency span should be adapted to experimental deviations of the peak. f0 can vary up to a few Hz in variable environments (1-5Hz based on our experiments, see section 3.4), thus fspan set to 10Hz ensures to keep track of f0. fspan, is a fixed parameter and fstep is a variable parameter that can be adjusted in order to meet the target accuracies. Eventually, the time required for a frequency sweep can be obtained : 𝑡 𝑠𝑡𝑒𝑝 × 𝑓 𝑠𝑝𝑎𝑛 /𝑓 𝑟𝑒𝑠 Several techniques can be employed to calculate the QTF parameters [8]. The less computing intensive method consists in taking the frequency corresponding to the maximum amplitude for f0, and finding the bandwidth (at -3dB) to then obtain Q. It is often called the 3dB technique. However, since the frequency response is discretized, the accuracy will rapidly drop with the number of data points. Also, this technique is only appropriate for a Lorentzian response curve whereas the QTF response is a distorted lorentzian due to the presence of the electrode capacitance C0. Instead of a single symmetrical peak, the frequency response is composed of a main resonance peak and an anti-resonance peak located just after (Figure 3.3(b)). In this case, the QTF parameters can be found using the Marshall and Brigham technique [9,10].

Another technique is the non linear (NL) fitting technique. The data points are fitted by a theoretical model, either the lorentzian curve, either the Butterworth Von Dyke model (see section 1.3.1.2), using the least squares method algorithm. This technique is proven to be more accurate since the information in all the data points is exploited instead of just 3 points in the 3dB technique. Also, since the QTF response is a narrow peak, providing initial guessed parameters is essential in order to ensure the convergence of the algorithm. This technique is widespread in the literature for the characterization of resonant systems. However, the measurement accuracy can greatly differ, notably depending on the resonator's Q factor, the SNR and the frequency resolution. For the case of the QTF, the Q factor is very high (10 4 -10 5 ) and the SNR (during electrical characterization) is high as well (10 3 -10 4 ).

Gyure et al. proposed an analytical expression of the errors for the NL fitting technique [11]. The QTF response can be approximated by a lorentzian L, centered in f0, of FWHM Δ𝑓 and of amplitude C :

𝐿(𝑓) = 𝐶 1+ ( 2𝑄(𝑓-𝑓 0 ) 𝑓 0 ) 2 , (3.7) 
The Lorentzian is fitted to the data using the least square method. Making the assumption that the frequency span is very large compared to the QTF FWHM (f ), the relative fitting errors are expressed as in [12]:

(b) (a) Δ𝑓 0 Δ𝑓 = √ 2 𝜋 𝜎 𝐶 √ 1 Δ𝑓 • 𝑓 𝑠𝑡𝑒𝑝 (3.8) Δ𝑄 Q = 2 √ 2 𝜋 𝜎 𝐶 √ 1 Δ𝑓 • 𝑓 𝑠𝑡𝑒𝑝 (3.9) 
with Δ𝑓 0 and Δ𝑄 the errors on 𝑓 0 and 𝑄, resp, and 𝜎 the standard deviation of the residual after the Lorentzian fit of the experimental data.

The authors purposely introduced the relative error as Δ𝑓 0 /Δ𝑓 instead of Δ𝑓 0 /𝑓 0 so that the figure of merit will be constant if Q varies. As presented, the relative error on f0 and Q only differ by a factor 2. Considering the SNR as the ratio of the maximum of the Lorentzian C to the standard deviation , the absolute errors can be written as:

Δ𝑓 0 = √ 2 𝜋 1 𝑆𝑁𝑅 √Δ𝑓 • 𝑓 𝑠𝑡𝑒𝑝 (3.10) Δ𝑄 = 2𝑄 √ 2 𝜋 1 𝑆𝑁𝑅 √ 1 Δ𝑓 𝑓 𝑠𝑡𝑒𝑝 (3.11) 
It is clear that the errors both depend on fstep and the SNR for a given resonator. We compared those analytical expressions with another study from Inoue et al. [13]. The authors do not offer analytical expressions but the simulation results, from which we were able to make the comparison. 3.4, are in good agreement: the error decreases with the SNR and is constant for a varying quality factor. However, Inoue et al. obtained that for high values of the Q factor the errors become constant for high SNR ratios (grey dotted lines). This "saturation" behavior is related to the algorithm of the NL fitting method, which could be considered inefficient in such conditions of high Q and high SNR. Under those conditions, algorithms using the complex response of the resonator can be employed [13]. For the QTF at standard conditions of pressure (Q≈10 4 ), the saturation occurs when the SNR equals 10 5 . Such SNRs can be reached for high values of excitation amplitude. However, in our case the SNR is estimated to be around 10 3 -10 4 . , therefore the NL fit is not in the saturation regime.

For a QTF with f0=32000Hz, Q=8000, fstep=1Hz and SNR=10 3 , it gives Δ𝑓 0 = 2𝑚𝐻𝑧 and Δ𝑄 = 3. Those results seems very optimistic and are valid only under the assumption of 𝑓 𝑠𝑝𝑎𝑛 ≥ Δ𝑓. As we set the condition 𝑓 𝑠𝑝𝑎𝑛 ≥ 10𝐻𝑧, the measurement time has a minimum value of 3s (10τstep). It gives us a first estimation of the measurement time. About the scope of the model, the validity of the equations can be questioned in the case of very high quality factors (Q>10 4 ).

This first estimation is supported with the experimental results mentioned in [7]. For a 10s record time and about 2 18 data points (i.e. fstep=0.6Hz), it gives a relative error of 0.065Hz for f0 (good enough) and 470 for Q (poor). The measurement time cannot be used for comparison because it is a FFT based technique, but the measurement accuracy can be because it employs a similar NL fitting method. The experimental Δf0 is greater than the theoretical estimation by an order of magnitude for a very similar fstep, giving credit that the theory was optimistic.

Another important issue is raised in this article: the parasitic capacitance (C0 in Fig) can strongly affect the accuracy of the measurement. It can be tackled in two manners: modification of the fitted model or current compensation. The theoretical errors are given for a Lorentzian, as described by (3.7) whereas the BVD, including C0, is a more realistic model. The fit can thus be realized with the BVD model, though it would add complexity. The other solution is to compensate the current from C0. A current of the same amplitude and  phase shifted can be used to annihilate the current from C0. A gain of about two orders in accuracy can be obtained in the case of a 99% compensation of the capacitance compared to no compensation [7]. The issue was tackled by adding a bridge circuit in scanning probe microscopes [14,15].

We have seen different methods in order to obtain the frequency response of the QTF. However, due to its sharp response, the QTF response time is long. Thus, the frequency sweep method takes at least a few seconds. The alternative is to measure the QTF parameters from the transient response.

From the transient response

Modelling the QTF response

The QTF is a harmonic oscillator whose equation of motion can be written with the electrical equivalent parameters RLC, giving the following ordinary differential equation (ODE):

𝐼 ̈+ 𝜔 0 𝑄 𝐼 ̇+ 𝜔 0 2 𝐼 = S (3.12)
with I the QTF current in the RLC branch, ω 0 2 = 1/LC , 𝑄 = (1/𝑅) √(𝐿/𝐶) and S a source term. The effect of the parasitic capacitance can be neglected when the QTF is at resonance, its contribution to the total current is small compared to the current in the RLC branch. After having described the solution in the frequency domain, we focus on the transient response. This technique is well-known, notably in the characterization of MEMS [4]. The QTF behavior is simulated in a two steps experiment (Figure 3.5): Excitation (1) and Relaxation (2). At t0, the QTF is at rest, giving the initial boundary conditions : 𝐼 1 (𝑡 0 ) = 0 and 𝐼 ̇1 (𝑡 0 ) = 0. During (1), some energy is provided to the QTF in the form of a sine wave at a frequency fexc. The QTF is operated in a forced regime thus a source term is added on the right hand side of the ODE (𝑆 = A cos (2𝜋𝑓 𝑒𝑥𝑐 𝑡)). Then, during (2) the QTF freely oscillates (S=0). The continuity is ensured between (1) and ( 2) : 𝐼 1 (𝑡 𝑒𝑥𝑐 ) = 𝐼 2 (𝑡 𝑒𝑥𝑐 ) and 𝐼 ̇1 (𝑡 𝑒𝑥𝑐 ) = 𝐼 ̇2 (𝑡 𝑒𝑥𝑐 ). The simulation is performed on Python 3 using the standard scientific libraries Numpy, Scipy and Matplotlib. Typical results are presented on Figure 3.6 for two different excitation frequencies. At the top is represented the QTF oscillation amplitude, and at the bottom the instantaneous oscillation frequency (obtained by counting the number of periods in subsets of 100μs duration).

When the excitation corresponds to the QTF resonance (Figure 3.6(a)), the signal envelope rises exponentially, and the frequency is constant. When the excitation is 20Hz off the resonance (Figure 3.6(b)), a signal beating appears during excitation and the steady state signal amplitude is smaller. The frequency varies accordingly to the signal beating and eventually stabilizes at f=fexc. When the excitation is disabled, the resonator brutally returns back to its natural motion, corresponding to its resonant frequency f0. This piece of information is crucial for us because it means that the QTF characterization can be started immediately after the excitation is stopped. Whatever the excitation frequency, the steady state is reached after about 3 times the QTF response time  The optimization of the excitation frequency will be discussed in section 3.3.1.2.

Excitation signal for the BF technique

When the QTF is operated at resonance, as it is the case in a usual QEPAS experiment, the amplitude of the signal grows exponentially after the excitation onset. The signal envelope growth is monotonic. The longer is the charge time, the larger the oscillation amplitude. Going away from the resonance, we could expect the signal to decrease progressively. This is true when considering the signal amplitude after charge is complete (at texc). However, the shape of the signal is not a simple exponentially growing sine wave. Instead, the mismatch between the excitation frequency and the QTF resonant frequency give rise to interferences. It can be understood qualitatively. Consider at t0, the excitation brutally starts, and the QTF feels it as a pulse and starts oscillating at his own frequency f0. But because of the frequency mismatch, the excitation drifts away from the QTF oscillation. A moment later, that is a period of the BF

(b) (a)

signal 𝑇 𝐵𝐹 = 1/(|𝑓 0 -𝑓 exc |), the excitation reaches a minimum while the QTF oscillation is at maximum creating a minimum in the signal envelope. The interferences amplitude is slowly damped as the QTF is forced to oscillate at fexc.

The QTF output signal during excitation can be approximated by a BF signal, plus an offset. The QTF parameters could be obtained during excitation, however it is practically inconvenient. Indeed, the excitation source is enabled during excitation, and could be responsible of cross talks to the amplifier output due to electromagnetic radiations.

It is convenient to measure the QTF parameters during the relaxation. The excitation can be optimized to be as short as possible while maximizing the amplitude of the QTF oscillations. During the excitation, the interferences are periodical (Figure 3.6(b)) and the first maximum is reached after half a period 𝑇 𝐵𝐹 /2. Since we are not supposed to know exactly f0, the optimal excitation time cannot be calculated. But it can be approximated well enough to obtain a decent relaxation signal and thus a good accuracy on the measured QTF parameters. 

Direct measurement of the QTF parameters

The goal is to find the QTF parameters. It could be possible to obtain them both from the excitation and the relaxation signal. Using the relaxation signal is relevant since there is a straightforward access to f0 and Q through the measurement of the signal period and the decay rate of the envelope, resp. The relaxation signal can be described as:

𝑉 𝑜𝑢𝑡 (𝑡) = 𝑉 ̂𝑜𝑢𝑡 sin[2𝜋𝑓 0 (𝑡 -𝑡 𝑒𝑥𝑐 )] 𝑒𝑥𝑝 [- 𝜋𝑓 0 𝑄 (𝑡 -𝑡 𝑒𝑥𝑐 )] , (𝑡 > 𝑡 𝑒𝑥𝑐 ), (3.13) 
𝑉 ̂𝑜𝑢𝑡 is the steady-state output voltage amplitude after excitation.

𝑻 𝑩𝑭 /𝟐

A key point for the simulation is to choose an appropriate timestep. A 32kHz sine wave gives a period of about 30s. Thus the timestep was chosen to be 1μs, giving 30 points per oscillation. (Other simulations were conducted on Pspice. Similarly, timesteps above 1 μs lead to inconsistent results). Consequently, the time array was constituted by half a million data points.

The measurement of f0 can be realized by counting the number of periods for a given time. The longer the measurement timei.e the more averaging over the periods of the signalthe more accurate the measurement. Actually, the accuracy Δf0 depends on two parameters : the sampling frequency fs and the measurement time. We present a simple model here to assess the minimum sampling frequency to reach the required Δf0. A sine wave of frequency f0 is discretized at a frequency fs (Figure 3.8). Only the effect of discretization is observed and the effect of quantization is neglected (true for most today's ADCs with 12 or 16 bits). If the period 1/f0 is measured by taking the difference of the two maxima of the discrete data, the error on the period can be first approximated as equals to the sampling period, on average.

Δ𝑇 = 1 𝑓 𝑠 (3.14)
Then the error in frequency can be expressed as:

∆𝑓 0 = 𝑓 0 2 𝑓 𝑠 (3.15)
The error on the resonant frequency is thus proportional to the square of the frequency. For a 32kHz signal and a target accuracy of 0.2Hz, it gives a minimum sampling frequency of 5GHz. To reduce this great value, the counting can be averaged over n periods, gaining a factor n. For a 100ms measurement, the minimum sampling frequency shrinks to about 1MHz, which is a fast but reachable data acquisition time [16]. Counting in the MHz range can be realized both analogically using a counter or numerically.

The value of the Q factor is contained in the signal envelope. As before, it can be measured both analogically and digitally. This function is called an envelope detector. For high Q factors, envelope detection is easy since the typical decay time is very long compared to the oscillation period, thus the signal averaging can be adjusted very roughly. The typical electronic circuit for envelope detection is made of a capacitor and diode. However, any offset in the input signal or caused by the electronic circuit itself will lead to erroneous values. This issue can be improved by using more complex circuits based on operational amplifier [17,18], even though they also show a remaining offset. With the latter, the relative error on Q can be estimated around 2-5%. Digitally, there could also be some offsets during amplification stages between the QTF and the ADC. However, offsets can be compensated after digitization, thus the Q value can be obtained with a great accuracy.

3.2.2.4.

Measurement of the QTF parameters in a heterodyne configuration

Although the QTF parameters can be obtained from the transient response, a high sampling frequency is needed to fulfill the required accuracy. This issue can be overcome by employing a heterodyne configuration. This technique is very well known in the field of time and frequency for the analysis of highly stable clock oscillators [19]. It consists in mixing the signal from an unknown oscillator with a reference signal, whose frequency is considered perfectly stable, in order to obtain a "beating". The Beat Frequency signal (BF) contains all the information about the frequency stability of the unknown oscillator, but at a lower frequency, where it can be processed with greater accuracy. From a mathematical point of view, the multiplication of two sine functions, of frequency f0 and fref, generates two sines components at | f0 -fref | and at f0 + fref.. Then, a low pass filter is applied to keep only the frequency difference. Since f0 and fref values are close, the beat signal will have a low frequency.

In our case, the signal was extracted using a lock in amplifier (LIA). It is convenient because the LIA is also employed for the detection of the photoacoustic signal by harmonic detection. The LIA realizes the demodulation of the output signal by the reference signal of frequency fref, giving rise to a beating at a frequency f0 -fref. In order to avoid the LIA low-pass filtering, the bandwidth is selected to be broader than the beat frequency (BF), thus the time constant is typically taken to be around 1ms. This signal is provided by a function generator. Using equation (3.13), the BF signal can be expressed as : The BF signal envelope is similar to the transient response one, only the frequency of the oscillation has changed, as shown on Figure 3.9. Hence, the Q factor is measured with the same accuracy, whereas the accuracy on f0 is strongly improved. Using equation (3.15) for a BF signal at a frequency of 20Hz and a moderate 50kHz sampling frequency, the theoretical relative error equals to 8mHz, that is an order of magnitude below the target accuracy. We used the BF technique in order to convert the 32 kHz in a low frequency signal in order to obtain higher accuracy on the frequency measurement while reducing the required sampling rate compared to the direct transient measurement.

Apart of the frequency response and the transient response, another technique consists in placing the QTF in an oscillator circuit to measure its resonant frequency.

Measurement of the QTF parameters in an oscillator circuit

An oscillator is a closed loop system made of two elements: an amplifier and a selective filter. The frequency of the oscillator is determined by the central frequency of the passband filter (f0 for the QTFs). At start, the energy in the system is only the electronic noise. This noise propagates in the circuit, restricted in frequency by the narrow bandwidth of the filter and amplified by the amplifier. The non-filtered signal increases progressively. The oscillator will reach a steady-state if the circuit gain equals to 1. Therefore, the amplifier gain is designed to be non linear, decreasing for high signal amplitudes (for instance due to the saturation of the amplifier). The critical point in the design of the electronics is to obtain a stable system.

From an automation point of view, the amplifier and the selective filter are represented as A and B transfer functions, resp. The transfer function of the oscillator equals to:

𝐻 = 𝑉 𝑜𝑢𝑡 𝑉 𝑖𝑛 = 𝐴 1 -𝐴𝐵 (3.17) 
The oscillator is stable if it fulfills the Barkhausen criterion AB=1, or in terms of gain and phase, |AB|=1 and (AB)=0°. For instance, an inverting gate can be used as an amplifier, leading to an 180° phase shift. Two capacitors C1 and C2 are thus added to reach a total phase shift of 360°. This circuit is a typical Pierce oscillator (Figure 3.10(a)). Many other circuits ensure the same function [20]. The initial function of those oscillators is to output a frequency stable signal, to be used as an electronic clock. However, when the QTF is used as a transducer, such as in scanning probe microscopy, the circuit can become more complex (Figure 3.10(b)). First, when the QTF is in air, the frequency response is broader and smaller, making the current contribution of the parasitic capacitance less negligible. Parasitic compensation is often implemented in the oscillator circuit [21]. Second, as the quality factor is affected by the surrounding environment, an adjustment of the gain is needed to place the oscillator in a stable regime [22,23]. Third, the QTF oscillation amplitude in an oscillator is very high compared to typical values with the photoacoustic excitation. This set point is chosen to obtain a good SNR in an oscillator, but prevents sensitive detection in photoacoustics. A modified oscillator circuit was designed to achieve lower electrical excitation [24]. QTF drivers specially dedicated for AFM are commercially available [25]. The stability of an oscillator depends on the intrinsic stability of the quartz crystal, as well as the stability of the electronic circuit. The frequency shift of the oscillator fosc is written as [26]:

∆𝑓 𝑜𝑠𝑐 𝑓 𝑜𝑠𝑐 = ∆𝑓 0 𝑓 0 + 1 2𝑄 (1 + ( 2𝑓𝑄 𝑓 0 ) 2 ) 1 2 𝑑𝜙(𝑓) (3.18) 
With fosc the frequency of the oscillator and d the variation of the feedback loop phase. This phase shift is due to the environmental sensitivity of the components, mostly to temperature variations. The high Q factor of the QTF minimizes the effect of the phase shift. The stability of the oscillator is expressed as the relative shift of the oscillator in ppm (part per millon). For a basic crystal oscillator (XO), the medium term frequency shift of the oscillator is around tens of ppm. The residual variations are mostly due to temperature, that is why some oscillators are Temperature-Compensated (TCXO) or Oven-Controlled (OCXO), reaching frequency shift of 1ppm down to 10 -2 ppm. Those performances are far above the requirements for a QEPAS sensor. Once the circuit is oscillating steadily, the amplifier output frequency corresponds to the QTF instantaneous frequency, that can be measured directly (section 3.2.2.3), with a measurement accuracy given by (3.15), or in an heterodyne configuration (section 3.2.2.4). The amplifier output signal can also be employed directly in a controlled system. There is no direct measurement of the Q value, because the QTF is kept at resonance by the oscillator circuit. In clock oscillators, as the QTF is vacuum sealed, the Q value is highly stable and does not need to be calibrated. In scanning probe microscopy, the QTF is often calibrated using the frequency sweep method.

In conclusion, the oscillator is a closed-loop system with the ability to drive the QTF at resonance. The circuit is more complex when the QTF is employed as a sensitive transducer with a surrounding environment. The measurement of f0 is fast and accurate though the quality factor cannot be measured and is often calculated beforehand.

Comparison of the techniques

Various methods can be employed in order to obtain the QTF parameters. The accuracy of the measurement can greatly vary depending on the experimental conditions, in particular depending on the measurement time. Some relevant data from the literature is summarized in Table 3-1. Characterizations are often made in the frequency domain because the measurement is simple and the accuracy is good. However, the measurement time is long, in the order of 10s. Similar performances are obtained with FFT based methods. On the other hand, recording the transient response of the QTF takes less than a second. Q is easily measured from the envelope. The direct measurement of f0 requires high speed data acquisition, in the MHz range. Although technically feasible it remains more complex than the heterodyne method, based on a simple benchtop lock-in amplifier, which offers a great accuracy on the measurement of f0 at an affordable sampling frequency. 

Experimental setup

The different methods for characterizing the QTF were theoretically compared, either in the frequency or the time domain. The Beat Frequency (BF) technique was estimated to be the only one able to offer less than 1% measurement error on the QTF parameters in less than 1s, as we were targeting. The BF technique appears to offer the best compromise in terms of measurement time and measurement error. We present here the implementation of the BF technique, the practical issues and the solutions to accurately measure the QTF parameters from the transient signal. We test the validity of the setup by monitoring the QTF response in variable environments (humidity, temperature). Finally, we integrate the QTF characterization in the QEPAS sensor to ensure real time correction of the QTF resonance, accordingly to the presented architecture.

The two methods, find peaks and NL fit, were tested with a synthetic signal from a function generator (Tektronix AFG 1062). An exponential decay, of time constant 100ms and of period 1s, and a 32kHz sinewave were generated on channels 1 and 2, resp. Then, channel 2 was amplitude modulated with channel 1. The output of channel 1 gave an exponentially decaying sine wave similar to the QTF relaxation with supposedly better repeatability. For both algorithms, the measured QTF parameters were recorded for 5 minutes (Figure 3.13). It is clear that the NL fit outstands the find peaks technique, for measuring f0. However, for measuring Q, the signals from both algorithms appear highly correlated, shown by a Pearson correlation coefficient (R=0.9928) very close to 1. The algorithms have very different architectures and their results should not be correlated. This is a good indication to state that the measurement error on Q (ΔQ) is not related to the accuracy of the algorithm but to the stability of the synthetic signal. No conclusion about ΔQ can be drawn from this experiment. An oscillator with a more stable Q was required to test the algorithms and the acquisition. We avoided using the QTF as a reference in the first place because its response can vary with temperature. But if the temperature is controlled, the frequency should be highly stable, thus leading to very low Δf0 and ΔQ. This setup is known as an Oven-Controlled Crystal Oscillator (OCXO). A QTF was stabilized at T=20°C (see Section 3.4.1), and the QTF parameters were extracted (Figure 3.14). The accuracy on f0 is better for the NL fit than for the find peaks by an order of magnitude. ΔQ decreased by about a factor 20 compared to the Figure 3.14(a), confirming that in the previous experiment, the errors were not related with the algorithm but to the poor stability of the synthetic signal.

Also, it should be mentioned that the theoretical limit accuracy of the algorithms could be calculated through numerical simulations, by generating a perfect BF signal with a controlled amount of noise. We preferred to test the whole system, thus checking not only the accuracy but also the robustness of the fit method with a true signal. Originally, the BF signal was sampled at a frequency of 50kHz, thus obtaining around 10000 points. It was necessary to obtain a good accuracy with the find peaks algorithm. Nonetheless, the NL fit should not be as sensitive to the number of data points. We verified it experimentally by measuring the error on the QTF parameters as a function of the number of data points. After changing the number of data points, the sampling rate of the BF signal was adjusted to keep a sample length of 0.5s. The QTF parameters were recorded for 60s using both algorithms. Then, the errors were deduced by taking the standard deviations of the data sets (Figure 3.15). The errors for the find peak algorithm highly depend on the number of data points whereas they are almost constant for the NL fit. Even for a 100 data points, that is only 10 points per period for a frequency 20Hz, the accuracy is very good. We obtain an accuracy well below the initial requirements : Δ𝑓 0 = 2𝑚𝐻𝑧 ≪ 0.2 and Δ𝑄 = 2 ≪ 80 . This is mostly explained by the high SNR of the BF signal. The two methods for extracting the QTF parameters are suitable for measuring the QTF parameters, with an even enhanced accuracy for the NL fit method. The computation time is negligible in the case of the find peaks methods and can be optimized by reducing the number of data points in the case of the NL fit.

3.3.1.2.

Optimizing the excitation signal

The purpose of the BF characterization setup is to output the QTF parameters. Those parameters are sensed by first exciting the QTF with a sine wave. An ideal setup would be excitation independent, i.e. would give an identical output whatever the shape of the excitation. In a real system, systematic and random errors can occur. In order to verify the righteousness of our system, the effect of the frequency and amplitude of the excitation sine wave onto the measured parameters was observed (Figure 3.16). For each data points, the QTF parameters were recorded for 60s, at a rate of 1Hz, using the find peaks method. The mean value and the standard deviation were then calculated. The acceptable error f0 and Q are represented by shaded areas. The measurement is almost unaffected by the excitation frequency (Figure 3.16(a)), except when fexc is close to f0, because the processing algorithm was not thought for slowly varying signals. When |f0-fexc| is in the range [5,[START_REF] Grober | Fundamental limits to force detection using quartz tuning forks[END_REF] Hz, the accuracy is very high and has a flat response. This flat response over the frequency shows how robust the measurement is. It will be unaffected by a sudden shift of the QTF response.

The effect of the excitation amplitude (Figure 3.16(b)) was studied on a wide range, from 3mV to 0.3V. For low amplitudes, the large error bars illustrate the random error due to a poor SNR. When the amplitude increases, the error decreases and the mean values quickly converges. The target errors are met for an excitation voltage superior than 0.02V.

This study quantifies the errors of our characterization setup. For high values of Vexc, the measurement accuracy is way over the target. 

Influence of environmental parameters

The accuracy of the QTF characterization setup was measured to be within the target range, both for f0 and Q. The next step was to test the QTF in real conditions. Most of field sensors do not monitor only one information, such as the gas concentration, but often integrate temperature and humidity probes. The data about those environmental parameters can be displayed in realtime, later used for further data analysis and correlations, and also the sensor itself might apply a temperature/humidity compensation onto the output signal.

In our case, the influence of the temperature and humidity on the QTF had mostly two purposes. First, the variation of the resonant frequency as a function of temperature is specified by QTF manufacturers. It appeared to as being a straightforward mean of comparing our technique to a certified reference. The temperature response was thus an intermediate experiment in order to validate the accuracy and reliability of our QTF characterization setup. Second, the humidity is likely to vary in certain applications such as breath analysis. Very few articles on this topic exist to our knowledge. One article, presenting a humidity sensor based on coated QTFs [28], contains some data about the evolution of f0 as a function of the humidity, though no value are reported for Q since it is an oscillator based measurement. A complete characterization of the QTF with the humidity varied from 30 to 90% is first reported using our setup.

Temperature

Concerning the study of temperature and humidity, the two parameters were studied with different setups. The QTF temperature behavior was observed using a homemade temperature regulated system. A commercial PID temperature controller was driving a thermoelectric cooler at a given temperature (Figure 3.17(a)). In the first setup, the QTF was enclosed in a metal box which was regulated in temperature. Even though the whole box was thermalized, the stabilization of f0 was long (Figure 3.17(b)), about 5min, indicating a slow and unstable thermal response. As a matter of improvement, the QTF metal cap was directly connected to the cold plate of the thermoelectric cooler in the second setup. In this way, the air gap between the QTF and the temperature controlled cap was small, ensuring high thermal conductivity, and thus fast response time (about 20 seconds). Originally manufactured under vacuum, the QTF cap was punctured (but not removed) to obtain atmospheric pressure when needed. The QTF was connected to the electronic board with coaxial cables to obtain the continuity of the shielding from the excitation source to the transimpedance amplifier. A temperature ramp, ranging from 10 to 60°C, with 2.5°C steps, was applied to the QTF, while recording the resonant frequency. Two different QTFs were tested, one at atmospheric pressure and one vacuum capped. As described previously, the setup was engineered in order to ensure good thermal conductivity. The average value of every step was calculated and plotted as a function of the temperature (Figure 3.18(a)). The curves show a smooth and almost perfect parabolic response. This corresponds very well to the description in the QTF specification sheet (Figure 3.18(b)).

Theoretical models have also been used to derive the parabola [30,31]. It was shown in section 1.3.1.1 that f0 can be calculated with the QTF geometry, the quartz density and Young's modulus. Those physical parameters are all temperature-dependent to a certain extent, that can be described by using Taylor expansions with given temperature coefficient. They can be rearranged to obtain the expression of the frequency as a second order polynomial:

𝑓(𝑇) = 𝑓(𝑇 0 ) {1 + 𝛼(𝑇 -𝑇 0 ) + 1 2 𝛽(𝑇 -𝑇 0 ) 2 + 𝑜(𝑇 3 )} (3.19)
with  and , the first and second order temperature coefficient, resp. Since quartz is a crystalline material, the physical properties depends on the crystal orientation. The temperature coefficients can greatly vary depending on the quartz angle cut. For an as-manufactured QTF, the angle cut is advisedly chosen to minimize the temperature sensitivity of the oscillator at room temperature. Therefore, the vertex of parabola is theoretically at 25°C, very close to the experiment at 22.5°C (f0 = 32764.20Hz) for the vacuum QTF. By opening the QTF case, the pressure increases and thus the fluid density increases causing a vertex to shift up to 30°C (f0 = 32757.75Hz). The effect of the density has already been studied [32]. In both cases, the temperature coefficient (second order coefficient) is of 0.052ppm/(°C)², very close to the 0.04ppm/(°C)² given in the specification sheet. 

Humidity

The study on the QTF response to temperature gave us confidence on the relevancy of our setup. The next step was to observe the response to humidity, for which there does not exist very accurate study in the literature, and which had already been disruptive in our experiments when sensing high humidity gas samples.

As we demonstrated, good results can be obtained with a proper homemade temperature regulation system. However, building a humidity chamber is not as obvious. A simple wellknown solution is to employ saturated salt solutions in order to obtain a stable humidity [33]. The level of humidity can be varied by changing the type of salt. The saturated bath is placed in a sealed container. Some minutes to hours are required for the humidity to stabilize, making the simple system unpractical for quick characterization.

For an accurate regulation of the humidity, we preferred to use a laboratory humidity chamber (ESPEC SH-242 11 ). The QTF was located in the middle of the chamber, close to the temperature and humidity probes (Figure 3.19). It was connected through coaxial cables longer than usual (specifically from the QTF to the transimpedance), though the accuracy of the measurement was not altered. The same characterization using the frequency sweep would have yielded to poor accuracy of the measured QTF parameters because of the additional cable capacitance. It is a good illustration of the strength of the BF analysis versus the frequency sweep. The humidity was varied from 30 to 90% RH with 10%RH step, followed by two steps at 50 and 30%RH (Figure 3.20(a)). The chamber response is in the range of a few minutes, thus each humidity step was hold for 30 minutes. The temperature was kept constant during a whole experiment. In Figure 3.20, the QTF response is shown for two temperatures : 20 and 40°C. The temperature was constant throughout the experiment except a small increase for the 90%RH step, which should lead to a minor shift compared to the humidity-related shift. The QTF parameters follow the same trend: they decrease with increasing humidity. The evolution of f0 is very similar at both temperatures. It shows a shift of about 2 Hz from 30 to 80%RH, and almost 1Hz from 80 to 90%RH. The humidity response of Q depends considerably on the temperature : a variation of 31520 at 20°C and 62420 at 40°C. The variation of Q practically doubled from 20 to 40°C. Since the experiment at 40°C was conducted after the one at 20°C, it might also be questionable if the QTF response could have been degraded by the exposure to humidity. It could be verified by repeating the experiment. The humidity response can also be presented with the mean value and the standard deviation for each value of humidity (Figure 3.20(b)). The resonance frequency shows quadratic behavior whereas Q evolves linearly.

QTF (a)

We have studied of the influence of the temperature and the humidity. The QTF response to temperature corresponds to the manufacturer specifications. A shift of the parabola vertex is observed when releasing the QTF to ambient pressure. The QTF response to humidity was accurately measured from 30 to 90%RH, providing typical figures of the humidity related shift in a real sensor. Those results enhance the importance to take into account the temperature and humidity in a sensor employing a QTF as a sensitive transducer. We have proposed a setup based on BF technique to quantify the variations of these parameters. The curves can be used to determine the gas sensor error for a given temperature and humidity range. They can also be used as calibrated curves in order to make a temperature/humidity compensated sensors and thus improve the sensor performances. Another option is to employ the BF technique for real time resonance tracking as it is presented in the next section.

(b)

Simultaneous gas sensing and QTF Resonance Tracking (RT-QEPAS)

After having successfully implemented the BF analysis for measuring the QTF parameters and its variations with temperature and humidity, the next step was to add it to the gas sensor to continuously monitor the changes. A post-processing approach would be to use the results of the BF measurement to normalize the output signal. Another approach would be to add a feedback loop to ensure the resonant operation of the QTF and thus to maximize the output signal. Here, we present this last method, we called it Resonance Tracking (RT) QEPAS.

The RT-QEPAS architecture is based on the sequential QTF characterization and gas measurement, as presented on Figure 3.1, and implemented in the setup on Figure 3.21. The synchronization of the two stages is crucial and is realized by a rigorous sequence involving two switches, S1 and S2, either hardware or software controlled. S1 is a three-p ort switch connecting the QTF terminal either to the sinewave source for the excitation (A), to the damping circuit (B) (discussed later in 3.6) or to the ground for QEPAS sensing (C). S2 is used to select the LIA demodulation frequency, either to fexc (U) for the characterization or to f0 (W) for QEPAS. For our setup, S2 is activated internally in the LIA (MFLI, Zurich Instruments) while S1 is based on a low noise analog switch. The analog switch prevents the QTF re-excitation during the characterization-to-QEPAS transition, it will be further discussed in 3.6. Summarizing the sequence:

1. Excite the QTF (S1=A, S2=U) 2. Record BF relaxation signal (S1=C, S2=U) 3. Find f0 &Q 4. Let the QTF discharge (S1=C) or force is to discharge (S1=B)

.22 : Evolution of the resonant frequency (top, continuous line), the quality factor (top, dotted line) and response of the gas sensor (bottom) to an injection of 1% dry CH4 and 1% wet CH4, with the QEPAS (green) and the RT-QEPAS technique. The laser modulation is kept on in (a) during the QTF characterization while it is off in (b). In RT-QEPAS, the QTF instantaneous frequency f0 is used as a feedback for the laser modulation frequency (blue), and then normalized by the Q factor (red). The RT-QEPAS sensor is thus more robust to environment changes than the conventional QEPAS sensor. The gas cell is flushed with pure nitrogen between the two injections.

In this experiment, we observe the response of the sensor to a gas cycle including a step of 1% dry CH4 followed by a step of 1% wet CH4. The gas cycle is repeated twice, first with standard QEPAS, and second with RT-QEPAS (Figure 3.22). The QTF parameters are recorded in both cases but used for real time correction of the laser modulation frequency only in RT-QEPAS. In both cases, the injection of dry CH4 leads to the same QEPAS signal. However, during the wet CH4 step, the QEPAS signal (green curve) exhibits a strong decrease whereas the RT-QEPAS one (blue curve) remains practically constant. The QEPAS signal drift creates a measurement artifact, which can be chiefly explained by the frequency shift of the QTF. The shift of about 3Hz implies in the case of QEPAS, a 44% relative change in amplitude. During

(b) (a)

the first experiment (Figure 3.22(a)), we remarked that the measurement of the QTF parameters was noisier. The noise is only visible during methane injection, thus inferring the acoustic generation as the disturbance and discarding our first assumption that the acoustic generation is negligible compared to the electrical excitation in our system. However, this assumption would remain true for trace gas sensing at low concentration. The experiment was repeated (Figure 3.22(a)) with the modulation frequency turned off during the QTF characterization. The noise measurement of the QTF parameters was strongly improved, as the accuracy of the RT-QEPAS. The relative deviation is less than 2% during the humidity step. Then the signal can be normalized by Q (red curve), leading to less than a 1% signal shift, which is a significant reduction of the error caused by the frequency shift of the QTF. This normalization further improves the shape of the signal, and corrects the overshoot of the RT-QEPAS signal (as shown in the inset). The normalized signal response follows an exponential growth. Interestingly, Figure 3.22(b) also provides some information about the kinetics of the QTF parameters. The shift rate is higher for the Q factor than for f0, meaning they are partially independent. It seems to indicate that multiple physical effects are acting on the QTF upon a humidity change and opens up new questions to study about the QTF behavior.

Summarizing the previous results of this chapter, that can also be found in our article [34], we first focused on the QTF characterization, in the frequency and time domain. We concluded that the BF technique gives the best compromise between time and accuracy. We optimized the accuracy as a function of the excitation amplitude and frequency. In order to study the QTF behavior and check our setup, we observed the QTF response to temperature and humidity. After this, we estimated that the QTF characterization was ready to be implemented with gas sensing. We demonstrated the ability of RT QEPAS to correct the signal drift due to a varying environment. RT QEPAS makes the sensor more robust by spending about one second for each QTF characterization. It might be well within the requirements for an industrial sensor in terms of response time. Still, we questioned ourselves if there was a way to make it faster.

The damping circuit

Calculation of the free decay time

The QTF has a large dynamic range and its energy level after electrical excitation can be orders of magnitude higher than after the photoacoustic excitation. Since our purpose is to alternate the QEPAS measurement and the QTF characterization, the dead time between the two measurements must be quantified in order to minimize the characterization time. Let us calculate the decay time after an initial electrical excitation.

Using (3.13), the signal envelope can be written as :

𝐸𝑛𝑣(𝑉 𝑜𝑢𝑡 (𝑡)) = 𝑉 ̂𝑜𝑢𝑡 𝑒𝑥𝑝 [- 𝜋𝑓 0 𝑄 (𝑡 -𝑡 𝑒𝑥𝑐 )] , (𝑡 > 𝑡 𝑒𝑥𝑐 ), (3.20) 
The initial signal amplitude is 𝑉 ̂𝑜𝑢𝑡 at texc and decreases exponentially (Figure 3.23). The QTF energy is considered negligible below the threshold voltage Vth, reached at a time trelax :

𝑡 𝑟𝑒𝑙𝑎𝑥 -𝑡 𝑒𝑥𝑐 = 𝜏 𝑙𝑛 ( 𝑉 𝑜𝑢𝑡 𝑉 𝑡ℎ ) (3.21)
Considering the typical QEPAS experiment for the detection of methane at 2.3m as described in section 3.5, the limit of detection of 10ppmv corresponds to a LIA voltage of about 2V, which can be used as a threshold voltage. For Vth=2V, Vexc=0.1V, 𝑉 ̂𝑜𝑢𝑡 = 0.6𝑉, we obtain :

𝑡 𝑟𝑒𝑙𝑎𝑥 -𝑡 𝑒𝑥𝑐 ≈ 12𝜏 (3.22)
The relaxation time takes 12τ, that is around 1s for Q=8000. 

Loading the QTF with a resonant impedance

The QTF is a mechanical harmonic oscillator. The moving parts can be represented as a simple mass-spring system; the losses are accounted by adding a damper. Now, if another damper is added in series, specifically of a higher value, the total losses of the system would necessarily decrease, having the desired damping effect. Due to its piezoelectric feature, the QTF motional behavior is equivalently represented by a series RLC circuit. However, the charge collection on the quartz material with the electrodes create a parallel capacitance C0. If the QTF is loaded with a resistance Rd ("an electrical damper"), it becomes in parallel with C0. The energy stored in the motional RLC, instead of being absorbed by Rd, prefers to go through the resistance free C0. As a simple damping resistor cannot interact with the QTF; the use of a more complex damping impedance has to be considered.

Let us try a metaphor. Two people, Laurent (L) and Cerruti (C), are playing a tennis match, throwing back and forth the ball. As they get tired, they shoot the ball slower and slower until the ball stops moving. If the two people do not get tired easily, the pace will decrease slowly. Now, if we add weigths (Rd) to the player's ankles, tiredness (R) will be increased. However, a friend Cechero (C0) comes to watch Laurent and Cerruti playing and lifts the weights. Laurent and Cerruti can play with the same endurance thanks to Cechero. Then, another friends Lancelaud (Ld) arrives. They start a four player match with Laurent and Cerruti. Since Cechero carries the weights, his shots are slower, affecting the match pace. Cechero alone does not affect the match pace, but he does if Lancelaud is playing as well. Through this metaphor, we wish to illustrate that a single resistor cannot interact with the oscillating QTF. Another oscillatory system is required to enable interaction and thus a damping effect.

The observation of C0 is decoupled from the motional RLC. By simply adding an inductance Ld, a parallel LC circuit is formed. Its resonance frequency fd=1/(2LdC0) should match with f0 to favor the energy transfer. For the QTF, it results in an excessively large inductance Ld of 2H. To lower Ld, we increased C0 by adding another capacitor Cd in parallel (the damping capacitor). This new circuit shows a resonance at fd=1/(2Ld(C0+Cd)). We named the term (Cd+C0) the effective damping capacitance. The next step is to add losses to the damping circuit through a resistance Rd, in series with Ld. The value of Rd has a minimum due to the real coil intrinsic resistance. The final shape of the damping circuit is a RdLd(C0+Cd) (Figure 3.24) parallel impedance with a resonance fd=f0. The values of Cd and Rd will be further adjusted to maximize the QTF energy decay rate in section (3.6.5). 

SPICE electronics simulations

In order to optimize the damping circuit, some electrical simulations were carried out with the software OrCAD based on the SPICE simulator [35] (Simulation Program with Integrated Circuit Emphasis). SPICE was developed for testing integrated circuits before industrial production. SPICE aimed to replace breadboard circuit testing which can be inaccurate at a transistor level due to parasitic contribution of the board and the wiring. It allows the simulation of the time-domain and frequency-domain response of analog and digital circuits. The OrCAD library contains a wide range of components. Each one has a graphical representation that corresponds to a SPICE model. The components are inserted on a schematic and wired. The simulation typically starts by a DC analysis to calculate the operating point of each component.

Then, for AC analysis, nonlinear components such as transistors are simplified using a small signal linear model.

The schematic of the simulated circuit is shown on Figure 3.25. It includes the damping circuit, a sinewave voltage source, an electro-mechanical relay, the QTF equivalent model and the TA. The effect of the damping circuit is best observed using a transient simulation. First, the circuit is excited by the excitation source during 10ms. Then, the relay switches and the damping circuit starts interacting with the QTF. The results of the simulation contain the current and voltage at each node. The effect of the damping circuit is well described by displaying the QTF energy (Li 2 (t)+Cu 2 (t)) or the output of the amplifier. The latter is more relevant because it is the one practically measurable. In order to simulate the QTF response properly, timing must be considered. Similarly to a finite element analysis where the object under study is spatially discretized, forming a mesh, the circuit time response in SPICE is discretized temporally. The discrete timesteps must be small enough compared to the rate of change of the circuit, for instance much lower than the QTF oscillation period. Due to the high Q value, the QTF time constant is very long compared to its oscillation period (f0 ≈ 10 000). During the simulation the energy transfer is approximated point by point. An inaccuracy in the calculated voltage will lead to a variation of the apparent f0.

Taking 30 points per QTF period would give a time step of 1us. We simulated the QTF damped response with different timesteps around 1us (Figure 3.1). The response is highly affected by the simulation timestep, most particularly the signal offset after the transient regime (t > 30ms). The solution converges for timesteps higher than 500ns and the amplifier output voltage corresponds to the experimental value (1 to 10V). Therefore, we selected a timesteps of 200ns for the simulations (section 3.6.5). 

Measurement of the transfer function of the damping circuit

After the first attempts of coupling the damping circuits with the QTF, we realized that matching the resonance of the 2 components was not trivial. We thus decided to develop a setup to obtain the frequency response of the damping circuit. Different circuits based on a lock-in amplifier (MFLI, Zurich Instruments) were tested (Figure 3.27).

The circuit 1 is a simple voltage divider. In this case the circuit is excited with a given voltage (1mVrms) and the current is measured through a load resistance (10k). The damping circuit works as a stop band filter (blue curve on Figure 3.27(d)). However, the damping circuit is connected in parallel with the QTF, therefore the admittance is to be considered instead of the impedance. 

(d)

In the circuit 2, a 1M resistor is added to make a constant current source and the voltage is measured at the damping circuit outputs. The admittance corresponds well to a pass-band filter, but the peak was shifted in frequency (black curve). It was explained by the BNC cable equivalent capacitance of about 30pF that was not negligible compared to the damping capacitance. This issue was circumvented by inserting a 50 resistance in the RL branch. Since all impedances were proportional to the current in the branch, reading the current through the 50 gave us a direct access to the voltage. The circuit behavior was unaffected by the 50 resistor that was low compared to the damping resistor. Alternatively, the issue could have been solved by using a well-calibrated oscilloscope test probe.

Eventually, with the circuit 3, we obtained a peak (red curve) matching well with the QTF resonance and corresponding to the response simulated on PSPICE (purple curve). Above all, this step of characterizing the lone damping circuit helped us to identify the critical part of the circuit: the damping capacitor. Indeed since the circuit is parallel to the QTF, any component between the two elements can add parasitic capacitances and thereby shifting the damping circuit resonance. A mindful design of a PCB can considerably minimize this risk.

Optimizing the damping resistor and capacitor

In this section, we focus on the maximization of the QTF decay rate. The damping circuit is a parallel RdLd(C0+Cd) circuit with a fixed value of 0.2H for the inductor. Therefore, the optimization is done by adjusting the values of the resistor and the capacitor.

On Figure 3.28, the results for both the simulation and the experiment are compared. The QTF is excited electrically during about 10ms (blue area). Then, the electrical excitation is stopped and the QTF is connected to the damping circuit.

As expected, the fastest decay is obtained when the QTF and the damping circuit are resonantly matched, corresponding to Cd+C0=120pF theoretically (Figure 3.28(a)) and obtained when Cd=108pF experimentally (Figure 3.28(b)) (C0 is not mentioned as it is difficult to measure it with an accuracy that is good enough). Small variations of less than 1 pico farad greatly affect the damping effect, confirming the importance of eliminating any parasitic capacitance, as discussed in section 3.6.4. Illustrating the troubles we encountered, we first used variable capacitor in order to tune Cd. Upon touching the variable capacitor adjustment screw with a screwdriver, a parallel capacitance was added to the system, shifting the resonance, and thus hindering the damping effect. In terms of damping resistance, at low values, an interference pattern can be observed (Figure 3.28(c)). The optimum decay time is simulated for a resistance around 500 which happened to correspond to the intrinsic resistance of the damping inductor. Higher Rd value leads to less damping, as observed experimentally.  As we focus on the damping effect, it is more convenient to represent the same results in terms of decay time (Figure 3.29). The 1-decade decay time d is the inverse of the slope on a logarithmic scale, and represents the time spent for a 1-decade signal drop. It follows a parabolic behavior as a function of the damping capacitance with an optimum value d,opt .corresponding to the minimum value of the parabola. The position of the parabola vertex is similar for the experiment and the simulation. However, the experiment is more sensitive to the effective damping capacitance than the simulation, that made us question our simulation parameters and the true behavior of the components. In order to assess the validity of our simulations, we developed an analytical model of the damping circuit. 

Passive vibration damping

The analytical study we present here focuses on the optimization of the damping circuit. It is based on a similar work [36] in which a piezo patch is mechanically bonded to a cantilever to reduce his movement through passive electrical damping.

The QTF is represented by the BVD equivalent model (Figure 3.30), with a motional branch RLC and the electrodes capacitance C0. The damping circuit is a parallel RdLdCd circuit. As a convention, the derivative of the charge is considered to have the same sign as the current:

𝑞 𝑖 ̇= 𝐼 𝑖 (3.25)
The charge stored in the QTF is the sum of the contributions from the RLC and the C0 branch:

𝑞 = 𝑞 𝑚 + 𝑞 0 = 𝑞 𝑚 -𝐶 0 𝑉 (3.26)
And similarly for the damping circuit: with:

𝑄 𝑚 = 𝑞 𝑚 √𝐿 𝑄 2 = 𝑞 2 √𝐿 𝑑 𝑇 = 𝑡𝜔 𝑚 𝜈 = 1 2 𝑅√ 𝐶 𝐿 𝜔 𝑚 = 1 √𝐿𝐶 𝜌 = 1 2 𝑅 𝑑 √ 𝐶 0 (1+𝛼) 𝐿 𝑑 𝜔 𝑑 = 1 √𝐿 𝑑 𝐶 0 (1+𝛼) 𝜅 = √ 𝐶 𝐶 0 (1+𝛼) 𝜔 𝑟 = 𝜔 𝑑 𝜔 𝑚
Where T, Qm and Q2 represents the dimensionless t, qm and q2.  is the QTF mechanical dissipation,m the angular resonant frequency of the QTF, the electrical dissipation of the damping circuit, d the angular resonant frequency of the damping circuit,  is the piezoelectric coupling coefficient, and r is the ratio of the electrical (damping) resonance to the mechanical resonance. Then the solution of the fourth order system can be written as:

𝑄 𝑚 = ∑ 𝐶 𝑖 exp (Λ 𝑖 𝑇) 4 𝑖=1 (3.33)
with Λ 𝑖 the complex roots of the characteristic equation of the system of differential equations and Ci are polynomials of the variable T which depend on the initial conditions.

Then the system is optimized using the pole placement technique, the procedure is explained in [36]. Briefly, the solution (3.33) is inserted in (3.31) and (3.32). The characteristic equation of the system is calculated with the determinant of the coefficient matrix. Then the fourth-order polynomial is factorized. This factorization is valid for certain values of  and . These assumptions are always valid for our system where the Q factor of the QTF is large compared to the Q factor of the damping circuit, and also the QTF capacitance is low compared to the electrode capacitance (C << C0). The roots of the factorized characteristic equation gives the values r,opt and opt which maximize the decay rate : 𝜔 𝑟,𝑜𝑝𝑡 = 1 + 𝜅 2 + 𝜅𝜈√1 + 𝜅 2 (3.34) For the QTF, it is reasonable to make the assumption that 1 ≫ 𝜅 ≫ 𝜈, the previous equations can be simplified : The optimum parameters are plotted on Figure 3.31 as a function of . Rd and Ld are decreasing with  while the decay time increases. The decrease of Ld with increasing of  (equivalently Cd), is necessary to ensure the resonant condition of the damping circuit (e=m). The variation of Rd can be understood in terms of losses. A damping circuit with low losses will not quickly absorb the charges from the QTF, while a damping circuit with high losses will not interact with the QTF efficiently as the charges will bypass the RL through the parallel capacitance. Therefore, Rd has an optimum value, which appears to be inversely proportional to the damping capacitance. Oppositely, the decay time is proportional to the square root of alpha. For a typical setup with the QTF for which  = 9, the decay time equals to 2.3ms/dec, only about three times longer than the optimum value when  = 0. Those results are in very good agreement with the simulation, from which a decay time of 3.4ms/dec was obtained.

𝜌 𝑜𝑝𝑡 = 𝜅 1 + 𝜅 2 +
The analytical study is comparable to the simulation in terms of optimal values. However, the study does not give any information concerning the decay time for non-optimal value. Indeed, since the damping circuit is resonantly pulling the energy out of the QTF, the variation of the damping capacitance or inductance would lead to a shift of the damping resonance and a longer decay time. In this regard, the PSPICE simulation provides complementary information to the analytical study.

Adjusting the QTF electrical parameters

The effect of the damping circuit was simulated based on the values of the QTF electrical equivalent model, the Butterworth Von Dyke model (Figure 3.24). However, after observing the discrepancy between the experiment and the simulation about the effect of the damping τd, opt capacitance (Figure 3.29), the values of the BVD model, obtained from the fit of the frequency response, were questionable.

The frequency response of the QTF was measured as described in section 3.2.1.1 (Figure 3.3) and can be expressed as the product of the input excitation voltage Vexc, the QTF admittance YQTF (=1/ZQTF) and the gain of the transimpedance amplifier 𝐺 𝑇𝐴 :

𝑉 𝑎𝑚𝑝 (𝜔) = 𝑉 𝑒𝑥𝑐 (𝜔) 𝑌 𝑄𝑇𝐹 (𝜔) 𝐺 𝑇𝐴 (𝜔) (3.43) The measured response can be fitted by the nonlinear function Vamp. Direct non linear fitting of a narrow frequency response is difficult. To ensure the convergence of the fit, the fitting procedure was made of two steps: a 'rough' fit and a 'fine' fit. The rough fit starts by finding the resonant frequency f0 and the quality factor Q, by finding the maximum and the FWHM of the response, resp. It allows to deduce the value of L and C. Only R, C0 and 𝐺 𝑇𝐴 are fed as variables to the fitting algorithm, which facilitates its convergence. The results of the rough fit are then fed as initial parameters for the fine fit. The fine fit uses the function from (3.43) with a set of 5 unknown parameters of (R, L, C, C0, 𝐺 𝑇𝐴 ) to fit the experimental data with greater accuracy than the rough fit.

We remarked that the initial value of gain 𝐺 𝑇𝐴 provided to the rough fit had a serious impact on the output fitted parameters (Figure 3.32). For different initial values of the gain (left column), different sets of fitted parameters were obtained, even though all the sets provide a good fit of the data, as indicated by the values of the deduced parameters. One solution would be to improve the fitting algorithm to better match the initial gain. Another solution is to select the fit that matches the known value of the TA gain. In our case, we know the value of the gain (𝐺 𝑇𝐴 = 3 • 10 7 at 32kHz) and we can deduce the value of the BVD model (red square).

With the new set of QTF parameters (model B), we re optimized the damping circuit (Figure 3.33). Compared to the original model (model A), the value of the parasitic capacitance C0 decreased by a factor 6.

The value of the damping inductance Ld and the resonant frequency m are fixed, thus the value of Cd is the same in both models. Cd stays at the same value, but C0 decreases, which results in an increase of the capacitance ratio  Cd/ C0 by a factor 6 for the model B compared to A (𝛼 𝐵 /𝛼 𝐴 ≈ 6). Consequently, the optimum damping resistance is approximately divided by 2, and the optimum decay time is approximately doubled.  The change in the parasitic capacitance C0 has an effect on the optimum damping time 𝜏 𝑑,𝑜𝑝𝑡 , but more importantly onto the evolution of the decay time 𝜏 𝑑 (Figure 3.34). The lower the C0, the higher the , the more sensitive the system to the variation of the damping capacitance Cd. The corrected QTF parameters (model B) yields a curve (blue) that fits better the experimental results (black) than the original model A (red). In the model B, the value of C0 is 4pF, which is very low, and could still have some contribution from the characterization setup. Even though the cable length between the damping circuit and the QTF was minimized, the circuit might have contributed to the measured parasitic capacitance.

τd, opt

Therefore, the practical value of  was probably higher than 60, which might explain why the experimental data change faster than the curve for the model B.

The only solution to decrease the  is to change the value of the damping inductance. Nonetheless, the value of Ld was discussed earlier and purposely chosen to be 0.2H to have acceptable physical dimensions. We can conclude that we are very close to the theoretical limitations of the damping circuit.

Switching devices

So far, we have focused on the effect of the damping circuit onto the QTF and demonstrated that it can considerably decrease the QTF relaxation time. The next step was to include the damping circuit into the architecture of the RT-QEPAS (step 4 on Figure 3.21). In the first RT-QEPAS experiments, we employed an electromechanical relay as a switching device to alternate between the QTF excitation and relaxation. The electromechanical relay was chosen at first because it was simple to implement and it ensured a minimal crosstalk between the excitation source and the QTF. Indeed, the relay is a switch whose contacts are mechanically separated, ensuring the circuit is physically open, oppositely for instance to a transistor which can suffer from leakage currents. Although the electromechanical relay has no leakage current, it causes a parasitic current pulse upon switching, that results in an unwanted QTF re excitation. The parasitic current pulse is barely observable while monitoring the QTF free relaxation but it is not the case with the damped relaxation. After the QTF is discharged, the damping circuit needs to be disconnected from the QTF without re exciting it, which was not feasible using the relay.

We present here an attempt to lower the switching parasitic excitation by replacing the mechanical action of the relay with a purely electrical switching, either based on an analog switch, or based on a MOSFET device.

The switching device has to fulfill one main requirement, that is to have a low crosstalk level between the excitation source and the QTF. We first employed an analog switch (ADG736) that was selected to have a low ON resistance (RON≈2.5), a low OFF leakage current (10pA) and a low channel-to-channel crosstalk (-82dB). During the first experiments on a test board, we observed the damping effect but we were limited by the electromagnetic radiation and could not assess the crosstalk of the analog switch. To overcome this, we fabricated a PCB (Figure 3.35) and mounted the damping circuit along with an analog switch and a reed relay. SMA connectors were used to connect the QTF and the excitation source. The damping circuit was made of 2 inductors (0.1H), a resistor (1k and variable capacitors. Variable capacitors were used to adjust the resonance of the damping circuit, in particular because the analog switch and the coaxial cable bring additional parallel capacitances that sums up with the capacitance of the damping circuit and create a shift of its resonance. In order to evaluate the crosstalk of the circuit, the damping circuit was tested in different conditions (Figure 3.35(a)) and we observed the voltage level at the output of the lock-in amplifier. First, the excitation source was set to 50 mV and the QTF was connected to the ground, a noise level of about 10 -4 -10 -5 V was obtained (red curve on Figure 3.35(a)), corresponding to the thermal noise of the QTF. Then the QTF was connected to the damping circuit, leading to a voltage level of 10 -3 V (green curve), indicating crosstalk from the excitation source. Further experiments would be needed to indicate if the crosstalk is due to the PCB or due to the analog switch, for instance by desoldering the analog switch. Finally, the excitation voltage was set to 0 mV and the analog switch was turned on (light blue curve). A parasitic current pulse of about 30mV was observed. It allowed us to attribute the re excitation of the QTF observed during some of the previous RT QEPAS experiments to the switching of the analog switch.

The analog switch is a device made of passive components, mostly transistors. In order to tailor the behavior of our switching device and obtain a 'silent' switching, we developed another circuit based on a MOSFET.

Compared to the analog switch that has multiple inputs and outputs, the MOSFET can only be used as a two-port switch. It cannot completely replace the analog switch, but can be employed where the analog switch failed to its purposes, that is to disconnect 'silently' the damping circuit. To this end, we placed the transistor placed inside the RL branch of the damping circuit (Figure 3.36(a)), thus obtaining a voltage-controlled damping resistor. The selected transistor is a p-channel enhancement MOSFET (ZVP2106A) meaning the current is allowed to pass from the drain to the source, when the gate voltage is strictly negative (VGS<0). If the gate voltage VGS is positive, the drain-source resistance (RDS) is high, so the damping circuit is inactive. Oppositely, if VGS is negative, RDS is very small compared to the damping resistor Rd, so the damping circuit is active. The QTF is first excited, then discharged by the damping circuit and finally the damping circuit is disabled and the QTF is let free for stabilization. When Cm is low (black), the RC filter constant is small, so is the smoothing effect of the low pass filter, causing the QTF to be re excited by the fast pulse, as indicated by the slowly decaying slope driven by the QTF free relaxation. When Cm is high (orange), the RC filter constant is large, and the pulse is delayed. When Cm is ideally chosen (brown and red), the pulse does not provoke the QTF re excitation and allows to maintain the desired damping effect. It can be seen that the signal has reached the noise floor (10 -4 -10 -5 V), about 200ms after the onset of the damping.

Demonstration of the effective damping of the QTF

We have just presented a circuit based on a MOSFET as a switching device in order to minimize the QTF switching time after the damping, while preventing the QTF re excitation. Next, we integrate the damping circuit into the RT QEPAS experiment as a proof of concept.

Since the purpose of this proof of concept is to reach the smallest QTF characterization time, we modified the Labview program, suppressing the acquisition of the BF signal and the post processing actions. Consequently, the timing was not software limited. The data (b) (a) acquisition was directly done through the interface of the lock-in amplifier (Zurich Instruments LabOne using the data acquisition module). It must be noted that the excitation time was limited by the relay switching time which took about 50ms instead of a few ms required to excite the QTF. The BF signal was recorded for 70ms and could probably be even shorter. It was used to deduce the QTF parameters, as represented on the graph: f0 the inverse of the period of the LIA in-phase signal (green) and Q related to the slope of the LIA signal amplitude (blue). The slope can be extrapolated to image the free relaxation of the QTF (blue dotted line), which is very slowly decaying compared to the damped relaxation (step 5) taking only about 70ms. The measured QTF resonant frequency is then used to adjust the laser modulation frequency, and the QEPAS can be started right after. The photoacoustic could not be tested as the laser had not been implemented in the setup. The time spent for the QEPAS measurement (step 6) can be adjusted depending on the application and should be as long as possible to increase the integration time, and therefore decrease the limit of detection. In this experiment, the step 6 is made short (100ms) to demonstrate that the QTF is well at rest after the damping and that the QTF characterization can be re started. 

Conclusion

The QTF is a key element in a QEPAS gas sensor. It allows to detect very low concentration of gases, but its resonance can be affected by the variability of the environment. In this chapter, we described the development of a setup for real time characterization of the QTF resonance. We analyzed thoroughly the different techniques for measuring the QTF parameters. The sharp frequency response of the QTF makes it difficult to obtain a good accuracy on both the resonant frequency and the quality factor.

After comparison of the techniques, we concluded that the Beat Frequency measurement, based on an electrical excitation, offers a good compromise between the measurement time and the measurement accuracy. The BF technique has considerable advantages: simultaneous measurement of f0 and Q, constant excitation amplitude and use of QEPAS conventional benchtop instruments. We developed an experimental setup, optimized it and verified its performances by observing the influence of the temperature and the humidity onto the QTF resonance. Then, we implemented the QTF characterization in a feedback loop in order to ensure the resonance tracking of the QTF. We presented a proof of concept of the Resonance Tracking-QEPAS with the detection of CH4, and showed a consistent reduction of the signal drift.

The main limitation of the QTF characterization based on the transient response stems from the long QTF response time. We overcome this limitation by designing a damping circuit, that quickly absorbs the QTF energy and drastically reduces the discharge time. We optimized the circuit based on electronics simulations and tested it experimentally. It allowed us to improve the QTF discharge time from about 1s to less than 100ms using the damping circuit. Eventually, we successfully implemented the damping circuit in the RT-QEPAS architecture as a proof of concept and a motivation to continue the topic. Future work will concern the operation of RT-QEPAS in combination with the photoacoustic detection and the evaluation of its performances in various environmental conditions. Also, as the damping circuit best performs close to the QTF, it would be interesting to realize its integration onto the QEPAS electronic board.

Conclusion

A gas sensor needs to respond to different criteria such as sensitivity, selectivity, compactness and affordability. Independently from the technology employed in the sensor, those criteria are hard to combine and it often results in a compromise of low-cost but low sensitivity and selectivity, or high sensitivity and selectivity but high cost. These compromises limit the development and the spreading of gas sensors. Among the existing sensing techniques, photoacoustic spectroscopy based on laser absorption is very promising to achieve low-cost, miniaturized, highly sensitive and selective gas sensors. In particular, QEPAS has already been used in many different configurations and successfully employed for the detection of many species. However, the path to obtain a functional product for field application is to continue. In this sense, this PhD offered its own contribution in the optimization of the QEPAS sensor by discussing the limitations, by adopting a different perspective to provide solutions and by developing new experimental setups.

The Chapter 1 describes the theoretical notions that are essential for the understanding and the development of a QEPAS sensor, and more generally for a sensor based on laser spectroscopy. We started by presenting the absorption spectroscopy and the motivation for using mid-infrared lasers, and in particular quantum cascade lasers which exhibit excellent properties for making optical gas sensors. Then, we developed the concept of wavelength modulation spectroscopy and described the complex theoretical signals. We presented the photoacoustic spectroscopy which allows to achieve small footprints while preserving the sensitivity and the selectivity of laser-based sensors. Finally, we thoroughly described the QEPAS technique, with a specific focus on the piezoelectric transducer and the various existing configurations of the sensor.

In the Chapter 2, we discussed the selection of the laser wavelength, which is the first step of the sensor design. Using molecular spectra, we identified the most suitable locations which combine high absorption of the specie and low absorption of the other interfering species. This pre-study allowed us to estimate the feasibility of the sensor, which showed that the limit of detection is reachable for most of the species of interest.

We also presented a thorough study of the off-beam spectrophone; first considering the fabrication and the characterization of the microresonator alone and then its coupling with the QTF. In order to verify the consistency of the theoretical models, we developed a setup to characterize the acoustic response of the microresonator. It is based on a laser targeting a water absorption line and a MEMS microphone, which makes the setup easy to use and allows quick characterization. We took advantage of the setup to characterize the microresonators with various profiles and compared their performances. In particular, we fabricated the resonators by 3D printing and demonstrated the possibility to improve the coupling with the QTF. We also presented a new and more complex microresonator design with two resonators and two optical passes. In summary, using 3D printing and acoustic characterization, we presented a technique for rapid optimization of the microresonator.

The study of the off-beam spectrophone allowed us to adapt the microresonator for large beam diameters and in particular for long-wavelength lasers. We used a 11m QCL for the detection of ethylene with an important optimization on the modulation scheme. Using the theory of wavelength modulation, we were able to simulate the modulated signal by considering the composite absorption profile and we obtained results very close to the experimental signal. The Python script developed for the simulation can easily be re-employed and would be particularly interesting for broad absorption spectra, for instance occurring in high pressure conditions.

After this successful demonstration, we also implemented a 4.7m QCL for the detection of carbon monoxide and employed it for a biomedical application. We conducted a clinical evaluation on CO breath analysis at the hospital. The QEPAS sensor showed a very good correlation with the reference instruments and even better limit of detection. Upon discussion with the scientists in physiology, we identified that measuring in real time was crucial in breath analysis, and that QEPAS had the potential to meet this need. The future project has already been planned and will focus on real time measurement and the detection of multiple species.

The Chapter 3 is dedicated to the development of a new QEPAS technique. Compared to conventional photoacoustic spectroscopy, QEPAS is based on a highly resonant transducer which provides an enhanced noise immunity but an increased sensitivity to the environment, that can, depending on the operating condition of the sensor, give rise to the drift of the sensor response. The topic is rarely discussed in the literature as the QEPAS prototypes are tested in controlled environments. In the last chapter, we tackled this technical issue. We studied the different QTF characterization techniques, presented their limitations and quantified their performances. We selected the technique that offers the best compromise between the measurement time and the measurement accuracy. We validated the accuracy of the technique by characterizing the QTF response to the temperature and the humidity. We presented a new architecture which allows to continuously correct the resonance and therefore correct the sensor drift. Eventually, we developed a damping circuit to reduce the measurement time and therefore provide a fast correction. Inspired from the field of vibration damping, the damping circuit is a totally new approach in the field of QEPAS, but it could be exploited more generally for the characterization of highly resonant system, such as MEMS resonators.

The QEPAS technique is very promising for the realization of the next generation of gas sensors as it combines the key properties of sensitivity, selectivity and compactness. Physically, QEPAS is very unique as it involves multiple physical processes, and therefore a multitude of parameters can be optimized. A myriad of sensor configurations was presented in the literature, but there is still an important work to select the appropriate technological solutions depending on the specific application. For instance, QEPAS sensors could be compared with existing industrial sensors in order to identify their weaknesses and their strengths. Combining QEPAS with other technologies is also an interesting opportunity. New fabrication techniques such as 3D printing can be keys to provide new designs with simple fabrication processes. QEPAS has already been employed along with gas chromatography or placed in an optical cavity for sensitivity enhancement, but solutions for making QEPAS more performant and more relevant as a product are far from exhausted and they are worth being studied more extensively. QEPAS sensors have not been very often employed outside of laboratories (see Chapter 3 of this manuscript) and there is a gap in the literature about the effect of a variable environment,
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 1 Figure 1: (a) A city with smog (left) and without (right). (b) A measurement stations in the suburbs of Paris (Nogent-sur-Marne) 2 . (c) A certified gas analyzer from ENVEA, for monitoring the concentration of carbon monoxide.
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 11 Figure 1.1: (a) Internal structure of a FTIR spectrometer [3]. (b) Schematic of a NDIR sensor, composed of a broadband source whose light is collimated to cross the gas cell and a detector with selective spectral filters [4].
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 12 Figure 1.2: (a) A mirSense QCL product in a HHL package, and its dedicated OEM electronics [14]. (b) Spectra of an array of 30 lasers. Inset: Micrograph of the QCL array [15].

  Figure 1.3(a)) and the photodetector electronics (Figure 1.3 (b)).
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 13 Figure 1.3: Typical noise spectral density for semiconductor lasers [9] (a) and for an operational amplifier (ADA4622-2) [21] (b). The noise domains for a direct absorption and for a modulated
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 14 Figure 1.4: Schematic of a typical WMS setup, including a laser, a gas cell and a photodetector (PD). The laser current is modulated with a slow ramp of frequency fr and a fast sine wave of frequency fmod. The signal photodetector is amplified and demodulated by the lock-in amplifier (LIA), giving the typical 1f or 2f signal.
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 15 Figure 1.5: Effect of the modulation index  and the normalized modulation frequency xm onto the WM signal. The dotted line corresponds to a constant value of the modulation index m. [23]
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 16 Figure 1.6: WM signal for the 1 st and 2 nd harmonics, proportional to the 1 st and 2 nd derivative of a normalized Lorentzian profile (𝛼 = 1/(1 + 𝑥 2 )), respectively. The modulation index m is chosen equal to 0.1 (𝑚 ≪ 1).
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 17 Figure 1.7: The WM signal (grey) is compared to the derivative expression (dashed line black), for the 1 st (1f) and 2 nd (2f) harmonics , and for m=0.1 (a) and m=1 (b). The absorption is a normalized Lorentzian (equation (1.25) with 𝛾 𝐿 = 1/𝜋).
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 18 Figure 1.8: Maximum sn,max (a) and amplitude sn,amp (b) of the WM signal as a function of m, for the two first harmonics. The continuous and dotted lines correspond to the generalized and derivative expression, resp.
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 19 Figure 1.9: Effect of the parameter (ppcm, m=1, p(pcm, m=1and p(pcm, m=1and m (ppcm, m=1) onto the 2f signal . The detection phase Φ 𝑛 is set equal to 2in order to maximize the signal.

Figure 1 . 10 :

 110 Figure 1.10: Block representation of the principle of photoacoustic spectroscopy

Figure 1 . 11 :

 111 Figure 1.11: Schematic of an optimized PA cell proposed by Sigrist et al [40].

Figure 1 . 12 :

 112 Figure 1.12: Representation of the three types of acoustic modes in a cylindrical cavity.

Figure 1 . 13 :

 113 Figure 1.13: Optimization of the cell dimensions for the first longitudinal mode using the cell constant [45]. The cell constant increases with the cell length L and decreases with the cell radius Rc.

Figure 1 . 14 :

 114 Figure 1.14: Cross cut view of a differential Helmholtz resonator made of two chambers A and B, connected by two capillaries.[38] The air in the capillaries is equivalent to a moving mass of air that is pushed back and forth by the air in chamber acting as acoustic springs. The microphone A monitors the photo-generated acoustic pressure while the microphone B is used to measure the environmental noise which can then be subtracted from the microphone A signal.

  𝑠 𝑃𝐴,1𝑝 (𝑥) = -𝑠 1𝑝 (𝑥) -𝑝 𝜔 Δ𝜈 𝑙𝑖𝑛𝑒 𝑚 𝑠 𝑃𝐴,1𝑞 (𝑥) = -𝑠 1𝑞 (𝑥) 𝑠 𝑃𝐴,2𝑝 (𝑥) = -𝑠 2𝑝 (𝑥) 𝑠 𝑃𝐴,2𝑞 (𝑥) = -𝑠 2𝑞 (𝑥) (1.46)
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 115 Figure 1.15: Illustration of the QEPAS technique (Quartz Enhanced Photoacoustic Spectroscopy), whose main components are a laser and a QTF (Quartz Tuning Fork) [47].
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 116 Figure 1.16: Evolution of the QTF current as a function of the applied voltage.[START_REF] Castellanos-Gomez | Characterization and Optimization of Quartz Tuning Fork-Based Force Sensors for Combined STM / AFM[END_REF] 

Figure 1 . 17 :

 117 Figure 1.17: (a) Schematic of the QTF (b) Representation of the QTF in-plane flexural symmetric mode (left) and antisymmetric (right) mode of the QTF.The symmetric mode is active when an acoustic source is in between the prongs, as in QEPAS, while the antisymmetric reacts to a source located outside of the prongs. The color represent the amplitude of the mechanical displacement[12].

Figure 1 . 18 :

 118 Figure 1.18: (a) Butterworth Von Dyke model (b) Frequency response of the QTF.

Figure 1 . 19 :

 119 Figure 1.19: Schematic of the QTF and the transimpedance amplifier (TA) (black dotted square) used for simulation on ORCAD Pspice.
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 120 Figure 1.20: Schematic of the TA for noise analysis[START_REF] Ramus | Transimpedance Considerations for High-Speed Amplifiers[END_REF] 

Figure 1 . 21 :

 121 Figure 1.21: QTF noise power spectral density. The theoretical curve is obtained using (1.64). The experimental data were measured with a setup based on a lock-in amplifier.

Figure 1 . 22 :

 122 Figure 1.22: Block representation of the QEPAS technique. : A laser radiation (1) is used to generate a pressure wave (2) through the photoacoustic effect. Detection is then realized by a QTF (3), that generates in turn an electrical signal (4) by a piezoelectric effect

Figure 1 . 23 :

 123 Figure 1.23: (a) Schematic of the QTF and the laser spot at a distance h from the bottom of the prongs.(b) 2D pressure distribution on the inside of one prong. The laser spot size is assumed to be small compared to the QTF gap (distance g). (c) Evolution of the photoacoustic force with the position of the laser beam. The red dot correspond to the integration of the pressure distribution of Figure 1.23(b). (b) and (c) are the results of a simulation on Python.

Figure 1 . 24 :

 124 Figure 1.24: QEPAS spectrophone in the on-beam (a) and off-beam configuration (b).[START_REF] Dong | QEPAS spectrophones: Design, optimization, and performance[END_REF] 

Figure 1 . 25 :

 125 Figure 1.25: 3D Section view of the off-beam mR, with a T-shape, composed of the main tube (red) of length LmR and radius RmR and the side opening (blue) of radius r0 and length t0.

Figure 1 . 26 :

 126 Figure 1.26: Influence of the mR-QTF distance onto the QEPAS signal represented in terms of frequency response (a) or in terms of resonant frequency and quality factor (b).

Figure 1 . 27 :

 127 Figure 1.27 : Illustration of the acoustic confinement in the off-beam mR, obtained with a finite elements simulation on COMSOL.

Figure 1 . 28 :

 128 Figure 1.28: Optimum length of the off-beam microresonator as a function of the radius of the main hole (a) (with t0=0.5mm, r0=0.25mm), the length of the orifice (b) (with RmR=0.375mm, r0=0.25mm) and the radius of the orifice (c) (with RmR=0.375mm, t0=0.5mm). The mR frequency is set equal to the QTF frequency (fmR=32700Hz) and the optimum length is obtained using equation (1.70) and (1.71).

  [START_REF] Ma | QEPAS based ppb-level detection of CO and N 2 O using a high power CW DFB-QCL[END_REF], OPOs [100], fiber amplifiers[101]. Multiple optical passes can also provide an additional optical energy between the QTF prongs. Another possibility is to place the QTF in an optical cavity[102,103]. After the photoacoustic generation, the acoustic wave is generally further amplified using acoustic microresonators (section 1.3.3). Many mR configurations were proposed, often based on on-beam and off-beam, using multiple cylindrical mR [104,105], single on-beam mR [106,107] which improves the mR-QTF acoustic coupling. Multiple QTFs can be combined to collect more acoustic energy[105]. The QTF current can be enhanced by employing a material with a higher piezoelectric coefficient such as lithium niobate[108]. The SNR can be reduced by designing a low-noise electronic circuit[START_REF] Winkowski | Low noise, open-source QEPAS system with instrumentation amplifier[END_REF]. QEPAS was combined with gas chromatography, forming a very sensitive sensor[109,110].
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 129 Figure 1.29: The QEPAS signal can be enhanced optically, for instance with an optical cavity [103] (a), acoustically, typically by using microresonators such as the double mR [104] (b), and mechanically, as by using custom QTFs optimized for the QEPAS [75] (c).
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 130 Figure 1.30: Effect of the averaging on the QEPAS signal. The light blue curve corresponds to the raw data recorded at a sample rate of 10Sa/s. The LIA integration time is set to 100ms which corresponds to a filter bandwidth of 0.81Hz.

Figure 1 . 31 :

 131 Figure 1.31: Illustration of the construction of the Am subsets from the original data points yi.
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 132 Figure 1.32: Allan deviation (adev) and overlapped Allan deviation (oadev), and the corresponding errors, are calculated with the allantools library on Python. The blue dot corresponds to the measured value with the raw data.
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 221 Figure 2.1: Mid-infrared absorption spectra of the MULTIPAS target species, and the main interfering specie H2O.

Figure 2 . 2 :

 22 Figure 2.2: CO absorption coefficient in the mid-infrared (orange), along with the main interferent H2O (blue) and CO2 (green), at atmospheric pressure and room temperature. Between 2150 and 2200 cm -1 (dashed square), the CO2 absorption is negligible compared to the CO absorption.
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 23 Figure 2.3: Focused spectra of the selected absorption peak for the target species CO (a), SO2 (b), NO (c), NO2 (d), NH3 (e) and CH4 (f) along with the main interferent H2O (blue) and CO2 (green), at atmospheric pressure and room temperature.

Figure 2 . 4 :

 24 Figure 2.4: Roles of the partners in the MULTIPAS project.

Figure 2 . 5 :

 25 Figure 2.5: 3D Section view of the off-beam mR composed of the main tube (red) of length LmR and radius RmR and the slit (blue) of radius r0 and length t0. The laser beam passes in the main tube. The QTF is positioned in front of the slit.

Figure 2 . 6 :

 26 Figure 2.6: Measured acoustic response of the microphone (Knowles SPU0410LR5H-QB). The input acoustic wave is generated photoacoustically through water absorption. The response is normalized by the maximum.

Figure 2 . 7 :

 27 Figure 2.7: Photography of the acoustic test bench with, from left to right, the 2.62μm laser enclosed in a temperature regulated module for operation at 8°C (1), the focusing lens (2), the mounted microresonator (3) facing the MEMS microphone (4) placed on a xyz translation stage, and a tilted photodiode (5). (b) Close-up picture of the mR and the microphone.
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 28 Figure 2.8: Characteristics of the EBLANA laser: LIV curves (a) and QEPAS response (b). The 1f QEPAS response was obtained for a laser temperature of 28°C and ambient humidity around 50%RH.

Figure 2 . 9 :

 29 Figure 2.9: Frequency response of a mR (a6) while varying the distance between the microphone on the mR. The red dotted line corresponds to the close-ended configuration of the slit while the blue dotted line corresponds to the open-ended configuration.

Figure 2 . 10 :

 210 Figure 2.10: Set of fabricated microresonators from aluminum blocks, from a1 (left) to a9 (right).

Figure 2 . 11 :

 211 Figure 2.11: (a) Frequency response of the mRs a4, a5 and a6, sharing the same radius and different lengths. (b) Acoustic resonance for resonators from Table 2-3. The correction factors are adjusted to fit the experimental results. f0 is the QTF resonant frequency, i.e the target frequency for the mR.

Figure 2 . 12 :

 212 Figure 2.12: (a) Schematic of a stereolithography (SLA) setup [19]. (b) SLA printer (Form 2, Formlabs) used for the fabrication of custom microresonators at the 3D printing plateform PRO3D.

Figure 2 . 13 :

 213 Figure 2.13: (b) Picture of the 3D printed mRs inspired from the reference micromachined mR (a5, bottom right). b1 (top right) and c1 (top right) were fabricated at PRO3D while c1 (bottom left) was from CRESILAS. (b) CAD drawing of the mR c1.

Figure 2 . 14 :

 214 Figure 2.14: (a) Frequency responses of the 3D printed mRs compared to the reference mR a5. The mR response was normalized by the microphone response (dotted line). (b) QEPAS signal for the different mRs versus the Y position, corresponding to the distance between the mR and the microphone (schematic on Figure 2.9).
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 2215 Figure 2.15: (a) Representation of Huygens' principle for a line source. Secondary spherical sources are equally distributed along the line, from which the wave fronts are drawn. In the far field, the spherical wave fronts merge to form a plane wave (b) Secondary sources (blue dots) arranged for the simulation of the emission of a circular slit or of radius 0.25mm (red circle). The distance between two sources is 0.025mm (1/10 th of RmR).

Figure 2 . 16 :

 216 Figure 2.16: Image of the pressure field in the xoz plane, for an acoustic frequency of 1MHz (a) and 32kHz (b). High pressure values are represented in yellow while low pressure value in purple. The slit parameters are: radius RmR=0.25mm, center (0, 0, 0), number of secondary sources n=309. (source code Radiation_Huygens3.py)

Figure 2 . 17 :

 217 Figure 2.17: CAD images of three selected slit shapes : obround (a), rectangular cone (b), rectangle (c) and the images of the fabricated mR from the microscope (d-e-f).

Figure 2 . 18 :

 218 Figure 2.18: (a) Frequency response of the mRs with different slit shapes. The characterization is realized following the protocol described in section 2.2.1. (b) Profile of the QEPAS signal along the y axis.

Figure 2 . 19 :

 219 Figure 2.19: Frequency response of the mRs with an obround slit shape. The continuous lines represent the experimental results while the dots are the theoretical values of the mR resonant frequencies for the expected mR dimensions (equation (1.71)). The length of the mR c8, c9, c10 and c11 are of 6.6, 6.8,7.0 and 7.2 mm, resp.

Figure 2 . 20 :

 220 Figure 2.20: (a) The QEPAS signal versus the laser current for the different mRs. (b) The QEPAS signal as a function of the laser modulation frequency for the mR a5 at various mR-QTF distances.

Figure 2 . 21 :

 221 Figure 2.21: The resonant frequency (a), the quality factor (b) and the QEPAS signal (c) as a function of the mR-QTF distance along the y-axis.

Figure 2 .

 2 14(b), Figure 2.18(b) and Figure 2.21(c) are fairly comparable, though the latter experiment is more accurate and also gives information about the evolution of the QTF resonance, giving a deeper understanding of the mR-QTF acoustic coupling.

Figure 2 . 22 :

 222 Figure 2.22: Amplitude of the QEPAS signal as a function of the relative position between the mR (ref: a5) and the QTF, in the x (a), z (b) and y (c) directions. Illustration of the referential (d) with the mR located at the origin (x = y = z = 0) corresponding to the black cross. The simulated curve (orange) for the on-beam configuration was added for the z direction (from Figure 1.23).

Figure 2 . 23 :

 223 Figure 2.23: (a) CAD drawing of the new spectrophone design, with the 2 mRs, the 2 corner cubes (cc) mirrors, the QTF and the holder (orange). (b) Picture of the setup: the laser (EBLANA 1392nm) on the left is focused through a lens into the spectrophone, the exiting beam is monitored with a power meter.

Figure 2 . 24 :

 224 Figure 2.24: (a) Magnified (4) picture of the QTF positioned inside the 2 mRs. (b) Frequency response of a QTF in free space (red) and positioned inside the mR (black). The Q factor is determined through the curve fitting with the Butterworth Von Dyke model.
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 225 Figure 2.25: Evolution of the QEPAS signal when moving the QTF in the z (a) and y (b) direction. (c) Schematic of the mR and the QTF in the defined referential. The QTF is represented in the (0, 0, 0) position.

Figure 2 . 26 :

 226 Figure 2.26: (a) Effect of the mirror position on the QEPAS signal maximum. (b) QEPAS signal versus laser current when the beam is misaligned (black) or aligned (red) with the mR 2, and comparing it with the results from conventional off-beam (blue).
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 227 Figure 2.27: Schematic of the embedded off-beam QEPAS proposed by Hu. et al. [30]. The spectrophone is based on 2 off-beam microresonators. Each QTF prong is embedded in a mR. A double optical pass is realized using a right angle prism.
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 23 Off-beam QEPAS experiment with a QCL for the detection of ethylene.

Figure 2 . 28 :

 228 Figure 2.28: Voltage-current and light-current characteristics (a) and emission spectra (b) of a 3.6mm-long QCL at different temperatures. The ethylene absorption spectrum, on top of graph (b), shows many features in the range covered by the QCL

Figure 2 . 29 :

 229 Figure 2.29: Selected absorption peaks (green) obtained from the Hitran database around 915.61 cm -1 , for 1ppmv of C2H4 at standard conditions of pressure and temperature, and the corresponding absorption lines (purple).

Figure 2 . 30 :

 230 Figure 2.30: Simulation of the QCL emission using a Gaussian beam software, for the fast axis (a) and the slow axis (b). The laser of waist size w0, emits a divergent beam, collected by a length L1 of focal f=4mm and directed to the mR located 97mm after the lens. The focal spot corresponds to the middle of the mR. The beam diameter is measured at the entrance of the mR. The wavelength is set to 10m.

Figure 2 . 31 :

 231 Figure 2.31: Schematic of the QEPAS setup (top view) for ethylene detection. The excitation source is a Quantum Cascade Laser (QCL). The acoustic spectrophone is made of a microresonator (mR) and a Quartz Tuning Fork (QTF).
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 232 Figure 2.32: (a) QEPAS signal versus injected current for different distance of the cell. The oscillations are due to Fabry-Perot interferences. (b) QEPAS response to different steps of ethylene concentrations. In 2f mode (pink) the signal returns to zero when the cell is flushed (0ppm) while in 1f mode shows a significant offset.

Figure 2 . 33 :

 233 Figure 2.33: The 2nd derivative of ethylene absorption (a) is compared to the normalized 2f QEPAS signal (b). The laser current was of 340mA and the modulation amplitude of 0.04cm -1 , giving a modulation index of 0.5 for the peak located at 913.38cm -1 . Ethylene concentration was set to 5%.

Figure 2 . 34 :

 234 Figure 2.34: Optimization of the modulation amplitude for the 1f and 2f modes. The laser temperature is set to -26°C, and the current to 343 and 337mA, for the 1f and 2f modes, resp. The ethylene concentration is of 1000ppmv.

Figure 2 . 35 :

 235 Figure 2.35: QEPAS signal measured as a function of the wavenumber, for different modulation amplitudes, for the 2f (a) and 1f mode (b). 2 nd and 1 st derivatives of ethylene absorption are represented in (c) and (d), resp. They are proportional to the the 1f and 2f QEPAS signals at small modulation amplitude. The grey dotted lines shows the optimum working conditions for both modulation schemes.

Figure 2 . 36 :

 236 Figure 2.36: The composite ethylene absorption spectra can be represented as a sum of Lorentzian functions. In (a), the peaks originate from the HITRAN database while in (b), they are synthetic (without physical meaning). The spectrum is decomposed in 521 and 14 peaks for (a) and (b), resp. The total composite ethylene absorption is represented in blue.

Figure 2 . 37 :

 237 Figure 2.37: (a) QEPAS signal recorded while varying the temperature from -30 to 10°C. The signal is normalized by the instantaneous laser power. Simulated photoacoustic signal using synthetic peaks (b) or Hitran lines (c). The modulation parameters are (Ψ = 0, 𝑝 Ω = 0𝑐𝑚, 𝑝 𝜔 = -2𝑐𝑚, 𝜙 2 = 0).

Figure 2 . 38 :

 238 Figure 2.38: (a) 1f QEPAS signal during a gas step cycle, with concentration ranging from 50 to 1000ppmv. The ethylene mixture of known concentration is injected during 60s and the cell is flushed with pure N2 for 15s. (b) The QEPAS signal versus injected ethylene concentration can also be represented. A linear fit is applied to show the linearity of the response. The integration time is set to 0.1s, giving an absolute error of 1.5 ppm.

Figure 2 . 39 :

 239 Figure 2.39: Allan-Werle deviation calculated from a 30 minutes acquisition for the 1f and 2f mode. The C2H4 concentration was 200ppm. The sensor was stable for 60s. The integration time is set to 100ms.

Figure 2 . 40 :

 240 Figure 2.40: QEPAS signal measured as a function of the wavenumber, for the 2f (a) and 1f mode (b), for different modulation amplitudes. Allan-Werle for the 1f and 2f mode (c).

Figure 2 . 41 :

 241 Figure 2.41: CAD image of the homemade laser module and the 3D printed parts holding the COS.

Figure 2 . 42 :

 242 Figure 2.42: (a) LIV curves (b) Emission spectra for different currents at a laser temperature of 20°C.

Figure 2 . 43 :

 243 Figure 2.43: Far field profile along the slow (a) and the fast (b) axis.

Figure 2 . 44 :

 244 Figure 2.44: Picture of the new cell design open (a) and closed (b). The transimpedance amplifier with reduced footprint (c) is integrated in the bottom part of the cell.

Figure 2 . 45 :

 245 Figure 2.45: Protocol for the clinical evaluation consisting in a questionnaire, a medical examination, the HbCO blood test and finally the CO breath analysis. The same operator realized all the tests to improve the repeatability.

( 4 )

 4 Similar to step 1. The 4 measurements allow to observe the variability of the response for different breathhold time and sampling type (total lung volume or alveolar only). Each measurement was repeated twice giving a total of 8 measurements per patient.

Figure 2 . 46 :

 246 Figure 2.46: Measuring the exhaled CO during the clinical evaluation at the hospital, using the reference sensor from MEDISOFT (green square) and the QEPAS sensor (red square). A patient (right) is breathing out in the sensor while Nicolas Maurin (middle) and Fares Gouzi (far left) control the measurement.

Figure 2 . 47 :

 247 Figure 2.47: Effect of the humidity onto the amplitude of the QEPAS signal. The CO concentration is of 200ppmv, diluted in N2.

Figure 2 . 48 :

 248 Figure 2.48: (a) Response of the QEPAS signal for a 1 ppmv concentration humidified CO compared with pure N2 and ambient air. The response time is around 200s (blue area). (b) QEPAS signal for different mixture concentration (round dots). The calibration curve is obtained by applying a linear fit (red line).

Figure 2 . 49 :

 249 Figure 2.49: Allan-Werle deviation obtained for the CO sensor. The CO concentration was set to 350 ppbv and the time constant of the lock-in amplifier was of 100 ms.

Figure 2 . 50 :

 250 Figure 2.50: Chronogram of the 8 successive acquisitions realized on each tested subject with the QEPAS sensor. The measured values correspond to the mean top values (orange lines).

Figure 2 . 51 :

 251 Figure 2.51: Summary of the results for the clinical study, comparing the response of the CO QEPAS sensor (left axis) and the HbCO blood test (stars, right axis).
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 31 Figure 3.1 : Block representation of the RT-QEPAS.

Figure 3 . 2 :

 32 Figure 3.2 : The frequency response of the shift-free QEPAS signal (black) is represented. It is a Lorentzian curve centered at 32768Hz, having a quality factor of 8000. The QEPAS signal reaches a maximum value at f = f0. The frequency response is also shown for a frequency shift of 0.28Hz (green) and Q shift of 80 (blue). The two curves intersect (red dot) at f = f0, corresponding to a 1% QEPAS signal error as calculated.

Figure 3 . 3 :

 33 Figure 3.3 : (a) Our frequency sweep setup is based on a function generator for exciting the QTF, a transimpedance amplifier and a lock-in amplifier. (b) The frequency response of the QTF is represented in terms of magnitude and phase (solid line), and can be fitted using the QTF electrical model (dotted line).

Figure 3 . 4 :

 34 Figure 3.4:Error on the resonant frequency with the NL fit as a function of the SNR, using the data from Inoue et al[13] and the equation from Gyure (equation (3.8))[12].The simulation parameters correspond to Inoue's article[13] : f0 = 10 9 Hz, N = 1201, fspan = f, fstep = fspan / N.

Figure 3 . 5 :

 35 Figure 3.5: Simulation of the QTF transient current response during a step of excitation and relaxation.

Figure 3 . 6 :

 36 Figure 3.6 : QTF oscillation amplitude (top) and instantaneous frequency (bottom) for two different excitation frequencies : fexc = f0 (a) and fexc = f0-20Hz (b) (f0=32750Hz, Q=8000, texc=trelax=500ms).

  Figure 3.7 illustrates of the envelope of the QTF signal with an optimized excitation time texc = TBF/2 for different values of |𝑓 0 -𝑓 exc |.

Figure 3 . 7 :

 37 Figure 3.7 : Evolution of the amplitude of the QTF oscillation enveloppe in time for different excitation frequencies. The excitation time is equal to 𝑇 𝐵𝐹 /2 = (|𝑓 0 -𝑓 exc |)/2.
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 38 Figure 3.8 : A sinewave of frequency f0 is sampled at a frequency fs. The measured frequency by taking the difference between the locations of the two maxima is 1/(f0 +Δf0).

  𝑉 𝐵𝐹 (𝑡) = 𝑉 ̂𝑜𝑢𝑡 sin[2𝜋|𝑓 0 -𝑓 𝑟𝑒𝑓 |(𝑡 -𝑡 𝑒𝑥𝑐 )] 𝑒𝑥𝑝 [

Figure 3 . 9 :

 39 Figure 3.9 : The BF characterization setup is made of a function generator as the excitation source, a QTF, a TA and a LIA to realize the heterodyne detection. Typical signals observed at the amplifier output (b) and the LIA output (c), at a frequency of f0 and Δf, resp.
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 310 Figure 3.10 : (a) Typical Clapp oscillator with an inverter gate and two capacitors to adjust the phase shift [24]. (b) QTF oscillator dedicated to scanning probe microscopy, including parasitic compensation and Q factor adjustment [21].

Figure 3 . 13 :

 313 Figure 3.13: Measured resonant frequency and quality factor from the synthetic BF signal with the two different algorithms: find peaks and NL fit.

Figure 3 . 14 :

 314 Figure 3.14 : Evolution of the QTF parameters for the two algorithms, find peaks and NL fit. The temperature of the QTF is regulated at 20°C (Vexc=0.1Vpp, fexc=32730Hz).

Figure 3 . 15 :

 315 Figure 3.15 : Error on the QTF parameters as a function of the number of the data points of the digitized BF signal (Vexc=0.1Vpp, |f0 -fexc|=28Hz).

Figure 3 . 16 :

 316 Figure 3.16 : Measured QTF parameters as a function of the excitation frequency (a) and the excitation amplitude (b). The hatched areas correspond to the target accuracy and the error bars to the standard deviation. The excitation time texc is set to 200ms to ensure the QTF is at steady state before the onset of the relaxation.

Figure 3 . 17 :

 317 Figure 3.17 : (a) Picture of the characterization setup including the temperature regulated box containing the QTF (left), the electronic board (bottom right) and the data acquisition card (top right). (b) QTF resonant frequency response to a temperature step of 2.5°C. In the first setup, the transient response is slow due to poor thermal diffusion (blue curve), whereas it takes only a few seconds in the second setup (green curve).
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 318 Figure 3.18 : (a) Resonant frequency of a vacuum capped (black) and an open QTF (red) as a function of temperature. (b) Frequency shift as a function of the temperature as given by the datasheet of the NC38LF QTF.
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 319 Figure 3.19: Picture of the setup with, on the left, the humidity chamber (ESPEC SH-242) with the QTF inside and the BF characterization setup on the right.

Figure 3 . 20 :

 320 Figure 3.20 : (a) Evolution of the QTF parameters f0 and Q while varying the humidity, for two different temperatures 20 and 40°C. The humidity cycle is made of 10%RH steps : 7 ascending steps (30 to 90%RH) and 2 descending steps (50 and 30%RH). (b) Results of the experiment at T=20°C presented with the mean value and the standard deviation.

Figure 3 . 21 :

 321 Figure 3.21 : Setup for the RT QEPAS.
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 323 Figure 3.23 : Illustration of the signal envelope of the relaxation signal. At the end of the excitation (t=texc), the amplitude equals to Vout. It takes a time trelax-texc for the envelope to reach the threshold voltage Vth.

Figure 3 . 25 :

 325 Figure 3.25 : Schematic of the electronics circuit on OrCAD Capture including the damping circuit, the excitation source, the switching relay, the QTF and the transimpedance amplifier.

Figure 3 . 26 :

 326 Figure 3.26 : Damped QTF relaxation for different PSPICE simulation timesteps. At texc=10ms, the electrical excitation is stopped and the QTF is connected to the damping circuit.

Figure 3 . 27 :

 327 Figure 3.27 : Different circuits employed for the characterization of the damping circuit, based on a voltage divider (a) or a constant current source (b-c). (d) The response of the three circuits (a), (b) and (c) are shown as the blue, black and red curves, resp. The values of the components are: Rd=1k, Ld=0.2H (Cd+C0)=116.8pF. The PSPICE simulated response is also shown (purple).

Figure 3 . 28 :

 328 Figure 3.28 : Simulated (left) and experimental (right) QTF response with the damping circuit while varying the damping capacitance (a-b) (with Rd=500 and the effective damping resistance (cd) (with Cd+C0=120pF). The electrical excitation occurs during about 10ms as represented by the blue area. Then, the electrical excitation is stopped and the QTF is connected to the damping circuit.

Figure 3 .

 3 Figure 3.29 : 1-decade decay time as a function of the damping capacitance, for the PSPICE simulation (red dots) and the experiment (black square). Compared to Figure 3.28, the values of the damping circuit for the simulation are adjusted to match the experimental resonance. d, opt represents the minimum damping time.
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 330 Figure 3.30: Schematic of the QTF and the damping circuit.

  𝝉 𝒅,𝒐𝒑𝒕First, writing Kirchhoff's voltage law for the QTF motional branch and the RdLd branch:
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 331 Figure 3.31 : Evolution of the optimum damping inductance, resistance and 1-decade decay time as a function of . (R=30k, L=2kH, C=12fF, C0=12pF)
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 332 Figure 3.32: Fitted parameters obtained with a different value of the initial gain. f0 and Q are deduced from the fitted parameters. The initial value of the gain does not ensure the validity of the parameters as the fitted value of the gain is generally an order below the initial gain.

Figure 3 . 33 :

 333 Figure 3.33: Evolution of the optimum damping inductance, resistance and 1-decade decay time as a function of  for the model A (R=30k, L=2kH, C=12fF, C0=12pF) and the model B (R=100k, L=6kH, C=4fF, C0=2pF)
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 334 Figure 3.34 : Evolution of decay time as a function of the effective damping capacitance, comparing the experiment with the different simulations.

Figure 3 . 35 :

 335 Figure 3.35: (a) Picture of the printed circuit board hosting the damping circuit and the analog switch. (b) Lock-in amplifier signal obtained for different configurations of the damping circuit.

Figure 3 . 36 :

 336 Figure 3.36: (a) PSPICE schematic of the of the damping circuit and the MOSFET inserted in the RL branch. The MOSFET gate is driven by a voltage source connected to a low pass RC filter. (b) Observing the QTF response to damping for different values of the filter capacitance Cm. The damping is enabled just after the end of the excitation by applying a negative voltage to the MOSFET gate. The arrows indicate the moment the MOSFET was turned off, that is 100ms after the onset of the damping, except for the orange curve, for which the MOSFET was triggered lately due to the high value of Cm.

Figure 3 . 37 :

 337 Figure 3.37 : Monitoring the lock-in amplifier signal during a complete RT-QEPAS cycles with 2 QTFs having Q factors of 12000 (a) and 71000 (b). The amplitude and in-phase component are represented in black and red, resp. The RT-QEPAS sequence is made of 6 steps as listed in (c). The QTF parameters can be obtained from step 3. The QTF free relaxation exponential decay is indicated by the blue dotted line.

  2 complete cycles are represented, showing very good repeatability and a similar damping time for the 2 different Q values. RT-QEPAS sequence: 1. Excite the QTF 2. Record BF relaxation signal 3. Find f0 &Q 4. Force the QTF discharge 5. Adjust the modulation frequency 6. Measure the gas concentration QEPAS (here the laser is off)

  

  

  

  

  

  

Table 1 -1: Q values for a standard clock QTF for the different loss mechanism [67].
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ANR MULTIPAS project (ANR-16-CE04-0012)

Antimonides III-V materials are made of atoms from the column III of the periodic table (e.g. Al, Ga, In) and from the column V, the Antimony (Sb) and possibly the Arsenic (As).

The normalization is taken so that max(𝜙(𝑥)) = 1

Pressure amplitude (a.u.)

Similar issues are encountered with microwave resonators and MEMS, sharing some common feature with the QTF. Relevant citations from those fields will appear regularly along this chapter.

We acknowledge Brice Sorli for his support on the experiment with the humidity chamber.

Figure 3.24: Electrical equivalent circuit of the QTF, that is a RLC in parallel with C0, connected to the damping circuit, formed by a RdLd branch in parallel with the capacitance Cd and C0.

Global design

The first setup was designed to offer the possibility to study 2 QTFs simultaneously. Indeed, since 2 QTFs are almost identical, it was interesting to study the simultaneous evolution the resonant frequencies of 2 different QTFs located nearby and to observe the correlation of the relative variations of the resonances of the 2 QTFs. If the correlation is high, the resonance of one QTF could be measured and used to correct the drift of the second QTF ; the second QTF being used for photoacoustic detection.

The second setup was a refined version of the BF setup (designed for a single QTF characterization). Both prototypes were a functional implementation of Figure 3.9. The essential modifications are described in the following paragraph, notably changing the LIA and refining the fitting algorithm. Measurements on the influence of temperature (Section 3.4.1) were obtained with the first prototype while other results were obtained with the second prototype.

The BF setup is represented on Figure 3.11. First an excitation signal, a simple sine wave; is generated. The excitation has to be switched off in order to start the QTF relaxation. Practically, it can be done internally with a function generator, either by turning off the channel, either by setting its amplitude to 0. In both cases, the function generator uses a relay to turn off the channel or to change the amplitude range. Since this operation will be repeated numerously (every seconds), and that relays only have thousands of cycles estimated lifetime, we decided to employ an external relay (Hongfa HDF31). The switching could have been realized by other means, such as with: reed relays, solid state relays, multiplexers, analog switches. However, due the very low currents generated by the QTFs (down to pA), an electromechanical relay was preferred to avoid any leakage current. This topic will be discussed again in section 3.6.8. Apart of the relay, the circuit resembles to the conventional QEPAS circuit with a transimpedance amplifier followed by a lock-in amplifier (EG&G 7260). In the first setup, a Labjack T7 DAQ card was employed both for driving the relay coil and for recording the BF signal during about 500s with a sampling rate of 50kHz. The relay, the QTFs and the transimpedance amplifiers were integrated on a stripboard circuit (Figure 3.17(a)). The main issue we encountered was the electromagnetic radiation from the excitation source. Indeed, the QTF has a high impedance, thus to generate a few nA an excitation voltage of a few mV is Relay 123 needed. Even though the connections between the board and the instruments were made through shielded BNC cables, parasitic signals were visible in the relaxation signal (Figure 3.12(a)). Additional shielding on the circuit board was necessary obtain a proper signal (Figure 3.12(b)). In the second setup, the data acquisition and the relay command were operated by the LIA (MFLI -Zurich Instruments). The use of a single instrument allowed more accurate timing control and noise reduction. In many scientific experiments, the LIA is used to reduce the noise of the system by working in a narrow frequency band in the kHz range, thus avoiding the 1/f noise. The bandwidth of the LIA (𝐵𝑊 𝐿𝐼𝐴 ) can be adjusted by changing the time constant. The longer the time constant, the narrower the bandwidth. However, in the BF technique, the QTF oscillation does not match exactly the reference LIA oscillator. If the bandwidth is too narrow, the BF signal will be attenuated by the low pass filter. Equivalently said with the criterion : |𝑓 0 -𝑓 𝑟𝑒𝑓 | < 𝐵𝑊 𝐿𝐼𝐴 . For our setup, the QTF was generally operated 20Hz off resonance, the time constant and the filter slope of the lock-in amplifier were respectively 1ms and 18dB/oct, giving a filter bandwidth (at -3dB) of 80Hz.

Fitting algorithm

After digitizing the BF signal, a Labview program collects the data. Two different methods were tested to calculate the QTF parameters: one based on a peak finding function and the other based on a non linear fit. With the first technique ('Find peaks'), a built-in Labview function was used to obtain the coordinates of the positive peaks. The average of the differences between the locations of two consecutive peaks gives the period of the BF signal. The frequency of the BF signal is summed with fexc to obtain f0. Then, the peak maxima are fitted with an exponential decay to obtain the measured Q value.

The second technique consists in directly fitting the data with the theoretical model (equation (3.16)) using a non linear (NL) fitting algorithm (such as the well-known Levenberg-Marquardt). The theoretical model along with guessed parameters is passed to the algorithm. If the signal is well described by the model, the result is very accurate. The guessed parameters are essential to ensure the convergence of the algorithm, which can be difficult to control. This is the main downside of the NL fit. Also, the computation time is long for large sets of data, though it can be reduced by downsampling the data (also called decimating). In comparison with the find peaks method, the NL fit is more accurate but less robust. 5. Adjust the modulation frequency (S2=W) 6. Measure the gas concentration with QEPAS The sequence is constituted with the main actions to ensure the resonant operation of the QTF and thus limit QEPAS signal drift. The sequence can be extended to improve the system stability (e.g. adjusting fexc), the system accuracy (e.g. adjusting Vexc or Vmod). Those improvements depend on the sensor's applications.

The first implementation was tested for the detection of methane at 4294.55 cm -1 (2328.53 nm) with a DFB laser (NORCADA). The laser is operated at 20 °C and 143.4 mA. The current is wavelength-modulated with a sine wave at 32.7 kHz and covering 0.8 cm -1 .

The humidity affects the sensor through two main mechanisms: modification of the relaxation time and modification of the QTF resonance. We have seen in section 3.4.2 the impact of humidity on the QTF parameters. Due to the long relaxation time of methane, the photoacoustic effect in the 30kHz frequency range is not very effective. H2O promotes nonradiative relaxation and increase the efficiency of the photoacoustic effect. It is thus relevant trying to increase the water content of the sample. A simple way of humidifying a gas is to use a bubbling bath. The gas passes through the water and the humidity increases. The humidity level depends essentially on the flux and the bath temperature.